Google 



This is a digital copy of a book that was preserved for generations on Hbrary shelves before it was carefully scanned by Google as part of a project 

to make the world's books discoverable online. 

It has survived long enough for the copyright to expire and the book to enter the public domain. A public domain book is one that was never subject 

to copyright or whose legal copyright term has expired. Whether a book is in the public domain may vary country to country. Public domain books 

are our gateways to the past, representing a wealth of history, culture and knowledge that's often difficult to discover. 

Marks, notations and other maiginalia present in the original volume will appear in this file - a reminder of this book's long journey from the 

publisher to a library and finally to you. 

Usage guidelines 

Google is proud to partner with libraries to digitize public domain materials and make them widely accessible. Public domain books belong to the 
public and we are merely their custodians. Nevertheless, this work is expensive, so in order to keep providing this resource, we liave taken steps to 
prevent abuse by commercial parties, including placing technical restrictions on automated querying. 
We also ask that you: 

+ Make non-commercial use of the files We designed Google Book Search for use by individuals, and we request that you use these files for 
personal, non-commercial purposes. 

+ Refrain fivm automated querying Do not send automated queries of any sort to Google's system: If you are conducting research on machine 
translation, optical character recognition or other areas where access to a large amount of text is helpful, please contact us. We encourage the 
use of public domain materials for these purposes and may be able to help. 

+ Maintain attributionTht GoogXt "watermark" you see on each file is essential for informing people about this project and helping them find 
additional materials through Google Book Search. Please do not remove it. 

+ Keep it legal Whatever your use, remember that you are responsible for ensuring that what you are doing is legal. Do not assume that just 
because we believe a book is in the public domain for users in the United States, that the work is also in the public domain for users in other 
countries. Whether a book is still in copyright varies from country to country, and we can't offer guidance on whether any specific use of 
any specific book is allowed. Please do not assume that a book's appearance in Google Book Search means it can be used in any manner 
anywhere in the world. Copyright infringement liabili^ can be quite severe. 

About Google Book Search 

Google's mission is to organize the world's information and to make it universally accessible and useful. Google Book Search helps readers 
discover the world's books while helping authors and publishers reach new audiences. You can search through the full text of this book on the web 

at |http : //books . google . com/| 



ELEGTEICITT 



IN 



Diseases of Women and Obstetrics. 



BY 

FRANKLIN H. MARTIN, M.D. 

PROFESSOR OF GYNECOLOGY POST-GRADUATE MEDICAL SCHOOL OF CHICAGO, ATTEND- 
ING SURGEON woman's HOSPITAL OF CHICAGO, GYNECOLOGIST TO CHARITY AND 
POST-GRADUATE HOSPITALS, MEMBER THE CHICAGO GYNECOLOGICAL 
SOCIETY AND THE AMERICAN GYNECOLOGICAL SOCIETY, ETC. 









iX ^(^ • 



WITH ILLUSTRATIONS. 



* " ■* •» J J J ■> J J ■> J J . V . J . 



CHICAGO: 
THE W. T. KMT!^ . COMPANY, 



Copyright, 

By R. R. DONNELLEY, 

1892. 



\: •.: :^ "^i.^^: : : ": ::: ^\^ ^ 



QTl^r ILaitesttir press 

R, R. DONNELLEY & SONS CO., CHICAGO 






PREFACE TO SECOND EDITION. 



The present edition is enlarged and revised. Four 
new chapters have been added: Chapter XXX. — General 
Galvanization and General Faradization. Chapter XXXI. 
—The Electric Bath. Chapter XXXII.— Static Electro- 
therapeutics; and Chapter XXXIII. — Summary of Treat- 
ment of General Diseases. Thus, while the book purports 
to be a work on Electricity as applied to Diseases of Women 
and Obstetrics, these added chapters give it a wider scope 
inasmuch as they give a general summary of all diseases 
for which electricity is applicable except those coming 
under special heads, as diseases of the eye and ear, and those 
diseases peculiar to the male. The chapter on rectal dis- 
eases has been revised by my friend. Dr. J. B. Bacon, and 
new matter on the treatment of haemorrhoids added. 

I take this occasion to thank the profession for the 
hearty reception they have given my first edition. I only 
hope that the work merits a small portion of the confidence 
that my friends have accorded it. 

Franklin H. Martin. 

Chicago, April 1, 1893. 
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PREFACE. 



This book has been written as a text-book for students 
and practitioners of medicine. The author's ideal of a text- 
book is one which considers each subject of which it treats 
from its primaries to the arrangement of primaries into 
principles, and finally to the practical application of such 
principles to the subject in hand; this evolution must be 
accomplished without traveling too fast for the beginner 
or too slow for the advanced. 

Fully one-third of this book is occupied with present- 
ing the primaries of electricity, of arranging these primary 
facts into laws, of developing these known laws into princi- 
ples which may be depended upon to accomplish results. 
Nothing is more distasteful, at this time in medicine, than 
empiricism. Physicians now are more desirous than ever 
before to know the reason of things. In this portion of the 
work the author has made every effort to define princi- 
ples, so that when they are applied in the more practical 
portion the " reason why " may be apparent. 

Another third of the book is occupied with illustrations 
and apparatus. In this the commercial world has been 
liberally drawn upon for its contributions. The incandes- 
cent street wire, the dynamo and the storage cell, each have 
been compressed into the comparatively small but constantly 
increasing requirements of the physician. 

The remaining third of the book deals in the applica- 
tion of the principles laid down in the earlier portions to the 
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practical treatment of diseased conditions. The author in 
this place has spared no pains at the risk of becoming tire- 
some of dwelling upon the minutest details of an applica- 
tion. The methods of procedure in the treatment of every 
condition is dwelt upon at length. Nothing is taken for 
granted. The author here has followed, with few exceptions, 
details which have proved successful in several years of a 
large hospital and private practice in gynecology. 

Finally the author wishes to acknowledge the inestim- 
able boon conferred upon modern gynecology by the genius 
of Dr. Georges Apostoli. Without his labors and inves- 
tigations, this work would have been impossible. 

Franklin H. Martin, M. D. 

Chicago, July 1, 1892. 
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PART FIRST. 



CHAPTEE I. 

It is as necessary for the student of medicine to master 
the principles of electricity, before he can become a compe- 
tent electro-therapeutist, as it is for him to master his 
materia medica before he can hope to become a competent 
medical therapeutist. 

Realizing, however, the vastness and intricacy of the 
subject, it shall be my endeavor to present those principles 
only which are absolutely necessary for an intelligent and 
practical comprehension of electro-therapeutics in its present 
state of advancement; being content to refer the reader to 
other works devoted to electricity for unimportant theoreti- 
cal elaboration. 

Electricity is a force like heat, that is recognized alone 
through its phenomena. We have no conception of it 
except as it is manifested in electrified bodies, either at rest 
or in motion. 

To facilitate a better understanding of this subject, 
as manifested in its phenomena, we will consider it under 
the three heads of Magnetism, Statical Electricity, and 
Dynamical Electricity. 
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MAGNETISM. 

The word magnetism is derived from a Greek word, 
which was applied to an iron ore that possessed a remark- 
able attractive power for iron. This peculiar ore is sup- 
posed to have been discovered at Magnesia, in Lydia. The 
Greeks and Romans were not only aware that loadstone 
possessed the peculiar quality of attracting iron, but that it 
also had the power of imparting this quality to the iron 
with which it came in contact. 

The first practical outcome from magnetism was the 
discovery of the mariner's compass. While, according to 
some authorities, this instrument was invented in China B. 
C, the first real historical account found of it in Europe 
was about the twelfth century. It is then described as a 
very crude, but not a new instrument. 

From an examination of the mariner's compass, we 
discover two facts of importance: 

1. Loadstone has the property of imparting its pecu- 
liar quality permanently to iron. 

2. Loadstone, or a magnet, when suspended by its 
center, will assume a definite relation with the geographical 
meridians, one end of it pointing to the north, the other to 
the south. 

The different conditions of the two ends of a magnet 
that determine one end to point to the north and the other 
to the south, is called its polarity; and the two ends of the 
magnet are called, respectively, the north and the south 
poles. 

If a bar magnet is rolled in iron filings, the ends will 
be found thickly covered with a firmly adhering layer 
of the ' filings, these gradually growing fewer and less 
firmly adherent, until the center of the bar is reached, 
where none will be found. The points of greatest attrac- 
tion are the respective poles, while the point of minimum 
attraction is called the neutral zone or point of indif- 
ference. 
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MAGNETIZATION. 

1. The simplest method of magnetization is called 
" magnetization by single touch." To accomplish this, the 
bar to be magnetized is laid on some firm substance and 
the magnet held in a sloping position, is drawn over it 
many times, always in the same direction and with the same 
pole. The bar will now be found to be a magnet. 

2. Magnetization by double touch is accomplished by 
laying the bar to be magnetized upon the table and rubbing 
it with two magnets. These magnets are placed so that one 
end of each magnet will rest near the middle of the bar, 
one having its positive pole in contact and the other the 
negative; they are then drawn in opposite directions until 
they slip over the ends of the bar, when they are again 
replaced and the process is repeated a number of times, 
until the steel bar is found to be a more or less powerful 
magnet. 

3. By the galvanic current, magnetization is accom- 
plished by moving the substance to be magnetized back- 
ward and forward through a coil of insulated wire, through 
which a current of electricity is passing. 

4. The earth as a magnet inductively imparts mag- 
netization. 

PERMANENT MAGNETS. 

Permanent magnets are bodies which possess perma- 
nent magnetic properties not depending on the circum- 
stances in which they are placed. 

MAGNETIC INDUCTION. 

If a bar of soft iron is brought into a magnetic field, 
or in contact with a magnet, it will acquire magnetic pro- 
perties ; it will attract iron filings, and in every way possess 
the propertied of a permanent magnet. This bar of soft 
iron, in other words, has become a magnet by induction . 
When a magnet by induction is removed from the magnetic 
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field or from the permanent magnet, it loses its magnetic 
property. It is called, therefore, a temporary magnet in 
contradistinction to a permanent magnet 

The two poles of a magnet have equal attractive 
power. 

This is determined by floating a magnet in water on a 
piece of cork. If either the north or the south pole had 
an excess of attractive power over the other, the cork would 
traverse the water in the direction of that particular pole. 
This it does not do; the magnet assumes immediately a 
north and south position and there remains stationary. 

If a magnet is divided many times, each piece will 
have a north and south pole whose strength is equal to that 
of the poles of the original magnet. 

MAGNETIC FIELD. 

Any region where forces act is called a field of force. 
If the forces are magnetic, it is called a magnetic field. 
When the direction and magnitude of the magnetic forces 
are equal, the region is called a uniform magnetic field. 

If a table is taken so that a compass needle points 
along it, at all points just above this table, there will be a 
constant magnetic force parallel to the length of the table 
and in the direction of the needle. 

COUPLE. 

Now the force acting on any compass needle or magnet 
on the above table is called a couple, because it acts equally 
but in opposite directions on each pole. I borrow the 
following definition of a couple, together with its illustra- 
tion from Gordon: * 

A couple consist of two equal and opposite forces, 
acting on a body in directions which are parallel but do not 
coincide. It is obvious that a couple cannot move a body 
but only cause it to revolve. The force acting on a water 

* Electricity and Magnetism, Vol. I., page 149r 



Fig. 1. 



Diseases of Women and Obstetrics. 5 

wheel is a good instance of the couple. Neglecting for a 
moment the weight of the wheel, we see that, if there 
were no axle, the force of the water acting at Fig. 1, would 
simply carry the wheel down the stream. When, however, 
an axle is inserted at O, 

then, in order to prevent the y^'vMffo^^^ 

wheel being carried down 7 \ 

stream, the bearings of the J ,^^ Q L 

axle have to press on it V 

with a force equal to that ^ 

exerted by the water, and '____Z^ 

in an opposite direction. • ~ ~ ^ 

Here there are two equal 

forces forming a couple, and their effect is to make the 

wheel revolve. 

Hence, it is easy to understand that a magnet in a 
uniform magnetic field is subject to just such a couple when 
in any position except parallel to the lines of force. If 
it is in any other position, and it is free to move, it will 
very soon assume a position parallel, when the direction 
of the two forces coincide, and necessarily the couple 
disappears. 

MOMENT. 

The moment of a magnet is the directive force of a 
magnet in any field, as it is manifest in the force exerted 
by a torsion thread to keep the magnet in its first position. 

The moment of a couple^ is the strength of either of 
its equal forces, multiplied by the perpendicular distance 
between the lines, which represent their direction and pass 
through their points of application. 

The combined moment of a number of pieces of a 
magnet, is equal, exactly, the moment of the magnet when 
whole. 

Magnetic potential of a given magnetic pole is of 
exactly the same nature as that due to an electrified body 
at that place. 
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THE UNIT OF MAGNETIC MOMENT. 

The unit of magtwtic moment^ is the moment of a 

magnet whose length is one centimetre and the strength of 
whose poles^ will repel a similar pole, one centimetre, tcith 
a force of one dyne, 

INTENSITY OF MAGNETIZATION. 

By doubling the length of a magnet, its magnetic 
moment is doubled, because while leaving the strength of 
poles the same, the arm of the couple bar has been doubled. 

By doubling the section of a magnet without dis- 
turbing its length, its magnetic moment is doubled. Here, 
as in doubling its length, the volume is doubled. If both 
the length and cross section of a magnet is doubled, the 
magnetic moment and the volume is quadrupled. Hence, 

The magnetic moment of any one of a number of 
uniform magnets is exactly proportionate to its volume. 

The unit of intensity of magnetization is the intensity 
to ivhtch a substance must be magnetized, that a cubic 
centimetre of volume of it will repel a similar pole distant 
one centimetre icith a force of one dyne. 

INTENSITY OF MAGNETIC FIELDS. 

A magnetic field of unit intensity, is a field where a 
unit pole tvill be acted on with a force of one dyne. 
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STATIC ELECTRICITY. 



If a piece of sealing wax and glass are both rubbed 
quickly with a piece of woolen cloth, they will acquire the 
property of attracting and repelling certain small particles 
in the neighborhood. While this phenomenon at first sight 
resembles the attracting and repelling power of the magnet, 
it is by no means the same, and is definitely distinguished 
from it : 1st, By its origin — the above phenomenon be- 
ing brought about by friction or other causes in a large 
number of indiscriminate substances, while magnetism is 
confined to loadstone and other combinations of iron ore, 
iron, nickel, cobalt, and other metals. 2nd, Every magnet 
possesses two poles, each having an opposite action, one 
repelling, the other attracting the substances acted upon, 
while an electrified body may possess the same property 
upon its entire surface. 3rd, A magnet exhibits its pro- 
perties upon magnets and their equivalents, as iron, nickel, 
cobalt, etc., while excited glass or wax will attract light 
particles of any substance. 

PROPERTIES OF ELECTRIFIED BODIES. 

1. The power of attracting or repelling other elec- 
trified bodies. 

2. The power of transmitting similar properties to 
other bodies. 

3. The power of attracting uncharged bodies. 

4. The power of giving oflf sparks when powerfully 
electrified. 

7 



8 Medical and Surgical Electricity in 

A SIMPLE METHOD OF ELECTKIFYINQ BODIES. 

If a rod, of glass or of sealing wax, be rubbed with a 
dry haudkercliief it will be electrified. 

It will be found by experimenting with sticks of seal- 
ing wax thus electrifieil, that they repel each other; the 
same is true of two pieces of glass. If, on the other liand, 
an electrified rod of sealing wax is brought near to an 
electrified glass rod, the two will strongly attract each other. 

Thus, we find the two bodies possessed of different 
properties, or, in other words, different kinds of elec- 
tricity, those of like properties repelling each other and 
those of unlike attracting each other. 

It will be found in all cases there are two kinds of 
electricity, one like that possessed by rubbing glass, and 
one like that possessed by rubbing sealing wax; that 
similar electrifications repel each other and unlike attract 
each other. 

KINDS OF ELECTRICITY. 

If equal quantities of electricity produced by glass, 
and electricity produced by sealing wax, be brought to- 
gether, they will neutralize each other. 

For the above reason, the glass electricity and sealing 
wax electricity are called respectively j^ositive and negativey 
written ( + ) and ( — ). 

Light bodies, as feathers or small pith balls, are acted 
upon alike, viz., attracted by both a negatively or a posi- 
tively charged body. 

ELECTRIFICATION. 

When a rod is electrified by friction of any material, 
the material used for the purpose will be found to be 
charged with an equal amount of electricity, but of oppo- 
site tendency to that imparted to the rod. 
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TRANSFER OF ELECTRIFICATION. 

If a body charged with electricity is brought in con- 
tact with an uncharged body, the first will lose its electricity 
to the second, until they become neutralized. The quan- 
tity of electricity transferred in such a contact depends 
upon the size of the two bodies. If they are spheres, 
the electricity will divide between them in proportion to 
their radii. 

INSULATORS AND CONDUCTORS. 

If an end only of a rod of sealing wax or hard rubber 
be electrified, it will be found by experiment that the 
opposite end, if kept in dry air, will remain unelectrified 
for a long time, while, on the other hand, if the end of a 
metal rod be electrified, it will be found immediately, that 
this electricity is distributed all over its surface. 

Substances like the first, rubber, sealing wax, glass, 
etc., in which electricity does not move rapidly, are called 
insulators. 

Substances like the latter, as silver, iron and the 
other metals, in which electricity moves freely, are called 
conductors. 

Dry air is the best insulator known and silver is the 
best conductor. Between these two extremes range all 
other substances; there being no definite line of demarka- 
tion between the insulators and the conductors. For 
practical purposes, however, those near the dry air end of 
the list as air, glass, ebonite, sealing wax, etc.. may rank as 
insulators; while those at the silver end of the list, the 
metals, may rank as conductors. 

GOLD LEAF ELECTROSCOPE. 

The electroscope is a delicate device for determining 
the presence of electricity in any charged body. 
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Fig. 2 shows a gold leaf electroscope (QordoQ). 
The large round plate at the top is coimected with the two 
pieces of gold leaf 



suspended in the glai 
jar by m e a n B of the 
connecting brass rod, 
pasBiDg through a hole 
in the top of the jar. 
If a charged body of 
any kind is brought in 
contact with the metal 
plate above, by a 
transfer of electricity 
the two pieces of gold 
leaf will become 
charged with the same 
kind o£ electricity, will 
immediate ty repel 
each other and conse- 
quently their free ends 
will become separa- 
ted. Owing to the 
lightness of gold leaf, 
"" — this is a very sensitive 

^^'^- ^- instrument for detect- 

ing the presence of the smallest quantity of electricity. 

ELECTRIFICATION BY INDUCTION. 
As we found in magnetism that metals became mag- 
netized by induction, so here we find that bodies become 
electrified by induction. When a charged body is placed 
near another, which is not charged, and not in actual con- 
tact, the uncharged body acquires an electrified condition, 
and remains so until the charged body has been removed 
from the neighborhood, when its electricity rapidly dis- 
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appears. This kind of electrification is called electrifi- 
cation by induction. 

Experiment. — *Eub glass, or a wax rod, and hold it 
near to, but not in contact with the plate of the electro- 
scope described above; the gold leaves will be found to 
immediately separate. On removing the rod from the 
vicinity the leaves again collapse. This experiment dem- 
onstrates that the rod induced a charge in the plate and 
gold leaf across the intermediate space of air. 

It is found that a metal screen connected with the 
earth if inserted between the electroscope and a charged 
rod, will prevent induction. 

PROOF PLANE. 

A proof plane is a metal disk connected with an in- 
sulated handle. By means of this simple device, a portion 
of a charge from any body, or any part of a body, can be 
carried to the plate of an electroscope and discharged. 

INDUCED CHARGES. 

An induced charge invariably consists of two kinds 
of electricity. The electricity arranges itself on the body 
possessing the induced charge so that the electricity of 
opposite tendency occupies the portion of the body nearest 
to the induced body and that of like tendency occupies the 
portion of the body farthest 
•from it. - -^^^^ p 

In Fig. (3) the large " 

body is charged with posi- 
tive electricity. The small 
body lying in the immediate 

vicinity of the large one has become electrified by induc- 
tion. It will be seen that the end of the small body 
nearest the large one is marked negative and the distal 

^Gordon. 
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end is marked positive. That two kinds of electricity are 
present in bodies charged by induction, and that the elec- 
tricity is arranged as Fig. (3) indicates, can be proven 
by the following experiment : 

Touch the middle of an induced body as represented 
in Fig. (3) with a proof plane, and then bring the plane 
in contact with an electroscope. No effect will be produced 
upon the gold leaves; this indicates that the middle of the 
body, the portion touched, contains no electricity; the in- 
duced charge, then, must necessarily be at the end. This 
fact can be proved by touching the two ends respectively 
with proof planes, and carrying them to two electroscopes 
respectively, when the gold leaves in each will immedi- 
ately diverge. Now, to prove that the two ends of the in- 
duced body contain opposite kinds of electricity, we have 
simply to bring together the plates of the two electroscopes, 
when the gold leaves in each will suddenly collapse, the 
positive electricity of one neutralizing the negative of 
the other. 

If a small pith ball charged from a large inducing 
body, Fig. (3), is brought in the vicinity of the distal end 
of the induced body, it will be repelled. This indicates, 
of course, that the portion touched is charged with the 
same kind of electricity as the inducing body. The proxi- 
mate end, then, must necessarily be charged with an oppo- 
site kind of electricity. If we now remove the body A, or 
which amounts to the same thing (as we will see later), 
connect it with the earth, so that it will discharge its elec- 
tricity, the induced body, B, will also immediately lose all 
traces of electrical action. 

EARTH CURRENTS. 

If an electrified body becomes connected with the 
ground, its electricity immediately becomes neutralized 
with that of the earth, and practically, it may be said that 
its electricity has escaped to the earth. 
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ELECTRICAL DISTRIBUTION. 



Experiments point to the conclusion that electrical 
distribution in conducting bodies depends on the shape of 
their exterior. In other words, the electricity of an elec- 
trified body is confined to its surface. 



coulomb's experiment. 



Coulomb took a hollow sphere, in the top of which 
an opening was left, and caused it to be electrified. By 
means of a proof plane, the interior of the sphere was 
carefully tested, and it was found to contain no electricity 
except very near the edge of the opening. Hence, it is 
safe to conclude that if the sphere had been closed en- 
tirely, there would have been no electrification oE the 
interior. 

DENSITY. 

The more intensely any body is electrified, the more 
electricity to the square inch of its surface will it contain. 
The intensity of electrification of any point of an elec- 
trified body is called its electric density. 

The electric density of any point of a sphere is in 
direct proportion to the density of the whole sphere. 

An ellipsoid electrified, however, does not show this 
equal distribution, the tendency here, is for the electricity 
to accumulate with greater density at the sharp edges or 
ends of the major axis, with a gradual shading off to the 
equator, and the ratio of density increases as the ellipsoid 
is made sharper. Hence, it is always found that electrical 
density is always very much greater at a pointed part of a 
conductor. 

POINTED CONDUCTORS. 

Electricity escapes more rapidly from a pointed con- 
ductor than from a rounded or blunt one. 
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FRICTION MACHINES. 
All Criction machiiieH coDsist essentially of three parts: 
Ist. The rubbed Ijody. 
2nA The rubbers. 
3rd. The conductors and collectors. 

A SIMPLE FRICTION MACHINE. 
MachineB for collectiag electricity by rubbing silk and 
glass together are made in several forms. Fig. 4 shows 
one of the simplest of these machines. 



THE GLASS PLATE MACHINE. 

This machine (Fig. 4) is a circular plate of glass fixed 
in a frame so that it can be rapidly turiie<l on its axis by 
means of a handle. 
Pressing upon it near 
its edges, are two 
cushions which are 
nnected with the 
earth for the purpose 
of carrying off the 
negative electricity to 
the ground, which ac- 
cumulates upon them. 
The glass, in the mean- 
time, becomes highly 
charged positively, but 
its electricity has no 
means of escape, but by the points of a large conductor, which 
is attached to the frame. This conductor is in massive brass, 
and the electricity escapes through it by means of conduct- 
ing points which barely touch the glass. If the machine 
is rapidly turned, the glass plate and the connecting con- 
ductor becomes highly chargeil with positive electricity, 
which may be drawn off by bringing the knuckles, or any 




„^r^ 



Diseases of Wojne}i and Obstetrics. 16 

conductor, near the accumulating brass balls of the machine. 
The discharge will be accompanied by an audible report 
and a brilliant spark. 

ELECTBICAL ACCUMULATORS. 
An accumulator is an apparatus for collecting quanti* 
ties of electricity. 

L£YD£I1 JAR. 

Leyden and Kleist invented, independently, the Leyden 
jar aboat the same date. It is made of a wide mouthed 
bottle of hard white glass, coated inside 
and out with tin foil (Fig. 5). A large 
wooden stopper is fitted iu the top through 
which passes a brass rod terminating at 
the top in a knob and to the other end in 
in the bottle, is attached a brass chain ' 
which comes in contact with the tin foil 
lining the interior. 

The inside coating or tin foil of the 
jar can be charged with positive electric- *'^'^' ^' 

ity by bringing the brass knob in contact with the conduc- 
tor from a friction machine. We know that the interior is 
of the same potential, or charge, as the conductor when 
sparks no longer pass between the conductor and the knob 
of the jar. This positive charge acts inductively upon the 
tin foil on the exterior of the jar, and induces a negative 
discharge on the inside of it, which is in contact with the 
glass, and a positive charge on its outside: 

It now, the outer conductor be connected with the 
earth, the side farthest from the inner conductor may be 
said to be indefinitely separated from it, and the oataide 
conductor or tinfoil may be said to be negatively ohaxg^- 
Ab the outside tinfoil entirely surrounds the othor 
induced negative current is exactly equal to theb 
positive current. 
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Thus we have two distinct charges of electricity of 
opposite kinds spread over the two surfaces insulated &om 
each other by a very thin plate of glass. 

EXPERIMENT. 

Take a discharger (Fig. 5) H, which consists of a 
curved brass rod terminating in two knobs and connected 
at the middle with an insulated handle, and touch the out- 
side coating of the jar with one end of the discharger and 
bring the other gradually near the knob. Here we have 
two strains going on, one of the glass between the two 
dischargers, and another of the air separating the knob of 
the bottle and the knob of the discharger. The first is 
constant, the latter is growing more and more intense, as 
the space between the conductor is made shorter, until at 
last its mechanical strength gives way and the electricity 
bursts through it with a flash and a report; the negative 
electricity on the outside of the bottle has become neu- 
tralized by the positive from within, and the bottle is com- 
pletely discharged. 

RESIDUAL CHARGE. 

In a short time, if the jar is left to itself, it will be 
found to contain a second charge brought about by a reac- 
tion between the molecules of the glass that had been in a 
state of great strain or tension. 

The discharge of the Leydeii jar is analogous to the 
flash from a thunder cloud. The earth and the cloud cor- 
respond to the two surfaces of the jar, charged with 
opposite electricity, separated by a layer of air, a tree, or 
some projection acts as the discharger. 

POTENTIAL. 

Static electricity represents an immense potential or 
power of overcoming resistance. It escapes from conduc- 
tors in three ways: 
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First, By conduction. This is when it passes quietly 
from a machine by actual contact of a conductor. 

Second, By disruptive discharge. This occurs when 
there is great accumulation in a machine or accumulator, 
and by great force it breaks loose accompanying its dis- 
charge with a spark and a loud report. 

Third, By conviction. This occurs when there is a 
great accumulation of electricity in a conductor with much 
strain, when a constant passage of electricity through the 
surrounding particles of air takes place and is swept away 
by the electric wind which it creates, and which is an 
essential part of the phenomenon. 

CAPACITY. 

The capacity of a condenser ( a Leyden jar is some- 
times called a condenser) is measured by the quantity of 
electricity of unit potential which it will contain; or it is 
equal to the charge divided by the potential. 

ELECTBICAL MACHINES. 

Since the first machine for producing frictional elec- 
tricity was invented by Otto Von Guericke, in 1672, we 
have had a great variety. This first one, of which we have 
record, was constructed of a globe of sulphur on a wooden 
axle and handle, by which it could be turned, so as to be 
rubbed by a cloth pressed against it by the hand. The 
glass cylinder and the glass plate followed this, and other 
improvements followed, but owing to the uncertainty of 
these machines in changes of weather, they were much 
neglected for some time after the discoveries of Galvani 
and Volta of the galvanic battery. Later, however, 
Franklinism was revived, and the valuable improvements 
in the electrical machines to which Holtz and Topler 
added much, were ushered in. 
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MACHINE FOR MEDICAL PUItPOSEa 
The iDHcliiDe represented in cut is an improved Top- 
ler Electric Machine wliich, to my mind, ia one of the best 
representations of a complete medical electric machine thnt 
we have. 







Size of base, 12x26 inch-ee. 

B, Btationary plate supported by hard rubber ineulatore. 
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N, cap with rubber insulator to hold upper end of B firmly in place. 

A, revolving plate J^ inch from B. 

M, axis on which A revolves. It is attached to the upright post 
through an opening in the center of plate B. 

E, and F, brushes attached to plate B through holes near its edge. 

T, and X, tin foil and paper inductors on the surface of plate B, 
next the upright post which supports it. 

The tin foil inductors are represented by the dark shade, and the 
paper inductors by the light shade. 

V, and H, uninsulated combs with brushes in front of A, J^ inch 
from its surface. They are screwed to a brass core at the center of the 
hard rubber disc M. 

D, and C, Leyden jars. 

P, and R, rods sliding through the knobs which convey electricity 
to the internal coating of the Leyden jars. 

L, and K, insulated combs connected with the sliding rods P and R. 

W, and Z, two of the six discs or carriers attached to plate A. 

S, the switch for obtaining the induced current from the outside 
coating of the Leyden jars. 

O, adjusting screw to tighten or loosen the belt. The arrow in- 
dicates the direction the drive wheel must be turned. 

THEORY OF ACTION. 

First, to generate electricity, we must obtain a means 
of creating a difference of potential between two bodies. 

Second, we must be able to maintain a difference of 
potential between these bodies when they have become 
connected. 

Third, the connection between the two bodies of une- 
qual potential seeks to establish an equilibrium by conducting 
the electricity from the body of higher potential to that of 
lower, and thus an electric current is established, which 
will continue as long as the force is acting, which keeps up 
a difference of potential between the two original bodies. 

HOW TO CARE FOR AN ELECTRICAL MACHINE. 

Keep in a dry place. It should be kept in a glass 
case, from which the moisture can be dissipated in damp 
weather by heating the contained air with a gas lamp if 
necessary; especially should this be done if the machine 
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does not work readily. The lamp should be removed from 
the case as soon as sjmrks are obtained by operating the 
machine. A small lump of unslacked lime kept in the case, 
will have a tendency to keep the machine dry. The case 
also protects the machine from light particles floating in the 
air which are attracted by it while in active operation. 



CHAPTEE III. 

GALVANISM OR DYNAMICAL ELECTRICITY. 

lu 1790, Galvani made his great discovery, that the 
contact of metals produced muscular contraction in the 
frog's leg. In 1800, Volta invented the voltaic pile. The 
result of these two discoveries gave us Galvanism or voltaic 
electricity, and from them rapidly developed the modern 
science of dynamic electricity. 

If two separate bodies are of a different potential, 
or electrical condition, and they become connected by a 
conductor, we have seen that there will be a flow of elec- 
tricity through the conductor from the body of higher 
potential to that of the lower. Now, if we devise some 
means by which these bodies will have a tendency to remain 
at a difference of potential, there will be a constant flow of 
electricity in the conductor connecting them. This flow of 
electricity, from one to the other body along the conductor, 
is called an "electric current," and invariably manifests 
itself on any conductor connecting two bodies of unequal 
potential. 

A device that will have a tendency to keep two bodies 
of unequal potential so that when connected an electric 
current will flow as long as the device is 
in action, is represented in its simplest 
form in the voltaic pile. 

The Voltaic pile. Fig. 7. The prin- 
ciple of the voltaic pile or battery is as 
follows: If two different metals are im- ^^' ' 

mersed in a solution that will act chemically upon them, 

21 
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and the solution nctu more rnpidly u[k>ii one than apon the 
other, the two metals will assume different electrical poten- 
tials. The one least acted ujkiu having the greater potential. 
This difference of jxitentinl depends not upon the size or 
position of the plates, but upon the metals and the solution, 
■Shortly, these metals will reach their constant potential 
value, and then the chemical action will cease. Now, if the 
metala are connected outside the liquid, by a conducting 
wire, the electricity from the metal of higher potential 
flows in a current through the connecting wire to the metal 
of lower potential. This disturbs the equilibrium of po- 
tential between the two metals, and the chemical action 
Bgain recommences niid will continue as long as the metals 
are connected externally by the wire, or nntil the metal 
most acted upon is destroyed. 

The voltaic pile, as originally constructed (Fig, 7), con- 
sisted of pairs of cop|>er and zinc plates, separated by pieces 
of blotting paper moistened with dilute acid or a saline 
solution. These were arranged, alternating the zinc and 
copper plates, so that, when completed zinc occupied one end 
and copper the other end of the pile. A copper wire coi;- 
duetor connecting the two ends of the pile, permitted b 
flow of electricity, whose current was proportionate to 
the number of pairs of plates. 

The metal least acted upon in a voltaic couple or galvanic 
cell, constitutes the positive {-|-) pole, and the one least 
acted upon the negative ( — ) pole of the 
liattery, and the current of electricity will 
flow in the external circuit, in a direction 
from the positive to the negative pole. 

The simplest form of a voltaic cell is 
, represented in Fig. 8. Two pieces of 
metal — one zinc, the other copper, — are 
Pro. 8, partially immersed in a dilute solution of 

sulphuric acid This arrangement gives a current of elec- 
tricity in the external circuit, in the direction from the 
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copper to the zinc, which, however, gTadnallv becomes less 
and less, until there is no longer any cmxent perceptible. 
If we look for the disturbing canse. we will find upon ex- 
amination of the copper that it is completely covered with 
minute bubbles, which will prove if tested to be hydrogen 
gas. This is caused by the decomposition of the water in 
the solution, the oxygen combining with the zinc, and the 
hydrogen, as it is set free, adhering to the surface of the 
copper. The effect of the copper being coated with hydro- 
gen, is to equalize the potentials between the metals. 

We have assumed that the metals used in the bat- 
teries are free from impurities. This is, however, seldom 
the case, and it is necessary, therefore, to take this point 
into consideration, in order to understand some of the 
peculiarities of batteries. The ordinary commercial zinc, 
of which battery plates are constructed, contains many 
particles of impurities — iron and other metals. When the 
zinc plate, therefore, is immersed in the battery fluid, these 
particles of impurities each assume a difference of poten- 
tial, and small currents are established in everv direction 
between them and the neighboring zinc. These small 
circuits are a hindrance to the complete action of the bat- 
tery and the difficulty should be obviated. 

As it is impracticable to use chemically pure zinc in 
making ordinary batteries, on account of its expensiveness, 
another means is adopted which has been found equally 
efficacious. 

AMALGAMATION. 

This consists in coating the zinc with mercury, which 
is accomplished by immersing the plate in dilute sulphuric 
or hydrochloric acid until it presents a clean surface, when 
it is brushed with mercury until it assumes a bright silvery 
appearance. Zinc thus amalgamated, is not attacked by 
dilute sulphuric acid when in action in the battery. 




Medical and Surgical EledricHy in 



THE OENERATINQ TLATE. 
The generating plate of the battery is the one most 
acted upon chemically, and in the case o£ zinc and carbon, 
is the zinc. The chemical action upon this plate in the 
battery, by the exciting fluid, cansea a liberation of elec- 
tricity from its snrface, 

THE CONDUCTING PLATE. 

T)ie conducting plate of the battery is the one least 
acted upon chemically, and in the case of ziuc and carbon, 
is the carbon. This plate collects the electiicitj and 
assumes an electrical tendency greater than the generat- 
ing plate. 

ELEMENTS. 

A generating plate and a conducting plate, form an 
essential part of a battery and are, therefore, called the 
elements, and when combined or coupled, are called a pair 
of elements. 

A COMPOUND BATTERY. 

Twii or raoi'e |>airs of elements coupled together 
constitute a corajxiund 
t( ,;=*. '::=f- ;:=» ) battery. Fig. 9 rep- 

resents such a battery 
in its simplest form. 
Here, the collecting 
element, cop[>er or 
carbon, of one cell, 
connected by a 
Pio. 9. short wire with the 

generating element, zinc, and the current passes in the 
direction indicated by the ari-ows. 

THE CIBCUn OP A BATTEBY. 

The circuit of a battery includes the course that elec- 
tricity will pursue in passing from a given element tlirough 
the other elements^ the fluid, all of the internal oonnec 
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ment and opiwsite kinds of electricity attract each other. 
As the negative oxygen apjiears at the jwsitive zinc (that is 
zinc is }M)sitive in the fluid) it combines and forms oxide of 
zinc, and this latter is immediately transformed into sul- 
phate of zinc by the sulphuric acid. The positive hydro- 
gen, on the other hand, which is attracted by the negative 
copper, forms upon the plate in littl« bubbles which shortly 
produce a coating over its entire surface. 

As the copper plate becomes well covered with this 
film of hydrogen, it begins to change its electrical proper- 
ties and will, in time, become the generating plate, convert- 
ing thereby, the zinc, of necessity, into the collecting plate, 
and the current in the battery will b^^ reversed. This is 
because hydrogen is more readily acted upon than zinc by 
the fluid of the battery. The battery is now said to be 
polarized. As this destroys its value, it is very necessary 
that some means be found to obviate the difficulty. This 
can be accomplished, to a great extent, by a number of 
different procedures. Shaking the elements will tempo- 
rarily disengage the bubbles of hydrogen. Blowing air 
over the surface of the conducting plates will accomplish 
the same end. By adding certain ingredients to the bat- 
tery fluid, as bichromate of potash, sulphate of copper, or 
nitric acid, the tendency to polarization is lessened. Two 
fluids, instead of one, are employed in some batteries, 
while in others elements of irregular surfaces are used, and, 
simply resting a battery will sometimes temporarily restore 
its action when stopped by polarization. 



CHAPTEE IV. 

PHYSICAL PROPERTIES OF THE GALVANIC CURRENT. 

When two bodies, like or unlike, come in contact there 
is a flow of electricity between them. If two bodies were 
identical in their molecular construction, if it were possible 
for their molecular arrangement to be absolutely the same, 
and further, if it were also possible for these bodies to be 
brought in contact without producing molecular vibration, 
then, theoretically, no current would flow between them. 
But as this condition never exists, \\e can assert the rule 
that there is always a difference of electrical condition be- 
tween any two bodies, and in consequence of this, if two 
bodies come in contact there is a flow of electricity from 
the one of greater electrical tendency to that of the less 
until they become neutralized. The more unlike, in mole- 
cular arrangement, any two bodies are, the more unlike are 
their electrical conditions and the stronger will be the flow 
of electricity between them if they become connected. 

The electrical condition of any body is called its 

potential. 

Of two bodies of different potential, the one of greater 

potential is said to be positively charged, and the one of 

less potential to be negatively charged. 

If a positively charged body becomes connected with 

one negatively charged, the electrical current will flow 

from the positive to the negative body, or from the one of 

greater potential to that of the less. 

ELECTROMOTIVE FORCE. 

The electromotive force of a current is determined by 

27 
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current in the circuit. This is accomplished iu the com- 
mercial world by the am]>ere meter. As a current of one 
am{)ere is too strong for theraj)eutic work, we take in medi- 
cine the niilliami)ere, or the one thousandth part of the 
ami>ere, as the unit of current. All thera{)eutic curri^nts, 
therefore, by common consent, are estimated in milli- 
am|)eres instead of ami)eres, and the instrument for 
measurement is called the milliampere meter. Its con- 
venience is shown by the following illustration: Let B, in 

Fig. 10, represent a battery cell of 

one volt electromotive force, Z the 

zinc, C the carbon element, M a 

^ ^ % milliampere meter, in the circuit, 

and S, a switch which will touch 
either a or b. If S is made to touch 
the point (a) the milliampere meter 
wull register 10 milliamj^eres or -j-J^^ 
of an ampere, whereas, if the switch 
S is made to touch (b), the mille- 
ampere meter will register 5 mille- 
am[)eres, or ^J^ of an ampere. The 
milleam[)ere meter then, indicates to 
us the strength of current, render- 
ing it unnecessary for us to solve 
the problem by mathematical calcu- 

lation, which implies an exact 

B E^^*^IBI knowledge of the electromotive force 

of our batteries as well as the pre- 
cise amount of resistance in the 
circuit. In the above illustration, 
however, we can verify the indications of the milliampere 
meter by applying Ohm's law : When the milliampere 
meter indicated 10 milliamperes, switch S was connected 
at (a), and the circuit gave 100 ohms resistance. We, 
therefore, had the following equation : 




Pig. 10. 
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1 E 

— ,01 or 10 ma. 



100 K 

In the second example we had an additional resistance of 
100 ohms switched into the circuit, by connecting switch S 
with (b), and the following equation is the result: 

1 E 



200 K 



= .005 or 5 ma. 



RESISTANCE. 



We have found resistance to mean, in electrical lan- 
guage, the property that any conductor has of obstructing 
a current in its passage through it. It is necessary for us 
to consider now, a little more in detail, this important factor. 

Resistance varies: 1. With the quality of the con- 
ductor. 2. With its physical conditions. 3. With it- 
form. 

1, By quality is indicated the degree of conductivity 
shown by various forms of matter; as the difference be- 
tween copper and platinum; between muscle and bone; 
between water and saline solution. For example, if a 
current of given electromotive force traversing a copper 
wire a thousand feet long gives 100 ma., a current of the 
same electromotive force traversing a wire of platinum of 
the same diameter and the same length, would give but 
16 ma. This demonstrates that the resistance of copper 
is much less than that of platinum. A test of fresh muscle 
and bone would prove the bone to be of greater resist- 
ance. Water would be found to have many times greater 
resistance than a saline solution. 

2. By physical condition of a conductor is meant its 
condition as to density, temperature, moisture, etc. 

A copper wire of certain length and diameter will give 
less resistance than a bundle of muscular fibres of the 
same length and diameter, because the copper has greater 
muscular density. The copper wire will also offer less 
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resistance when at a low temperature than when at a high 
temperature. This can be explained by the fact that heat 
expands the metal, thereby rendering it less dense, and be- 
coming less dense, its resistance increases. While this is 
true of metals, the op})osite is true of liquid conductors. 
A hot saline solution is a much better conductor than the 
same solution at a lower temperature. Muscular tissue 
offers less resistance to electricity than connective tissue 
because 1, in its natural state it is more dense, and 2, it 
contains more moisture. A dry sponge oflFers almost in- 
finite resistance, if its density is increased by moistening 
it with pure water its resistance is much reduced, while if 
it is moistened in water that has been rendered more dense 
by dissolving in it a saline, the sponge will offer a mini- 
mum resistance. Upon first applying a moist electrode to 
the dry skin, the resistance will be found to be enormous, 
until the skin beorins to imbibe the moisture from the elec- 
trode, when the resistance will perceptibly and rapidly 
decrease. 

3. By form is meant the relative dimensions of a 
conductor. Double the area of a cross section of conduct- 
ing wire and its resistance is lessened one half. Double 
the length of the conducting wire and its resistance is 
doubled, hence: Resistance is increased in a direct ratio to 
the length, and in an inverse ratio to the cross section of a 
conductor. 

The above law is applicable alike to solid and liquid 
conductors. 

A pure copper wire 960 feet long and y^^^ of an inch in 
diameter, will offer a resistance to a current of electricity 
of one ohm. A copper wire of the same diameter and 
double the length or 1920 feet, will offer a resistance of 
two ohms. If, on the other hand, the first wire of 960 feet 
and j^ in diameter, be replaced by another wire the 
same length and double the sectional area, the resistance 
will be decreased to one half an ohm. This law is also 
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applicable to tissues of the human body when they become 
a part of the circuit of the battery. For example: If 
two electrodes, each having a sectional area of one inch, be 
placed on opposite sides of a portion of the human body, 
and the resistance be found 1000 ohms, by doubling the 
sectional area of the electrodes, everything else being 
equal, the sectional area of the conducting tissue is doubled 
nnd the resistance, therefore, is reduced one half, or to 
500 ohms. 

RESISTANCE BOX. 

Resistance is determined by means of a simple con- 
trivance called a resistance box or bridge. It consists of a 
box in which a number of coils of German silver wire of 
diflFerent known resistances are arranged in such a manner 
that they may be connected, either singly or combined, in 
an electrical circuit. The 
coils are all attached to 
the under side of a slab of 
ebonite, which forms the 
cover of the box. Upon 
this cover of ebonite, are 
embedded a number of brass blocks to either end of which 
is connected one end of two adjoining coils, as shown in 
Fig. 11. If a current is passed from A to B, it has to 
traverse all the coils. The ends of the brass blocks are so 
arranged as to receive a plug which fits accurately the 
space between them. When a plug is put into an opening 
(a. Fig. 12), the current ^ e 6 b 

only passes through the 
plug, and not through the 
coil, so that by placing the ^^' * 

plug at a, the resistance from A to B is lessened by the 
amount of resistance of the coil of wire at a. The exact 
resistance of each coil is engraved on the lid near the plug 
hole. This furnishes a means of cutting out any number 



^, 




Fig. 11. 
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of coils, or if out, of throwing them in without disturbing 
other coimectioiis. Thus a simple means of varying the 
resistance is obtained. 

TO MEASUKS REHISTANCE. 

With a given battery force, notice the strength of the 
current as indicated by the milliampere, which is obtained 
through the unknown resistance which it is desirable to 
measure. Replace this unknown resistance by known re- 
sistance; this is accomplished by adding coils from the 
resistance box until a current is reached according to the 
milliampere meter, corresponding to that received in the 
first measurement. The sum of the resistances of the coils 
introduced will indicate in ohms the exact resistance of the 
unknown. For example: If I take in my hands one of 
the electrodes of a battery, and the milliampere meter in- 
dicates a current of 20 ma., to ascertain the resistance of 
my body, from hand to hand, I simply attach the two poles 
of the battery to the binding posts of a resistance box and 
throw into the circuit sufficient resistance by withdrawing 
one at a time, the connecting plugs, to reduce the 
current to 20 ma. The sum of the value of the several 
coils thus thrown into the circuit, will indicate in ohms 
(disregarding the resistance of electrodes and connections) 
the resistance of my body from hand to hand. In the 
same simple manner, the electrical resistance of any por- 
tion of the human body may be ascertained, and it will be 
of practical interest later, to notice the great variation in 
resistance of its different parts. 

GENERAL SUMMARY. 

1. Resistance is the obstruction, met in any con- 
ductor, by a current of electricity. 

2. No material is a perfect conductor; hence, all have 
resistance. 
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3. Materials of different quality have different re- 
sistance. 

. 4. Increase the temperature of metals and their re- 
sistance increases. 

5. Increase the temperature of liquids and many 
semi-solids, and their resistance is decreased. 

6. Increase the density of a material conductor and 
its resistance is decreased. 

7. Double the length of an uniform conductor and 
the resistance is doubled; hence the resistance of an uni- 
form conductor, of uniform sectional area, varies directly 
wUh its length. 

8. Double the sectional area of an uniform conductor 
and its resistance is lessened by half; hence, the resistance 
of a conductor, of a given material and given length, varies 
inversely with its cross section. 

9. Resistance can be measured by comparing un- 
known resistances with resistance coils of known resistance. 
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CHAPTER V. 

(J ALVA NIC BATTERIES. 

We liave seen that the two elements of a battery must 
be of different electrical tendency or {>otential, in order to 
have a current pass between them. 

POTENTIAL. 

Tliat tliere may be no mistake about the meaning of 
potential I shall Yeiin\ for a moment, to the old illustration 
of two reservoirs, one connected at the bottom with a hol- 
low pipe, as representeil in Fig. 13. Let reservoir B, rep- 
j. Q resent the copper element, 

in a copper and zinc bat- 
tery cell, and reservoir A, 
tlie zinc element. The 
height of the water level 
in 13, represents the poten- 
tial of the co[)[)er, while the water level in A, represents 
the potential, or in other words, the electrical level of 
the zinc. Now, as the reservoirs are connected at the bot- 
tom, the water will immediately seek to establish an equili- 
brium in the two reservoirs by flowing through the con- 
nection, in a direction from 13 to A. This is exactly what 
occurs betw^een the copper and the zinc elements, the cop- 
per being of the higher potential, when the elements are 
connected a current of electricity flows from the copper to 
the zinc until they both possess the same potential. 

MATERIALS OF WHICH ELEMENTS ARE MADE. 

As it is necessary to have, for elements, substances 
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which possess considerable difference of potential, it is 
well to be acquainted with the electrical tendencies of dif- 
ferent materials. Zinc is commonly employed as the 
positive pole of a battery, while copper, platinum or carbon 
are selected for the negative plate. The element most 
easily acted upon by the battery fluid forms the positive 
plate, and the one least easily acted upon the negative. 

The following table called the contact series, and show- 
ing the relation of a few metals to oach other, is valuable. 
Each metal in the list becomes positive when placed in 
contact with any one named below it. The farther they are 
separated, the greater will be the difference of their po- 
tential. 

+ Zinc, Silver, 

Lead, Gold, 

Tin, Platinum, 

Iron, — Carbon, 

Copper. 
For example, if zinc and platinum are employed as the 
two elements of a battery, zinc will be + , and platinum — . 
Or if iron and carbon are used, iron will be + , and car- 
bon — . Thus with all the metals in the list, the greatest 
potential exists between zinc and carbon, and any gradation 
may be obtained by combining intermediate metals. 

ELECTROMOTIVE FORCE OF A BATTERY, OR VOLTAGE. 

We have seen in the last chapter that the electro- 
motive force of a current is determined by the difference in 
potential of the two ends of the connecting medium. To 
simplify the definition, it may be said to be the power of a 
current to overcome resistance. 

To make a battery, then, of high electromotive force, 
according to our first definition, we must make the differ- 
ence of potential of the two ends of our connecting medium, 
as great as is practicable. In a battery cell, the two ends 
of our connecting medium, are represented by the two ele- 
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meuts. If then, we use elements whose potentials vary 
greatly, we will have a battery of high electromotive force, 
and if, on the other hand, the elements have a small dif- 
ference of potential the battery will have a low electro- 
motive force. 

In sending a current of electricity through a compound 
substance, like the human body, it is supposed to break up 
into innumerable lines of force. If the current is pro- 
pelled with very high electromotive force, the lines will 
remain close together, and pursue a more direct route 
through the resisting tissue. But if the electromotive force 
is not so great, the lines will become more widely separa- 
ted in their endeavor to select tracks of the least resistance, 
and may fail altogether to return and complete the circuit. 
Hence: The value of a current for therapeutic purposes^ 
depends largely upon the electromotive force, 

ELECTBOMOTIVE FORCE OF A BATTERY MAY BE INCREASED. 

1. By increasing the diflFerence of potential of its 
elements. 

2. By increasing the active power of the battery fluid. 

3. By increasing the number of cells in the circuit. 

4. By keeping the battery fluid fresh, and the plates 
clean and properly amalgamated. 

QUANTITY OR AMPERAGE. 

A current may have a great electromotive force and 
still be of small quantity ; it is, therefore, necessary for us 
to understand the distinction between these two terms. A 
current of great quantity may be generated which possesses 
very low electromotive force, just as a great quantity of 
water may flow through a pipe of large size, but possess 
very little force because the source is low. The quantity 
of water here is analogous to the quantity of electricity, 
the force of the water analogous to the electromotive 
force of the current. The total amount of electricity pass^ 
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ing through a conductor in a given time, is designated the 
quantity, 

QUANTITY IS INCREASED. 

1. By increasing the size of the elements. 

2. By bringing the plates closer together. 

3. By exposing a larger portion of their surface to 
the action of the fluid. 

RESISTANCE OF BATTERIES. 

Resistance, as we have already seen, in electrical 
science, means the obstruction which a current of electricity 
meets with in its passage through any conductor. When 
a current passes from the carbon element of a bat- 
tery cell, through any conductor, back to the zinc element, 
it meets and overcomes a certain amount of resistance. 
This is called the external or non-essential resistance. 

INTERNAL RESISTANCE. 

The current of electricity which is generated in any 
battery meets with a certain amount of obstruction, or 
resistance, in its own parts, such as the plates constituting 
the elements, the battery fluid and even the arrangement of 
the elements. This combined resistance of the interior of 
the battery is called its internal or essential resistance. 

MEDICAL BATTERIES. 

Batteries for medical purposes possess no peculiarities 
over many batteries used for generating electricity for use 
in the arts, and a few of the cells that I will notice are 
well known, and were first employed in the commercial 
world. 

The Smee is one of the best known fluid combinations, 
and is called a constant battery because it possesses a means 

which prevents an accumulation of hydrogen on its positive 
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plate. The elements consist of zinc au^l ]>latiuum, tind the ex- 
citing tiaiil diluted sulphuric acid. Ab pure platinum is ex- 
pensive, this cell is frequently 
constructed in a way to obvi- 
ate excessive expense by using, 
instead of a pure platinum 
^ plate, a platinized silver plate. 
Silver, with a deposit of rough 
platinum in powder on its sur- 
face, is employed as represented 
in Fig. 14, as this plate thus 
platinized, produces a multi- 
tude of the hydrogen, it disen- 
gages itself more easily from 
its surface than from a smooth 
plate. In this cell, too, it will 
be noticed that the platinized 
plate is placed between the two 
zinc plates. This, also, is for 
economy. By this arrangement 
we get action from both sides of the platinized silver plate 
anil therefore double the nctive surface of the celL 




THE BICHROMATE OF POTASH CELL. 

This cell is composed of elements of zinc and carbon, 
and the fluid is a solution of bichromate of [wtash in dilute 
sulphuric acid. The bichromate of potash prevents the hy- 
drogen that is given off in the cell, from reaching the 
carbon plate. 

THE GBENET BATTEBY. 

The Grenet battery as modified by Mcintosh, is 
shown in Fig. 15. The elements consist of a single pair 
of zinc and carbon plates, and the fluid of bichromate of 
potash and dilute sulphuric acid. The cell is composed of 
a globular glass bottle (a) partially filled with the fluid. 
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Fig. 15. 



Two plates of carbon (cc) reacb from near the bottom 
of the bottle to the stopper in the top, where they 
are fixed to a piece of 
vnlcanite which is at- 
tached to the elements 
in the Mcintosh modifi- 
cation while in a soft 
state; this causing it to 
adhere so firmly to the 
connections that nio 
creeping of fluids can 
take place. A zinc plate 
only half the length of \ 
the carbon plates, is fixed 
to a sliding rod, between 
the two carbon plates, in 
such a manner that the platee can be raised and lowered in 
the fluid. The above cell ia used almost entirely for experi- 
mentation. It can be employed to run a faradic coil, and a 
few faradic batteries for metlical purposes are constructed 
with this cell, or a slight modification of it, as the generat- 
ing power. 

For medical purposes, where portability is required, 
no form of battery is employed more tban some modifica- 
tion of the Stohrer cell. It is like the Grenet battery, 
composed of zinc and carbon elements with an exciting 
fluid of bichromate of potash and dilute sulphuric acid. 
A very simple form of this battery is shown in Fig. 16. 
The elements of zinc and carbon in sis pairs are repre- 
sented in "A," The exciting fluid which receives the 
elements, is contained in the row of six small cups or cells 
shown in "E" of Fig. 16. These latter are composed of 
vulcanized rubber. This section coutaiiiing the six cups 
also has attached to it an undivided half (D) which is for 
the purpose of furnishing a drip cup for the elements when 
they are not in use. 
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Tlie element portion of the battery (A) Ib corajx>sed of 
a polialiett linrd rublwr base, liueit with soft rubber wliirh 




serves the purpose of a hjdrn.^tat. The elements are fast- 
ened to metal bridffes, and are theu attached to the base by 
the screws which terminate in binding posts. They are 
arranged so that post (P) is eonuected with a single carbon 
and post (N) with a single zinc; the remaiuiug posts are 
eocli connected with a pair of elements. 

When the above elements are immersed in the 
fluid, the carbon element assumes a higher potential than 
the zinc, and the current will therefore leave the cell at the 
carbon element, and if in circuit, will return to the cell by 
the zinc element. If the six cells shown in "A," Fig. 16, 
are in circuit, the jxist to which the last zinc in the series is 
attached, forms the negative pole, while the last carbon 
element in the series remains the positive pole. The cur- 
rent in external circuit of course traverse a direction from 
the positive pole of the battery to the negative. 

Batteries constructed on some modification of the 
above plan, arranged in compact boxes for portable pur- 
poses, are numerous, and later we will notice those more at 
length that seem most worthy of our attention. 
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TWO FLUID CELLS. 

Two fluid cells are constructed for the purpose of pre- 
venting hydrogen compounds gathering at the zinc plates 
and retarding the action of the cell. The two principal 
types are Grove's and Daniells' cells. The Grove's cell is 
used when a very powerful current is required for a few 
hours, while the Daniells' cell is used where a constant 
current of moderate strength is required for days, weeks 
or months. 

GROVE CELL. 

The metals used are zinc and platinum, the fluids 
strong nitric acid, and dilute sulphuric acid. A small cell 
of porous earthenware is filled with the nitric acid and con- 
tains the platinum element. This cell is set into a larger 
cell, a considerable space remaining between it and the in- 
ner surface of the external larger cell. The outside cell is 
usually constructed of ebonite, and into it is put the dilute 
sulphuric acid and the zinc element. The porous inner 
cell when wet, allows the electricity to pass through it, 
while it does not permit the two fluids mixing. 

In this cell the hydrogen, which, wherever it is set 
free, must be formed in the sulphuric acid, would have to 
travel through the nitric acid in order to reach the plati- 
num. Even if it is only liberated at the platinum plate, it 
is still in contact with nitric acid, and the nitric acid and 
the hydrogen will at once combine to form nitrous acid and 
water, both of which will remain in solution in the free 
acid. 

BUNSEN CELL. 

Bunsen cell is a two fluid battery that is similar to the 
Grove in construction, except that the plate immersed in 
the nitric acid, is carbon instead of platinum. This cell is 
not so powerful as the Grove. 



MiilU-al ami Sttrtiiatl Eleeirieiiy in 



DANIELLR CELL. 

This oeli, oue of tlio first ileviseil for improvement 
over the one fluid battery, i» also the most snccegsEul at- 
tempt to obtain constancy. Zinc and copper are tiie luetals 
nseil in this cell for elements. The zinc is ueaally im- 
mersed in a dilute solution of snlphuric acid, and the cop- 
per in a saturated sohitiou of sulphate of copper. 

A good idea of the principle of this cell, can be gained 
by refereufe to Fig. 17. Zinc in the form of a rod is 
[ilaced in the porous cup, 
and according to the battery 
retiuired, the cup, is filled 
with either dilute sulphuric 
ncid, salt and water^ or plnin 
water. The weaker the flnid 
if, the greater constancy will 
the cell p()9sess, while its 
[lower will be considerably 
decredsed. Inside the cop- 
per outside cell, near its top, 
is a perforated copi>er shelfL 
This shelf serves the double 
purpose of keeping the por- 
ous cell in place, and of 
^°' holding a number of crys- 

tals of sulphate of copper. This cell, after the ix>rou3 cell 
is in place, is filled with a saturated solution of sulphate of 
copper. 

When the circuit is closed with this cell, the hydrogen, 
whether it comes from the zinc through the porous cell 
towards the copper, or is liberated on the copper, comes in 
contact with the solution of sulplmte of copper, and taking 
from it an atom of sulphur and four atoms of oxygen, sul- 
phuric acid is formed and metallic copper is liberated and 
deposited on the copper plate. Bulphate of zinc is formed 
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in the sulphuric acitl cell by the action of the ncid on 
the zinc. 

This cell, while it is one of the most constant yet cod- 
atructeil, is by no means absolutely so, because, as the zinc 
dissolves, the solution telongiug to it becomes less active 
am] less conducting. 

Of the many different devices that have been adopted 
to make the Daniells' cell what its inventor souglit to make 
it, viz., an absolutely constant cell, and of the many fail- 
ures atteniiing these efforts, I must refer the reader to other 
works on electricity. 

THE LECLANCnE CELL, 

This cell, Fig. 18, has become popularized of late in 
the medical world, because of being the cell used and 




recommended by Ur. Apostoli, of Paris, who has accom- 
plished so much to put electro therapeutics on a legitimate 
and scientific basis. The Leclanche cell has been well 
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known fot some time and extenBively ueed for electric bells, 
telegraph aiid telephoue piir[>oses. The cell constste of zinc 
aud carbon elements eeparated by a porous cell. The ziiic 
is flurrouuded with a solution of hydro-clilorate of ammonia, 
and the carlioii with n niiiLtiire of powdered charcoal and 
binoxide of mangatiefe. Tlie jwVoub cell coutainiug the 
mixtore of charcoal aud manganese is filled with water. 

The Leclanche cell has moderate force, and when nsed 
in aeries of alKint fifty, and allowed to do discontinnons 
work makes a val- 
uable medical bat- 
tery which will 
reniidti in action 
a long time with 
iiu cither attention 
than filling occa- 
■siiinally the cells 
with water. A 
serious objection 
to the Leclanche 
battery for med- 
i.-al purposes, is 
tlie tendencies o£ 
the fluids to creep 
Dver the edges of 
the jar, thua mak- 
ing it uncleanly 
for an office. The fluids, also, in creeping up the binding 
posts occasionally ineulate the connections and destroy, 
temporarily, the circuit of the battery. 

DIAMOND CAHBON BATTEHT. 

The cell shown iu Fig. 19, called by its manufacturers 
the Diamond Cai-bon cell, is one of the most satisfactory 
for an office battery that I am acquainted with. The ele- 
ments are carbon aud zinc, with a large exposure of carbon 
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obtained by using several carbon sticks about three quar- 
ters of an inch in diameter, for the negative element, 
instead of employing but one. These are arranged in a 
circle around a small zinc rod which perforates the lid in 
the center. The exciting fluid is hydrochlorate of ammonia 
in water. The cells are closed securely so that evaporation 
is very slow, and creeping of fluids never occurs. For 
every day office use, they will work without recharging 
from one and a half to two years. 



CHAPTER VI. 



SELECTION OF CURRENTS. 



In selecting galvanic batteries for different purposes, 
we must constantly bear in mind Ohms law, or we will 
find many things to perplex. We must remember that the 
tissues of the body possess widely varying degrees of re- 
sistance, and that we must select our batteries with that 
object in view if we are not to be disappointed in our 
results. It would be a great mistake to prepare a battery of 
a few very large cells for the purpose of applying galvanism 
through tissues of considerable resistance, as when two 
electrodes are placed upon the surface of the body quite 
widely separated. Equally absurd would be the selection 
of a battery composed of a large number of small cells, 
arranged in series, for the purpose of heating a platinum 
wire, of very small resistance, for cautery purposes. If, 
however, we reverse the conditions and employ the 
large number of small cells where we have resistance 
to overcome, and the few large cells where quantity is 
desired for heating purposes, with little resistance, little 
difficulty will be experienced. 

We arrange our batteries then, in medicine, with two 
objects in view: first, for currents of high electromotive 
force and small amperage, and second, for small electro- 
motive force and large amperage. The first is employed 
in applying the galvanic current to all portions of the 
body by means of separated electrodes, making the tissues 
part of the circuit, while the second is employed for 

cautery purposes when the circuit between the two poles is 

48 



Diseases of Women and Obsteirics 49 

completed by means of a platinum wire or knife which be- 
comes heated by the passage of the large current. While 
we recognize that* the difference in the above currents 
depends entirely upon the size, number and arrangement 
of the same kind of cells, and that each are but different 
expressions of the same -force, I shall speak in this work, 
for the sake of a convenient distinction, of the one, as 
the galvanic current or current of tension, and of the other 
as the cautery current or current of quantity ; the former 
being the one of high electromotive force and small cur- 
rent, and the latter of small electromotive force and large 
current. 

GALVANIC CURRENT. 

The galvanic current for all medical purposes, should 
be one generated with an electromotive force that can be 
raised from one to one hundred volts, and with a possible 
amperage of two thousand milliamperes or two amperes. 
Of course, it is not expected that it will be necessary to 
employ a current of one ampere through the tissues of the 
body ; neither will the above battery give that current when 
additional resistance, represented by a Dortion of the body, 
is placed in the circuit. 

The above is simply the possibilities that a generator 
should possess when all resistance is withdrawn from its 
external circuit. 

CAUTERY CURRENT. 

The cautery current for medical purposes should pos- 
sess an electromotive force of not more than four volts, 
while its amperage should reach as high as forty amperes. 

ARRANGEMENT OF CELLS. 

Compound Circuit. If we desire a battery possess- 
ing high electromotive force and comparatively small 
quantity, we arrange the cells in " series." This is accom- 
plished by attaching the negative element of each cell with 
the positive element of the next one in line and so on; for 
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instance, in an ordinary zinc and carbon battery we attach 
the carbon element of one cell with the zinc element of the 
next one until all the cells of the battei-y have been united 
in like manner. When cells are arranged in this way, each 
cell reinforces the electromotive force of its neighbor by 
its own until, when we reach the end of the series, we have 
a battery with an electromotive force of as many volts as 
the product of the number of cells in line multiplied by 
the electromotive force of one of its cells. For example: 
If we have a battery of twenty-four cells arranged in 
series, and each cell has a voltage of one, the electromotive 
force of the battery is twenty -four volts. The above 
arrangement is called a compound circuit. 

In arranging a galvanic battery, then, for a current of 
intensity, its cells should be of moderate size and strength, 
and arranged in compound circuit. To construct a battery 
with an electromotive force of one hundred volts, with 
moderate quantity, it would be necessary to arrange a large 
number of cells in line. A battery for medical purposes, 
of the above strength, is ordinarily constructed as a sta- 
tionary and permanent apparatus, and for that reason is 
constructed with one of the more permanent cells, as some 
modification of the gravity cell, the Leclanche, the Law 
or the Diamond Carbon. The author prefers one of the 
latter, the improved Diamond Carbon being the cell now in 
use by him. The maximum electromotive force of the 
gravity cell is about one volt. Therefore, one hundred of 
these cells would be required to construct a one hundred 
volt battery. But the gravity cell has lost favor with the 
therapeutist since the strong currents have been employed; 
first, because they are not easy to care for; second, because 
of their uncleanliness, and third, because of their high in- 
ternal resistance which constantly increases with age, and 
finally renders the battery useless. 

The electromotive force of the Leclanche, the Law and 
the Diamond carbon cell, is about the same in each, viz,, 
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1.5 volts. A battery of ona hundred volts of these cells, 
therefore, would require but sixty-six cells. The author 
employs for an office battery fifty Diamond Carbon cells in 
compound circuit, and it has proved most satisfactory for 
all kinds of work requiring a circuit of intensity. Such a 
battery will give a maximum of one and three-fourths 
amperes with an electromotive force of seventy-five volts. 
For portable batteries, the ordinary zinc and carbon 
cells with an exciting fluid of dilute sulphuric acid and 
bichromate of [^tasii give the best satisfaction. The 
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Mcintosh battery of this description (Fig. 21) employed 
by the author, has a raaximnni electromotive force of nearly 
two volts to a cell. The chloride of silver battery is very 
convenient when a current of moderate strength only is 
required. They are unreliable, however. 

TO ARR.\NOE CILL8 FOR QUANTITY. 
For cautery purposes, we have said that a carrent of 
four volts electromotive force and a quantity of forty 
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amperes was required. To couple cells for quantity, we 
arrange them in what is called simple circuit. This is 
accomplished by attaching all the carbon plates of the bat- 
tery, or those of like potential, on one side, and the zinc 
plates, or those of opposite potential on the other. In this 
way the electromotive force of the whole battery remains 
the same as one cell, and the quantity is proportionate to 
the combined element surface immersed in the battery fluid. 

While cells must be coupled as stated above for quan- 
tity, the same effect can be accomplished by simply 
increasing the size of the cells (see page 49). It is much 
more convenient to couple two large cells with large surface 
exposure which will generate twenty amperes each, than 
forty smaller ones which will generate but one ampere each, 
and for that reason large cells are almost invariably em- 
ployed for cautery batteries. 

As the voltage of large cells is the same as that of 
small ones, of the same construction, it will be necessary 
to couple two or three in compound circuit, in order to get 
for the battery the necessary electromotive force of four 
volts. 

The different forms of batteries and apparatus for 
cautery work, will be described in the chapter on cautery 
batteries. 

SUMMARY. 

1. Medical batteries are arranged (a) for intensity, 
and (b) for quantity. 

2. A medical battery arranged for intensity, should 
possess a maximum electromotive force of one hundred 
volts, and a maximum amperage of not more than two 
amperes. 

3. A medical battery arranged for cautery should pos- 
sess an electromotive force of not more than four volts, and 
the maximum quantity should be forty amperes. 
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4. A medical battery of intensity should be of small 
cells arranged in compound circuit. 

5. A medical battery for cautery purposes may be of 
small cells arranged in simple circuit, or of two or more 
very large cells. 



CHAPTER Vn. 

GALVANIC CURRENT GENERATED BY MECHANICAL 

ENERGY. 

Until very recently, no mention in medical literature 
could be found of any other means of generating the con- 
tinuous galvanic current than by means of the chemical 
battery. The rapid developments, in the commercial world, 
of economic devices for the generation of electricity, for 
all purposes, has led the physician to look to his laurels, 
and he has already found means by which the electric light 
wires which pass his window, can be tapped with safety 
and utilized for therapeutic purposes, and, finally, he has 
constructed a dynamo which can be employed exclusively 
and economically in the place of the more ancient battery. 

THE DYNAMO. 

Electricity can be generated by a proper motion being 
imparted, by means of any mechanical energy, to a magneto- 
electric system. Such a system consists of a magnet, a 
wire helix and an armature. The cut. Fig. 22, represents 
one form of a magneto-electric system. A, is fi. horseshoe 
magnet. B, the keeper or armature surrounded by a helix 
of wire. The armature by induction has become magnet- 
ized. The end of the armature opposite the positive arm 
of the horse shoe is negatively magnetized, while the 
other end is positively magnetized. In like manner the 
wire helix is influenced by the lines of force surrounding 

the magnet, and any movement imparted to either the mag- 
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net or armature will be followed by a change of potential 
in the ends of the wire, and the terminals, D, will attract 
each other, or if they already touch, a cur- 
rent of electricity will pass. 

The Magnetic Field of a magneto- 
electric generator, is the space surrounding 
the poles which possesses magnetic lines of 
force, and as it is desirable to have these 
lines of force concentrated, and the fluid as 
dense as possible, the field magnets are 
made for economy with their poles facing 
each other. i i 

When the essential parts of a magneto- V 
electric machine are at rest, there is no 
electrical disturbance. It is only where * * 

movement is imparted to one or more of the essential parts 
that electricity appears. While all magneto-electric 
machines possess the essentials presented above, there are 
many modifications of these, and we can give but the 
merest outline of the development of these wonderful 
devices. 

When the permanent magnet is employed in the con- 
struction of these machines, they are called simply the 
"magneto-electric machine." When an electro magnet is 
employed, it is called a " dynamo-electric machine." A cur- 
rent of electricity is necessary to maintain the magnet of 
the latter machine. This can be furnished by a battery, a 
separate machine of the same kind, a part of the machine 
itself, or by having a part of its own electricity traverse its 
own coils. 

ARMATURES. 

It has been seen that movement of but one part of the 
three essential parts of the magneto-electric system is 
necessary to produce electricity. For the sake of economy 
then, the armature on account of its smallness compared to 
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the magnet, ie the part of the syBtem to which the motioii 
18 usually imparted. There are three priuciples of thus 
utilizing the maguetic fields. 

1. The form ordiaarily employed in the old style of 
the medical magneto-machine is shown in Fig. 23. This 
is one of the simplest and most primitive 
forms of the magnetic machine. N and S 
represent the poles of an ordinary horseshoe 
magnet, which is called the field magnet; 
M S{ U c and (n) and (fi) the two ends of the keeper 
of the horseshoe magnet, or the armature 
surrounded with a coil and transfixed with 
nn axis (A) for rotation. This armature 
depends upon the adjacent magnet tor its 
polarity, and is always opposite in polarity 

X. y' to the arm of the magnet with which it is 

in closest contact. When the armature is 
'"' rotated so that its opposite ends are equal 

distance from each pole of the magnet, that is one quarter 
revolution, the polarity of the armature will be at its mini- 
mum, in fact will have no polarity because of being equally 
attracted by each pole. When a half revolution of the 
armature has taken place, (s) will be brought in the 
vacuity of (S), and will, in consequence, change to the 
opposite polarity or (n). Thus, with every half revolution 
of the armature, its polarity is completely changed, and as 
its polarity changes, an electromotive force is set np in the 
surrounding coil. If the terminals of these wires are 
attached to a commutator, the current of electricity gener- 
ated can be conducted away by means of appropriate wires. 
If a galvanometer is placed in the circuit of these 
wires, the presence of electricity can be recognized as soon 
as the crank of the machine is turned. 

Fig, 24 represents the Siemens armature. (N) and 
(S) are the field magnets, (n) and (s) the armature within 
and mounted so as to rotate on a longitudinal axis. This, 
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like the other, is inductively magnetized, and as the arma- 
ture is rotated before the field magnets, its polarity is con- 
stantly changing and in consequence, a to and fro current 
is generated in the coils of wire, 
and by means of commutators it 
is conducted away through appro- 
priate conductors. 

3. Fig. 2u represents the third 
form or what ia called the gramme 
ring. Aa represented in the cut, 
a large hollow ring is rotated be- 
tween the two powerful arms of a 
field magnet. The ring is induc- 
tively magnetized. The outer mar- 
gin of the ring at (S) while con- 
^'^' ' taiuing (N) polarity, contains (8) 

polai'ity at its inner margin. As the armature is revolved 
and the margin of the ring is constantly changing its 
polarity in consequence of coming alternately in the 
vicinity of the (S) and 
the (N)pole,a powerful 
electromotive force is 
imparted to the coils 
of wire surrounding 
the margin of the ring 
and a current of elec- 
tricity is generated. 

In practice several separate coils of wire are fixed in the 
ring. This peculiar form of machine is called the Oramme 
machine and has a great many modifications, and in con- 
nection with the other two forms outlined above, is canable 
of many combinations. 

THE SPEItnY MEDICAL DYNAMO. 

The first real serious attempt to construct a compre- 
hensive medical and sui'gical dynamo, reached its consum- 
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mation in the Sperry Medical Dynamo, Fig. 26. The 
author of this work, in experimenting with batteries, medi- 
cal and surgical, realized their deficiencies in many points, 
especially when a continuous and a large amount of work 
was required of them. In seeking for a way out of the 
difficulties, the dynamo naturally suggested itself. Here 
again was found, as with the battery, that two distinct 
machines would be required, one for cautery work and one 
for physiological work. These difficulties were submitted 
to a number of practical electricians, and until Mr. Sperry 
was consulted, without results. Mr. Sperry stated that one 
machine could be constructed that would combine all the 
advantages of the best cautery batteries, which gave a 
current of large amperage and small electromotive force, 
and of the series batteries which give a current of small 
amperage and high electromotive force. In other words, 
two distinct machines in one small dynamo. Mr. Sperry, 
therefore, was induced to carry out his ideas, and the 
result has more than realized our expectations. 

The dynamo, Fig. 26, is a modification of the 
Gramme machine. Between the two arms of the field 
magnet, revolves the ring armature with two distinct 
windings of wire, each terminating in its respective com- 
mutator on opposite ends of the armature. The two 
windings are distinctly different. One is of small wire of 
great length which generates a small current of great 
electromotive force, and the other is of large short wire 
which generates a large current of small electromotive 
force. The first current is used for physiological and 
electrolytic work, while the latter is used for cautery pur- 
poses. From the commutators the respective currents are 
collected by the brushes KK, and carried to their appro- 
priate binding posts. By means of the brushes the current 
is controlled in strength. When the brushes, by means of the 
levers H E and H C are brought opposite the poles of the 
magnet on the commutator, the current reaches its maxi- 
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mum strength; when on the other hand, the brash is 
brought to a {)oiut half way between the poles of the mag - 
net, a neutral point will be found (because of the equal 
attraction of both magnets) at which place there is no 
current. By moving, then, the brushes between these two 
points on the commutator, the current can be modified in 
strength at will, without disturbing the velocity of the 
machine. 



CHAPTEB Vm. 

INDUCED OB PARADIC CURRENT. 

The simplest method of producing the induced current, 
is to pass a galvanic current through one of two parallel 
wires placed on an insulated plane, when a current will in- 
stantly pass in the opposite direction through the second 
wire. This second current is the induced current, and is 
only noticeable at the beginning and ending of the flow of 
the primary current, and in an opposite direction to it at 
the making, while at the breaking, it flows in the same 
direction. 

In order to increase the strength of an induced cur- 
rent, it is necessary to increase the length of the wires. 
This is accomplished by coiling them over each other on a 
bobbin after covering them with silk or some other non- 
conductor for the purpose of insulation. Thus, while 
remaining practically parallel, wires of great length may 
occupy a comparatively small space. 

The power of the induced current is found to be greatly 
augmented by placing a core of soft iron wire in the center 
of the coil. This is because the iron becomes magnetized, 
as a result of the current passing in the coil surrounding 
it, and the magnetism of the core in turn, greatly rein- 
forces the inductive power of the primary current. 

Now, it must be remembered that the induced current 

is only perceptible at the instant of beginning and ending 

of the primary current It is therefore necessary, in order 

to increase the number of induced shocks, to cause rapid 

interruptions of the current in the primary coil. Syste- 
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matie interriiptioiiH are accomplished by means of an auto- 
matic device known as Niefs hammer. 

The essential parts of a faradic battery may be enum- 
erated as follows: 

1. A primary source of |K)wer. 

2. A primary coil of coarse insulated wire. 

8. A secondary coil of wire surrounding or covering 
the primary coil. 

4. A core of soft iron over which the coils are wound. 

5. A graduater which consists of a non-magnefcio 
tube sliding loosely over the soft iron core in a space left 
between it and the primary coil. 

0. An interru[)ter or rhootome. 

The source of power of a medical faradic battery, is 
usually some form of the Grenet cell (Fig. 15), or other 
form of the zinc and carbon battery. One or more cells 
may be employed — usually one. 

The primary coil is usually made of larger wire than 
that employed for the secondary coil, and it may be much 

shorter. This wire should 
be covered with cotton or 
silk in order to insulate its 
different coils from each 
other and also from the sec- 
ondary coil. This wire is 
then coiled over a bobbin in 
the hollow of which is placed 
a bundle of soft iron wire 
Fig. 27. ^Yig. 27). The two term- 

inals of this wire are connected with the opposite poles 
of the source of power and the primary coil is complete. 

The secondary coil is usually constructed of much 
finer wire than that of the y)rimary coil. This insures 
larger surface for induction and therefore a current of 
greater intensity. This wire, also insulated like the first, 
is wound over the primary coil until the required length 
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has been obtained ana its terminals attached to binding 
posts to which electrodes may be connected. 

Fig. 28 represents the secondary coil wound upon the pri- 
mary and terminating in binding posts. We have already 
referred to the hollow of the primary coil being filled with soft 

iron wires. The end of this iron can be 
seen protruding from the coil in Fig. 
28. As the current passes through 
the primary wire covering this iron 
core, it makes a strong, temporary 
magnet of it. In this state of tem- 
porary magnetism, it, of course, 
attracts steel, iron filings and other 
forms of metal like a permanent 
magnet. This fact is utilized in 
a faradic battery in making the 
automatic interrupter to the pri- 
FiG. 28. mary current. 

The Automatic Interrupter or Rheotome is an abso- 
lute necessity in every faradic machine. An induced 
current only occurs in 
the secondary coil at 
the instant the cur- 
rent in the primary 
coil begins and stops. 
In order, then, to get 
the greatest effect of 
the induced current, 
it is necessary to 
provide for some 
method of rapidly in- 
terrupting the pri- 
mary current. This 

, . 1 J Fig. 29. 

IS accomplished, or- 
dinarily, by means of some modification of Nief s hammer. 
Fig. 29 represents the primary coil with its interrupter in 
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profile. The current starts from the battery cell (G), 
passes over the wire as indicated by the arrow, to a point of 
steel (A), resting against a steel spring (N), through 
this spring it passes and escapes from it at its lower end, 
by means of a wire, to the primary coil (B) ; it traverses 
this coil and completes its circuit by returning by (P) to the 
battery (G). At the instant this circuit is completed, how- 
ever, the core of soft iron (C), over which the wire is 
coiled, becomes tem{)orarily magnetized and by virtue of 
this magnetism, attracts the spring (N) to itself, and 
breaks the contact between (N) and the steel point (A) 
Thus instantly, the circuit of the primary coil is broken, 
and as its current ceases to flow, instantly the core of soft 
iron which depends upon this current for its magnetism, 
becomes demagnetized and the spring (N) flies back to 
again complete the circuit of the primary coil. By means 
of this principle, modified in many ingenious ways, almost 
as many or few interruptions per minute may be obtained 
as are desired. 

At each interru{)tion of the primary current, a current 
of greater intensity is induced in the secondary coil both at 
the stopping and beginning of the fiow. We remember 
that the induced current produced at the beginning of 
the primary, fiows in the opposite direction to the lat- 
ter, and in the same direction when it stops. Thus we find 
the induced current, unlike the primary, fiowing alternately 
in both directions. The part of the current, however, that 
is induced at the l^reaking of the primary is stronger than 
the part that is induced at its commencement, and, there- 
fore, while the induced current in reality fiows both ways, 
the part of greatest intensity takes a direction correspond- 
ing to that of the primary current. 

An induced current in turn, has the power to induce a 
third current in a third wire, and sometimes a third and 
even a fourth or fifth is added to an induction machine, 
each with its separate terminals and different intensities. 
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When there is no extra coil for the induced or secondary 
current to act upon, it reacts upon the primary coil rein- 
forcing its action. This is called the extra current. 

The strength of the induced current may be easily 
varied by cutting oflP the influence of the soft iron core by 
sliding a non-magnetic cylinder of metal over it so as to 
separate it from the primary coil. This cylinder is almost 
universally employed as a graduater of the strength of the 
current in the faradic machine. When the cylinder com- 
pletely covers the core, the current is comparatively weak, 
and any gradations from this to the maximum current may 
be obtained by drawing out the cylinder. 

In come batteries, also, the coils are so constructed 
that the primary and secondary coils slide over each other; 
thereby rendering it possible to make a very delicate 
adjustment of the two currents. 

MEDICAL FARADIC BATTERIES. 

A faradic battery for medical purposes must possess 
certain distinctive features to make it practical. Besides 
the source of power, the battery cell, the primary and sec- 
ondary circuit with their coils, and a simple interrupter, it 
is necessary to have two sets of binding posts, one for the 
primary current and one for the secondary, to which the 
conducting cords leading to the electrodes may be attached. 
It is necessary, also, to have a pole changer, a device by 
which the direction of the primary current may be changed 
at will. Besides an ordinary rapid interrupter, it is often 
desirable to have some means by which slow interruptions 
may be maintained. Different inventors accomplish this 
by different ingenious devices. 

Medical batteries are made both for portable and sta- 
tionary work. In portable batteries it is necessary that 
the fluids in the cells be prevented from spilling when 
carried from place to place in a physician's carriage or 
buggy. Stationary battery plates are ordinarily attached 
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to a tfible anil tbe cells nre connected from a distance 1 
means of » cable of wire. Tlie machine shown in Fig. (30)i 
is a very convenient form of faradiu battery for a. [H)rtabt« 
or visiting instrument. It has a large robber cell or dripj 
cnp composed of hard vuk^anized rubber, in which th« 
elements can rest after having been withdrawn from tliea 
cell. The coil, rlieotome, binding [wsts, pole changer indM 
cator, and switch to connect primary or secondary cnrreaH 
with the binding |x>sts, are attached to a polished hard'l 
rubber plate 5x7 inches. Under the plate is a space fori 




Pig. 30, 



the electrodes. The pole changer iu this battery is bo 
arranged that when moved to the left or right, the ud- 
covered button indicates to which pole the binding post 
of that side belongs. It is not necessary to change the 
conducting corda to a new set of binding posts when it is 
desirable to change the current from primary to secondary, 
or the reverse, as this is accomplished by means of a switch. 
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After iisiug this battery, it is only necessary to lift the 
eleiufints out of the fiuid into the drip cup and close the lid 
of the battery bos to make the cells completely hydrostatic. 

THE TRU'IEB INDUCTION APPABATCS AS MODIFIED BY 

Mi^INTOSH. 
This instrument, Fig. (31) adopted by the author, is 
one of the most perfect faradic macliines manufactured in 
this country, and with a simple rheostat for controlling the 
primary cui-i-ent, it meets all the requiremeuts of tlie 
gynecologist 




Tr:, 31. 

This ajipaiatns is fmuished witL three coils of dif- 
ferent thickness and length of wire; one of which (H) is 
shown in the cut iA are the binding posts to which the 
cells or battery is attached. BB, the posts to which the 
cords going to tlie patient are attached. C, the pole 
changer or commutator. D, contact button, wliich, when 
pressed, stops the current. EE, posts for taking the cur- 
rent from the primary coil. F, graduated scale, G, 
primary coil. J, rack and pinion for sliding the secondary 
coil backward and forward over the primary. The more 
the primary coil is covered by the secondary, the more 
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intense will be the current K, haudle by which to in- J 
crease or deorease the number of interruptions made by the J 
bar L. By moving the handle, K, from the operator the I 
interruptions are sUticer, and vice versa, permitting a varia- 
tion of from 50 to 3,0lX) intermptions per minute, the lattez I 
being used principally for allaying pain. 




This apparatus is peculiarly adapted to the operation 
of general faradization by the bipolar method, and can be 
operated by a reduced street wire current, a coujile of 
Leclanche or Diamond Carbon cells, or a small storage 
battery. 
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THE SAMPLE FABADIC BATTERY. 

Fig. 33 repreBents a. very complete battery for gyne- 
cological work. It has both a coarse and fine wire coil, 
the former with a slow 
interrupter, the latter 
with a fine interrupter 
or trembler. The second- 
ary coils are immovable 
in this apparatus, each 
having its own primary 
coil, thereby insuring 
complete saturation of 
the secondary. This is 
a point of considerable importance. The current is regu- 
lated in strength by a coil rheostat which is a part of the 
instrument, or by means of any of the standard current con- 
trollers. The instrument is complete in every respect, and 
can be relied upon to meet all indications of the modern 
faradic machine. 




Fig. 33.— TaE Sample; Batteri 



CHAPTER IX. 



STORAGE BATTERY. 



The so-called storage batteries are not, strictly speak- 
ing, stonifje batteries. That is, electricity is not stored 
in any form of a cell without affecting the integrity 
of the cell, as water or gas may be stored in a tank 
or reservoir. The nearest approach to a strict storage of 
electricity, is that [)lienomena observed in the charging of 
the Ley den jar with static electricity. 

The storage battery or accumulator which practically, 
if not actufdly, stores the galvanic current, does so by 
peculiar chemical changes which are produced in the cells 
when a current is i)assed through them, the reversal of which 
cliomical change, when the charging current is withdrawn, 
reproduces a current similar to that of the charging cur- 
rent. Thus, so-called storage of electricity occurs, to a 
degree, when the ordinary battery cell becomes polarized. 
U[)()n the basis of this phenomena Grove, in 1842, con- 
structed a gas battery. 



PLANTERS STORAGE CELL. 



In 1842 a Frenchman, Gaston Plants, constructed 
the first practical storage cell, " using as electrodes, two 
large sheets of lead rolled together and electrically insu- 
lated from each other with strips of gidUi percha^ as shown 
in Fig. 34. The method of rolling is shown at (A), and 
the sheet rolled and clamped at (B), projecting strips of 
lead being left attached to each for terminals. They were 

then immersed in water acidulated with ten per cent sul- 
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phnric acid in a tall glass jar, and sabjpct«d to the action 
o£ a battery current supplied by two or more cells. A 
portion of the water being decomposed, the oxygen evolved 
at the anode 




ed by the escape of the gas, the cell was disconnected from 
the battery and discharged by making aii external connec- 
tion between the terminals and the electrodes, and then 
recharged with a reversed cnrrent." 

In like manner the cell was charged and discharged 
repeatedly, its capacity increasing as the dioxide of lead on 
one electrode increased and the spongy condition of the 
opposite electrode proportionately developed. 

The electromotive force of the Plants cell is about 2.54 
volts. 

PAURE CELL. 
The time and waste required to prepare the Plants cell, 
naturally led, in time, to a means of artificially preparing 
the plates. This was first practically accomplished in 
1880, by Camille A, Faure, On the surfaces of lead 
plates was spread a paste composed of red lead and 
sulphuric acid which at first was confined to the plate by 
placing sheets of paper and felt between them for the 
double purpose of keeping the coating in place and for 
insulation. 

■AtkinsoD'e Dyaamic Electricity. 
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They were then rolled together something after the 
fashion in the Plante cell, and after being subjected to elec- 
trolysis for the purpose of changing the minium or red lead 
to dioxide of lead and spongy lead the cell was ready for use. 

It was found that the coating on the smooth plates 
detached easily, that the felt prevented perfect electrolysis, 
it soon became corroded and ceased to insulate, the coating 
and felt becoming detached fell to the bottom of the cells, 
the cells became short circuited, and otherwise interfered 
with the action of the battery. As a result, it was 
improved by employing plates with holes in which the paste 
could be securely held. These perforated plates, called 
" grids." are prepared by filling the crevices with paste made 
of minium and sulphuric acid, for the positive plates and 
letharge and sul[)huric acid for the negative. The plates 
are insulated with hard rubber forks. They may be placed 
in glass cells for stationary work or hard rubber where 
portability is desirable. 

The electromotive force of the improved Faure cell is 
two volts and its internal resistance but .001 to .005 ohms. 
It gives 30 amperes for 11 hours. This is the 15 plate 
stationary cell. (Atkinson.) 

Minor improvements in the storage battery are con- 
stantly announced, having for their object economy of con- 
struction, portability, durability and maximum return of 
energy. The principles in all, however, are practically the 
same. 

STORAGE BATTERY FOR MEDICAL USE. 

It has been seen in the necessarily short description of 
the storage battery, that the essentials of a storage cell are 
a containing jar, a solution of dilute sulphuric acid called 
the electrolyte, a series of lead plates called the pile, and a 
means of insulating and separating the plates. The nega- 
tive and positive plates which are previously prepared, dif- 
fer in appearance when new; the positive plate being a 
light brown while the negative plate is of a grayish hue. 
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Storage cells as now orilinarily confitructed, are more 
suitable for galrano caulery work in ^J'iicc('lt>jjy, ttian n» n 
substitute for the ordinRry galvanic battery. The latU^r, 
for gynecology or for medical puriKJses gont^rtilly, itlinatd 
haye a high voltage compared tii its amperage, from iiO Ut 
60 volts, with from 1 to 2 amperes on short circuit, whilo 
for cautery purposes (see page 83) tlm reveme iv requiriMl, 
or a small voltage with a large ani|wragn, 2 to 4 volU with 




' from 2CI to 41) ampcns am i 
seen, theo. that i 
force of two to Cow volte aaJ • ■■iiii< ^ W*v0t tm^ 
peres. is saitoUe lor • *mk»j ««na* i£mt. TW — f i 
pactnesa, r l c w K a fm mA fiii mgi l j -itf «# tixw^f ^$ 
lend to H adifitkHl Jamm far wig.iMffti« •• , m*^ 
cautery haOtrj. 

The IbliAMk C<.„ 4tf CkM^iiK. ttA«» » ««• «l^ y^^ 
feet faaUar far Ail iNVfMME. IW «mw «f «« f)b«w m« 
Methodrf ma il H ill— BAiwwt w. r^ s;: . ^^ - rfllit 
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age 4. These batteries can be clinrged from a battery of 
16 Greuet cells as well as an electric liglit wire. 

Xlie large type lias a current streugtb of 75 amperes 

ami an electromotive force 
of 4 Tolts. Any one can 
charge either of these bat- 
teries by following the direc- 
tions accompanying them. 
The current is nicely con- 
troUetl by the rheostat which 
IS a part of the apparatus, 
BO that the most delicate 
lam]>s are maintained at 
Iheir full height without 
danger of being destroyeiL 
r;iutery knives, from the 
-iiiiiUest to the largest, are 
IvL^iit at a white heat 
during the period required 
for any ordinary operation. 

If employed to ruu a surgical engine, the speed can be 

regulated at will by means of the rheostat. 




Fio. m. 



CHAPTER X. 

COMBINED, PORTABLE AND OFFICE BATTERIES. 

While it is desirable to have galvanic and faradic 
batteries separate, it is oftentimes a source of convenience 
and economy, especially to a general practitioner, to have 
the two instruments combined in one compact portable case. 

A large number of very useful instruments are manu- 
factured with this object in view. In selecting a combined 
portable battery the following points should be sought: 

1. Compactness and lightness. 

2. Portability without danger of spilling fluids. 

3. Connections protected from creeping fluids. 

4. Faradic coil with cell power separate from the 
galvanic portion of the battery 

5. The simplest forms of connections consistent with 
convenience. 

6. The combined voltage of the galvanic portion not 
to be less than 30 when freshly charged. 

The combined battery shown in Fig. 37, is a very good 
one on account of its simplicity. It has twenty-four bi- 
chromate of potash cells with zinc and carbon elements of 
the ordinary size for generating the galvanic current and 
one cell of the same kind, separate, for generating the cur- 
rent for the faradic coil. 

When the cover of the battery box is open, four sec- 
tions of six sets of elements each, present themselves, and 
each section is entirely separate and movable from all the 
rest. The connecting cord, designed for the positive elec- 
trode, is attached to the first binding post on the first 

75 



76 



Mp'h'cal and Surgical Elecirieifjf in 



section, ami the cord designed for the negative pole is 
bifurcated at oue end, and moved along from one binding 
post to another until a snfiGcieiit number of cells have been 
brought into the circuit to accomplish the work required. 
The combined voltaj^e of this liattery is about 3f>. 




The bifurcated or forked cord is for the pui'pose of 
preventing a shock while changing to a less or greater 
number of cells while using the galvanic cnrrent. 

When the battery ia not in use, the elements are 
lifted into the drip cups, the cells containing the fluid be- 
ing covered by an overlapping portion of the hard rubber 
plate to which the elements are attached, and which are 
lined with cushions of soft rubber. The cover of the box, 
when closed, presses by means of a spring upon these 
plates in such a way as to render the cells fluid tiglit. 

The cell for the faradic coil has a similar arrangement 
for rendering its cell hydrostatic. The battery shown in 
Fig. 38, manufactured by the Galvano Faradic Battery 
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Co., posseeaea the requisite points of a good combined 
portable battery. In it, tlie elements which are attached 
to the rubber platea ehown on the surface — ten to each 
plate — are stationary, and the cells or cups are lifted so as 
to immerse the elements by means of a rod shown in the 
background of the cut. When the cells are not in use, 
the cups are lowered and a closely fitting cover is placed 




i commum- 
t is closed. This prevents 
spilling of the fluids in moving the battery. The faradic 
apparatus with its rubber covered cell occupies one end of 
the box. This battery has a voltage of about 48 when 
freshly charged. 

The Flemming battery, shown in Tig. 39, has an aiTange- 
ment for immersing the cells similar to that shown above. 
Tlie arrangement, too, for preventing the spilling o£ Huids in 
transportation is similai'. The cells are brought into the 
circuit by means of a bifurcated cord as shown in th« 
cut. An automatic interrupter for the galvanic current, 
is also a feature of this battery. The ojily criticism I 
am able to make u|Km this excellent instrument, is that 
it is rather complicated. 
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OFFICE BATTEHIES. 

!For office use it ia iieceesary to have -a battery that 
requires little attention, ami which can be operated with- 
out the necessary loss of time that is reqiiiretl to run a 
portable battery. 

Office batteries should be operated by cells which can 
be used for a long time without being recharged. The 
cells best adapted for this kind of work, are the Diamond 
Carbon, the Leclauche and the Law. These cells will rjin 
without losing strength from fifteen minutes to half an 
hour, when, i£ they are not allowed to stop, their strength 
will begin to decline, but with a few minutes' rest they 
immediately recuperate and will again be ready for action, 
and with ordinary use will do the work required of an office 
battery for a year without recharging. 

Cells of this description may be stored on shelves in a 
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cellar or closet, and by meaus of a cable of wire be con- 
nected with a switch board locateil in some distant nx^m« 
or they may be stored in a cabinet upon which rests the 
switch board to which thev are connecteil Fiff. 40 shows 
a very convenient form of cabinet office battery of the 
above description. A complete combineil battery should 
possess, besides a circular switch board, with selective 
arms for the galvanic current, the following: 

1. A faradic coil with both a slow and a rapid auto- 
matic interrupter, with fine and coarse wire secomlary coils. 

2. A resistance box with coils varying in resistance 
from 1 to 100 ohms accurately adjusted ami so arranged 
that any one or more may be switched into the circuit 
without the others. 

3. An automatic interrupter for the galvanic current 

4. A double milliampere metre. 

5. A gradual rheostat. 

Such a combination is shown in Fig. 40. The 
switch board is arranged with 36 buttons, and u}X)n this 
number 48 Diamond Carbon cells are attached. The but- 
tons numbering to 24 have to each, one cell attached, and 
the remaining 12 buttons have each two cells. The but- 
tons of the board are arranged in a circle and nearly touch. 
From an attachment in the center of this circle radiate two 
movable switch springs, each with its end pressing upon 
the row of pole buttons. The number of cells in the 
circuit depend upon the distance of separation of these 
switch arms. For example: If the first arm is on the 
button marked (1) and the other on the button marked 
(10) there are ten cells in circuit, and the number of cells 
in the circuit at all times depends upon the number of but- 
tons between the terminals of the switches. 

A resistance box is necessary for measuring tlio re- 
sistance of any body or part of body that may happen to 
become a part of the circuit of the battery. Tliis is done 
by comparing, as explained in the chapter devoted to the 
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consideration of resiBtance. An accurate means of mea- 
suring resistance connected witli an office battery, has be- 
come a great neceseity in these days of rapid advancement 
in electric therapeutics and diagnosis. 




An automatic interrupter for the galvanic current is a 
nacessity of all complete batteries. The device should ba 
Buch that any number of interruptions fi*om one in a second 
to the most rapid vibrations can he obtained. 

The milliampere meter should possess two complete 
coils, either of which can be employed by changing a 
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switch. It should have a double needle and a double dial. 
This is to insure accurate measurements of very weak eur- 
reuts as well as currents of considerable strength. 

By a gradual rheostat or current controller, I mean an 
instraniem that will enable one to throw into the circuit of 
the battery a resistance capable of overcoming any cuiTent 
that it is ordinarily desirable to employ, by means of a fine 
adjustment. This resistance can be gradually withdrawn 
until a current of any desired strength is obtained for any 
therapeutic application without the possibility of even the 
slightest shock. The current is de- 
creased in strength and finally shut off 
by reversing tlie former process, that 
is, by again intrwiucing the resistance. 
The gradual rheostat shown in Fig. 
41, is the one emplnyed with the bat- 
tery shown in Fig. 40, and has been 
used with great satisfaction by the 
author. It is called the hydro plati- 
num rheostat from its form of con- 
struction. Between two small thin 
sheets of platinum (DD) susjwnded in 
water contained in a glass jar of the 
Grenet cell pattern, is a third plate of 
platinum (E) with its lower end pointed 

which can be lowered or elevated in the waLri .plill-.h ma 
two other plates by means of a delicate adjustment (C) 
above. Plates (DD) are both connected with one of the 
binding posts (A), while the central plate (E) is connected 
with the other binding post (A). When plate (E) is 
elevated so that its pointed extremity is out o£ the water, 
represented in the bottle, no current can pass between the 
two binding posts (A) and (A), liecause there is no con- 
nection between the plates. As it is gradually lowered into 
the water, however, the resistauce of the water, while very 
great at first, when but the point of the plate is immersed, 
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admfts the passage of a slight current, and as the plate is 
gradually more and more immersed and the conducting 
surfaces are increased in area, the resistance to the current 
is decreased and it becomes stronger until the desired 
strength is obtained. By reversing the process, the current 
is again gradually shut off. 

With these few words on the principal requirements 
of an office battery, I must leave my reader to make his 
own selection from the many excellent instruments in 
the shops. 



CHAPTEE XI. 



CAUTERY BATTERY. 



The student is referred to the chapter on selection of 
current for a minute description of the difference between 
the cautery current and the ordinary galvanic current. A 
current for galvano-cautery work such as is required in 
gynecology, should be of 40 ampere and electromotive force 
of not more than four volts. In other words, a current of 
quantity, not intensity, is required, one which may be 
obtained (a) from ordinary cells of large elements, (b) 
from a dynamo wound for quantity (c) from storage 
batteries. 

(a) galvanic cell cautery. 

The battery employed by the author of this variety, 
is shown in Fig. 42. It is well constructed, compact, port- 
able and reliable. It can be carried any distance, charged, 
and be relied upon to furnish energy for any ordinary 
operation without recharging. It is constructed so as to 
furnish a large surface in a small space thereby lessening 
resistance and increasing amperage. The cells and drip 
cups are of hard rubber. The current is graduated by a 
device which allows the elements to be lowered and height- 
ened in the exciting fluid. The elements are zinc and 
platinum, and the fluid bichromate of potash and dilute 
sulphuric acid. Fig. 43 shows the Mcintosh stationary 
cautery battery, which is a very simple and reliable ma- 
chine for office work. Simplicity of construction is the 

great desideratum in the cautery battery. 
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from zero to Us maxiinuin strength) liy cliangiDg the posi- 
tion o£ the brushes. 

(C) HTORiGE BATTERIES FOR GAUTEBY, 
The storage battery is esiieciftlly adaiited to caatery 
work. The small voltage and large amperage of the ordin- 
ary accumulator cell, 
makes it a compact form 
of storing energy for 
onUiiary work of this 
kind. In gynecological 
work either the largest 
or mediara size Fig. 3.j, 
described in the chapter 
on storage batteries, is 
suitable. 

Relative value of the 
three different methods 
of obtaining the cau- 
tery current. If i>iie is 
not called apou to use 
the cautery battery fre- 
quently, or is living in 
the country, away fi-om 
an incandescent system 
of electric lights, he 
should have the onlinary 
ildh'umc cell ctiuierji. 
Fig, 42. This battery 

he can easily charge for each operation in which it is re- 
quired, the flnid afterwards can be thrown away, the cells 
washed and set aside without fear of deterioration, until it 
is required for an oi>eration even mouths in the future. 
Even where it is recharged for each 0[)eration, it is an 
economical battery. 

If one requiies the daily use of a cautery battery, and 
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is ill a position where a storage battery may be clmrged 
from an electric light wire, he toay employ to advantage 
the storage cells Fig. 35. A storage battery should be used 
pretty couatantly to he used economically. It deteriorates 
rapidly when not in constant uee. 

The Medical Dynamo can only be used with advantage 
for stationary work, and then only when there is some form 
o£ power at hand which will operate it. A water, electric, 
or gas motor may be used for that purpose. Of course, if 
steam jjower is at hand, it should be utilized. 

CAUTEUY ELECTIIUDEH AND UANDLES. 
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A handle foi' a cautery knife, or wire or electrode, 
should be constructed of insulated material containing the 
metal connections in its interior. The handle should be 
light and have on it a switch for turning on and off the 
ciirrent, which can be operated with the thumb or a finger 
of the same hand that holds the instrument. The best in- 
sulating material for such handles, is hard rubber because 
of its lightness. The handle used by the author is shown 
in Fig. 44. This has also an ecraseur attachment for 




shortening the wire loop which is operated by the thumb- 
Fig. 45 show^ this handle with the loop adjusted. 
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Galvauo-cautery electrodes are constructed of many 
shapes mid sizes. Any of the electrodes shown in Noa. 1, 
2, 3, 4, o, 6, 7, 8 and 9, Fig. 46, may he used in gyneco- 
logical work about the vagina, uterus, bladder or rect\im. 
No. 4, Fig. 4fi, with a longer shank makes an excellent 
cui'ette. No. 2. Fig. 4fi, with uterine curve, also makes an 
excellent intra-uterine cautery instrument. 




CHAPTER Xn. 

t 

EMPLOYMENT OF INCANDESCENT STREET WIRE CUR- 
RENTS FOR THERAPEUTIC PURPOSES. 

The therapeutist Avho is fortunate enough to be located 
in the vicinity of an incandescent electric light wire cur- 
rent of the uninterrupted variety, possesses a very con- 
venient substitute for the galvanic battery. The Edison 
system, with its 110 volt current, is the one most frequently 
employed for general electric lighting, and the one which 
is most popular with the electro- therapeutist. Any sys- 
tem, however, which is smooth, uninterrupted, not alternat- 
ing, of comparative small amperage and of a voltage of 
not more than 110 volts, may be adopted. 

As this current is flowing steadily, always of the same 
voltage, it is necessary of course, to have some means of 
modifying its strength and of subduing it to the delicate 
requirements of the physician's office. This is accom- 
plished by means of some form of rheostat, called also a 
current controller. A current controller is a device by 
which a current of any given strength may be increased or 
decreased at will, Avith absolute gradual gradations from 
zero to the maximum strength of the current controlled. 

• Mt^lNTOSH HYDRO-ALUMINUM RHEOSTAT. 

This instrument described on page 81, may be em- 
ployed in the circuit of the Edison incandescent, as a current 
controller. It is one form of a water rheostat and answers 

the purpose fairly well, although it is by no means ideal. 
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BAILEY BHE09TAT. 

This instrument, Fig. 47, has been used quite exten- 
sively and BiiceessfuUy for <;ontrolling the electric light 
wire. It, too, is a form of water rheostat, and like all in- 
struments with the same principles involved, is not entirely 
satisfactory. 




The Mclutosl II Mtiui e t & emj 1 >el u the following 
manner The cential \ late >* set &i that it does not come 
in contact with the water. When m this position, no cur- 
rent can pass through the instrument. The instrument is 
placed in the circuit by attaching one of the supply wires 
to one of its binding posts ; from the other binding post, a 
second wire passes through the railliampere meter to one of 
the electrodes to be employed on the patient. The circuit 
is conijjleted by a wire leading from the other electrode to 
the second supply wire from the street. 
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THE MASSEY COEHENT CONTROLLER. 
Dr. MasBey, o£ Philadelphia, the inventor of this excel- 
lent instrument iu descrihing it, says: " Its function is to 
vary the current at will, by rapidly iiicreafiiug or decreas- 
ing the resistance of the circuit. It will now, as improved, 




vary a current from a fraction of a milliampere to the 
full strength of the battery without shock." 

"It consists. Fig, 48, of a ground glass plate provided 
■with a tai>ering area of soft pencil mark, broadening into 
thick graphite embedded in the glass, which is joined to 
lead, These act as a resisting material, over which a brass 
coiitact attached to a crank can be made to pass. When 
the crank (1) is placed to the right of the hard rabber 
button (2), the contact rests ■ entirely on the glass and the 
circuit is broken. Moving it slightly in the direction of 
the arrow, it soon touches the graphite mark and [Termits 
the least amount of current to pass through the whole 
length of the graphite — -a poorly conducting medium. 
As the crank is slowly brought down from the point of rest 
and up the other side, there is a progressive, gradual 
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increase of current, until finally, the thick graphite and 
the lead at the left of the rubber button is reached, when 
the whole power of the generator or battery is turned on, 
there being no resistance remaining in the controller. A 
reverse action turns the current off. The screw at (3) is 
for breaking the circuit and should be screwed in when 
using the instrument." 

"Special attention should be paid to the following 
points in order to prevent mishaps and to retain the full 
working capacity of the controller: 

" 1. Always place the turning crank to the right of 
the rubber button before applying the electrodes to the 
patient, so as to be sure that the full resistance is inter- 
posed; otherwise an unpleasant or even dangerous shock to 
the patient might result. 

" 2. After the electrodes are in place, turn the crank 
down and toward the left slotcly until the meter shows the 
desired current strength. 

" 3. If using an incandescent current, never bring 
the metfiJllic part of the cords or electrodes together unless 
the crank is well over to the right 

"4. Prevent all dust from settling on the glass plate. 

" 5. Renew the graphite covering on the glass plate 
as often as marks of wear are visible by rubbing graphite 
over the circumscribed area from a very soft pencil^ 

The Massey instrument for use is attached to the street 
wires in the same manner as the Mcintosh and Bailey in- 
struments. 

THE GISH RHEOSTAT. 

The Gish Rheostat, Fig. 49, is particularly adapted 
for street wire work. It is large, strong, well constructed, 
and controls a powerful current with the greatest nicety. 
Its simplicity of construction and action recommends it 
highly to the practitioner. The principle of the shunt is 
employed in the construction of the instrument. 
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DIRECTIONS FOR OPERATISG. 

1. Always have tbe movable handle. H (see cut) at 
the mark, SP, before ck)BLng the switch. 

2. Attach all instiument wires t« the two binding 
posts, L anil L- 

iJ, Switcli, S, is closed when the handle is resting over 
the word On. 




i. Although the switch is closed there will be no 
current through the instrument wires, or to the patient, until 
the hantlle, H, is gently moved along its way, and the 
further it is removed from tbe mark. SP, the stronger will 
be the current, until as much electricity an is desired has 
been obtained. 

5. When the work is finished return the handle, H, 
to the mark, SP, aud open the switch. Neglect of this 
rule may causo damage. 
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6. To obtain the faraclic current from this rheostat, 
run the conducting cords from the binding posts, L and L, 
to the positive and negative binding posts on the induction 
coil; now, by simply changing the position of the handle, 
H, to a greater or less distance from the mark, 8P, the 
current will be modified accordingly in the induction coil 
without changing the interrupter or withdrawing the tube. 

7. In using a rheotome, connect it in series with the 
patient. 

8. A standard milliampere meter should be employed 
in all galvanic work. 



CHAPTER XIII. 

I 

MEASUREMENTS. 

Electricity, taken in a comprehensive way, so as to in- 
clude its various phenomena, must now be considered as an 
exact science. In dealing with known substances, our first 
impulse is to speak of them in definite quantities. Until 
very lately, as medical men, we have been much embarrassed 
in speaking of the dosage of electricity. Within fifteen 
years a decided change has come. Electricity can now be 
measured, stored and transi3orted, and can be dosed as 
accurately as quinine or morphine. 

In the measurement of electricity, three factors must 
be taken into consideration, any two of which can deter- 
mine the third. These factors, with which we are already 
slightly acquainted, from considerations in another chapter, 
are: . 

1st. Current, C, measured in amperes. 

2d. Electromotive force, E, measured in voUs, 

3d. Resistance, R, measured in ohms. 

Current in electricity means the rate of passage of unit 
quantity of electricity across any section of conductor. 

The current is directly as the electromotive force and 
inversely as the resistance, and hence: 

E 

Ohms formula — C = — 

R 

Thus each influences the other, and the three must be 

borne in mind in making our calculations. 

Current is measured by three actions peculiar to it 

1st. Its action on the magnet. 
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2d. Its chemical action. 

3d. Its action in producing heat. 

The instrument that measures the current by its eflfect 
on the magnet, is called the Galvanometer. 

The instrument that measures the current bv its chemi- 
cal effect, is called a Voll meter. 

The instrument that measures the current bv its heat- 

•I 

ing effect, is called the Calavimeter. 

Of these instruments, the first, or the Galvanometer, 
is the one that specially interests us as physicians, because 
it is the form of instrument generally adopted for measur- 
ing the current for therapeutic purposes. 

Galvanometer. When a galvanic conductor and a 
magnetic needle are placed parallel, they immediately at- 
tempt to assume a position at right angles to each other. 
As this action is alike strong in both, and as the action 
obeys definite laws, obviously a means of testing the cur- 
rent of any conductor is made possible by this action on 
the magnetic needle. The needle being the lighter body, 
it is made the movable one in practice. 

If a magnetic needle is suspended by its center so as 
to lie horizontally, and over it, in the same direction is 
placed a conducting wire with a current entering at the 
southern end, the needle turns with the N end to the left 
or westerly. If the wire is allowed to return below the 
needle, it continues to turn in the same direction, its move- 
ment being t^-enforced by the action of the current below. 
If now, the current is reversed and allowed to pass in a 
direction from N to S above and from S to N below, the N 
point of the needle will turn easterly or in the opposite 
direction to that in which it turned before. 

Upon this action of the galvanic current upon the 
magnetic needle, a large number of galvanometers have 
been devised, some of which are very intricate in their 
construction. I must confine myself, however, to general 
laws, and in the simplest way point out the principles upon 
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which the galvanometer for medical purposes should be 
constructed, and present illustrations of those which best 
serve the purpose of the therapeutist. 

The principles of a galvanometer are represented in 
the flat coil of wire and magnetic needle shown in Fig. 
50. When there is no current in the coil of wire, the 
needle, from the action of the magnetism of the earth, 
assumes a north and south position. When a current of 
electricity traverses the wire, the needle is deflected 
a certain number of degrees according to the strength of 
the current. A given strength of current will always 
deflect the needle a definite number of degrees if the con- 
ditions remain the same. If then, upon a dial, over which 
the magnetic needle is suspended, the value of different 
degrees of deflections are marked, which are ascertained 
by passing through the coils known currents of different 
strengths, we have the essentials of a galvanometer in their 
simplest form. 

Let us now apply these essential principles in prac- 
tice. The galvanometer shown in Fig. 51, is one employed 




N 



Fig. 50. 

for measuring currents for therapeutical purposes, and has 
proved itself to be a very reliable instrument. It is 
strongly and simply constructed and covers with approxi- 
mate accuracy a long range of measurements. 

The long slender indicator shown on the face of the 
dial IS of steel and is attached to the magnetic needle so 
that its direction lies at right angles to it, pointing east and 
west when the magnetic needle is north and south. The 
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indicator and the needle are attached by ineaua of a small 
hollow cylinder about one half inch in length into the 
upper end of whiph is fitted h small agate jewel, which 
balances upon a hardened steel pivot projectijjg between 
the coils fi-om the frame below. When the needle and in- 
dicator are balanced, the needle swings between the coils 
of wire and the indicator above them as shown in Fig. 52; 
and when the coils are placed within the case and all at- 
tachments are complete, the indicator swings over the face 




Pio- ijl. 
of a properly engraved dial, as shown in the complete 
inHtriunent, Pig. 6L 

With the nse of electricity in medicine, it has been 
found that it is necessary to employ currents of great 
diversity of strength. For example, in nervous diseases, 
and in tlio use of the galvanic current about the eyes and 
ears, the maximum strength of current often will not ex- 
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ceed 20 miltiamperes, while in gynecological practice the 
maximum ciu'reiit may cousistently be stated as 300 milli- 
amperes. 

From this, it may easily be appreciated that two 
instruments are necessary for every medical apparatus, one 
for measuring strong currents, and a second for measuring 
weaker ones, unless the difficulty is obviated by construct- 
ing an instrument with a double coil and a double dial. 
That has been accomplished in the instrument under con- 
sideration. By refereuce to the dial of the meter in Fig, 
51, it will be noticed that one side is registered to 20 milli- 
amperes with appropriate gradations, while the other side 
is registered for 1,000 milliamperes, with gradations. 'J he 
difficulty, not to say im[>oaBibility, o£ accurately measuring 
gradations of 20 iiiilliamijerea on the scale graduated for 
1,000, must be obvious to all. It is also obvious that two 
systems of wintlings are necessary when two deflections of 
entirely different values are desired. 

In the Mcintosh instrument the two windings will be 
readily understootl by referring to Fig. 52. Firsi, about 




7 feet of No, 18 double covered copper wire is woujid upon 
two parallel frames, so that an equal amount of wire occu- 
pies each, and the two ends are attached to binding posts 
A and C, respectively. iSecond, about 4lj feet of No. 3J 
covered copper wire is wound upon the frames over the first 
and coarser wire so that an equal amount occupies each, 
and the two ends are attached to binding posts B ami C. 
If a current is passed through the large wire which ter- 
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minates in the binding posts A and C, the value of the 
deflections are indicated on the side of the dial graduated 
for the stronger currents from to 1,000 milliamperes. If, 
on the other hand, the current is passed through the finer 
wire which terminates in the posts B and C, the value of 
the deflections are indicated on the side of the dial gradua- 
ted for the weaker currents from to 20 milliamperes. 

The Mcintosh milliampere metre complete, is shown in 
Fig. 51. Upon the center of the base which is supported by 
three leveling screws, rest the coils, between which is the 
needle, connected through an opening in the dial with its 
indicator above. Around the coils resting upon the base, 
is a round brass case into the top of which is fitted a glass 
cover. The dial which is of polished brass and well en- 
graved, is supported by the brass frame over which the 
coils are wound. A switch at D, lifts the indicator off its 
delicate pivot when the instrument is not in use, and ren- 
ders it possible to carry it without danger of injuring the 
delicacy of its contact. To either side of the base are at- 
tached the binding posts with appropriate markings. 

TO USE THE INSTRUMENT. 

Release the indicator by sliding the button D to the 
right. Place the instrument so that the indicator rests at 
0, which will be due east and west, and adjust the leveling 
screws so that the dial is perfectly horizontal and the indi- 
cator swings free. 

To use the long scale. Connect the positive pole of 
the battery with binding post C, and the patient with post A, 
by means of a conducting cord and electrode. When the 
patient is connected with the negative pole of the battery, 
the circuit is complete. . 

To use the short scale. Connect the positive pole of 
the battery with binding post C, the patient with post 
B, by means of the negative pole to the battery, and as 
before, the circuit is complete. 
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VEHTICiL GALVANOMETERS. 
For some reasons, it is comoKJu to arrange the needle 
in a vertical plane mounted on a central pivot, Witli this 
form there are two needles, one working inside the coil, the 
otlier with reversed poles working outsitie. While such 
instruments have their nsea, they are not as relialile as the 
horizontal kind. The horizontal vai'iety depends upon the 
magnetism of the earth, which can be said to be approxi- 
mately uniform for its resistance, while the vertical variety 
depends upon the varying magnetism of its needle for 
attraction, and the weight of the lower part of the needle 
for its resistance. The chief advantage of this variety, is 
the lack of vibration in its needles and its ready visibility 
from a distance. 

THE WESTON MILLIAMPERE METER. 

I copy a description of this instrument from Atkin- 
bom'b Dynamic Electricity and Magnetism: " This inetru- 
ment, shown by Fig. 53, incloses within its case a powerful 
steel horseshoe magnet, the poles of which project into the 
narrow space in front, and are attached to two soft iron 
pole pieces. These inclose a circular apace, within which 
is mounted a soft iron armature core, maintained in a fixed 
central position by attachment to a brass yoke which con- 
nects the pole pieces. A light copper frame f of an inch 
wide, and wound with a coil of insulated copper wire sur- 
rounds the core, and has a limited rotary motion, on jew- 
eled bearings, in the narrow space between the core and 
pole pieces, which is just wide enough to allow rotation 
without contact. 

"The terminals of the coil a:-e connected above and 
below with two flat springs, oppositely coiled, and so at- 
tached to the copper frame and adjoining parts as to 
maintain the coil in a fixed position when the springs are 
not under tension, and bring a light aluminum pointer, at- 
tached to the frame, to zero of the scale. 
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"These springs are made of epeciat, non-magnetic 
alloy, auil are placed in opposition to neutralize tlie effects 
of expansion and contraction under variations of tem- 
perature. 
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" A resistance coil, motinteJ witliin the case, makes 
electric coQuectiou by one of its termiuals witL oue of 
the BpringB, while the other terminal is connected with the 
frout binding poet on the left Another connection with 
the rear binding post on the same side, taps this coil at a 
point nearer the spring, si^ as to include a much lower 
resistance. The other spring is oonuected with the binding 
post on the right back ot which is a contact key and a 
calibrating coil. 

■'When connections with an electric source are made 
by the right binding post and either of those on 
the left, the current enters and leaves the copper coil 
through the springs, its direction and the winding being 
such as to produce deflections from left to right, the coil 
tending to rotate into a position at right angles to the lines 
of magnetic force, in opposition to the tension of the 
springs. And the instrument being calibrated in accord- 
ance with the resistance of its coils, the deflection of the 
jMjinter will indicate the difference of potential in volts; 
since with a given resistance the electromotive force or 
potential difference varies directly as the current 
strengthens." 

The above is a description of the Weston voltmeter. 

The milliarameter is practically the same instrument 
with the copper cnil of coarser wire, therefore of less 
resistance and without the necessity of a resistance coil. 

The instrument shown in the cut has a scale of double 
value, one reading from to 500 ma.; the other from to 
10 ma. The change from one scale to the other is made 
by changing the switch on the left of the instrument, the 
the scale to read being indicated by the pointer " upper " or 
■■ lower." 



This instrument can be used as a voltmeter by the 
employment of a small resistance box fui'nished with it, 
which has two values; when used in connection with the 
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lower scale, reads to 10 volts by y^ volt divisions, and to 
100 volts by single volt divisions. 

Attention is called to the following specific advantages 
of the Weston milliampere meter: 

1. Although the scales of these instruments are re- 
markably uniform, no particular "law" of deflections is 
assumed, as must be done when printed or engraved scales 
are used. A skeleton of each scale is laid out by actual 
comparison with an accurate standard, and the lines after- 
ward inked in. Finally, the work is checked by compari- 
son with the same standard. 

2. The instruments are direct reading. No multi- 
plying constant is necessary, as simple inspection of the 
position of the pointer on the scale gives the value in 
milliamperes or volts. Time in making readings is there- 
fore saved, and errors of calculation avoided. 

3. All scale readings begin at zero, and extend by 
practically uniform increments to the maximum reading. 
The range is thus greater than is common, while the uni- 
form size of the scale divisions permits of their visual sub- 
division with uniform accuracy. 

4. The instruments are remarkably " dead beat." 
The pointer comes to rest at once, although absolutely no 
friction can be detected, thus reducing the time required for 
readings, and preventing unnecessary wear of the mov- 
ing parts. 

5. There is no " magnetic lag," giving rise to diflPerent 
deflections with the same current or potential, as in in- 
struments having iron in the moving parts. 

6. The instruments can be kept in circuit any length 
of time, as the heating effect, except in the higher ranges, 
is so small as to be unappreciable. 



CHAPTER XIV. 

POLES, CORDS AND ELECTRODES. 

In the application of electricity there is mach to con- 
sider besides a means of generation of the proper current. 
We may have a proper source of battery power and still be 
unable to accomplish any work without a knowledge of the 
direction of the current, a means of conducting the cuiTent 
from the generator to the patient, and a proper means of 
diffusing the current properly by means of electrodes when 
we have succeeded in bringing the patient into the circuit 
of the current. This also leads us to a consideration of 
the density of the current which is almost as important as 
the consideration of its strength. 

« 

POLES. 

A current of electricity leaves a battery or generator 
in an external circuit from the positive pole and flows in a 
direction, from the positive to the negative, entering the 
battery again at the negative pole. Therefore, the end of 
the battery from which the current emerges, is called the 
positive pole or anode, while the other end is called the 
negative pole or kathode. 

There are different ways by which we may distinguish 
the poles. In the ordinary zinc and carbon batteries, the 
current leaves the battery from the carbon side, or the sides 
of the element of greater potential, and in all batteries of 
l^hatever construction, the element of higher potential 
represents the positive pole. The poles can often be dis- 
tinguished by the sensation. When two sponge electrodes 
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are placed upon a portion of the body, and a current of 
considerable strength is turned on, a more intense burning 
is experienced at the negative or kathode than at the oppo- 
site pole. 

The poles can often be distinguished by the taste. If 
the metal terminals of two conductors, one at a time, are 
placed upon the tongue, the negative pole or kathode will 
leave an alkaline taste, while the positive terminal will 
have a sour or acid taste. As a last resort, the poles may 
be distinguished by plunging their metal terminals into a 
solution of iodide of potash when from an electrolytic pro- 
cess the brown iodine will gather around the positive pole. 

RHEOPHORES. 

The connecting cords or wires between the battery and 
the electrodes, are called the rheophores, Rheophores are 
constructed in different ways by different instrument 
makers. The rheophores for a battery with high electro- 
motive force such as is employed for ordinary galvanism, 
should be long and flexible, and are best constructed with 
fine strands of copper wire covered with a layer of woven 
silk or rubber tubing. 

The rheophores for a cautery battery must be large 
and not too long, so that their resistance is reduced to a 
minimum, because the electromotive force of this battery 
is small, and its power to overcome resistance is very slight. 

ELECTRODES. 

The current is applied to the body by means of elec- 
trodes. Electrodes are constructed in many forms and 
sizes in order to meet the multiform purposes for which 
they are employed. 

The author, for ordinary external use, prefers metal 
electrodes covered with sponge or chamois, or absorbent 
cotton. 
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The oiie shown in Pig. 54, is oonveuient for dingnostic 
pnrposee, and is called tlie Btaiidsrd electrode. It has a 




surface of 10 Bq. c. m. The pointed electrode of the Bame 
construction is employed for localizing the current about 




the face 



■ other delicate parte and in selecting nerve 
[Hiiiits t'cn- stiiiuilfitioii. The electnide shown in Fig. 55, 

Fig. 57. 
JH the small hand electroile that is employed in giving 
general surface applications. A larger hand electrode 
tor the same general purpose is also convenient. The 
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large square electrode, Fig. 56, is for applying the current 
to the feet of the patient. The electric brush, one form 
of which is shown in Fig. 57, is made in many forms, and 
is for the purpose of applying currents superficially to the 
skin. These are a very few of the many electrodes which 
have been constructed to please the fancy and ingenuity of 
many operators, and in the list are included none of the 
electrodes for special purposes, these being purposely 
reserved for description in their proper places in consid- 
ering special subjects. 



PART SECOND. 



CHAPTER XV. 



ELECTROLYSIS. 



Electrolysis is the power possessed by the voltaic cur- 
rent of chemically decomposing a compound body into its 
constituent elements. 

An electrolyte is that body or substance which is capa- 
ble of being dissolved into its several elements by means 
of an electric current. 

The ions are the product of electrolysis or the con- 
stituent parts into which an electrolyte has been divided by 
the current of electricity. 

When the two electrodes from a galvanic battery are 
plunged into a solution containing electrolytes to be 
decomposed, a definite proportion of the ions are attracted 
by the positive pole, while the remainder are attracted by 
the negative pole. Those which are deposited or attracted 
by the positive pole or anode are called anions, while 
those which are deposited or attracted by the negative pole 
or kathode are called kathions. 

Every compound body contains two varieties of ele- 
ments. Those which upon electrical decomposition of the 
body are attracted by the negative pole, are called electro- 
positive elements, while those which are attracted to the 
positive pole are called electro-negative elements. In elec- 
trical decomposition, as in all other eilectrical phenomena, 
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therefore, it will be noticed that a given pole only attracts 
bodies of an opposite polarity. 

An electrolyte must be iu solution in order to become 
electrolysized. 

If now, we take water as a sample electrolyte, and 
place in it two platinum electrodes, one from each pole of 
a galvanic battery, and cause a current to traverse the 
water from one pole to the other, we will get electrolysis. 
Every molecule of water, which is reduced to its con- 
stituent elements in this way, is broken into two atoms of 
hydrogen and one atom of oxygen. Hydrogen and oxy- 
gen, then, being the result of electrolysis of water, they 
are the ionSy and, as hydrogen is liberated at the kathode it 
is the kathion, and as oxygen is liberated at the anode it is 
the anion. As hydrogen is attracted by the negative elec- 
trode, and oxygen by the positive electrode, they are re- 
spectively the electro-positive and the electro-negative ele- 
ments of water. 

The pretty theory of electrolysis which is based upon 
facts is substantially as follows: In every compound, as 
we have seen, one of the elements is electro-positive, the 
other electro-negative. If a molecule next the positive 
electrode be decomposed, the electro-negative constituent 
of the molecule is attracted by that pole, thereby setting 
free the electro-positive constituent which immediately 
grasps and combines with the electro -negative element of 
the next molecule, and so on, until every molecule has been 
similarly acted upon in the line of the current and the 
negative electrode has been reached; to this, the last elec- 
tro-positive element liberated, will attach itself. 

CATAPHORIC ACTION OF THE GALVANIC CURRENT. 

Closely associated with electrolysis we have the phe- 
nomena, electrical osmosis, or the cataphoric action of the 
galvanic current. This consists in a direct transference of 
liquid particles by a continuous galvanic current in a direc- 
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tion from the positive to the uegative pole. The phe- 
uomeua differs fiora electrolysiB in that it produces move- 
ment of unbroken molecules when in solutiou, creating a 
current of the whole mass of fluid acted upon in the direc- 
tion of the electrical current. This action can be demon- 
strated in a simple way by placing the electrodes of a vol- 
taic machine in two compartmenta of a fluid separated by 
a porous septum, when it will be observed that the fluid 
particles pass in the direction of the current of electricity, 
by the fluid in one compartment of the disk increasing in 
volume at the expense of the other. 

Late writers have been inclined to attribute to the two 
phenomena, electrolysis, and electrical osmoses, many of the 
brilliant results which have Ijeen accomplished by the use of 
the galvanic cuiTent in the treatment of disease. "While there 
is no doobt that these two effects do have a profound in- 
fluence in a certain class of cases, we are not warranted in 
the light of our |iresent knowledge in accepting them for 
more than strong factors among other influences of elec- 
tricity ill effecting cures. 

That electrolysis does occur, however, in living tissues, 
we have abundant proof. When it is remembered that 
from one half to two thirds in bulk of the human tissues 
of the body is water, we can, at least, reatlily understand 
why electrolysis should occur under proper influences. 
While the galvanic current passed through a soft living 
tissue, has not an uninterrupted fluid medium, it has, prac- 
tically, a fluid medium divided into innumerable little com- 
partments, each one separated from the other by a thin 
wall of solid. During the passage of the current, each of 
these particles of solids acts as a positive electrode on the 
fluid between it and the solid particle in front of it. Each 
molecule of fluid in a conducting solid therefore, in the 
line of a galvanic current, may become electroly sized. 

It has been abundantly demonstrated that in the 
passage of a galvanic current through a portion of soft 
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living tissues of the body, that a decided cataphoric action 
is engendered. This may occur by a direct transference of 
the fluid particles through the little permeable walls of 
solid in the direction of the negative pole of the battery. 

Thus we may have these two effects of the galvanic 
current upon soft, fresh living tissues: 1. A separation of 
the combined elements in solution (more or less according 
to the density of the current) into their constituent ele- 
ments, and a rearrangement of the same. 2. A general 
movement of elements in solution towards the negative 
pole of the battery. 

Now, are we not in a position to explain how tissue- 
change, or absorption even, may be promoted by these two 
factors alone, when applied to living normal tissues? A 
galvanic current of moderate or decided strength is made 
to traverse a portion of living tissues and the most suscept- 
ible molecules in the course of the current become broken 
into their original elements. (1.) These liberated ele- 
ments immediately make a similar or different combination 
with neighboring elements of opposite electrical tendencies, 
making thereby new compounds which act as foreign parti- 
cles; as foreign particles, they are promptly removed by 
the nearest absorbent. (2.) Other elements, as they be- 
come free from their original molecules, make combinations 
with elements which are already leaving the tissues through 
one of their innumerable minute vascular or absorbent 
canals. (3.) Many in the form of gas, pour into the at- 
mosphere beneath and surrounding the electrodes. (4.) 
Others attack the electrodes and are disposed of in the 
form of deposit on their surfaces. (5.) The current by its 
cataphoric action, produces an engorgement of the tissues 
at the negative end of the circuit. The absorbents in that 
portion of the tissues will promptly make an effort to 
establish an equilibrium, and by a direct action of endos- 
mosis, they are filled and the excess is carried away in their 
currents. 
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A Bimilar change to tho above, we can naturally ex- 
pect in pathological tisHues alone, or in patliological tisBiies 
incorjjorated with normal tissues. The altimate effect, 
however, on the two tiBSuee of repeated eleeti'o lysis, must 
be different because of the constant effort upon the part of 
uon-pathological or normal tissue to repair itself, and the 
inability, with few exceptions, of pathological tissues 
to do so. 

If the successful ap|»licatiou of the above principles 
were subject to no exceptions or doubt, our course in the 
application of galvaaiism to the cui'e of diaeaBes, would be 
clear indeed. We are not so fortunate, however: 

let. Because electrolysis only occurs at the elec- 
trodes, it is claimed, and that no electrolytic action is pos- 
sible in the pi'oper inter-polar region, 

2d. That the vitality of living tissues is a barrier to 
the characteristic effects of electrolysis in their interior. 

3d. That it is impossible to obtain sufficient density of 
current in highly sensitive tissues to make electrolytic 
action possible. 

The first objection, viz., that because electrolytic ac- 
tion occurs only at the poles, therefore, proper iuter-polar 
electrolysis does not occiu-, is only partially sustained by 
theory and not at all by fact. 

If we mean by poles, the electrodes of the battery, we 
are certainly at variance with the facts. If we mean by 
poles, every solid or eemi-solid particle in the line of the 
current as it traverses animal tissues, then the theory can 
be accepted. Because there is no doubt that where a cur- 
rent of considerable density is made to traverse a por- 
tion of fresh muscular tissue, that electrolytic action occurs 
at each solid portion of tissue of whatever nature it may 
be. And when we realize that thousands of these little 
electrodes may be met with in a very small portion of 
tissue, it is easy to understand how interstitial electro- 
lysis may occur and still only at some form of a pole, 
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If we take two clean steel needles attached to the two 
poles of a galvanic battery, and insert them about one inch 
apart into fresh living muscular tissue, the following phe- 
nomena will be observed after a Moderate current has 
passed for five minutes. Around the positive needle will 
form brownish black scales of peroxide of iron, from the 
oxidation of the steel by th^ oxygen liberated at its sur- 
face. Around the . negative pole will be gathered small 
drops of water, and a constant bubbling of escaping hy- 
drogen gas will occur as long as the current is active. If 
now, this portion of tissue is removed bodily, the greatest 
effect of the current will be noticeable at the points of in- 
sertion of the two metallic needles. This fact is explain- 
able because of the greater density of the current at these 
two points. Surrounding the positive needle for some little 
distance and gradually shading off, will be noticed a hard- 
ening of the tissues with almost, if not quite, disappear- 
ance of all normal tissue structure. This portion of the 
tissue if macerated and washed, will produce a resultant 
liquid of a strong acid reaction. While, if on the other 
hand, the negative electrode is examined, the tissue sur- 
rounding it will be found softened and white, resembling 
the cautery effect of caustic potash. The needle will be 
found freely movable and its surface covered with a frothy 
deposit caused by the bubbling of hydrogen gas through 
water. The structure of the tisue for some little distance 
around this pole is more or less destroyed according to the 
strength of current employed. The reaction of the result- 
ant ions at the negative pole 'will be found distinctly alka- 
line in reaction. If now, the portion of tissue lying 
between the poles, be examined carefully with a micro- 
scope, a change will be noticed in its structure. Minute 
bubbles of hydrogen will be found well distributed through 
the structure, paleness of the sarcolemma and partial dis- 
appearance of the striae together with granular collections 

distributed in the tissues will also be observed.* 
♦Amory Treatise on Electrolysis. 
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When we remember that these phenomeua are noticed 
in tiasuea acted upon while living, we can readily under- 
stand how much of the products of electrolysis might be 
removed by the active absorbents before the tissue could be 
properly prepared for critical examination. 

Davy was one of the first to prove that electro-positive 
elements will collect at the negative pole and vice versa; 
and that if tlie well washed fingers constitute the elec- 
trodes, the electrolyte gives the same reactions around the 
poles as with dead substances, thus showing that living 
acts like dead matter. ( Amory. ) 

This same investigator immersed the ends of a piece 
of fresh meat into two dishes of distilled water and at- 
tached their ends to the respective poles of a galvanic bat- 
tery. At the negative pole he found potassa, soda, lime 
and ammonia, and at the ]x>sitive pole sulphuric, hydro- 
chloric, phosphoric and nitric acids. While the piece of 
flesh was entirely deprived of its salts. 

The following experiment of the author, seems to prove 
that electrolysis takes place throughout the whole line of 
an auimal tissue cir- 
cuit and not merely at 
the terminal metal 
electrodes. The man- 
ner of the experiment 
"is similar to one of 
F"^' ^- Davy's which has been 

familiar for a long time, and which has been often quoted 
BB proving that electrolysis only occurs at the true poles of 
the battery. The experiment of Davy, whicJi I quote fi'om 
Amory (page 35), is as follows, Fig. 58: Fill three vessels 
(a) with a solution of litmus and sulphate of soda or com- 
mon salt, (b) with litmus and water, and (c) with a 
solution of litmus, and place between the three vessels 
some wiokiiig, whose ends are immersed in the solntion; 
place these all in line or in circuit, with an electric battery 
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as represented in (Fig. 58). If a strong galvanic current 
is then made to traverse the entire circuit, the litmus in 
vessel (c) will assume a red color (acid reaction at the 
positive electrode) and remain blue in vessel (a) (alkaline 
reaction at the negative electrodes) the salt will be found 
to have passed from the first to the other two vessels, and 
the litmus solution in (b) will still remain blue (neutral). 
If the current be continued for a sufficient time, the salt 
will be found to have been entirely decomposed ; the acid 
being found in (c) and all the alkali in (a). If the cur- 
rent is reversed, the whole arrangement will become 
transformed — the alkali will be found in (c) and the acid 
in (a). 

It seems to me that the above experiment proves defin- 
itely that electrolysis does occur throughout the whole 
circuit instead of merely at the poles. The fact that the 
central dish (b) remains neutral, is no proof that no action 
takes place in its solution. It simply means that an active 
electrolysis has taken place throughout the whole length of 
the liquid circuit, so much so, that a complete transforma- 
tion and rearrangement of atoms have taken place. All of 
the acid is found at (c) ; how did it get there except that 
it traversed the entire three dishes ? How did all the alkali 
get to (a) except by the same process? (b) remained neu- 
tral because it was symmetrically placed between the two 
vessels, and as acid was passing through it in one direction 
sufficient alkali was forming in the opposite direction to 
keep its solution neutral. If the poles were placed in 
either ends of one long dish filled with a solution of litmus 
and sulphate of potash, and a strong current allowed to 
operate, the positive end of the dish will become acid in 
reaction and turn a deep red, the negative end will assume 
a deep blue color, while the center of the dish will remain 
neutral. Here we have electrolysis or an interchange 
of elements throughout the whole substance, but no dis- 
turbance is noticed until the poles are reached, when there 
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is nothing to satisfy the uncombined elements, and they 
bubble into the external air; hence the impression that 
electrolysis only occurs at the poles. 

A simple experiment which illustrates well the action 
of electrolysis, as it seems to me it must occur in porous 
tissues of the body where the tissue current represents in- 
numerable little compartments, is the following: A tube of 
glass is taken (Fig. 59), about one half inch in diameter, and 
to the two free ends corks are fitted, through each of which 
pass wires which protrude a quarter of an inch . into the 
tube. One of the corks is placed in the tube and about it 
a solution of iodide of potassium is poured into the bottom 
of the tube so as to occupy about one inch of its length; 

+ 




Fig. 59. 

upon this is fitted a thin slice of raw potato about two m. m. 
in thickness, then more solution is turned in and another 
pjirtition of potato is placed, and so on until the tube is 
filled with the solution and is divided into a number of 
compartments by the little partitions of potato. The tube 
is then placed horizontally in some convenient place where 
it can be watched undisturbed, and to the two terminal 
wires are attached the two poles of a galvanic battery, and 
the current is allowed to operate. The first effect noticed, 
is a liberation of gas at tlie negative wire pole and a gath- 
ering of iodine crystals at the positive pole. After the 
current has o])erated a little longer, the positive side of the 
])otato partitions will begin to turn blue from the iodine of 
the solution which is liberated by electrolysis attacking the 
starcli of the potato to form iodide of starch. The nega- 
tive side is not immediately affected, and not until the 
current has o])erated for some time, does the whole thick- 
ness become tinted from the penetration of the grasping 
iodine. In time, a line of blue will appear in the liquid 
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upon the positive side, and if the current is allowed to 
to operate long enough, this will gradually be communi- 
cated to the whole liquid. 

In the above experiment occurs exactly the whole 
phenomena which must occur (judging from the nature of 
the factors we have to deal with) in the soft living tissues. 
If the vegetable partitions are objected to in the above 
experiment, animal membrane may be substituted by sup- 
plying each disk with a stiff rubber margin, and by filling 
the different compartments, five in number, with solution 
of litmus with the addition of sulphate of soda in one, as 
in Davy's experiment. Here, after the current has oper- 
ated for a time, the fluid in the two compartments in the 
positive end will be found strongly acid, that of the two in 
the negative end strongly alkaline, and that of the center 
neutral, as was the case in Davy's experiment. 

Davy proved, by employing two of his fingers as elec- 
trodes, each being attached to a pole of the battery, that 
the same phenomena occurred around their surface as 
though the electrodes were of metal. And from the nature 
of things we could expect nothing else. 

* Ingles Parsons passed a 200 m. a. current through a 
recently removed fibroid tumor of the uterus for about two 
hours, and that portion of it acted upon by the current cut 
quite hard and grisly as compared with the rest. This 
change was also perfectly apparent to the touch. Upon 
making microscopic sections, the portion of tissue in close 
proximity to the poles, was found devoid of structure, 
everything having disappeared except the fibrous tissue. 
While the tissue was changed at all points between the 
poles in Dr. Parsons' experiment, the greatest change was 
apparent at the poles because of the greater density of cur- 
rent at those points. We have seen in the chapter in 
which dettsity of current was considered, how the current 

rapidly diverges between the poles in animal tissues. 
♦Parsons, British Gyn. Journal, May, 1888, page 78. 
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Tbe fullowing experiment, by the author, demonetrates 
that tlie same effect will occur iu the middle of tbe current 
betweeu the jwleg, as at the poles themselves, if the same 
density can be maintained; A Btri[j of fibroid tissue was 
carefully dissected out of a recently removed tamor of the 
uterus, about three m. m. in diameter and about twelve 
c. m. iu length. Either end of this piece of tissue wits 
attached by means of soft clay electrodes to the terminals 
of a strong galvanic battery (Fig. 00). A current of 1(H) 
m. a. wae allowed to operate for tliifty minutes. The effect 
ui>on tlii^ [.icv of fi.'sli ivjis rihij..sr i.|..),lir;,l tlin.i.i:l..'nt itw 




entire length. Soon after the current was turned on, the 
tissue slightly contracted iu a longitudinal direction. 
Xiittle drops of clear watery exudate appeared at short in- 
tervals throughout its length, upon its surface, and these 
were constantly changing and breaking from tbe escape of 
small bubbles of gas from the surface of the tissue. In 
the course of twenty minutes the tissue bad become 
hardened and pale iu color, and its resistance perceptibly 
increased. Examination of tbe tissue at the end of thirty 
minutes revealed tbe following phenomena: Tissue dry 
and contracted, and lighter in weight (this latter probably 
from loss of watery exudate which was left in perceptible 
quantity ou tbe glass plate upon which tbe specimen 
rested). tTpon examination with the micro8coi» of cross 
sections from different portions of tbe tissue, bnt little 
Tariation in effect of the different portions was distinguish- 
able. The nmscular structure was destroyed, and in its 
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place, remained structureless tissue with small granular 
masses interposed, with an occasional minute globule of gas; 
The only difference in effect upon the two ends of the piece 
of flesh experimented with, was an excess of water exudate 
at the negative end. This simple experiment is easily per- 
formed, and it leaves but little doubt in the experimenter's 
mind that electrolytic action occurs throughout the entire 
length of an animal tissue circuit and is not confined alone 
to the electrodes which are only a portion of one complete 
circuit. 

LOCAL EFFECTS OF POLES. 

We have seen, however, that as the density of the current 
is increased the electrolytic action on a given area is increased. 
This peculiarity of the current is taken advantage of by 
the electro-therapeutist. The density of the current we 
know, is in direct proportion to the strength and 
inversely as the area of the electrode. If a small, good 
conducting electrode is placed upon a portion of animal 
tissue, a large indifferent electrode being employed to com- 
plete the circuit, an effect will be produced at the active 
electrode varying both with the polarity of the electrode 
and with the strength of the current. 

Positive electrode. If the electrode is the positive 
one, we have seen that the acid portions of the electrolyte 
will manifest themselves by attacking the region of greatest 
density, viz., the small electrode. The effect upon the 
tissue of these acid ions is to produce coagulation of the 
albuminous particles in their immediate vicinity and there- 
by effect a hardness of those tissues. This characteristic 
action varies with the strength of the current from a slight 
congealing and hardening of the tissues in actual contact 
with the electrode, to a general coagulation and solidifica- 
tion of the tissues for a considerable space around the 

electrode. 

Negative electrode. If the electrode is the negative 

one, the alkaline radicals of the electrolyte will manifest 
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themselves by attacking the region of greatest density — 
the electrode. The eflfect upon the tissues of these alkaline 
ions is a tendency to produce a solution of the tissues acted 
upon. This varies from a slight white escar in direct con- 
tact with the pole, with a comparatively weak current, to a 
deep white cavity produced by a considerable destruction of 
tissue for a distance around the electrode. 

♦Ciniselli was the first to describe fully the difference 
in character of these clots at the respective poles. 

The cicatrices following the local application of the 
two poles vary as much as do the immediate effects and 
resemble cicatrices produced by concentrated acid, or 
alkali, respectively, except that the tissues are effected more 
deeply by the electricity. The positive cicatrix is hard and 
contracted, while the negative one is soft and uncontracted. 
These diametrically opposed local effects of the two poles 
Apostoli has made prominent and important features in 
his treatment of fibroid tumors of the uterus. 

ELECTRICAL OSMOSIS. 

The question of impregnating the living tissues with 
certain remedies in solution by means of the cataphoric 
action of the galvanic current is an important one. 

The electrical conduction of iodine through the liv- 
ing tissues from one pole to the other, was advocated by 
Beer in 1869. This authority claimed that iodine could 
be driven directly through the tissues from the positive to 
the negative pole. When we realize the very great diffu- 
sion of the current between the poles in loose animal tissue, 
we can understand how often this experiment may prove a 
failure. Eulenberg, with his colaborers, Bruckner, Bene- 
dikt, Tiltzman, Fieber and Ossikowski found that it was not 
possible to conduct iodine for any considerable distance 
into the uninjured animal tissues. 

That dissolved salts and certain drugs in solution, 

♦Surgical Society of Paris, 1860. 
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can be introduced to the absorbents and the circulation 
so as to be absorbed and give rise to their physiological 
effects upon the general system, there is now no longer 
doubt. H. Munk, in his experiments, saturated sponges 
attached to either poles with the solution containing the 
drug with which he desired to impregnate the tissues. A 
current of considerable strength was employed which was 
repeatedly reversed. Strychnine by this method, was in- 
troduced into the system in considerable quantities in a 
few minutes. Quinine was found in the urine within 
a few hours and iodine in thirty minutes. 

The author has repeatedly succeeded in getting marked 
physiological effects of muriate of cocaine, aconite and 
atropine by means of the cataphoric action of the constant 
current. 

Much study has been given to this subject, and sys- 
tems of therapeutics based upon its principles have been 
attempted. 

SUMMARY. 

1. Electrolysis of living tissues, is in direct propor- 
tion to the strength of the current and direct proportion to 

its density. 

2. Electrolysis may occur at any or all the points in 
the line of the tissue circuit, as well as at the external poles. 

3. Electrical osmosis, or the cataphoric action of the 
galvanic current, causes a direct transference of the fluids 
of the body through the tissues in a direction from the pos- 
itive to the negative pole. 

4. The products of interstitial electrolysis of living 
tissues, are removed by the absorbents of the tissue in which 
the action occurs. 

5. When a portion of living tissue becomes over- 
charged with fluids from the effect of electrical osmosis, it 
is unloaded by the absorbents of the part acted upon. 

6. The polar effect of an electrode upon the living 
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tissue with a concentrated electrode, varies with the polarity 
as well as the strength of the current. 

7. The katliode acts locally like the varying effects 
of an alkali of different strengths, from (a) a slight burn- 
ing with accompanying redness of the parts, with a mild 
current, (b) a more decided burning sensation with a local 
destruction of the superficial tissue, leaving a white scar, 
with a medium current, to (c) a severe burning pain accom- 
panied with an active and deep destruction of tissues, a 
perceptible gathering of liquid products, and an active 
escape of gases through the fluids, with a strong concen- 
trated current. 

8. The anode acts locally like the varying effects of a 
deep penetrating acid of different degrees of concentration, 
from (a), a slight feeling of discomfort with a local redness 
of the tissues, with a mild current, with (b), a decided feel- 
ing of discomfort, a tendency to numbness, and a 
superficial hardening of the portion of tissue in contact with 
the electrode, with a medium current, to (c), a severe local 
pain, accompanied with numbness, and an effect of coagula- 
tion and hardening of the tissues for some considerable dis- 
tance around the electrode, with a strong concentrated 
current 

CATALYSIS. 

*Catalysis is a term employed by some writers to explain 
some of the mysterious phenomena which occur in living 
tissues from the effects of electricity in any form. We are 
aware that tissue changes are produced, that nutrition is 
promoted, that obscure nervous tendencies are transformed 
by the mildest application of the faradic, static, or galvanic 
form of electricity. We are aware too, that these effects 
cannot be attributed to electrolytic action, because the static 
and faradic currents as applied in medicine, have no elec- 
trolytic action. These effects of the current, then, includ- 
ing the refreshing and invigorating effect often experienced 

*Ziem8sen, hand book of general Therapeutics. 
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from the application of the above forms of electricity, which 
cannot be the effects of electrolysis, but which may be due 
to the mechanical effects of the current, which, like massage 
or other form of mechanical treatment, favors tissue 
changes, are included under the convenient name catalysis, 
a term which it is hoped may rapidly become obsolete with 
many other terms connected with empiricism. 
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tact with the sensitive skin, which would equally diffuse the 
current over a large surface. This was accomplished by 
means of molding a mass of potter's clay, the consistency 
of putty, over the surface through which the current was to 
pass, and attaching to it, by means of a. metal plate buried 
in its outer surface, the pole of the battery. These elec- 
trodes were afterwards improved and made permanent by 
inclosing the molded clay in layers of cheese-cloth and 
insulating its external surface with sheet rubber. 

EFFECT OF THE POLES. 

Upon employing highly concentrated doses, with a 
metal uterine sound, as one pole, lying in contact with the 
uterine mucous membrane, he found the effect to be that of 
a caustic, which differed widely, according to the poles. 
Thus the local effect of the positive pole proved to be that 
of a caustic acid, while that of the negative was that of a 
caustic alkali. 

While the chemical fact illustrated was not new, the 
application of this fact to local therapeutics was a discovery 
of great value. It was soon shown by this experimenter 
that the positive pole, because of its peculiar action, pos- 
sessed a marked haemostatic effect, while the negative pole 
could be utilized in destroying small granulations, vegeta- 
tions, etc. 

Thus we find a system of treatment formulated by Dr. 
Apostoli based upon wellrknown laws of electricity. The 
principles sought out by him are so well crystallized into 
one compact method that they will, without doubt, consti- 
tute the basis of all other departures for treating fibroids of 
the uterus and many other local difficulties, for the whole 
future. For this reason I desire to make clear his i)rinci- 
ples and his method. 

The battery used by Dr. Apostoli is one that has an 
electromotive force of from 50 to 75 volts. It is composed of 
a series of Leclanche cells connected with a selective switch- 
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board which renders it possible to utilize any number of 
cells from 1 to 50. The two electrodes employed in all 
operations are connected with either pole of the battery. A 
milliampere meter of the Gaifif6 pattern, which registers at 
least 300 ma., is included in the circuit. The electrodes 
are of two varieties. (1) The passive electrode, (2) the 
active electrode. The passive or cutaneous electrode is 
comjx>sed of potter's clay, as before stated. 

The active electrodes are two in number. One is fash- 
ioned after an ordinary uterine sound and is for application 
in the uterine canal. It is constructed of unattackable metal, 
AS platinum or irridium. This sound is attached by means of 
;ft ciMiducting cord, with one pole of the battery. A muflf of 
<^lluloid tubing insulates the vaginal portion of the sound 
ftvHm the surrounding tissues. The other electrode is also 
VMUiufeictured from unattackable metal. It is similar in 
^f!^ ^lui shape to the other except that instead of terminate 
^w itt «i bulbous point* it ends in a spear shaped point, 
ttkw^ ^^Iwtnxle is for the purpose of penetrating a present- 
rit^^ 11^14^1011 of the uterus or tumor when it is impossible to 
t|tv>(j^9 \\m^ OHse from the uterine canal. This is accomplished 
t^v ifititH^iiug this sharpened sound, for a short distance, 
iH«!V^ ^H^ i\it^onting part and insulating . the vaginal portion 
.^ >^<^l^ ih^ other electrode. 

V^ky^ xlis^tiuot operations employed by Dr. Apqstoli are 

t rU^ ^rtlvano-caustique positive. 
VJu^ ^nlvano-caustique negative. 
;< It^^ ^wlvftuo puncture negative. 
hi VU^ jjt^lvano-caustique positive and negative. 
thv^ ^h^lUMmustiqtie positive, is employed primarily 
(4^^ lUv^ jH^kkK^**^ ^^' checking hemorrhages from the uterine 

V xUuU, C^^ iul^rnal active electrode, which is fashioned 

VI Wi AU uW*HU^ *^>und, is made to conform to the uterine 
\\*u.iiK uul ^KM^4f lux^p^rly insulated with the celluloid muff 
iv lUo v\hakhU lKMut% is attached to the positive pole. After 
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the abdominal surface electrode is applied, and the connec- 
tions made secure, a current of sufficient intensity is turned 
on to produce active cauterization at the surface in contact 
with the internal electrode. The effect of this pole, as we 
have seen, is to produce active coagulation and hardening 
of the tissue with which it comes in contact, because of its 
acid cautery effect. It is this peculiar property, therefore, 
which has the remarkable advantage of checking haemor- 
rhage in haemorrhagic fibroids. 

The second operation, the galvano-caustique negative, 
is employed for the purpose of enlarging the uterine canal 
and for the rapid reduction of the tumor where hemor- 
rhage does not exist. The same internal active electrode, 
introduced with the same precaution, and with the same care 
for' proper insulation, is attached to the negative pole of the 
battery. The abdominal electrode of clay is applied, the 
connections made secure and a current of sufficient strength 
turned on to cause active liquefaction at the point of contact 
wiih the internal electrode. We have seen that the liquefac- 
tion at the negative pole is caused by its alkaline tendency 
which makes it resemble the action of caustic alkali when 
powerfully concentrated. The influence of the negative 
pole makes it of great value in reducing the size of the 
tumor, and it is always employed when a hsemorrhagic 
condition does not demand the coagulating effect of the 
positive pole. 

The third.procedure, the galvano-puncture negative, is 
employed in tumors of the uterus where it is impossible or 
impracticable to treat the cause by means of the intra-uter- 
ine electrode. The galvano puncture is accomplished by 
thrusting the point of the spear electrode into the presenting 
uterus in the vagina, in as close proximity to the cervix as 
practicable and in the direction of the greater mass of the 
tumor. The depth of the thrust should not be more than 
two centimetres, or one-third of an inch. After the elec- 
trode has been placed the insulating celluloid muff should 
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be carefully adjusted and the abdominal electrode being 
properly applied a current of from 100 to 250 ma. should 
be turned on, the negative pole being always employed. 
This operation has a decided influence in reducing the size 
of the uterus. 

The fourth procedure is the mixed operation of treat- 
ing a case by galvano-caustique negative and positive at 
successive seances. This is employed where it is desirable 
to reduce as rapidly as possible a large hsemorrhagic tumor 
and at the same time control the haemorrhage. It is desir- 
able, according to Dr. Apostoli, when rapid reduction in size 
is sought, to employ, as frequently as practicable, the gal- 
vano-caustique negative, but if the case is of a hsemor- 
rhagic character it is impossible to do so exclusively. 
Under such circumstances the galvano-caustique negative 
should be used early in the month, immediately following 
the regular menstrual period, when there is least tendency 
for haemorrhage to occur; the galvano-caustique positive 
being reserved for the latter part of the month, in order to 
lessen the tendency to haemorrhage at the approaching 
menstruation. 

The strength of current employed by Dr. Apostoli 
varies from 50 to 250 ma. 



CHAPTER XVII. 

AUTHOR'S MODIFICATIONS OF APOSTOLI'S TREATMENT 

OF FIBROIDS— EXACT DOSAGE. 

In considering the Apostoli method it must have been 
noticed that nothing was said about varying doses for differ- 
ent cases possessing tumors of different dimensions. We 
have frequently met with cases where the tumor, measured 
by the uterine canal, several inches, in which the symp- 
toms were no more aggravated than in another tumor which 
measured not more than one-third the size. Here are 
two tumors. Shall we give them each 200 milliamperes ? 
Not if we expect to get the same local effect in each. 
In the smaller tumor the local effect of the active electrode 
with a 200 ma. current would be three times as active on 
any given portion of its interior as on any portion of the larger 
tumor. For this reason,, if we are to do uniform work, we 
must vary our doses, and know the capacity of our active 
electrodes. In other words, we must be able regulate the 
density of our current as well as its amperage. 

In considering density we observed that the lines of 
force of a given current varied in an inverse ratio with the 
size of the conductor. For example: if I press a metal 
electrode with an area of one sq. cm. upon the skin of my 
hand, and turn on a galvanic current of 10 ma. for five 
minutes and I find at the end of such time that the skin is 
deeply cauterized, by continuing the experiment, I will find 
that a current of 20 ma. will be required to operate for five 
minutes in order to cauterize with the same intensity a sur- 
face of 2 sq. cm. On the same basis it will require double 

129 
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the current in amperage to cauterize to the same de- 
gree the endometrium of a fibroid uterus 4 inches in 
depth that is required in one of 2 inches in depth. The 
second electrode, in each of the above experiments doubled 
the area of the conductor to the tissues, hence scattered the 
lines of force, therefore to have the lines of force as dense 
as in the first experiment, in each case double the amperage 
was necessary. 

Early in my work with electricity in fibroids of the 
uterus, I was driven to take cognizance of this well-known 
law of density. In my article on The Treatment of Fibroids 
of the Uterus by Galvanism, read at the International Con- 
gress at Washington in 1887, I called the attention of the 
profession to this fact, and gave the result of my experi- 
ments, from which I established a basis of exact dosage. 
The electrodes which I then employed and the basis on 
which I made my calculations I have found after five years 
of practical work to represent approximately the truth. I 
have also had the satisfaction of seeing the same principles 
incorporated in electrodes devised by the most skillful in 
this kind of work. I will, therefore, quote from the article 
referred to: "Experimenting, I have found that a current 
of 25 ma. traversing a positive platinum electrode of one 
sq. cm. surface forced firmly against the mucous membrane 
of ?in hypertrophied cervix uteri, the circuit being com- 
pleted by a large abdominal electrode, will produce a dry 
condensed condition of tissue beneath the surface of the 
plate, in five minutes. 

"This surface can be penetrated with a lance to the 
depth of one and a half mm. without producing the slightest 
tendency to haemorrhage, and the tissues are denser- than 
normal still some distance further below the surface. Grant- 
ing that the condition obtained in this experiment is what 
is sought, in cases of hsemorrhagic fibroids, throughout the 
whole surface of the mucous membrane of the uterus, 
in order to prevent subsequent hsemorrhage, we can recog- 
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nize a basis in tlie experiment from which we cau construct 
a table of exact dosage so far as the treatment of the lisem- 
orrhagic element is coaRerned. For by carrying our experi- 
ment still farther it is found that a current of 50 ma., or 
just double the strength of the current required in the for- 
mer experiment, ia necessary to produce, in tlie same time, 
the same eifect when the surface area is just double or 2 sq. 
cm. If, therefore, for example, we have an uterine canal 
that is 10 cm. in depth, and the electrode filling the canal 
has a surface of one sq. cm. to each cm. in length we would 
have 10 sq. cm. o£ active surface in contact with the tissues; 
this, therefore, figured upon the same basis, would call for 
a current of 250 ma. for five minutes, in order to get the 
characteristic effects necessary to check hEemorrhage from 
the whole surface. Or, the uterine canal that would require 
an Apostoli electrode 20 cm. in length (and this deptli is 
not infrequently met with) would require a current, if the 
electrode was 4 mm. in diameter, and if equal conduction 
took place from its entire surface of over fiOO ma. strength. 
This strength of current would not be tolerated except in 
very exceptional cases, and if it were, there is no means of 
beiug certain that the sound comes in accurate contact with 
the mucous membrane in its entire extent. There is some 
doubt, too. that a surface so large, even if it were in accurate 
contact would conduct equally from its entire area; the 
consequences therefore, in this case would be, excessive cau- 
terization and subsequent suppuration of portions of the 
mucous membrane and little effect, if any, on the other por- 
tions. It is this uncertainty of result and painfulness of 
application that I have succeeded in overcoming. This ia 
accomplished by adopting a means by which the whole mu- 
cous membrane of a hsemorrhagie uterus can be successfully 
treated in a number of seances by attacking successively 
different portions of it until the whole area has been 
covered. 

"To accomplish my object I have had constructed pecu- 
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liar iiiterunl electrodes (Fig. 61). I liavG coufiiied myself so 
far, to two sizes ; one with an active surface of 2 sq. cm., the 
other of 4 sq. cm. The first to be woiked with a current of 




Fig. 01. 



5U ran., tlje seconil with a current of lOU ma. The metal 
tliftt coustituted the active surface of these electrodes is plat- 
innm wire in spiral wound oyer soft copper wire of the re- 
quired diameter. The portion of the instrument is con- 
nected with the handle of the electrode where it receives its 
attachment to the battery, by means of an extension of the 
copper wii-e core incased in a smooth insulating sheath. 
The insulated jwrtion, with its insulation, is of the same di- 
ameter as the platinum part of the sound, and is therefore 
small enough to enter the uterine canal. Upon the distal 
end of the platinum portion is a screw attachment to which 
a small hard rubber tip is attached. This tip is bulbous 
and from its shape and material will readily follow the canal." 
"I have confined myself to two diameters. (Diame- 
ters of any size, of course, maybe cjinstructed. The oper- 
ator, however, must see to it that the instrnment-maker is 
correct in hia mathematics.) Those aaed by me are of 3 
and 5 mm. in diameter, and are respectively called No. 3 
and No. B. Of each of these two diameters, as I have 
stated, I have had two electrodes constructed: One of 4 
sq. cm. surface, the other of 2 sq. cm. metal surface. Of 
course the length these active surfaces occupy on the dif- 
ferent electrodes, depends upon the diameter of the par- 
ticular instrument. If the diameter is three millimeters. 
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the 4 sq. cm. will occupy about 45 mm. in length of the 
instrument; if it is 5 mm. in diameter the same surface, 
4 sq. cm., will occupy about 26 mm. in length of the in- 
strument. In ordering, then, one of these electrodes, from 
the instrument-maker, the diameter of the instrument and 
the strength of the current to be used should be stated. 
Thus, if an electrode is required of 3 mm. in diameter and 
the current to be employed with it is 100 ma., simply order 
a if^ electrpde; if a 100 ma. current is too high, order a 
^, which will indicate an electrode 3 min. in diameter with 
a surface which will require, to check haemorrhage, a 50 ma. 
current." 

By this time it must have become apparent to the 
reader that the above electrodes are especially useful in 
controlling that distressing symptom of fibroids of the 
uterus — haemorrhage. It must also have become apparent, 
that, with the above electrodes but a definite strength of 
current is admissable with an electrode of a definite size. 
With the electrode of 4 sq. cm. for example, 100 ma. 
. should constitute the maximum dose. If the electrode of 
4 sq. cm. does not cover the entire endometrium at one sit- 
ting, the distal end of the canal should be attacked first, 
and at the next sitting the remaining portion, or as much 
of it as possible, and if any portion of it is still left, it 
should be treated in its turn, and so on until all portions of 
the long canal have been successively attacked and cau- 
terized. Thus a 100 ma. current will accomplish accurately 
in three sittings and with a comparatively painless dose, 
the same work, which if done at one sitting with an or- 
dinary sound, would require the large and certainly painful 
dose of 300 ma. 

I have dwelt upon this point at the risk of becoming 
tiresome, because I am convinced that my work has been 
much more satisfactory and accurate, since the necessity for 
regulating the dosage has been recognized, and since I have 
supplied myself with tools which carry out the idea involved. 
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FLEXIBI.E ELECTRODES. 

The niithor in the construction of the above electrodes, 
incorporftting the principle of esnct dosage, had another 
minor aim in view, viz., flexibility. The electrodes 
eeribed are as flexible as the ordinary English xirethral 
bougie; owing to this fact they will traverse any canal, no 
matter how tortuous, and on account o£ their perfect plia- 
bility are liable to produce the minimum amount of tran- 
matism. I am sure, by means of these iuutruments, one 
can apply galvanism to the endometrium in a third more 
cases than can be treated by means of the solid platinum 
sound, or any form of carbon electrodes — thus obviating 
the more disagreeable alternative of vaginal puncture 
for a proijortionate number of cases. 
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32.' Author's Block Tm Eleptrodes. 
For intra-uterine electrodes, when the positive intra- 
uterine [jole is not indicated, or when oue of the iiesibla 
electrodes is not required, I employ electrodes constructed 
of block tin. (Fig. 62.) These, of course, cannot be em- 
ployed for the positive pole because of the corroding effects 
of the ions, which collect at that pole, when in use on the 
tissues of the body. I have constructed these electrodes in 
sets of three, with diameters of 3, i and 5 mm. respectively. 
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An insulating muff of soft rubber tubing is employed 
to protect the vagina. The points are slightly rounded 
and bulbous to facilitate their introduction. The ad- 




FiG. 63. 
vantage of these electrodes over platinum is their cheap- 
ness, perfect pliability and lightness. For the positive 
pole when any but the concentration or flexible electrode is 
required, I use an ordinary Apostoli platinum sound {Fig, 
63), or one of the following: 

DR. APOSTOLI'S CARBON ELECTRODES. 

The iutra-uterine electrodes of carbon were introduced 
by Dr. Apostoli for the double purpose of more accurate 
concentration, and the advantage of an unattackable sub- 
stance of comparative cheapness for the construction of 
electrodes of large diameter. Carbon electrodes are inex- 
pensive, are unattackable by the positive ions, and can 
readily be made of any required diameter. Like my own 
concentration electrodes, they can only be employed to treat 
a portion of the endometrium at a given time, and succes- 
sive sittings are required to cover a large canal. These 
electrodes are constructed of different diameters from that 
of a slate pencil to the diameter of an inch or more. Dr. 
Goelet, once stated in a discussion, that he had seen Dr. 
Apostoli use an electrode of carbon the size of an orange. 
This is larger than I have ever employed, althor^;'.. ^ can 
conceive of cases in which such an one mignt be indicated. 
In the treatment of fibroids for haemorrhage, it is necessary 
to cover the endometrium accurately, and an electrode 
must be employed of a diameter proportionate to the size 
of the uterine cavity. For that reason it frequently be- 
comes necessary to dilate the cervical canal, which is often 
smaller than the remaining portion of the uterine canal, 
before the proper electrode can be inserted. 
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ADDOMO'AL ELECTltODCii. 

For a jjassive electrode, clay answers iiearlv everv 
demand. It is readily obtainable, is economical, and when 
properly mixed and moulded conforms easily to all irregu- 
larities of the surface of the b«]y and diffuses the current 
perfectly. The minor objections whicl' may be mentioned 
are: the difficulty of regulating teraj)erature and the uu- 
cleanlinesB of the wet clay. In Dispensary work I employ 
a clay electroile coveretl upon its active surface with thin 
layers of cheese-cloth, and upon the external, inactive ear- 
face with sheet rubber. The two are carefully stitched 
together around the edge of 
the electrotle. A metal plate 
witli a binding [Mst at- 
I tached, is buried in the clay 
I beneath the rubber with 
proper attachments for bat- 
tery cord (Fig. 04) These 
eleatrodes are now in stock 
' ""' ' ' at nearly all instrument- 

makers. If they become hard they should be soaked in 
warm water for some time before using. 

For oflQce work the author invented, some years ago, 
his membranous electrode, which recommends itself be- 
cause of its cleanlinees and elegance. (Fig. 65.) Over 
the concavity of a coucavo-couves disc (a) of soft metal 
of appropriate dimensions, is 
loosely stretched an animal 
membrane (c) which is so se- 
curely fastened to its circum- 
ference as to render the inter- 
space water tight. Between 
the concavity of the disc and 
the membrane is left a space 
(b), one and one half inches 
in thickness, which is filled 
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with warm water or a warm solution of salt. The elec- 
trode is filled through a stopper on the metal surface and 
the connections are also made from this surface. This, 
electrode is applied to the surface of the body, so that the 
membranous surface is in contact with the skin. It adapts 
itself accurately to all irregularities, covers a large sur- 
face (400 to 800 sq. cm.) and causes a diffusion of the 
current so perfectly that it makes a very elegant and per- 
fect substitute for the Apostoli original clay electrode. 

vauiety of fibroids. 

We have now reached a point in the history of the 
treatment of Fibroids by electricity, at which we are obliged 
to discriminate, because we have learned by experience, that 
all tumors of this kind are not equally benefitted by the 
treatment. The term Fibroid of the uterus covers fibrous 
enlargements of the uterus, and myomatous enlargements 
of the uterus, both of a benign nature. A tumor of the 
uterus containing a predominance of fibrous material of a 
non-muscular nature is called a fibroma and is usually des- 
ignated as a "hard fibroid." One containing a predomi- 
nance of muscular material is called a myoma and is distin- 
guished as a "soft fibroid." Those containing approximately 
an equal development of both fibrous and myomatous mate- 
rial are naturally called fibro-myomas. To this latter class 
belong a large percentage of all fibroids. 

CLASSIFICATION AS TO SITUATION. 

My experience with these growths leads me to divide 
them according to situation into the four following varieties, 
with their relative percentage of occurrence: (1) Inter- 
stitial, 55 per cent. (2) Sub-peritoneal, 20 per cent. (3) 
Intramural, 15 per cent. (4) Sub-mucous, 10 per cent. 

An interstitial fibroid is one in which the new growth 
of tissue is uniformly distributed throughout the walls of 
the uterus without any distinct neucleii of development. 

An intramural fibroid is one in which the new growth 
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is situated in the middle of some part of tbe wall of the 
uterus but lias oue or more neucleii of separatiou and dis- 
tinct development. 

A sub-peritoneal fibroid is one which grows from one 
or more centers of development and projects, more or less, 
from the wall of the uterus into the peritoneal cavity. 

A sub-mucous fibroid is one which grows from one or 
more centers of development and projects from the wall of 
the ulprns into its cavity. Sub-peritoueal or sub-mucous 
fibroids may become polypoid. 

I make the unusual distinction between interstitial and 
intramural fibroids for therapeutic reasons, since their ac- 
tion under the infiueuoe of either ergot or electricity is strik- 
ingly different. 

CLASSIFICATION ACCOEDINQ TO SYMPTOMS, 

One of the most characteristic symptoms of fibroids of 
the ntems is escessive uterine haemorrhage, at or between 
menstruatioua. Oocasionally, for certain good reasons, in- 
creased hfflinorrhage does not exist with these tumors, there- 
fore we speak of them as Hemorrhagic and non-H(£mor- 
rluiyic fibroids. 

Hxmorrhagic fibroids may be found under any form 
of the four varieties of classification given above, but they 
are most marketl and enduring with the interstitial, the in- 
tramural and the Eub-mneous, and least liable to occur in 
the subperitoneal variety. Fully 75 per cent, of all fibroids 
of the uterus are hiemorrhagic. 

Non-Hjemorrhagic fibroids are usually found in cases 
of the sub-peritoueal variety where the development is poly- 
poid, or of such a character that the extent of the uterine 
mucous membrane is not materially increased. However, 
occasionally non-ha?moiThagic fibroids will be found in any 
of the four varieties. In the submucous fibroid the hseraor- 
rhage will frequently cease for a considerable time, follow- 
ing an expulsion of one or more centers of development, 
only to reappear later from new centers of development 
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EFFECTS OF CURRENT UTILIZED IN TREATMENT OF FIBROID 

TUMORS. 

1. Local effect of the negative pole. 

2. Local effects of the positive pole. 

3. The polar and inter-polar electrolytic effect of gal- 
vanism. 

4. The calorific effect of the current. 

5. The action of the galvanic current in causing con- 
traction of the uterine muscular fibers. 

GENERAL REMARKS. 

In all cases of fibroids of the non-hsemorrhagic variety 
the intra-uterine electrode used should be negative. The 
current employed should be as strong as the patient can 
endure without pain, up to a dose of 25 ma. for each sq. cm. 
of internal concentration ; beyond that point of strength it is 
liable to cause destructive cauterization. 

There is not much danger, however, of exceeding 
the safe limit if the block tin electrode, applied to 
the whole surface of the canal, is employed. Approxi- 
mately one can estimate the strength which is safely admis- 
sible with such an electrode, as 100 ma. for each inch in 
depth of the uterine canal. As from 200 to 300 ma. is 
about the maximum dose tolerated in ordinary cases, it can 
readily be seen that there is not much danger of over- 
cauterization with the sound electrode, because any uterine 
canal of a fibroid uterus must be at least three inches in 
depth. Therefore, in non-haemorrhagic fibroids employ the 
maximum strength of current which will be tolerated with 
the ordinary non-concentrated electrode of platinum, or block 
tin, applied to the whole length of the uterine cavity. 

In cases of hsemorrhagic fibroids it is desirable to so 
concentrate the current at the positive intra-uterine pole that 
there will be 25 ma. for each sq. cm. of such surface. It 
should not exceed this relative strength, and on the other 
hand, such strength is actually essential to prompt suc- 
cess. I have, however, already dwelt at length upon this 
point in describing the special concentration electrodes. 
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TECHNIQUE OF THE TREATMENT. 

When it has been ascertained that a given case is suit- 
able for Apostoli's treatment, I carefully instruct the patient 
how to use a vaginal douche of 1-10,000 bichloride of mer- 
cury solution, in order to render that cavity aseptic. I 
then insist that this routine be carried out before the 
patient visits me for treatment. Private patients can be 
trusted in this matter, and no application should be given 
unless such precautions have been observed immediately 
preceding the time of treatment. 

Intra-uterine instruments employed should be rendered 
aseptic with the same care that is exercised in preparing 
for a laparotomy or for curetting a puerperal uterus. This 
is imperative. 

A Typical Non-Haemorrhagic Case. While such 
cases are rare, occasionally we meet with non-hsemorrhagic 
fibroids. The patient is instructed to wear loose clothes, or 
is allowed to loosen her clothing before taking her place 
upon the table. The latter should be an ordinary gynaeco- 
logical chair or table with stirrups and a horizontal bed. 
The patient lies on her back, with buttocks drawn well to the 
end of the table, and her feet supported by the stirrups. A 
block tin or platinum electrode, of the diameter considered 
suitable to fill the uterine canal, is selected and carefully 
passed to the bottom of the uterine cavity. If the sound 
does not readily pass, information as to the conformity of 
the canal can often be obtained by first passing a bulbous 
pointed flexible urethral bougie, after which, from the 
knowledge gained, the sound can be successfully directed. 
A speculum is scarcely ever necessary for this work. When 
this electrode is properly adjusted the vagina is insulated 
from the sound by pushing the rubber insulating muff well 
against the cervix, and the electrode is carefully attached 
to the negative pole of the battery. The abdominal elec- 
trode, of clay, or the membranous electrode, is now passed 
under the clothing, molded in its place on the abdomen 
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and securely attached to the positive pole. It is of course 
taken for granted that a discreet operator has carefully 
tested his apparatus before proceeding with his treatment, 
as he would examine his instruments before performing a 
delicate surgical operation. Each are equally essential. 

Being satisfied that the battery is all right, and having 
again carefully examined the connections, the operatoi* 
slowly turns on the current, watching alternately the face 
of the patient and the milliampere meter, until the patient 
Complains of discomfort, or the meter marks a suitable dose. 
If the complaint is made before a dose is risached, many 
times, by waiting a few seconds, she will easily tolerate the 
required increase. In nothing is patience more required 
than in this work. The current should be allowed to work 
for five minutes at its maximum strength, when it should be 
gradually turned off, the electrodes removed, and the patient 
requested to rest for some time (5 minutes to an hour) 
before attempting to walk. Weak patients are, of course, 
treated at hospitals, or at their homes, and are expected to 
remain quiet much longer. Ordinarily no pain follows this 
application ; occasionally, however, some is experienced, but 
rarely is it severe. Some patients are stimulated by the 
treatment, and are impelled to over-tax themselves, while 
others are temporarily exhausted and subsequently exhilar- 
ated. On the whole, it almost invariably acts as a power- 
ful general tonic. 

A Typical H^emorrhagic .case. An interstitial fibroid 
of oval contour, 4 by 8 inches in diameter, distributed equal- 
ly in the walls of the uterus, so as to make it resemble a 
pregnant uterus at five months' gestation, and enlarging the 
whole organ so that the canal is lengthened from the nor- 
mal to five or six inches in depth, Avith a history of excess- 
ive and prolonged haemorrhage at menstruation should be 
treated in the following manner: The uterine canal should 
be measured as accurately as possible, both as to length 
and diameter. Should it be of such a depth that its 
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whole Burfaoe cannot be properly acted upon at one sitting, 
by the dose which the patient can tolerate, it will be nec- 
essary to select au electrode which will cauterize a portion 
o£ it at a time. If we find that the canal will be well 
filled by an electrode 3 mm. in diameter, we select one 
of an active surface of 4 aq. cni., requiring a current of 100 
ma. to cause sufficient action u{X)ii the endometrium over 
that active area to check tendency to hiomorrliage. After 
carefully preparing tlie patient, and apparatus, this elec- 
trode is inserted to the bottom of the uterine cavity, so tlmt 
its active and distal end will come in contact with the dis- 
tal end of the uterine canal. The electrode is then attached 
to the positive pole, the abdominal electrode is carefully 
adjusted ami attached to the negative pole, and the current 
is gradually tui'ned on until 100 ma. are registered. At 
this point it is held for five minutes when it is gradually 
turned off, the electrodes removed, and the operation com- 
pleted. This causes a cauterization of the distal end o£ the 
uterine canal, corresponding in area to the active surface of 
the electrode — 4 sq. cm. — of sufficient intensity to seal up 
its vessels. The next day the same electrode should be in- 
serted so that it will cauterize a second portion of the 
endometrium, and so on until the whole has been attacked 
and cauterized. With an electrode the size of the one 
described and a canal five to sis inches in depth, three sit- 
tings would be required, of 100 ma. each, to accomplish a 
single cauterization. As different portions of the canal 
are operated on each day thrf applications can be given as 
frequently as once a day. If a patient will tolerate a 200 
ma. current, dnnble the surface may be operated upon by 
employing an electrode of H sq. cm. sui'face. However, I have 
obtained the best results from small electrodes. When a 
large surface is exposed, the unequal conduction is such 
that certain portions are over cauterized while others are 
neglected, and the work is not satisfactory. 

When the internal electrode is withdrawn, at the end 
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of each application, the depth of the uterine canal should 
be noted, and this together with the diameter of the elec- 
trode employed recorded on the record of the case for each 
particular* day. 

Oftentimes one of the most difficult parts of the opera- 
tion, owing to the distortion of the canal, is the introduc- 
tion of the electrode. I have been obliged in a number of 
cases, to postpone treatment from day to day for a number 
of days, on account of being unable properly to adjust the 
electrode in the uterine canal. I have seldom found a case, 
however, if the cervix was within reach at all, in which, 
after more or less persistence, I have not been rewarded 
finally by being able to traverse the canal with the flexible 
electrodes which I have described. After once accomplish- 
ing an entrance and learning the peculiarities of any par- 
ticular case the future introduction of the electrode be- 
comes an easy matter. 

Ordinary Cases. We very frequently find cases of 
fibroids in which, while haemorrhage is severe for a short 
time at menstruation, it is not usually prolonged. These 
cases should be treated with both the negative and positive 
intra-uterine electrodes. It is advisable to employ the nega- 
tive as frequently as possible, because of the more rapid 
changes produced by that pole. At the same time the ten* 
dency to haemorrhage must not be utterly disregarded. 
Cases that will not bear exclusive use of the negative pole, 
therefore, should be re-enforced previous to each menstrual 
period by a few treatments with the positive pole. I usu- 
ally employ the ordinary block tin or platinum electrode 
for the negative pole, commencing immediately following 
menstruation and continuing until within a week of the 
second menstrual time, when I seek to cover the whole 
endometrium with the positive pole, properly concentrated, 
before the flow appears. 

By this simple procedure, if the case is not of an ex- 
cessively hsemorrhagic nature, I get the benefit of the 
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negative pole for two thirds of the month without running 
the risk of haemorrhage. 

A few cases will be found in which the uterine canal 
is of large diameter after passing the cervix, and at the 
same time smooth and capable of treatment if the cervix 
can be passed. These cases should be anesthetized, if 
necessary, and the cervical canal dilated in order to gain 
uniformity of the c&nal and fco allow the passage of an elec- 
trode of necessary diameter. In these cases the large car- 
bon electrodes of Apostoli should be employed. The same 
attention to dosage can be maintained with the use of these 
as with my own concentration electrodes, if care is taken to 
estimate their active area. 

Electro-Puncture for Fibroids. This operation should 
not be practiced by any but well-trained surgical gynae- 
cologists. It should not be performed through the abdom- 
inal walls. The puncture should only be made from the 
vagina directly into the uterine tissues affected. The punct- 
ure should be shallow — not more than two centimeters, 
frequently less — and the strictest aseptic details should be 
observed. It should never be employed if it is possible to 
treat the tumor from the uterine canal. Finally, it should 
never be resorted to except in otherwise hopeless cases, cases 
in ivhich the Battey-Tait operation, or hysterectomy do not 
offer an average chance of success in the hands of expert 
operators. In the light of our present knowledge, after 
seven years of enthusiastic work with electricity, a strict 
surgical conscience will not allow me to vary the above 
opinion one iota. 

Puncture Electrodes for Fibroids. Dr. Apostoli em- 
ploys a steel or platinum needle or sharp-pointed probe 
through a celluloid canula. The canula is used as a guard 
and an insulator — as a guard to regulate the depth of the 
needle, as an insulator to protect the walls of the vagina 
from the metal staff. 

The author uses a platinum- pointed needle two mm. \y 
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. diameter with a trochar point. About five inches from the 
point is a shoulder which limits the depth of the puncture 
by being arrested by the canula or insulating shield. This 
shield is a small glass tube 5 mm. in diameter of the re- 
quired length. I prefer glass to celluloid because it is 
easier to keep clean. It is well to have two shields: One 
allowiug the needle to penetrate the tissue 1 cm., and one 
allowing it to penetrate 2 cm. On the proximal end of the 
staff of the electrode should be fitted a properly insulating 
handle. Fig. 66 shows the author's electrode without glass 
shield. 




. Fig. 66. 

The negative pole, as a matter of choice, is selected 
'for electro puncture. It has a reputation of being a rapid 
promoter of absorption, and its local effect is such that it 
establishes a drainage channel for its products which are 
abundant in watery constituents. Thus while the inter- 
polar effect would be identical with either pole as the active 
factor, for the above reasons the negative pole is ordinarily 
employed for the puncture electrode. 

The Operation. Surgical cleanliness is imperative. 
The patient should be given treatment where rest for at 
least an hour, in a recumbent position, can be obtained. 
I refuse to administer this treatment where I cannot 
have the patient under perfect control, either at the patient's 
house or at a hospital. Immediately before the operation, 
then, the patient should have a thorough antiseptic vaginal 
douche. After she has been placed upon the operating 
chair or table, as in preparation for the ordinary intra- 
uterine treatment, a digital examination should be made 
and a point selected upon the vaginal portion of the tumor 
on which there are no pulsating vessels. Along the palmer 
surface of the finger the glass canula is directed and its 
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From repeated inflammatory attacks it had become adherent 
and immovable. 

Treatment was at once begun at the Woman's Hospital. 
During the early portion of the month the platinum elec- 
trode, covering the entire length of the uterine canal, was 
employed as the negative pole. Treatments given every 
other day. The last of the month the whole canal was cov- 
ered once, by means of my concentration electrode 5 mm. 
in diameter and a surface of four sq. cm. 

The effect of this was to check excessive menstruation 
and at the same time rapidly reduce the tumor. The treat- 
ment was continued for about four months. Tlie growth 
reduced rapidly in size, the haemorrhage became less and 
less severe at ijaenstruation, and when the treatment had 
been employed for three months, the inflammatory exudate 
surrounding the uterus had become so thoroughly absorbed, 
that the organ was freely movable. The treatment was 
continued until the uterus was near its normal size and 
could be retained by means of a Hodge-Smith pessary. At 
this time I requested the patient to return to Prof. By ford 
and ask his opinion on the advisability of shortening the 
round ligaments. He examined her and expressed com- 
plete surprise at her changed condition, recommending the 
operation for which she had sought advice. It was accord- 
ingly performed and since that time she has been perfectly 
free from the old symptoms. 

In October, 1891, she again consulted me for a severe 
pain in her left side. Upon examination I found a small 
tumor about the size of an apple growing in the left ovarian 
region. Laparotomy was advised. In November, 1891, in 
the presence of the class of the Post-Graduate Medical 
School, assisted by Dr. Eibelberger, of Sioux City, Dr. L. 
M. Small, of this city, and the Woman's Hospital House 
Staff, I opened the abdomen and removed a small ovarian 
cyst. Upon inspection the uterus was absolutely normal in 
size. Its external diameters, as nearly as could be judged, 
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were three, by two, by one and one-half inches. It was 
held well forward by the round ligaments. 

Case 2. — Diagnosis: Bleeding^ painful, myo-fihroma of 
the uterus. Treatment: Forty -four applications of galvan- 
ism. Result: Cure. 

Mrs. D., set. 24, married two years, no children, no 
miscarriages. Puberty at 14. Menstruation irregular and 
profuse, lasting five or six days. Headaches severely at 
menstruation and severe neuralgic pains of the pelvis fol- 
lowing. Bowels constipated, haemorrhoids, leucorrhoea, fre- 
quent and painful urination. Local examination disclosed 
small vagina, large patulous cervix, with uterus large and 
canal taking the direction parallel with the axis of the body, 
and measuring 11 cm., or a trifle more than 4 inches in 
depth. With sound in uterus and by bimanual manipula- 
tion there could be distinguished a thickening of the ante- 
rior wall of the fundus. The uterus in the rectal-abdominal 
examination appeared at least double its natural size, 
smooth and regular in contour, with a disproportionately 
enlarged fundus. Dr. Arvid H. Wimermark assisted me in 
a few of the treatments given this case. 

The first twelve treatments received by this patient 
were after the unmodified Apostoli method, without any 
attempt at accurate concentration, and a current varying 
from 100 to 200 ma. in strength. Six intra-uterine galvano- 
negative treatments were given in the first fourteen days, 
followed by four galvano-positive treatments, one for every 
second day, in order to modify the amount of the approach- 
ing menstruation. Following the first menstruation two 
more of these applications were made, when I adopted the 
method of internal concentration before referred to, using 
the 4 sq. cm. surface with a 100 ma. current. Thirty of 
these treatments were afterwards employed; twenty-two of 
the galvano-negative and eight of the galvano-positive. The 
whole time of treatment extended over three months, includ- 
ing three menstrual periods. 
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The etfect of the treatment was markedly noticed 
in the behavior of the first menstruation, the flow having 
been modified in quantity, and without the slightest pain. 
The second menstruation lasted but two days, was very 
scanty and entirely free from pain. The third menstrua- 
tion lasted three days, was free from any annoyance, and 
the flow small in quantity, with no pain. The depth of the 
uterus had not markedly decreased, but was smaller in con- 
tour at the first menstruation. Before the next menstrual 
period the uterus measured 9 cm. and a marked decrease in 
the general size of the organ was evident both to the touch, 
and sight, viewed through a speculum. The third men- 
struation left the uterus 7 cm. in depth, normal in contour, 
with no evidence of a thickened fundus, no leucorrhoea. 
Dysuria and constipation had both disappeared. 

The patient, who had previously been anaemic in 
appearance, was now quite full-blooded and in the best of 
health. The weight had not been noted at the beginning 
of the treatment, so the exact gain could not be determined, 
it was estimated, however, at about fifteen pounds. 

This is one of the few actual cures reported by this 
method of treatment, and I have no doubt but that it will 
remain permanent. 

The patient was one who never complained of the 
strength of the current and never expressed any discomfort 
from its use. It always acted as a tonic, and she was capa- 
ble of greater exertion and more work on the days of treat- 
ment than on off days. 

Case 3. — Large, painful, interstitial, bleeding myo- fi- 
broma of the uterus. Treatment, seventy applications of 
galvanism. Result, relief of pain andmenorrhagia, diminu- 
tion in size of tumor, restoration to health. 

Miss L., set. 39, unmarried, consulted me in November, 
1886. Subjective symptoms: Excessive weakness, inability 
to walk without great fatigue, excessive and exhausting 
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menstruation, lasting from ten to twelve days, sudden 
attacks of excruciating neuralgic pain in the tumor. 

Objective symptoms: A large growth, extending from 
the umbilicus above and filling the pelvis, occupied the 
abdominal cavity. The mass was smooth and regular, with 
the exception of a lobe 2^ inches in diameter, which ap- 
peared to be attached to the left side of the main growth. 
Measurements of abdomen, at umbilicus 30^ inches; mid- 
way between umbilicus and pubes, 35 inches. Cervix large 
and patulous, canal small and tortuous — the flexible probe, 
upon withdrawal, presented the appearance of a right- 
handed corkscrew. Depth of uterus 21 cm., or about 8^ 
inches. 

The treatment advised and adopted was a strong cur- 
rent of galvanism applied by Apostoli's method. A probe 
of pure platinum was constructed which would easily con- 
form to the shape of the canal. I found great difficulty, 
however, in inserting this electrode, because of the peculiar 
contortions of the canal. Perseverance and care, however, 
overcame all obstacles, and after a few treatments there 
was no further trouble. After the internal electrode was 
in position it was attached to the positive pole, a large ab- 
dominal animal membrane electrode was applied externally 
and attached to the negative pole. A current was grad- 
ually turned on until, at the first treatment, 100 ma. was 
attained. The treatment carried on in this way never pro- 
duced any discomfort further than a slight burning sensa- 
tion of the skin beneath the external electrode, although 
currents of 500 ma. were sometimes employed. 

November, 1886. Patient received nineteen intra- 
uterine galvano-positive treatments. Has had no attack of 
neuralgia since commencement of the treatment. Menstru- 
ation lasted six days. 

December, 1886. Thirteen galvano-positive treatments 
had been given when menstruation appeared, one week ear- 
lier than usual, and lasted eight days ; flow profuse, no pain. 
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January, 1887. Sixteen intra-uterine treatments- 



eight galvano-negative and eight galvano-positive. Men- 
struation again appeared after the regular interval, and 
lasted but two days. This was followed in January by 
eight galvano-negative treatments. Patient at this time was 
much improved in general health and in the best of spir- 
its. Since coming to Chicago she had not had a single 
return of the paroxysms of pain formerly so much dreaded. 

February, 1887. Seventeen treatments; ten galvano- 
negative, seven galvano-positive. Depth of uterus, 10 cm. ; 
tumor visibly reduced. Menstruation lasted five days and 
was normal — no pain. Patient greatly improved in general 
health. 

March, 1887. Nine treatments, all galvano-negative. 
Patient returned to her home March 11. 

Condition at this time: Depth of uterus, 18 cm. Meas- 
urements of abdomen at umbilicus, 29 inches; midway be- 
tween umbilicus and pubes, 33 inches. While there was this 
decrease in the abdominal measurements, the patient had 
gained considerably in flesh otherwise. Patient expressed 
herself pleased with results of treatment, and left with 
intention of returning upon the reappearance of any of the 
old symptoms. 

During the spring and summer the health of the 
patient continued to be good but, fearing the tumor was 
again increasing in size, she returned in October to continue 
treatment. 

Examination October 10: Depth of uterus the same 
as when patient left, 18 cm. ; abdominal measurements, 
umbilicus 32, and midway between umbilicus 34 inches, 
showing that the tumor is rising in the abdomen. Has had 
no menorrhagia and no pain since treatment was discon- 
tinued. 

Octooer, 1887. Patient received fifteen treatments, all 
intra-uterine galvano-negative. Menstruation appeared 
after second treatment and was perfectly normal. 
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November, 1887. Nineteen treatments, all galvano- 
negative. Menstruation normal. 

December, 1887. Eleven treatments of the galvano- 
negative variety were given. Patient returned home De- 
cember 17 improved in every way. Depth of uterus 16 cm. 
Abdominal measurements, at umbilicus 30 inches; midway 
between umbilicus and pubes, 33 inches. 

. Patient writes January 30, 1888, as follows: "I be- 
lieve if it had been possible for me to continue with you 
from the time of the first treatment to the present time, I 
would have been entirely relieved of this tumor. If it be- 
comes necessary for me to come to you again I shall try to 
arrange so that I can remain until there is no longer any 
need for treatment. I feel that I would like any one suffer- 
ing with a similar trouble to know how much relief I have 
obtained. 

1891. I saw the patient in October of this year; she 
was in perfect health and the tumor was so much decreased 
in size that no deformity was noticeable. 

Case 4, — Fihro-myoma of posterior wall of fundus. 
Treatment: 62 applications of galvanism. Result: Growth 
absorbed^ all symptoms relieved — Symptomatic cure. 

Miss H., Fulton St., Chicago, unmarried, age 24, men- 
struated at 17. Dispensary case. 

This patient presented herself at Chicago Policlinic 
Dispensary, May 17, 1887. Complained of excessive flow- 
ing, which exhausted her so as to interfere with her duties 
as a domestic. Paroxysms of pain occurred frequently 
without warning through pelvic region, from the bladder to 
the rectum. These, apparently, bore no relation to men- 
struation. Patient was anaemic; weight 110 lbs. ; complained 
of difficulty in urination; bowels constipated; symptoms had 
been increasing in severity for two years; has had no local 
treatment; has taken some internal medication wiihoai re- 
sult. 

Local examination: Yagina am 
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vix-uteri small, and situated well back in the hollow of the 
sacrum. Uterus by bi-manual manipulation appeared about 
the size of three and one-half months' pregnancy. Impos- 
sible to introduce sound at first visit. 

At second visit was able to introduce a flexible bougie 
to the depth of 10 cm., or about four inches, the probe took 
an anterior direction, this was followed by an Apostoli 
intra-uterine sound of platinum, which was attached to the 
negative pole of the battery. The abdominal electrode 
attached to the positive pole was applied, and a current of 
300 ma. gradually turned on without the slightest discom- 
fort to the patient. This was followed by five negative 
intra-uterine treatments, on successive days, and immedi- 
ately before the next menstruation by four positive intra- 
uterine applications. During these ten treatments the current 
reached on two occasions to an approximate strength of 500 
ma. The patient at these times experienced, apparently, no 
great discomfort. I discovered, however, that the effect on 
the mucous membrane of the uterus was too severe, and the 
current was never afterward allowed to pass 300 ma. 

The menstrual period following was free from pain, 
and the paroxysms which previously had been so distress- 
ing, did not occur again. The flow was more profuse than 
before. 

During the next intra-menstrual period patient received 
fifteen treatments — ten negative, followed by five positive. 
The former with Apostoli' s probe, with a 300 ma. current, 
the latter by my concentration electrode, 3 mm. in diameter 
and 4 sq. cm. surface requiring 100 ma. current. 

Second menstrual period passed without pain. The 
flow lasted three days, and was less in quantity than at any 
time for the past two years. Uterus measured, August 27th, 
8 cm. 

During next intra-menstrual period sixteen treatments 
were given — all negative — with the flexible electrode, re- 
quiring 100 ma. current. 
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Third menstruation free from pain, lasted four days, 
perfectly normal. 

Twelve negative treatments were given during the next 
month. The following menstruation lasted three days, the 
flow being very scant. 

The uterus at this time measured but 7 cm., and was 
but little larger than normal. The patient had become 
strong and hearty, weighed 122 pounds, and declared 
herself perfectly well. She was with difficulty persuaded to 
take a few more treatments — ten in all — when she stopped 
coming of her own accord. When seen in December she 
was well in every respect. 

Case 5. — Large, painful, hcemorrhagic myo-fibroma of 
the uterus, filling pelois and lower abdomen. Thirty appli- 
cations of galvanism. Symptomatic cure. 

Miss T., unmarried consulted me April 1, 1887. 
Eight years ago she discovered a tumor for which, in 1881, 
she consulted Dr. T. Addis Emmett, and remained under 
his care for several months, the principal treatment being 
the application of tincture of iodine and glycerine tampons. 
Since that time she has consulted other physicians, but the 
symptoms have gradually increased, the principal being 
difficulty in locomotion, frequent and painful urination, 
chronic constipation, palpitation of the heart, loss of flesh, 
general weakness, excessive menstruation, lasting from eight 
to fourteen days, being very violent the first five days. 

Objective Symptoms, — Large tumor, about the size of a 
four or five months' pregnancy, occupying the pelvis, of 
interstitial variety, increasing the depth of the uterus to 19 
cm., or 7 J inches. Cervix large, patulous, and directed toward 
the sacrum, and entered with great difficulty with flexible 
probe. Canal exceedingly tortuous and not easily trav- 
ersed. 

Treatment: April, — Eighteen intra-uterine galvano- 
positive, and eight intra-uterine galvano-negative. 

May. — Five intra-uterine galvano-negative, making in 
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all thirty applications, the current varying from 50 to 250 
ma. The galvauo-positive treatments were administered 
first, and until menstruation appeared, which was so modi- 
fied that it was followed entirely by the galvano-negative 
treatment. While I advised the patient to remain longer 
with me it was necessary, for private reasons, for her to re- 
turn home. During her stay in the city, and when under 
treatment, her general health and nutrition were much im- 
proved. 

Residts. — May 6th, uterus reduced in depth 3 cm., 
measuring at present 16 cm. Tumor visibly reduced, loco- 
motion greatly improved, general gain in flesh and 
strength. 

Not having had an opportunity of examining the 
patient since that day I have no means of judging of her 
condition except from her own words: "You write,. Dr. 
Martin, to know how I am. I am decidedly better. I have 
not been as well in ten years. I am a surprise to my friends 
and to myself, too." 

This patient when last heard from, October, 1891, was 
in perfect health. While I have never seen her since she 
left my care she maintains that the tumor has completely 
disappeared and that she is perfectly well. 

Case 6. — Myo-fibroma of the right horn of the uterus. 
Excessive hcemorrhage, accompanied and followed by eoccru- 
dating pain. Sixty-two applications of galvanism. Cure, 

Mrs. M., set. 29, married two and a half years, no chil- 
dren ; residence Hyde Park, 111. Consulted me March 31, 
1887. Menstruation preceded, and until thoroughly estab- 
lished, accompanied by pain. Excessive, but not exhaus- 
tive flowing has been the rule, lasting on an average seven 
days. The disappearance of menstruation is followed the 
succeeding day by the most excruciating pelvic neuralgia 
that it has been my lot to witness, which lasts about two 
weeks, and while continuous has periods of greater and 
lesser degrees of violence. 
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Local examination revealed the cervix uteri normal and 
in proper location. A flexible probe entering uterus passes 
to the depth of 8 cm. or a trifle over three inches, and is 
posteriorily deflected striking a very tender point at its distal 
extremity, which causes pain similar to that experienced 
after menstruation. Bi-manual manipulation reveals en- 
largement of the right horn of the uterus, with a solid 
growth the size of a goose egg protruding from the surface 
in the direction of the right ovary. By rectal abdominal 
examination this proves to be growing from the fundus of 
the uterus. The whole gives the impression of a right 
lateral retroversion of a uterus fully four inches in length. 

This patient had received treatment and advice from 
some of the best physicians in the country, including one 
of the leading gynaecologists of Chicago, but had never found 
the slightest relief. It was with the idea of receiving the 
galvanic treatment that she was sent to me. 

Considering the case suitable for the Apostoli treat- 
ment, I commenced it in April. I introduced an intra- 
uterine flexible electrode 3 mm. in diameter, with an active 
surface of 2 sq. cm. in such a manner as to bring the active 
portion of the electrode in accurate contact with the sensi- 
tive portion of the uterus, which had been discovered in 
probing. It was then attached to the negative pole of the 
battery, the circuit completed by the abdominal electrode, 
and a current of 50 ma. carefully turned on. At the end of 
about three minutes the patient complained of the "old 
pain." The current was immediately reduced and the 
treatment ended. She was given stimulants and directed 
to remain quiet. The pain gradually subsided, and at the 
end of an hour she was able to return home. 

The next treatment, April 4, was similar to the first, 
save that a much weaker current was used in order to avoid 
the previous unpleasant effects, and to regain the confidence 
of the patient. In April, twelve treatments were adminis- 
tered, the strength of the current being gradually increased, 
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until the 50 ma. required were easily tolerated. The first 
menstruation appeared in the last week of the month and 
lasted five days. It was followed by the customary pain 
which, however, was reduced in duration from two weeks 
to two days. 

In May, eight treatments were given; four galvano- 
negative and four galvano-positive. This month the men- 
struation lasted but four days, and was succeeded by one 
day of pain, which was less severe than formerly. 

In June, twenty-four treatments were given, all 
galvano-negative. Menstruation this month lasted four 
days, the flow very greatly reduced, and to the delight of 
the patient, the old pain failed to reappear at all. 

In July, nine treatments were given, all galvano-nega- 
tive. Menstruation was perfectly normal. The depth of 
the uterus reduced to 6 cm. and the foreign growth had 
almost disappeared. 

In August, eleven treatments, all galvano-negative, 
were given. Menstruation normal and patient's general 
health excellent. 

In September, seven galvano-negative treatments. 
Tumor still reducing. 

October, the patient received one treatment on the 3d 
of the month. She then left the city for some time and I 
did not see her again until December 8, when I found by 
examination that her pelvic organs were perfectly normal. 
The uterus measured 6 cm. in depth. The growth was im- 
perceptible. The two menstruations passed while absent 
were perfectly normal. The patient was discharged cured. 
I see her frequently, and she remains in the most perfect 
health. 

Case 7. — Large subperitoneal fibroid growth^ about 8 
inches in its long and 4 in its shorter diameter^ with irregu^ 
lar contour, attached to the entire fundus and posterior wall 
of a slightly enlarged iderus. Thirty applications of gaU 
vanism. Symptomatic cure. 
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Mrs. H., married, age 45, no children, no miscarriages, 
was referred to me by Dr. A. Reeves Jackson, August 22, 
1887. She first menstruated at 17, and was normal in this 
respect until about 12 years ago, when a slight increase in 
quantity of flow was noticed, which has gradually increased 
up to the present time. Now menstruation lasts from five 
to six days, is profuse, and is accompanied with considera- 
ble pain. Serious pressure on rectum and bladder is com- 
plained of, which is the source of greatest discomfort to 
patient and is the cause of her seeking relief. 

Objective Symptoms : A solid fibroid tumor, 8 by 4 
inches in diameter, occupying and dilating the upper por- 
tion of the vagina, completely fills the pelvis. Protruding 
from its lower portion and almost reaching the vulva is the 
cervix, from which can be traced above, the body of the 
uterus. Its canal, which is posteriorly directed, being 8 
cm. or a trifie over 3 inches in depth. From the neck of 
the uterus the tumor extends as an irregular mass in all 
directions, pressing upon the rectum posteriorly and the 
bladder anteriorly, and is almost immovable. 

Treatment — August 4th, intra-uterine galvano-positive 
treatment, by means of the fiexible intra-uterine electrode, 
requiring 100 ma. current, were given. In the early part 
of September two more galvano-positive treatments were 
given. The effect of these six treatments so modified the 
following menstruation that in the succeeding applications 
the galvano-negative current was employed entirely. Dur- 
ing the remainder of this month and until the 15th of No- 
vember 19 intra-uterine galvano-negative treatments were 
given, when the condition of the patient was as follows: 
Menstruation for the first three months normal, general 
health remarkably improved. Pressure on rectum and 
bladder almost entirely relieved. Tumor reduced in size 
approximately one-third, and has become quite freely 
movable. The uterus is less than 7 cm. in depth. From 
this time until December 15th, I varied the treatment and 
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gave 10 intra- vaginal galvano-negative applications. The 
vaginal electrode being so placed as to cause the current to 
pass through the mass of the tumor situated behind the 
uterus. This was done in order to reach that part of the 
tumor which was inaccessible owing to the shallowness of 
the uterine canal by any other means save galvano-puncture, 
which operation I always seek to avoid if possible. The 
patient was at this time so much improved, that by my ad- 
vice she discontinued treatment, with the expectation of 
returning if any unfavorable symptoms should reappear. I 
have not heard from this patient since she left my care 
three years ago. 

Case 8. — Large hcemorrhagic, interstitial, subserouSy 
fibroid growth of the uterus. Twenty-one applicatimis of 
galvanism, General health improved; pain and pressure on 
bowels relieved; tumor reduced one-third. Still under treat- 
ment, 

Mrs. B., age 39, married, three children, youngest 
child 7 years old, one miscarriage. Was referred to me by 
Dr. H. T. Byford, September 21, 1877. The tumor had 
been discovered by her family physician about two weeks 
previous to date. 

Subjective Symptoms, — Difficulty in locomotion; bowels 
obstinately constipated; constant and increasing disurea; 
menstruation profuse and exhaustive; profuse leucorrhoea; 
constant backache and general feeling of bearing down. 

Objective Symptoms, — Large unyielding growth, filling 
pelvis and lower part of abdomen, attached to the whole 
fundus and posterior wall of the uterus in such a manner 
as to greatly enlarge that organ. Depth of uterus 16 cm,, 
or about 6 inches; cervix large and patulous; canal long, 
easily admitting a sound 5 mm. in diameter to its full 
depth, which takes first a posterior direction, afterward 
curves anteriorly, and when withdrawn presents the ap- 
pearance of one-third the arc of a circle. The uterus and 
tumor are movable, the latter fills the pelvis, and rises 
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above it so as to considerably enlarge the lower abdomen. 
Measurement of umbilicus 39 inches, midway between um- 
bilicus and pubes at most prominent portion of growth, 44 
inches. 

Treatment — From September 21st to December 20th, 
21 intra-uterine treatments were given. The internal elec- 
trode employed was of the flexible variety, 5 mm. in diameter, 
and had an active surface of 4 sq. cm., requiring a current 
of 100 ma. It was used as a positive electrode, in all, six 
times; as the negative, fifteen. 

Results, — The general health of the patient commenced 
to improve immediately ; first menstruation was sufficiently 
modified to greatly encourage her; pain and pressure in 
bowels soon greatly relieved. 

Condition on December 21^ when temporarily discharged, 
— Tumor reduced fully one-third; general health much im- 
proved; notwithstanding a considerable gain in flesh, the 
abdominal measurements are, at umbilicus, 38 inches, as 
against 39, three months ago, midway 40, as against 44. 
Depth of uterus reduced from 15. cm to 12 cm. Menstrua- 
tion normal; pressure on bladder and rectum greatly 
relieved; all pelvic discomforts gone; walks with ease. 

The patient at this time was so much improved that I 
advised her to stop treatment for a time and await results, 
and to return should it prove necessary. 

November, 1891. At this time the patient was in a 
condition of symptomatic health. 

Case 9. — Myo-jibroma of the anterior portion of the 
neck and body of the uterus, 7 cm, or a little less than 3 
inches in diameter. Sixty-one applications of intra-uterine 
negative galvanism. Cure, 

Mrs. T., aged 27, married five years, no children, no 
miscarriage. 

Subjective Symptoms. — Frequent and difficult urination ; 
profuse, but not exhaustive, menstruation, with much pain 
during the latter portion. 
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Objective Symptoms, — Depth of uterus 8 cm., or 3J 
inches; sound passes in the direction parallel to the axis of 
the body. On the anterior wall of the body and neck of 
the uterus is a hard mass, or tumor, which would measure 
approximately, 7 or 8 cm. in diameter, of a smooth, regular 
exterior and quite freely movable with the uterus. Trouble 
has been developing for about four years. 

The diagnosis in this case was first made by Dr. A. E. 
Small, who had during my absence taken charge of my 
clinic at the S. S. Dispensary, where the patient presented 
herself. 

The first treatment was given June 7th. An Apostoli 
intra-uterine platinum probe was inserted to the bottom of 
the uterine canal and connected with the negative pole of 
the battery. The large abdominal electrode was employed 
to complete the circuit by applying it over the tumor on 
the abdominal surface in such a position as to insure the 
passage of the current through the mass of the growth. 
A current was then gradually turned on until 200 ma. was 
reached. This was allowed to pass for about five minutes, 
the patient experiencing no discomfort. Considerable dis- 
charge of a watery character took place from the uterus 
and a bubbling of gas was noticed around the staflF of the 
electrode as it made its escape through the fluid. Eleven 
of these treatments were given during June, a current be- 
ing tolerated a number of times of as high intensity as 500 
ma. The tumor showed a tendency from the beginning to 
reduce rapidly in size. The menstruation this month was 
rather more profuse than usual, but painless. 

July 15, intra-uterine negative treatments were given. 
Highest intensity employed, 300 ma. No discomfort, ex- 
cept tenderness of the skin; growth rapidly decreasing; 
uterus 7 cm. ; menstruation normal. 

August, fourteen intra-uterine negative treatments 
given. Highest intensity 250 ma. Patient declares her- 
self well; growth appears simply as a thickening of the 
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anterior wall of the uterus, or as an anteversion; pressure 
on bladder gone; menstruation rather profuse. 

September. It was with difficulty that I could convince 
the patient that it was still necessary for her to receive 
treatment. A few were given this month by Dr. Wimer- 
mark. Highest intensity 200 ma. 

October. Patient with difficultv induced to take ten 
more treatments! 

Discharged October 24th. Depth of uterus 6 cm., or 
about 2f inches; thickening of the anterior wall no longer 
perceptible; all other unnatural symptoms have disap- 
peared. Result: cure. 

Case 10. — Myo-fihroma of fundus and posterior portion 
of uterus^ accompanied with menorrhagia. Twenty-three 
intra-iderine applications of galvanism. Cure, 

Mrs. M., aet. 32, three children, youngest 3 years of age, 
consulted me at the South Side Dispensary some time in 
the early part of October, 1887. 

Subjective symptoms : General weakness and increasing 
difficulty in locomotion. Menstruation profuse and exhaust- 
ing in amount, and accompanied with severe contractive 
pain; duration about eight days. Constipation has been of 
late a distressing symptom. General pelvic pressure and 
painful bladder symptoms are complained of, which have 
become more and more aggravated for about two years. 
Appetite and digestion fair. 

Objective symptoms; Cervix uteri large and patulous. 
Canal large and easily followed with flexible sound to the 
depth of 11 cm., or 4^ inches. Course of sound for about 
2 inches parallel with axis of pelvis, then takes a sudden 
bend anteriorly to the bottom of the uterus. In a bi-manual 
manipulation the uterus presents the appearance of a 3^ 
months' pregnancy, smooth and movable. The greatest 
thickness of the walls is in the fundus and posterior portion 
of the uterus below the fundus, although the whole organ is 
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ooiisiilerably hypertrophied. The uterus proper is quite 

ileciiledly nnteverted, as abowu by the probe. 

This patient, commencing treatment in ihe middle of 
October, received twenty-three applicdtioua up to the mid- 
dle of December, The internal electrode employed was of 
the flesible variety. 3 mm. in diameter, with an active sur- 
face requiring a KK) ma. current. The first six treatments 
given were of the intra-uterine positive, the remaining seven- 
teen were intra-uterine negative. The curi'ent was well tol- 
erated and the patient, judging from her faithful attendance, 
was not displeased with the effect. Menstruation was 
markedly modified for the better at its first appearance after 
treatment was begun. The general nutrition of the patient 
commenced to improve at once, and after the first mouth 
locomotion was accomplished with much greater ease, and 
the pelvic symptoms were greatly relieved, including the 
constipation. In this case a peculiarity noticed was a 
much larger flow of clear watery fluid from the uterus dur- 
ing a negative intra-uterine application than is usual. At 
first this flow was very profuse, sometimes filling the spec- 
ulum during a treatment. It gradually became less and 
less, however, as the treatment progressed, until finally it 
was no more than in ordinary eases. 

The recovery of this patient was uninterrupted, and 
when she received her last treatment, December 24, she was 
in the following condition: Uterus reduced fully one-half 
in size — its depth being reduced from 11 to S cm. The ab- 
normal thickening of the fundus and sides of the organ Jiad 
entirely disappeared. The large and patulous cervix was 
reduced to normal, and the discharge from the cervical 
canal ceased. The uterus was movable. Menstruation 
painless and normal in quantity, lasting but three days. 
Constipation had disappeared and the pressure on bladder 
was entirely relieved. Patient was in better health than at 
any time since birth of first child. 

Case 11. — Large, inierstiiial fibrohl in poslerior icall 
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of uterus. Hcemorrhage. Negative galvano-punctare, Si/mp- 
iomatic cure. 

MisB C, colored, unmarried, age 28, was referred to 
me from Helena, Mont. She waB in a pitiable condition, 
Bcareely able to walk, tliin, bloodless and in great pain. 
Upon examination a fibroid tumor filling the whole abdo- 
men below the umbilicus was discovered. The cervix was 
drawn iip behind the symphysis, out of reach of the fin- 
ger. It was impossible to introduce a probe or bougie of 
any kind into its canal. Presenting, smoothing out the 
posterior vaginal wall, was a solid mass of fibroid projecting 
from the posterior wall of a greatly enlarged uterus. This 
latter pressed upon the lower bowel causing almost effectual 
obstruction. The bladder symptoms were severe and pain- 
ful. Bleeding was constant. Patient weighed 96 pounds. 

Intra-uterine treatment was out of the questioii as the 
most flexible bougie could not by any maneuver be insinu- 
ated into tlie canal. The moat reckless operator would not 
have thought of operating on such a case. Nothing then 
seemed left but galvano- puncture. 

The treatments were begun at the Policlinic HospitaL 
The negative galvano-puucture was employed. The patient 
was carefully prepai'ed with a bichloride vaginal douche, 
and kept constantly clean between treatments by the fre- 
quent employment of the same. A platinum electrode was 
used with a point which could be thrust into the tissues for 
2 cm. Thepoint of puncture selected was through the poste- 
rior vaginal wall(wh6re it was spread firmly over the protrud- 
ing fibroid mass) into the solid presenting fibroid. No 
anesthetic was required and the dose varied from 150 to 
300 ma. for a period of five minutes. The application was 
given twice a week at the beginning, while the patient was 
in bed, and later once in seven clays. 

The electricity had a marvelously beneficial effect. 
The patient improved fi'om the first treatment. In three 
weeks she was free from pain, tlie £owing had reduced one- 
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nteras as an effect of the use of the positive pole — forming 
as it (lid a temporary dam. Ergdt in large doses was being 
systematically administered, wliicli had a tendency to pro- 
duce powerful uterine contraction. These contractiona in 
time CHUaed an expulsion in mass of this dam of coagulated 
tissue which had prevented hiemorrhage. This succeeded at 
once, of course, in uncovering the bleeding vessels more 
than ever before, and a hasmorrhage naturally followed, 
which well nigh ended our patient. The ergot caused the 
difficulty. I make it a rule never to give large doses of 
ergot at all when employing electricity for hiemorrhage and 
noue at or near tlie menstrual period. 

From this time on our patieut rapidly improved under 
the same form of treatment that was at first given, minus 
the ergot and hydrastine. The uterus rapidly decreased in 
size, the hiemorrhage ceased, the menstruation became less 
than normal, the patient begau to walk, and at the end of 
three mouths time considered herself a well woman. Thia 
was about six months after the first treatment. The uterus 
was but little more than the normal proportion. The 
patieut at present time is perfectly well. 

Case 13. — Large, interstUial, bleeding fibroid, extend- 
ing to umbilicus, with an uterine canal 11 inches in depth. 
Crmcentration intra-uterine treatment. Symptomatic cure 
with almost entire reduction of tumor. 

This case was referred to me fi'om the outdoor clinic 
of St. Luke's hospital, by Dr. Frank Gary. Mrs. Z., age 
40, mother of one or more children, presented herself at the 
clinic of the Post-Graduate Medical School about one year 
. ago. She bad been suffering with exhaustive hromorrhage, 
whicli of late had become almost continuous. For about 
three years ergot, astringents, and all other forms of con- 
servative treatment had beeu carefully instituted, including 
curetting, without the slightest improvement being man- 
ifest. Upon examination I found a uterine tumor extend- 
ing to the umbilicus and a canal nearly eleven inches in 
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depth. The uterine walls Keemeil equiiUy liv[>ei-tropliied in 
every directitiii. The eliglitest proljiug was followed by 
profuse litemorrliages. The patieut was in a state of ex- 
treme weakness, pale, nearly bloodless, aud unable to make 
more than the feeblest efforts to assist herself. 

What was to be dune with her? We had an uterine 
canal nearly eleven inches in depth and a patient who fi-om 
extreme weakness would not tolerate more than 100 ma. 
The canal would admit a flexible bougie about 5 mm. in 
diameter, and it was necessary to attack every portion of 
that uterus with the positive pole, using * a minimum cur- 
rent density of 25 ma. for each sq. cm. of surface. Clearly, 
if it was to be done at all, it would be necessary to attack it 
by piecemeal, as an electroile, which would completely fill 
the canal at all points of its enormous surface, wotild require 
a current nf nearly 1100 ma, in order to obtain sufficient 
densitj' to check hsemorrhage. 

Therefore we cliose au electrode of i sq. cm. active 
Buriace and 5 mm, in diameter and commenaed attacking the 
bleeding surface in small portions. At the first treat- 
ment this electi-ode, with its distal end exposed, was inserted 
to the bottom of the canal and the desired 100 ma. cur- 
rent allowed to act for five minutes. After the ciu'rent was 
turned off the electrode was withdrawn just the distance of 
the length of the active surface of the electrode and the 
current turned on for five minutes longer. In this manner 
about two incliee of the <listal end of the uterine canal was 
thoroughly seared over with a coagiilnm and the patient 
bad not experienced any inconvenience. At the nest ti'eat- 
ment two inches more of the canal was attacked, and at the 
end of about five treatments the whole canal was pretty thor- 
oughly covered. As soon as the canal was partially treated 
the haemorrhage commenced to decrease aud the inter- 
menstrual flow had entirely ceased when it was completed. 01 
course the same process was repeated sev^J 
as possible, the patient taking ti'eatme 
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other day a portion of the time. After two months' treat- 
ment the inter-menstrual htemorrhage was entirely checked 
and the menstruation was materially lessened. After 
haemorrhage had been controlled the patient was treated 
during the early parts of the month with the ordinary 
Apostoli electrode, and frequently tolerated as high as 
300 ma. 

This patient not only improved as regards haemorrhage, 
but she improved in every way from the start. The tumor 
began to reduce, the general health was better, locomotion 
became less difficult, pain subsided, pressure symptoms dis- 
appeared, and in every way the patient manifested signs of 
getting well. 

At present she is well. No haemorrhage, menstruation 
very slight, no symptoms of any kind, and the woman is 
working very hard at manual labor earning her own living. 
The tumor is a mere relic of the past. Uterine canal 
measures 31 inches and a slight enlargement of the uterus 
can be discerned by bi-manual manipulation. 



CHAPTER XIX. 

FIBROID TUMORS. 
FAILURES — CAUSES OF — WITH CASES. 

*Like all great discoveries, the Apostoli method of 
treating fibroids led its followers in their first enthusiasm 
of admiration to expect far more from it than its author 
really claimed for it himself. Hence in many instances 
disappointment followed. 

Practically, Apostoli's method has proved a great dis- 
covery. Theoretically it seemed to be a greater discovery 
than it practically has proven. Hence, condemnation from 
the merely theoretical. 

From the reaction following the disappointment of 
those who always mistake new things as the dawn of the 
millennium, the Apostoli discovery has made healthy pro- 
gress. It came, there was a large place for it, and it has 
come to stay. 

We have discovered by developing it that it will not 
cure all cases of fibroid tumors of the uterus ; that there is 
still room for the scalpel. About 75 percent, of all fibroid 
tumors of the uterus however, because of electricity, s-hould 
never be touched with a knife. 

I wish to present the history of a few of my early 
cases in which failure was recorded, and allow them to 
point in a small way their lessons. They demonstrate 
forcibly that electricity should be employed with the same 

*The substance of this chapter was the subject of a paper pre- 
sented to the American Gynaecological Society, 1891. 
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common sense as should be employed with any other power- 
ful therapeutic or surgical agent. 

The first case is that of a large supposed fibroid 
tumor, which was referred to me for electricity by the late 
Prof. Byford. It represents a rare fact, arid one in which 
a positive diagnosis is seldom made without an exploratory 
incision. The action of electricity upon them, because of 
a certain peculiarity, possesses a diagnostic value. 

Case 1. — Fibroid tumor of the uterus of large size, of 
many years standing, treated by electricity, both intra-iderine 
and negative puncture, without permanent improvement, and 
finally abdominal hysterectomy discloses a fibro-cystic tumor. 

Miss S., age 36, unmarried, noticed tumor three years 
before consulting me, but had been conscious of increased 
size of abdomen for several years before that time. Men- 
struation was regular, not excessive but somewhat pro- 
tracted, at times lasting ten days. Severe dysmenorrhoea 
of a spasmodic nature was complained of. Complained of 
constant pain in left side in region of descending colon 
and sigmoid flexure. Patient about 5 feet 7 inches in 
height, weight 110 pounds. Tumor produced considerable 
deformity from its size, extending as it did to two inches 
above umbilicus. The patient stated that the tumor was 
growing rapidly. The uterine canal was entered with 
difficulty by an Apostoli intra-uterine platinum electrode 
to the depth of 5 inches. 

This patient was put upon systematic intra-uterine 
galvanism according to Apostoli' s principles. The first 
peculiarity noticed in the treatment was the fact that she 
could not tolerate any considerable dose. A current of 
more than 50 to 60 milliamperes would invariably be 
followed with a very unpleasant reaction, in the way of 
severe pain and nervous excitement. However, as long as 
the current was not allowed to exceed 50 ma., the patient 
experienced the ordinary general tonic eflfect of the galvan- 
ism. I was soon convinced that the small doses tolerated 
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would accomplish results slowly, and advised the negative 
galvano puncture (Apostoli-method). This was attempted 
twice but with such exceedingly unpleasant results in the 
way of severe shock and extreme prostration, that I deter- 
mined to abandon the use of electricity. My results in 
this case were so much at variance with ordinary cases of 
apparently the same type, that I was at a great loss to ac- 
count for them. I advised at this point that the patient 
return to Dr. Byford for an operation. The patient left me 
much dissatisfied with the results of mv eflForts. 

Fortunately she did return to my colleague, Prof. By- 
ford, and I had the extreme satisfaction of examining the 
tumor after it had been removed by the latter surgeon, as- 
sisted by Dr. H. T. Byford. 

It was of a fibro-cystic nature. About one half of its 
contents being removable through a large trochar, as semi- 
solid fluid of an albuminous character. At the operation it 
was looked upon as a semi-malignant tumor. Subsequent 
examination together with the subsequent history led to 
different conclusions. 

The above case is only one more proving that elec- 
tricity is not suitable for the treatment of fibroid tumors 
which in any way partake of a cystic nature, The patient 
here was extremely sensitive to electricity. There is only 
one other condition, except acute inflammation, in which 
extreme sensitiveness to strong doses in fibroids is noticed, 
and that is, certain forms of hysteria. Hence, the diag- 
nostic value of the symptom. 

The next variety I have to speak of is represented by 
two cases, in which the uterine canal was so distorted that 
the intra-uterine treatment was impossible, and galvano 
puncture was not accompanied by satisfactory results. 

Case 2, — Mrs. X., 43 years of age, was referred to me 
for treatment by Dr. Christie, of Pittsburgh, Pa., June 1, 
1889. The patient had no children, but gave a history of 
several miscarriages. Menstruation was excessive and very 
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jmiufiil at tlje time she consulted me. Menstruation had 
ive for i years. First noticed an enlargement 
about fonr years ago. Bladder symptoms aggravating 
from pressure, and locomotion was accomplished with diffi- 
cnlty. The tmoor was of an intramural variety, large, 
filling the whole pelvis and extending within two inches o£ 
the umbilicus. The cervix was pushed forward and was 
crowded high up above the symphysis pubes. in bucIi a lo- 




Fic. 67. 

cation that it was impossible to enter the canal with any 
form of electrode or bougie. Fig, t)7. The mass of the 
tumor seemed to occupy a position behind the neck of the 
uterus and to throw the organ into a position of retrover- 
sion. 

Tlds patient was given negative galvano puuetui-es ex- 
tending over a period of three months, the interval be- 
the treatments averaging about seven days. The 
puncture was advised because of my inability to get an 
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electrode into tlie uterine canal because o£ its ilistovted 
condition. Tlie patient bore r& Itigh as 250 ma., at varioua 
sittings. The symptoms materially decreased in eeverity, 
including the LsemorrLage, and the tumor decreased one 
third in size during the three mouths. The patient was 
so much improved that she returned home very well satis- 
fied with the results. 

She remained at home for nearly a year in a much im- 




proved condition, when she returned because of a rapid 
increase in size of the tumor. 

I again continued the former treatment for two montLs, 
stating when I began that I shoulil advise au operation for 
total removal of the tumor, or the Batty-Tait operation if it 
were not promptly successful. 

Instead of the tumor decreasing in size, it remained 
practically stationary, notwithstanding vigorous treatment, 
and the hsemorrhage was again becoming troublesome. 
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In October, 1890, I removed the appendages. The 
tumor proving to be upon the exploratory as diagnosed pre- 
viously, a large intramural fibroid developed in the posterior 
wall of the uterus. The patient made an uninterrupted 
recovery, and in the incredibly short period between the time 
of her operation and her discharge from the hospital, a 
period of four weeks, the tumor had decreased fully one- 
half in size. 

Case 3. — Miss Y. was referred to me by Dr. M. Cald- 
well, of Waukesha, AVis., for electi'ical treatment for a fi- 
broid of the uterus of long standing. The growth was a 
large interstitial tumor enlarging the whole uterus, and pro- 
ducing a deformity simulating a six months' pregnancy. 
The cervix was crowded well up behind the symphysis and 
a large symmetrical mass presented in the Douglas cul de 
sac indicating a retroverted condition of the uterus. The 
uterine canal could only be entered with the utmost diifi- 
culty, because of the extreme distortion, and then only with 
a flexible bougie or electrode. The introduction of a bougie 
or electrode to the canal produced considerable pain. The 
symptoms were pain in tumor, dysuria, sacralgia, haemor- 
rhage and deformity, accompanied by general exhaustion. 

Positive intra-uterine galvanism was instituted and 
finally rejected because of the extreme difficulty experienced 
in introducing the electrode and the severe suffering the 
operation engendered. 

Much good was accomplished in relieving the symp- 
toms, however, while the mild currents made necessary by 
the pain produced by stronger, were not of sufficient strength 
to reduce the tumor perceptibly. 

Finally I resorted to negative galvano-punctures. These 
were applied about every ten days for nearly three months, 
the current never exceeding 200 milliamperes. The symp- 
toms were improved and the tumor perceptibly reduced dur- 
ing this time. The treatment was discontinued, and the 
patient did nicely for several months, when she came to me 
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aud stated that a week before she had had a chill which had 
been followed by some fevpr aud aome colored discharge 
from the vagina. An examination disclosed a slight exca- 
vation juefc posterior to the cervix, which resembled a bed 
to a small abscess. 

This, apparently, was »oou healed. Two months later I 
was summoned to the patient after she had had a profound 
chill. Several days followed with high temperature which 
at one time reached 106.5 degrees. A few days later I suc- 
ceeded in locating the pus, and evacuating it. The abscess 
bad developed in the posterior wall of the tumor, and had 
found an opening through the posterior vaginal wall in the 
location of the previous vaginal galvano- puncture. 

Every eifoi't was made on repeated occasions, with the 
patient anjesthetized twice, to effectually get to the bottom 
of this abscess and to establish efficient drainage. It pro- 
ceeded to honeycomb, however, and in spite of the best 
efforts of the best surgical talent in Chicago, nothing suc- 
ceeded in checking the process of suppuration. 

Consultation with Dr. Bayard Holmes and H. T. By- 
ford finally decided upon hysterectomy as the only feasible 
method of removing effectually the abscess. 

I therefore, performed the operation in August, 1891, 
the patient surviving but 2i hours. 

A large abscess cavity was found in the posterior walls 
of the tumor with several ramifications, one of which had 
emptied into the uterine canal, another through the poste- 
rior wall of the tumor lower down where it was lying in con- 
tact with the vaginal waif, and thence through the wall into 
the vagina, as before described. 

It was impossible for me to satisfy myself in regard to 
the source of infection in this case. I am aware that I have 
good friends in the profession who would have less difficulty 
than I in settling this point to iheir satisfaction after read- 
ing this report. 1 will say to such friends, my reaso 
hesitating to accept their version is the fsiCt, (1 ) 
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vaiio punctures on the patient were accotnplished at the 
patient's residence with j)erfectly aseptic instruments, after 
the parts had been scrupulously prepared with a bi-chloride 
douche, the vagina being loosely packed with antiseptic 
gauze following the operation and perfect rest in bed for 
twenty -four hours, with a continuation twice daily of anti- 
septic douches until the next operation. (2) That I have 
performed the operation hundreds of times before without 
a single like result. (3) That with an experience of 250 
cases of fibroid tumors, I had never seen a suppurating one 
before, proving to my mind that electricity is itself a pre- 
ventive of suppuration. (4) Experiments of Apostoli 
demonstrated positively that electricity is a powerful ger- 
micide. 

The above two cases are only so many out of a score 
that I have treated by means of the puncture. They repre- 
sent my only failures with that treatment, and the last case 
is the only one in which in all my experience with galvan- 
ism I have known pus to develop. Clearly, then, the pus 
was not the result of the galvanism, but rather, if at all, 
from the result of my connection with the case, as a result 
of some failure in the precaution to keep everything clean. 

The following three cases represent a rare form of 
tumor, which, when m^^t with, upset the calculations of the 
electrician. They are of a remarkably hsemorrhagic char- 
acter. They are not of large size. Their canals are patu- 
lous and are easily traversed by the ordinary forms of the 
intra-uterine electrodes. Upon applying galvanism, the 
patients tolerate sufficient dose to make us confident of 
speedy results in checking hsemorrhage, and in accomplish- 
ing a cure. With this apparently favorable outlook the re- 
sults are dismal failures. Two of the following cases are 
such and the subsequent removal of the tumors enabled 
us to solve the mystery. 

Case 4. — In May, 1890, Mrs. Y., age 36, no children, 
was referred to me for treatment by electricity by Dr. J. L. 
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Priestman, of Neponset, 111. The uterus was enlarged to 
about the size of a three months' pregnant uterus. The 
canal was patulous, and easily traversed to the depth of 
three inches with an ordinary bougie the size of a lead pen- 
cil. The subjective symptoms were, excessive and pro- 
longed haemorrhage, marked anaemia, loss of flesh, severe 
backache, irregular uterine pains, and general loss of 
strength. 

I commenced at once a vigorous application of positive 
intra-uterine galvanism with full doses. The applications 
were made at intervals of from 24 to 48 hours. The general 
tonic effect of the current was the only beneficial effect that 
I succeeded in obtaining, much to my surprise and chagrin 
after a two and one-half months' trial. The haemorrhage 
instead of decreasing, increased, and all symptoms remained 
substantially the same as at the beginning of treatment, 
with the exception of an improved appetite. 

I sent the patient home with the advice to the family 
physician that the uterus be removed. This course was 
urged by me with more than usual vehemence, because to 
my failure with electricity I was inclined to attribute malig- 
nancy. 

Accordingly, in August, 1890, at the Woman's Hos- 
pital, assisted by Dr. Priestman and the House Staff, I 
removed the uterus per vaginum. 

The uterus was purely fibroid. There were five dis- 
tinct neuclei of devetopment representing as many project- 
ing masses on the interior and exterior of the uterine walls, 
varying in size from the proportions of a hickory nut to 
that of a hen's egg. Into the canal were two of these 
fibroid masses projecting, which served to so distort the 
canal that a proper cauterization of its interior was impos- 
sible. The circumference of the cavity of the uterus had 
been greatly increased likewise by the projecting masses. 

The accompanying cut gives an accurate representation 
of the uterus one-half size. 
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Case 5. — Miss W., aged '28, was referred to me for the 
galvanic treatment of a bleeding fibroid, by Dr. Van Duzer, 
of Cliicago, in August, 1890. The patient hati had several 




operations for curetting by the late Prof. Byford, and had 
been thoroughly treated with er^ot by the latter and her 
family physician. 

I foirnd the uterus about the size of a three monthe' 
pregnant uterus. The canal was patulous and easily trar- 
ersed by a probe. 

The principal symptom was exhaustive h^raorrhageB 
at the meuatrual periods, which were frequently continnoua 
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tiiiuecl my efforts, however, and at the end of the secojjd 
month the uterus was perceptibly smEiller, and the hfemor- 
rhagic period was slightly shortened iu duration. The 
amount of hosmorrhage in a given time conld not be consid- 
ered leas. A tliird, and even a foiu'th mouth's treatment 
was administered. There were no beneficial results obtained 
further than a diminution in the size of the tumor, and a 
lengthening of the inteiTal between the htemorrhagea. 

These results were no more satisfactory to the patient 
than they were to me, and in May, 1891, my friend Dr. H. 
T. Byford, successfully relieved the patient by a hyster- 
ectomy, 

The tumor represented a uterus about double the nor- 
mal size, with a very irregular canal and cavity, because of 
a large sub-mucous projection from the fundus into its in- 
terior. It could readily be understood why my efforts in 
checking the hfemorrhage had been unsuccessful. The 
irregularity of the canal and cavity, as accurately depicted 
in Fig. 70 rendered it impossible to effectually reach the 
surface of the mucous membrane of the uterus in all its 
parts. 

One point of importance in the last two cases, more im- 
portant possibly than the distortion of the canal, is these mul- 
tiple neuclei of developments of the growth. I have learned 
to become suspicious of these cases where the condition is 
distinguishable by the irregular external contour of the tu- 
mor, and am guarded in consequence in my prognosis. The 
constant struggle for existence of a n amber of these points 
so interfere with each other that acute symjitoms are 
always present to combat effectually all treatment except 
that by the knife. 

Fig. 71 represents one of these cases. It was accideat- 
ally discovered by one of my students in a course of ope- 
rative surgery, in the dead house. 

The following conclusions are submitted as summariz- 
iiig the points suggested by the foregoing cases. 
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1, Fibro-cystic tuiiiLU's are not benefitted by electric- 
ily. 

2, The peculiar seiisitiveneas of patients with fibro- 
cystic tumors to electricity makes that iac.t of diagnostic 
Tslue in determining that condition. 




3. A fibroid uterus whose canal, is so distorted that it 
is impenetrable to an intra-uterine electrode must snbmit 
togalvaiio puncture or the knife. 

4, Galvnno puncture should not be resorted to unless 
the patient can be kept under perfect control, in order to 
insure absolute cleanliness of procedure and subsequent 
avoidance of infection. 
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5. Galvano puncture will sometimes fail to accomplish 
a cure in very large hsemorrliagic fibroids. 

6. Small bleeding fibroids of irregular external con- 
tour indicating multiple neuclei of development are liable to 
do badly, or at best not to improve under the Apostoli treat- 
ment. 

7. A bleeding fibroid uterus, with an expanded and 
irregular cavity, all parts of the interior of which cannot be 
reached by any form of intra-uterine electrode, will occa- 
sionally fail to yield to the Apostoli treatment. 



CHAPTEE XX. 

ENDOMETRITIS, CHRONIC METRITIS, SUBINVOLUTION. 

Chronic Endometritis. I will include under this head 
chronic hypertrophy of the endometrium, with vascular 
granulations, for which dilatation and curetting are fre- 
quently employed, chronic cervical catarrh in which the 
deep cervical glands are involved, and in which the charac- 
teristic impermeable plug of albuminous discharge is the 
perplexity of all gynecologists, and lastly, chronic catarrhal 
inflammation of the entire endometrium. 

Chronic endometritis is the result of long continued in- 
flammatory action of the endometrium or of repeated at- 
tacks of inflammation continued over a long period. The 
primary inflammation is caused by nutritive changes from 
imperfect blood supplies. Long continued passive conges- 
tion from displacements, imperfect involution after last con- 
finement, laceration of the cervix or perineum, traumatisms, 
colds from improper douches, injuries from chemical injec- 
tions or improper treatment, over indulgence in, or imper- 
fect sexual congress may be mentioned as a few of the 
indirect causes leading up to chronic endometritis in its 
different forms. 

With the hypertrophic endometrium the uterus is ordi- 
narily slightly enlarged (the difficulty almost invariably 
being complicated with chronic metritis), the mucous mem- 
brane at the OS-uteri is everted, red and angry in appear- 
ance, the sound is introduced with some difficulty and the 
pain caused by its insertion into the canal is often acute. 

Upon withdrawing the probe it is specked with blood and 
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purulent secretion. The discharge from the uterus is yel- 
low, streaked with blood and occasionally offensive. 

This form of endometritis can, in my opinion, be 
treated with greater satisfaction by means of galvanism 
than by any other single method. First, of course, every- 
thing must be done to seek out the cause and, if possible, 
eliminate it. If it is a displacement, correct it, and then 
cure the endometritis, the result of the displacement, by 
galvanism. The antiseptic, the mild alkaline caustic and 
the depleting eflfects of the negative pole are what are 
sought in the treatment of this form of the disease. As the 
negative pole is required the electrode may be of block tin 
or any conducting metal. One about tjie diameter and 
shape of an ordinary uterine sound should be selected which 
will approximately fill the uterine canal. It should be in- 
serted carefully to the bottom of the uterus and the vaginal 
portion insulated with the rubber muflf. The electrode 
should be attached to the negative pole of the battery, 
a large abdominal electrode applied and a current of from 
50 to 75 ma. gradually turned on. If the patient complains 
of pain before the latter figure is reached, wait, and if pos- 
sible, increase it more slowly later to the desired dose. If, 
•however, a strong dose is not borne, be satisfied to approach 
as near one as is possible without discomfort to your pa- 
tient. The treatment should last about five minutes. When 
the electrode is withdrawn, after the treatment, a small pad 
of antiseptic cotton may be placed against the cervix to 
absorb the secretion. Stimulating douches of hot water 
should be given twice daily, and on the days of treatment an 
antiseptic douche should be ordered as a preliminary to the 
application. Treatments may be given two or three times a 
week. The effect of this treatment is often marvelous. 
The secretions will dry up, the tenderness disappear and 
the patient take on a condition of tonicity and well being 
that is surprising. 

Endometritis with Haemorrhagic Vegetations and 
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Other Granulations. This condition, the direct cause 
of which is not always understood, is a complication, if not a 
form of chronic endometritis. It is characterized occasion- 
ally by pain and frequently by haemorrhage. The passage 
of an uterine sound is accompanied with great pain and is 
almost invariably followed by a discharge of blood. It is 
the condition for which the old classic treatment of dilata- 
tion and curetting has been a favorite operation. The indi- 
cations for treatment are: Removal of the vegetations and 
granulations and a change of nutrition which will favor 
reproduction of healthy mucous membrane. These indica- 
tions are met in a very complete and comparatively painless 
manner by negative intra-uterine applications of galvanism. 
The cautery effect of the negative pole is utilized in destroy- 
ing the granulations and vegetations and the antiseptic and 
tonic effect of the pole aids in accomplishing healthy repro- 
duction. 

We should seek to get the full cautery effect of the 
negative pole in the treatment of these cases. Therefore, 
a well fitting concentration electrode should be employed 
with an exposure so small that the patient can tolerate the 
current without an anaesthetic and the mucous membrane 
of the whole canal can be covered by piecemeals if neces- 
sary. Therefore, at the first treatment, select an electrode 
with an exposure of 4 sq. c. m., which will accurately fit the 
canal. Insert it to the bottom of the canal and after ad- 
justing the external abdominal electrode, gradually turn on 
a current of 100 milliamperes. This, after acting for five 
minutes, will thoroughly, as a rule, cauterize the distal end 
of the canal. If the patient has borne the treatment well, 
the electrode may be withdrawn sufficiently to cause the 
active portion to come in contact with the untreated portion 
of the uterine canal and then at the same sitting, this por- 
tion in its turn, may be treated by again turning on the 
current for five minutes. Thus, the whole mucous mem- 
brane of the uterus may be cauterized and its granulations 
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destroyed at one sitting. If the patient ia found on trial 
not able to take a current streugtli of 100 milliamperes, an 
electrode o£ *i eq. c. m. should be selected which requires 
but 50 ma. 

After the first cauterization, the case can be treated by 
the ordinary block tin electrode with complete exposui'e, 
the same rules maintaining as in the treatment for simple 
chronic endometritis. If it is found that one thorough 
cauterization has not succeeded in removing the new 
growth, a second or even a third application may be re- 
sorted to. 

Occasionally hemorrhage persists after the vegetation 
has been removed, fj'om the exposed vessels on the cauter- 
ized mucous membrane. This can be checked by a few appli- 
oationa of the positive pole. For this, as for checking 
haemorrhages everywhere, a current equal to 25 ma. for 
each sq. c. m. should be insisted upon. 

Chronic Catarrhal Endometritis ia the result of a faulty 
nutrition of the eudometriiim from blood fannne in the jiatient 
in whom it is found. It ia characterized by a pale condi- 
tion of the mucous membrane of the cervix, ilabbiness of the 
vagina and uterus and an abundance of a milky, thin dis- 
charge from the lax uterine mucous membrane. 

This local con<lition can be greatly benefited by the 
proper use of galvanism, if, at the same time, we bear in 
mind that our remedy, electricity, should have material aid 
from the proper administration of iron, fresh air, good food, 
and healthful "exercise of the patient receiving it We 
must not forget that we are doctors of the whole body, while 
we are gynecologists, even though we do use electricity. 

In this condition the stimulating effect of the negative 
pole of the galvanic current in mild doses should be relied 
upon. An electrode should be introduced int-o the uterine 
canal which will fill it. It should he the negative pole and 
a cnrrent of from 30 to 4-0 ma. should be switched on. It 
ahoidd be retained at this point five to eight minutes. The 
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treatments should be given as often as two or three times 
a week. 

CHRONIC ENDOCERVICETUS. 

By this, I refer to that condition in which the deep 
cervical glands are involved with an abundant discharge of 
an albuminous character. Every gynecologist has been 
perplexed by this almost intractable difficulty. In gal- 
vanism we have a means of getting to the bottom of these 
glands and of exposing their walls so that proper medica- 
tion may be employed. In the conditions of the endome- 
trium heretofore referred to in this chapter, we have utilized 
the characteristic local effects of the negative pole because 
we sought an alkaline caustic action, while here, we seek for 
the characteristic local effect of the positive pole in order to 
get coagulation. Accordingly, we should introduce into 
the cervix a metal electrode which will fill the canal and 
attach it to the positive pole of the battery, the circuit be- 
ing completed in the ordinary way by means of the abdom- 
inal electrode. The current should be turned on gradually, 
as strong as the patient will bear, or until 100 ma. has 
been reached. It should remain for five minutes. When 
the current is turned off and an attempt is made to remove 
the intra- uterine electrode it will be found fastened to the 
tissues. A little movement to and fro and a gentle trac- 
tion, however, will succeed in loosening it and it can be 
removed. Upon its surface will now be found a mass of 
white tissue, completely surrounding the electrode, the 
outer surface being tinged with blood. This is the coagu- 
lated albuminous secretion which has hardened from the 
acid action of the pole, and upon examining the cervical 
mucous membrane, it will be found completely denuded to 
the ultimate ramifications of the Nabothian glands. After 
this is accomplished, proper local applications can readily be 
made to the inflamed denuded tissues and cotton tampons 
adjusted to absorb the secretion. I employ a strong solu- 
tion of chloride of zinc and carbolic acid ( 10 per cent, of each) 
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ill glycerine in these cases. I know of nothing which will 
produce anything like the ideal eflfect in this perplexing 
difficulty which is obtained with not more than from four 
to six of these applications. 

• METllITIS OR HYPERPLASIA. 

Metritis or hyperplasia is caused ordinarily from a 
passive congestion long continued, brought about by an 
interference of the venous return circulation from that organ 
by some form of displacement or from an irritation brought 
about from a torn cervix or an excessive or improper sexual 
intercourse. 

A torn perineum may be the cause of a prolapse or a 
retroversion of the uterus. This will cause a bend in the 
broad ligament and an obstruction of the return circulation 
of the uterus, passive congestion results, hypertrophy fol- 
lows, endometritis and uterine discharge develops. The 
cervix appears large, red and angry, the uterus to the 
touch is sensitive and upon pressure is painful. Dysmen- 
orrhoea develops. The displacement with all the distressing 
accompaniments, may be the result of a displacement from 
violence, such as a fall, overwork, straining or lifting in a 
woman, who has not borne children. When a torn cervix 
is the cause of metritis, it is usually accompanied by subin- 
volution. The congestion is produced by the irritation 
caused by the unhealed cervix. The consequences are the 
same as when the cause is a displacement. 

It must be clear here that we have a cause to remove, 
and then the disease, the result of the cause, to cure. A 
displaced uterus must be replaced, a torn perineum which is 
the cause of such displacement, must be repaired. A cer- 
vical tear must be repaired and united before a cure can be 
completed. When all of these rational details are borne in 
mind, then Ave can repair the damage ; we can cure the me- 
tritis with galvanism better and quicker than in any other 
way. 
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The result sought in the treatment of this difficulty can 
only be accomplished by a remedy which will deplete the 
congested tissues, absorb the new formed tissues in the 
hypertrophied or^an. and repair the mucous membrane by 
proper stimulation. Hence it can readily be seen how well 
combined we have these requisites, in strong doses of gal- 
vanism. The negative pole depletes by proiluciug an active 
flow of fluids ; the current of galvanism proiluces rapid ab- 
sorption of the hypertrophied tissues by its inter|>olar effect, 
it stimulates the mucous membrane by its polar effect at 
that point, whether negative or positive. 

APPLICATION. 

Two distinct methods are recommended: 

1st. Simple intra-uterine (negative or positive or 
both) galvanism. 

2d. Negative galvano-puncture. 

The Intra-uterine Application. When the uterus is 
greatly congested, employ at the beginning the negative 
intra-uterine application because of its depleting effect. 
A platinum, silver, gold or tin electrode is fitted to the 
uterine canal and connected with the negative jx)le of the 
battery, the circuit is completed by applying to the abdo- 
men, an abdominal electrode. A current which will be 
easily tolerated up to 100 ma. can be employed Avitli safety 
and benefit. Do not attempt to crowd the dose to the point 
of producing pain. The applications should be repeated as 
often as twice or three times a week, and each sitting 
should occupy about five minutes. The immediate effect of 
such a treatment is a sharp, burning sensation in the pelvis, 
which immediately subsides and leaves a feeling of tonicity 
behind and a free discharge of serum from the uterine i»«nal. 
The remote results in such a case is a rapid subsidence of 
the congestion, a reduction of the uterus in size and tht^ 
establishment of a healthy appearance to the cervix ;\nd 
endometrium. 
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If there is a haemorrliagic tendency in the case, the 
treatment should be varied only in the employment of the 
positive pole instead of the negative. Also with deep cervi- 
cal endometritic complications the positive pole should be 
employed as was indicated in considering the subject of 
endocervicetis. In a few cases where the negative pole is 
not well borne on account of its kateleciroionic effect, the 
positive should be substituted. In all other cases there is 
no occasion for employing anything but the negative pole. 

The Negative Galvano-Puncture. This which is re- 
commended by Apostoli in the treatment of chronic metritis, 
I have not employed. Under perfect technique it can have 
no other than a beneficial effect in these cases, as the punct- 
ure is exceedingly shallow. 

A metal, sharp pointed electrode with a glass or cellu- 
loid shield which allows the active point of the instrument 
to protrude for two to four millimetres, is thrust into the 
angry congested cervix and is attached to the negative pole. 
The circuit is completed in the usual way and a current 
turned on of a strength varying from 15 to 100 milliam- 
peres. The pain in this procedure is surprisingly slight. 
The current should be allowed to act for about five minutes. 
The application can be made with advantage once a week. 
Thus the depth of the puncture is very slight, easily 
healed, and the effect claimed for it by its adherents is one 
well calculated to induce one to make a trial of it in obsti- 
nate cases. 

Metritis or hyperplasia are, under the ordinary forms 
of treatment, often difficult to manage to a successful issue. 
With the proper employment of galvanism their treatment is 
reduced to a science. Congestion and hypertrophy, with 
their consequences, pain, leucorrhoea and bearing down 
pressures, disappear gradually, but progressively, under 
the influence, while the whole constitution is toned by the 
action of the remedy on the circulation and the nervous 
system. 
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SUBINVOLUTION OF THE UTERUS. 

This condition, the result of some fault of nutrition 
which leaves the uterus in a state of enlargement following 
the escape of the result of conception, either at term or 
otherwise, is one for which a cure can often be obtained by 
the judicious employment of galvanism. It must not be 
supposed that the cause can in all cases be removed by this 
remedy, especially if it be a laceration of the cervix or 
perineum. Here, of course, we must not neglect our sur- 
gery if it should seem necessary after reducing the enlarge- 
ment of the uterus. In all cases, too, we should combine 
our tonics with proper hygiene and seek earnestly by all 
means to remove the cause of the difficulty. The reduction 
of the uterus, however, regardless of cause, can, as a rule, 
be accomplished by galvanism, and if the cause of the fail- 
ure of involution has long since ceased to exist, as is occa- 
sionally the case, a cure at once is effected. 

In the reduction of the subinvoluted uterus we employ 
the local effect of the negative pole and the inter-polar 
. effect of the current, which includes the electrolytic effect 
and the heat producing effect. We also obtain the general 
tonic effect of galvanism, which is always excited by this 
agent when applied to the system. 

An electrode of block tin, platinum, silver, or any 
other flexible conducting metal, is adjusted so as to fill the 
canal of the enlarged uterus. Our object then, after com- 
pleting our circuit, is to give all the electricity the patient 
will bear without distress. If the uterus is 3, 4 or 5 inches 
in depth, the patient will frequently bear 150 ma., which is 
a pretty fair dose, and the maximum current employed 
should not much exceed that figure. Patients who will not 
bear this current must be given as near the limit of their 
toleration as can be without producing exhaustion. Five 
minutes of the maximum dose should be given as a treat- 
ment. It can be given with advantage every second day. 
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As the uterus begins to reduce iu size and to assume 
its natural proportions, and the uterine canal area is les- 
sened in consequence, the doses must be proportionately 
lessened. The maximum dose for a normal uterus will not 
exceed 50 to 75 ma. 

The effect upon this class of cases is often most magi- 
cal. The uterus will reduce rapidly in size. The old 
bearing-down pains gradually disappear. The pressure 
upon the rectum and the dragging upon the bladder ceases. 
The general health of the patient usually improves rapidly, 
appetite becomes normal, sympathetic pains, including 
sacralgia, headache and ovaralgia, are less frequent, and the 
menstruation, which as a rule has been rather profuse, 
assumes its natural condition. 

INFLAMMATORY EXUDATES. 

With inflammation any where, we have exudates, the 
purpose of which is to limit or circumscribe the progress 
of the fire. In the female pelvis, where the surroundings 
are organs of vital importance and where we have our only 
direct communication from the outside world into the sacred 
precincts of that great absorbing envelope, the peritoneum, 
protecting exudates following the smallest inflammation, 
are unusually abundant. Inflammation giving rise to these 
exudates is frequently relieved spontaneously or by surgi- 
cal or medical interference. The exudate remains. Some- 
times it, too, gradually disappears without treatment. In 
other cases it remains as a source of great irritation and 
distress to the patient, and unless relieved by some form of 
treatment becomes a permanent annoyance. 

Electricity for a long time has been recognized as a 
valuable remedy in this difficulty. My own experience 
with it has been favorable. 

The cause of the exudate does not matter so long as 
the cause is not acting. An active, acute inflammatien 
only, contraindicates the use of the remedy. Pus without 
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present high temperature need not deter one from the careful 
use of galvanism. Much skepticism has been aroused among 
those who practice gynecology with the knife alone, by the 
claim of those who employ electricity as an additional 
remedy, that the absorption of inflammatory deposits and 
adhesions may be promoted by galvanism. As an abdom- 
inal surgeon, as well as an. electrician, I wish to state 
emphatically that I believe such skepticism to be utterly 
without foundation. Inflammatory deposits may be and 
frequently are absorbed as the result of galvanism. 

It is hardly necessary for me to describe these cases. 
They present themselves so frequently and with so many 
different complications to the general practitioner, as well 
as to the gynecologist, that they are well known. One 
comes with a general immovability of all the pelvic roof 
with the uterus fixed in its normal position ; another with 
the uterus sharply retroverted or retroflexed with the 
fundus firmly adhered. Another with lateral displacements 
with thickened broad ligaments resembling tubular enlarge- 
ments. While many others with slighter but none the less 
complicated symptoms are constantly observed. 

Pain, with every degree of severity, is the prominent 
symptom of inflammatory deposits. Numbness and pain of 
the different areas of the lower extremities, as a result of 
pressure upon their nerve supply; difficulty in locomotion 
from interference with nerve supply to the muscles, or 
from restraining effect of severe pain caused by every effort 
to move such muscles ; to say nothing of the many symptoms 
which find their origin in the pelvis, as a result of pressure, 
are of the many symptoms which must be carefully studied 
in every case of this kind. 

Heretofore these cases have been the torment of the 
gynecologist. Hot water, glycerine, iodine and other stim- 
ulants, emollients, and alteratives have been the main rem- 
edies depended upon and their effect often after years of 
faithful application is hardly appreciable. From the un- 
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yielding disposition of this condition many pairs of per- 
fectly healthy ovaries and tubes have been sacrificed with 
the presumption that there was pus in the tube, or inter- 
stitial inflammation of the ovaries. It is needless to say 
that the procedure is without effect except to modify the 
disturbance at what otherwise would be the menstrual 
period. 

The object in treating these cases with galvanism 
should be to get the current to traverse the tissues contain- 
ing the exudate. The negative pole should be employed 
for the active electrode and this electrode should be of the 
vaginal, rectal or intra-uterine variety. 

If the vault of the vagina in the posterior ctil-de-sac is 
the seat of the exudate, a vaginal electrode covered with 
moistened absorbent cotton should be pushed well up in 
the vaginal vault behind the cervix, and after the attach- 
ments have been made a current of 50 ma. should be em- 
ployed for five minutes. If 50 ma. are not tolerated at the 
first few applications, give as near that dose as possible 
without transcending the toleration of the patient. 

If the exudate completely surrounds the uterus a neg- 
ative intra-uterine electrode may be employed, especially if 
there is some endometrium complication. The dose here 
should not exceed 50 ma. 

The rectal electrode is employed very seldom. It is 
limited to the removal of exudates when surrounding the 
rectum or occasionally for a mass in the cul-de-sac of Doug- 
las. 25 to 30 ma. is about the dose tolerated at this point 
and the pole should always be negative. 

From three to six months treatment, the applications 
averaging three times a week, is usually sufficient time to 
accomplish the absorption of a very well marked inflamma- 
tory exudate. Until a fair trial is made of this treatment 
one is liable to be incredulous when they are told of the 
results which can really be accomplished. 

One case which demonstrates the wonderful effect of 
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electricity in this, direction, I will quote briefly, because 
the result was witnessed by others. It was in the Woman's 
Hospital, of Chicago, and was referred to me for treatment 
by Prof. W. H. Byford. It had previously been under his 
care exclusively. The woman had been treated for months 
by means of hot water, iodine and glycerine and general 
tonics, without the slightest improvement. The uterus was 
enlarged, retroverted and perfectly immovable from a thick, 
strong exudate surrounding the organ on all sides. The 
uterus could not be reposited by any means ordinarily em- 
ployed. The woman was bed-ridden. Backache, constant 
pelvic pain, constipation and inability to walk were some of 
the prominent constant symptoms, with profuse and excess- 
ively painful menstruation as a periodical accompaniment. 
In three months' time, by the employment of the 
means I have already described, in this case, the entire 
pelvic exudate had disappeared, the uterus had become 
movable and could be reposited and retained in place with 
a pessary, without the slightest discomfort. The patient 
now two years after treatment is in perfect health. 



CHAPTER XXL 



UTERtNE STKICTUBES. 



Stenoses of tlie uterine canal, are often met with which 
interfere witli the normal functions of the uterus. They 
are congenital and acquired. The congenital is represented 
by the "pin bole os," and the cervical stricture from abnor- 
mal congenital antiilexion. The acquired stenosis arises 
from inflammatory action caused by traumatism, or from 
cauterization of the endometrium, and may exist in any por- 
tion of the uterine canal, its predominating seat being the 
cer\-is, 

GaWaDiam has long been recommended in etrictures of 
the uterine canal, and for rapid, painless treatment of the 
difficulty, I know of nothing better. The acquired variety 
of stricture yields more readily to this agent, lieing caused 
by inflammatory action, but with careful management, all 
cases may be relieved. 




I employ for the active electrode in this work, a sim- 
ply made urethral staff electrode upon the end of which can 
be secured bulbous metal points of any size required. By 



Diseases of Women and Obstetrics, 199 

heating the staff in warm water, it may be bent so as to con- 
form with the direction of any canal. For an external elec- 
trode, a large sponge, membranous or clay electrode may be 
used. 

Method: After carefully exploring the uterine canal 
and stricture with filiform bougies and determining its di- 
ameter, a bulb should be selected a millimeter larger in 
diameter than the stenosis, screwed to the staff, attached to 
the negative pole of the battery and inserted into the canal 
until it is stopped by the stricture. After placing the ex- 
ternal electrode, attached to the positive pole, on the thigh 
or abdomen of the patient, a current of 20 milliamperes 
should be gradually switched on, while a steady pressure is 
maintained against the stricture by the internal electrode. 
Active electrolysis will occur at the negative pole, and the 
bulbous point will gradually traverse the stricture until it is 
passed. The electrode should then be carefully withdrawn, 
while the current is also gradually turned off. Care should 
be maintained to have an exact knowledge of the direction 
of the canal, so that by no possibility could an independent 
track be created which might lead the electrode through the 
uterine wall into the peritoneal cavity. At the next applica- 
tion the same procedure should be repeated, employing a 
bulb a size larger; the treatment should be given twice a 
week until the canal has been enlarged to the desired 
caliber. 

With a pinhole os, a pointed acorn shaped tip may be 
employed while the cervix is carefully steadied with a tenac- 
ulem. Here, the external opening, only, is at fault, and 
often two or three passages of the stricture with successive 
electrodes, each a trifle larger, may be made with advantage 
at one sitting. With the pinhole os we have normal tissue 
to absorb in order to enlarge the opening, and a stronger 
current is consequently required. If, after a reasonable 
time, the electrode does not pass the stricture with a cur- 
rent of 20 milliamperes, gradually increase the strength to 
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30. Usually 4 to 6 applications will thoroughly absorb an 
ordinary stricture of the uterine canal. The superiority of 
results claimed for electrolysis for strictures of the uterine 
canal over dilatation, is the greater permanency of the former. 

STRICTURES OF THE URETHRA. 

The female urethra may be the seat of a cicatricial 
stricture, the result of traumatism, or of an infiltrated 
stricture, the result of urethritis. Electrolysis for the diffi- 
culty here, possesses advantages over gradu&l or rapid dila- 
tation or cutting. The results from electrolysis are usually 
permanent, while from the three procedures mentioned 
above, there are frequent relapses. 

Method: Employ the same form of insulated staff and 
metal bulbs as were described for the treatment of uterine 
stenosis. A bulb is selected which is a trifle larger than 
the first stricture. It is screwed on to the staff and the 
staff attached to the negative pole of a galvanic battery. 
The circuit is completed by the application of a sponge elec- 
trode, on the thigh of the patient, of the positive electrode. 
While the active electrode is passed into the urethra 
and the bulbous point is held firmly in the stricture, the 
current is gradually turned on until 10 to 12 milliamperes 
are reached. By firm, gradual pressure, the electrode will 
slowly dissolve its way through the stricture. When it has 
traversed the stricture or strictures into the bladder, it is 
cautiously and slowly withdrawn until it has repassed 
them, and then the current is switched off. At the next 
treatment, which should be in about three days, a bulb two 
sizes larger should be employed. The applications should 
be repeated at intervals of three days with larger and larger 
electrodes until the difficulty is completely eradicated. A 
current of sufficient strength to cause cauterization should 
never be used for stricture. When a sensation of severe 
pain follows the treatment, the current has been too strong. 
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STRICTURES OF THE RECTUM. 

Strictures of the rectum due to inflammatory infiltra- 
tion, syphilis or cancer, may be relieved in almost all cases, 
and where not cancerous, may often be cured by the proper 
employment of galvanism. 

Dr. Robert Newman, the father of electrolytic stricture 
treatment, reported to the American Medical Association in 
1889, the result of his efforts in the treatment of strictures 
of the rectum in twelve cases. In summarizing, he said: 
**Eight cases were single strictures, four had multiple strict- 
ures. The duration of the malady was from six months to 
twenty years; the causes varied, but haemorrhoids and con- 
stipation were important factors ; other causes were syphilis, 
gonorrhoea, enteritis and dysentery. One case had the com- 
plication of five fistulas, commencing in rectum and ending 
externally in different parts in vulva and gluteal region. 
As soon as the stricture was cured, the fistula healed up 
without any treatment. Only two cases had no previous 
treatment; two had medical and the balance surgical treat- 
ment ; six of which had been operated upon with the knife. 
Not in a single case had the previous treatment been suc- 
cessful; some were entire failures, and all that can be 
claimed in some exceptional instances, was a temporary 
relief followed by a relapse. The three cases 5, 6, 8, were 
certainly improved, but in the end may not prove satisfac- 
tory; one patient had too ma;Qy complications, and while I 
have not heard from her, I know she could not have been 
permanently benefited; the second was an aggravated case, 
and the patient too poor to attend to herself, or even to 
come regularly for treatment. This case was then operated 
upon, and she had to use a rectal bougie regularly, by 
which means she kept the stricture from closing up again; 
but after four years, had a relapse with complications, and 
finally died. The improvement in the third case (No. 
8), has been graciously acknowledged by several surgical 
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authorities; however, the patient had to leave the city, 
thereby interrupting the treatment, and a papillomatous 
growth, which by some was considered cancerous, compli- 
cated the case to such a degree that a cure could scarcely have 
been expected under any treatment. These cases are given 
just as they were, without claiming any success. The re- 
maining nine cases, however, were cured by the electrolytic 
treatment, and as far as known, no relapse has taken place, 
in fi'om one to ten years respectively; except one case 
from which nothing has been heard." Dr. Newman, in 
his conclusions states that '' the best chances for a cure are 
with the fibrous and inflammatory strictures." 

The author has had some experience in the treatment 
of stricture of the rectum by galvanism. Inflanamatory 
strictures can be painlessly dilated by means of a negative 
electrode bougie, when the ordinary rectal bougie has failed 
to give satisfactory results. While malignant stricture can- 
not be cured, the caliber of the bowel may be maintained 
sufficiently large, by means of the proper employment of 
galvanism, so that surgical procedures may be avoided. As 
pressure is contraindicated in the use of electrical bougies 
(electrolysis being relied upon to enlarge the canal) there 
is not the same danger of rupturing the bowel where the 
cause of stricture is carcinoma as with ordinary dilatation. 
Galvanism, too, acts almost as a specific for the pain caused 
by carcinoma in this trouble. 

Method: A strong flexible metal staff insulated with 
hard rubber, upon the end of which may be screwed olive 
metal tips of varying diameters, should be employed as the ac- 
tive internal electrode. (Fig. 73.) A large flat hand, or a 




Fig. 73. 
small clay electrode should be employed as the external or 
passive electrode. 
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The caliber of the stricture should be ascertained by 
means of flexible bougies. A metal bulb should be at- 
tached to the staff of the internal electrode with its great 
diameter one millimetre greater than the diameter of the 
stricture at its smallest point. The staff should then be 
attached to the negative pole of the battery, the electrode 
carefully inserted into the rectum with the point of the bulb 
engaged in the stricture, with the circuit completed by ap- 
plying the positive pole to the thigh or abdomen, the cur- 
rent should gradually be turned on until it reaches a 
strength of 20 to 25 milliamperes. The operator, mean- 
while, with a firm hand, guides the electrode, as it gradually 
dissolves its way through the stricture. After it has passed 
the stricture it is gradually withdrawn and the current 
turned off. Strong pressure should not be employed. Five 
to ten minutes is frequently required to pass an ordinary 
stricture with an electrode which is but a millimetre larger 
than the estimated caliber of the bowel. Applications can 
be made as often as every second day, and with advantage 
as seldom as once in two weeks. The electrodes should be 
increased in size as the caliber of the stricture warrants un- 
til the desired enlargement is accomplished. As the bulb 
of the electrode is increased in size in the progress of the 
treatment, the current can be proportionately increased, so 
that with an electrode of two or three centimetres in diame- 
ter a current of from 30 to 40 ma. can be advantageously 
employed. 

HEMORRHOIDS. 

I quote the following from an article by Prof. J. B. 
Bacon of Chicago, on haemorrhoids. I have watched his 
work aiid therefore can recommend the method in selected 
cases. 

" The use of electricity for curing fibroid tumors of the 
uterus having been a decided success in selected cases, 
many surgeons have recommended it as a curative agent in 
the treatment of haemorrhoids. Although statistics are 



204 Medical and Surgical Electricity in 

not very complete, and the number of experiments made 
are not numerous enough to warrant one in pronouncing 
electrolysis in haemorrhoids a sure ciu'e, yet the reports of 
French, English and American authorities are sufficient to 
encourage us in carrying the experiments further and prov- 
ing or disproving its usefulness. 

" I have been trying the method both in private and 
dispensary practice but a comparatively short time, and in 
every case it has caused a decided decrease in the size of 
the tumors, and in no case was there any secondary haemor- 
rhage or sloughing or after-pains, — conditions certainly in 
its favor. 

'' The pain at the time of treatment is slight when 
applying it to internal haemorrhoids, but its use for the 
external variety causes so much pain, especially while the 
current of electricity is turned on, that an injection of 
cocaine into the tumor as a preparatory measure is im- 
perative. 

" The old method of using electricity for curing haem- 
orrhoids was to have the patient take the positive electrode 
in his hand while a needle connected with the negative elec- 
trode was inserted into the tumor and sufficient current 
turned on to produce a decided cauterizing effect — the treat- 
ment lasting from five to ten minutes. This method was 
not approved on account of the severe pain, especially 
increased by the distance of the electrodes. 

" It has been well established experimentally by der- 
matologists when removing moles, superfluous hairs, etc., 
by means of electricity that the pain is decidedly lessened 
if both poles are in proximity when the current is turned 
on, and in most cases the use of cocaine was thereby ren- 
dered unnecessary. With this idea in view I have had an 
instrument made by the Mcintosh Battery Co. of this city 
that has proven to work quite satisfactorily. It consists of 
a long pair of forceps similar to urethral forceps, (Fig. 73 A.) 
insulated with vulcanized rubber except at a place about one- 
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bal£ inch long on the face of the blades. On the handle of 
the forceps is a set-screw to fasten the wire leading to the 
battery. 

" The instrument is used for the positive pole and the 
hsemorrhoid is seized with the forceps in such a manner as 
to have the exposed metal of the blades clasp it at its base, 
when it can be steadily held or drawn down so as to expose 
' it to view while operating. The negative [wle is connected 
with a disk or needle holder, and I prefer one containing at 
it four needles, (Pig. 73 B.) After grasping the hteraorrhoid 
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I with the forceps, a few drops of a four per cent, solution of 
cocaine are injected into the tumor, after a few minutes 
waiting for the auasthetic effect of the cocaine the needles 
are pushed into the center of the tumor and an assistant 
turns on fi-om five to ten milliamperes of current. Imme- 
diately there will be noticed an escape of hydrogen around 
I the needles, and a decided blanching of the liff^morrhoids. 
The current should lie kept up until the tumor becomes a 
whitish-gray color, usually requiring from two to five min- 
[ ntee time, 

" Microscopical examinations of hemorrhoids prove 
L them in many cases to be real tumors resulting from orig- 
I inal varicosities of the veins that have, through inflamma- 
[ tion and ruptoring of ttie vessel walls, left trabecule of 
t fibrinous tissue interlacing through ita center. Other 
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hsemorrhdids are composed of arteries and capillaries, in 
addition to the veins. 

"The current between the electrodes cauterizes by 
electrolytic action in this tissue composing the tumor, re- 
sulting in its ultimate absorption. 

" There are some points necessary to observe in using 
electrolysis in this class of cases: 

" 1. Give an enema and thoroughly empty the colon 
before operating. 

" 2. Disinfect the tumor before introducing the nee- 
dles, and again after the operation. 

" 3. Never use this method in acutely inflamed haemor- 
rhoids. 

"4. Do not use over one-sixteenth of a grain of 
cocaine hypodermically. 

" 5. Always insert the needles into the tumor before 
the current of electricity is turned on, and have the assistant 
again turn the current off before withdrawing the needles. 

"6. Use a milliampere metre for measuring the 
strength of current, as it is impossible to estimate the 
varying resistance of the tissues in different cases. 

" 7. The needles may be a direct source of infection 
in the hands of a careless operator, and they must be boiled 
before using." 



CHAPTEE XXII. 

GALVANISM FOR CANCER. 

Carcinoma has been successfully treated in two ways 
by galvanism. 

1. By the uninterrupted galvanic current. 

2. By the interrupted galvanic current administered 
in strong doses. 

(1) UNINTERRUPTED GALVANIC CURRENT. 

Drs. Neftel, Robert Newman and Beard and Rockwell 
may be said to be the pioneers in this method of treatment. 

The method consists in the employment of needles at 
the negative pole which are thrust into the cancerous tissue 
or through the healthy tissue at the base of the diseased 
tissue and employing a large indifferent electrode of sponge, 
clay or absorbent cotton, at some convenient distance away 
from the tumor, and then turning on a current of suflScient 
strength to produce active electrolysis at the needle elec- 
trodes. Needles are employed at both poles by some oper- 
ators. 

Cancer of the Cervix Uteri. A localized cancer of the 
cervix should be treated as follows: After exposing the 
cervix with retractors the organ should be transfixed at the 




Fig. 74. 

base of the disease with from three to four strong, half 
curved surgical needles, to which, by means of a divided 
cord (Fig. 74), should be attached the negative pole of a 
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galvanic battery. Upon the surface of the abdomen should 
be placed an indifferent electrode of clay, membrane or 
absorlient cotton attached to the positive pole. A current 
should then be turned on of a strength of 100 to 250 milli- 
amperes. Such a current in itself can be tolerated without 
an anaesthetic, but the pain of the transfixing of the cervix 
may frequently require one. The needles should be insu- 
lated from the vagina by dry cotton or soft rubber. The 
current should be applied for ten minutes. That active 
electrolysis occurs at the needles is demonstrated by the 
white foam gathering at the points of insertion and the 
rapid discharge of gas bubbles. If the cancerous tissue is 
extensive so that the needles allowed at one operation are 
not sufficient to undermine it, a second sitting (employing 
the needles in fresh tissue) should be resorted to. 

The primary effect of this treatment is to cut off the 
nutrition of the new growth by undermining it, while the 
secondary effect, claimed by a few, is a specific influence on 
the cancerous development which checks its growth. 

If the cancer has developed into the body of the uter- 
us, and there is reason to believe it has extended into 
surrounding tissues so that it cannot be thoroughly re- 
moved by a vaginal hysterectomy, electricity may be em- 
ployed as a forlorn hope, as a placebo^ or for its sedative 
effect. Here the negative needles may be thrust into the 
mass of the uterus and the same details followed otherwise 
as described for the treatment of the cervix. I have seen 
great relief obtained and, I am sure, life prolonged, by the 
intra-uterine applications of the positive pole with strong 
currents in far advanced cases. The excruciating suffering 
experienced with this diseasfe, certainly is markedly ame- 
liorated by galvanism. 

Dr. Kobert Newman favors mild currents from 20 to 
50 milliamperes rather than stronger currents from 50 to 
250. My experience makes me have greater confidence in 
the strong doses. 
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1 have given in detail the treatment for cancer of the 
cervix and must leave the reader to apply the details de- 
scribed there in treating cancer in other gynecological cases, 
as the vulva, the rectum and the breasts. Needles from the 
negative pole, one or several in number, according to the ex- 
tent of the disease, should be thrust into the diseased tissue 
and the circuit completed by means of a large surface elec- 
trode at some distance, or by means of needles attached to 
the positive pole. If it is considered desirable to employ 
needles at the positive pole they should be constructed of 
platinum or some other unattackable metal. 

(2) BY THE INTERRUPTED GALVANIC CURRENT — PARSONS' 

METHOD. 

Dr. J. Ingles Parsons in 1889 described a method of 
treating cancer which was decidedly new. {^Lancet Nov. 30, 
1889.) "The patient is anaesthetized; the current is then 
passed through the tumor and the tissues for some inches 
round it by means of fine insulated needles so as not to in- 
jure the skin. A battery of galvanic cells with an electro- 
motive force of 105 volts is used. The intensity of the 
current, to commence with, is ten milliamperes, gradually 
increased to 600 milliamperes and flashed through the 
growth in every direction from 50 to 100 times, according 
to circumstances. The pulse and respiration are carefully 
watched. One out of four cases treated (a woman aged 63, 
with extensive carcinoma of the left breast, a presystolic bruit 
and weak intermittent pulse) was unable to stand more than 
250 ma., and for this reason — when the current is applied 
to the left breast electrical stimulation of the heart occurs, 
and if this organ is healthy an increase in the strength of 
its contractions appear to take place after its passage ; but 
with the' patient who had cardiac disease, the improvement 
only continued up to a certain point and then intermittingly 
increased and great irregularity occurred. In a secondary 
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growth iu the axilla in the same patient, a current of 600 
milliaraperes could be tolerated with perfect safety." 

*'The effects produced by the action of the electricity 
consists in a cessation of growth, gradual disappearance of 
pain, some shrinking and hardening of tlie tumor, and 
enlarged glands, followed by improved nutrition and a bet- 
ter state of the general health. The growth as a whole 
does not disapj^ear, but remains as an inert mass composed 
in all probability of fibrous tissues alone." 

The advantages, as summarized by Dr. Parsons, are as 
follows: (1) There is ng destruction to the normal tis- 
sues of the body, and if recurrence should at any time take 
place its progress can be immediately stopped and the 
treatment repeated as many times as necessary. Life, by 
this means, may be prolonged indefinitely, provided the 
metastatic deposits had not occurred before the commence- 
ment of the treatment. 

(2) Patients are not obliged to lie up for more than 
a day or two as a rule. They lose no blood and are not 
generally any weaker. (3) The current can be passed 
through almost any part of the body and thus arrest 
growths which could not by any possibility be otherwise 
treated. 

There are now on record in the literature a number of 
well-authenticated cases of cures by the Parsons' method of 
treatment. Of course it is yet to early too say that these 
cases will be permanent. Electricity is a potent remedy, 
and by Dr. Parsons it is administered in powerful doses 
and the trial of his treatment will be watched with keen 
interest by the profession. 



CHAPTEE XXIII. 



FARADIZATION. 



In gynaecology, the secondary or induced current, has 
a wide field of application. Two distinct physiological ac- 
tions of the current are recognized and utilized. An in- 
duced current from a secondary coil constructed of short, 
coarse wire, has a marked effect in producing muscular con- 
traction. As this short, coarse wire gives but slight resist- 
ance and allows a current of comparatively large amperage 
to flow, it is called the current of quantity in contradistinc- 
tion to that which is induced in the long, fine wire which 
is called the current of tension. The current of tension has 
a marked anaesthetic effect, and consequently is employed 
in gynaecology to relieve pain. 

Unfortunately, as yet, we have no means of measuring 
the faradic current. We have not even a uniform standard 
for battery construction. The only way that results can be 
estimated at present, is for each operator to describe the 
apparatus which he employs, and the method of regulating 
his current. A committee was appointed a\i the first meet- 
ing of the American Electro-Therapeutic Association at 
Philadelphia, in 1891, whose duty, among other important 
tilings, it is to recommend a faradic battery which may be 
adopted, by universal consent, by all physicians. 

• The battery employed in Gynaecology by Apostoli and 
his immediate followers, is described by Dr. Lapthorn 
Smith, as follows: "The short wire coil, which is about 
twenty-five yards long, and No. 14 or 16 in diameter, is in- 
sulated with silk and varnished between the layers. The 
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fine wire is about No. 40, which is the finest made, and is 
about a mile long.* "Dr. Augustine H. Goelet recommends 
the Engelmann faradic battery (Fig. 32) as the only reliable 
apparatus suitable for gynaecological work, which is manu- 
factured in this country, f In this the coils are arranged 
as follows: ''The secondary coarse wire coil is of No. 16 
wire, about 75 yards long; the intermediate is No. 22 wire, 
225 yards long; and the fine wire coil is of No. 32 wire, 
about 660 yards long." Dr. Goelet, while admitting this 
battery a great improvement upon the old form of appara- 
tus, makes the just criticism that the coils do not wholly 
meet the requirements of gynaecological work, since very 
sensitive conditions cannot bear the current from the finest 
coil. By employing a rheostat with the latter coil when nec- 
essary, the above objection is obviated. 

ELECTRODES. 

There are two methods of applying faradization. First, 
by employing two distinct electrodes with the poles sepa- 
rated, one as the active electrode intra-uterine or intra- 
vaginal, and the other as the passive electrode, placed at 
some convenient location on the surface of the body — as in 
the employment of galvanism. This is called the unipolar 
method because but one pole is made active. Second, by 
employing an instrument which combines the two poles in 
such a manner that they both become active; each coming 
in direct contact with the tissues to be affected. This is 
distinguished as the bipolar method. 

For the unipolar method, the same form of electrodes 
may be used as the active electrodes as those employed in 
applying galvanism. For the bipolar method very different 
instruments are required. 

The vaginal bipolar electrode is shown in (Fig. 75). 

♦Med. News Jan. 25th, 1890. 

fAmsrican Electro-Therapeutic Association, 1891. 
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The two metal surfaces on the mstrument, represent the 
two poles and are independently connected with the two 
binding posts at the proximate end of the electrotle. AVhile 



the two poles are thus combined in one instrument, they 
are completely separated with insulating material, and the 
circuit is completed only when the two metal areas ou its 
enrface come in contact with the tissues of the vagina. 

The intra-nteriue bipolar electrode f Fig. 7fl)is construct- 






Fici. 76, 
ed on the same principle as the vaginal bipolar instrument. It 
is essentially a doiible electrode, with the two poles separated 
a distance of two to four centimetres. "When it is inserted 
into the uterine canal, the uterine tissue alone completes 
the circuit, thereby limiting the effects accurately to a given 
area. Fig. 77 shows the author's flexible bipolar electrode. 



The Unipolar Method is employed when it is desirable 
to affect tissues at some distance from the cavities of the 
pelvic organs, as the round ligaments, or the ovaries, or 
tubes; eB|>ecially when a more or less general tonic effect 
is desired. It is occasionally employed in connection with 
general faradization, when, in conjunction with an atonic 



214 Medical and Surgical iJlectricity in 

condition of the pelvic organs, there exists a general neuras 
thenia. 

The Bipolar Method is almost universally employed in 
pelvic faradization. It is indicated in all forms of localized 
pelvic pain, as a much stronger current can be borne by 
this method than by that which requires one pole to come 
in contact with the skin. For the same reason it is pre- 
fered in cases of purely pelvic muscular nou -development. 
Dr. Lapthorn Smith, writing on this subject, summarizes 
the advantages of the bipolar method as follows: 

1. "It is less painful than the old method, because 
it does not require the current to pass through the skin, 
which is much more sensitive than the vagina." 

2. "It is easier to apply because it dispenses with 
the need of an assistant." 

3. "It allows a much stronger current to be tol- 
erated." 

4. "It is consequently more effective, because the 
higher the intensity of the dose, the more marked the 
effect." 

Faradization is indicated in gynaecology, as may be in- 
ferred from its physiological effects, in (1) Muscular non- 
development, (2) Muscular atrophy and relaxation, (3) Pain. 

MUSCULAR NON-DEVELOPMENT. 

Non-development of the Uterus. This condition, 
characterized by a flabby tubular state of the organ, with elon- 
gated cervix, infantile anti-flexion, scanty menstruation usu- 
ally accompanied with severe pain, is promptly improved by 
the systematic employment of intra-uterine bipolar faradiza- 
tion from the coarse wire. The intra-uterine bipolar elec- 
trode is carefully inserted to the bottom of the uterine canal. 
This can ordinarily be accomplished without the necessity 
of employing a speculum, a point of value, as the physician 
is frequently called upon to treat this condition in unmar- 
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ried women. When, because of flexion or any other reason, 
the electrode cannot be inserted in this way, employ a 
small Sims' speculum, straighten the uterine canal by draw- 
ing on the cervix with a tenaculum, and the electrode can 
be easily introduced, after which, the tenaculum and specu- 
lum may be withdrawn. After the electrode is in place, 
attach the two terminals of the battery to the two binding 
posts of the electrode, and commencing with a light current, 
gradually increase it until the limits of toleration is reached. 
The seance should last for ten minutes. The current should 
then be gradually turned off. The treatments may be given 
with advantage as often as every second day, and may require 
from weeks to months to accomplish a complete development 
of this organ, according to the general physical condition 
of the patient and the success obtained by the physician in 
maintaining, by means of tonic and good feeding, a normal 
state of health. 

Non-development of Vagina. An undeveloped vagina 
has the characteristics of an infantile organ. It is small, 
sensitive, smooth, and without normal secretions. The 
muscular tissues can be developed by applying faradization 
from the coarse coil. A small bipolar vaginal electrode 
should be inserted into the vagina, and after making con- 
nections, a current as strong as the patient will bear with- 
out pain, should be switched on and allowed to act for ten 
to fifteen minutes. The applications can be made as often 
as three times a week. The treatment, necessarily, from 
the nature of the condition, should continue over several 
weeks. 

Ovaries and Tubes. Infantile ovaries and tubes are 
beneficially affected by this stimulating current. This con- 
dition, which ordinarily accompanies non-development of 
the uterus and vagina, may some times exist independently. 
The symptoms are usually scanty and painful menstruation. 
The pain is of a dull character, and. is liable to precede the 
flow for a number of hours, continue throughout and remain 
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to gradually subside eome time after the discliarge ceases. 
The application of the stimulatiug ciirrent here, may be 
either bi[)olar oruiiijmUr. If the Vnpolar method is chosen, 
tlie iiitra-iiterine electroiie should be selected, as it reaches 
uearer the tissues to lie stimulated. Tlie same proceiiure 
should be adopted as for stimulating the uterus, except that 
it may be allowed to act for a longer time at a sittmg — as fif- 
teen to twenty minutes. If the unipolar method is employed, 
an ordinary intra-uterine electrode may be selected, or a vagi- 
iinl okH'trode with hnlf insnlatiou (Fig. 78) with, in either 



case, a large hand sponge electrode placed on the abdomen 
for the indifferent instrument. When the unipolar method is 
employed, the two eleeti'odes should be placed in such posi- 
tion that the organs to be effected, shmild lie between them. 
In this way, they occnpy the field of electi-ical action, audmuat 
get the benefit of it. The cun-ent here, should be as strong 
as the patient can tolerate without jiain, and the application 
last for ten minutes. 

MUSCULAR ATROPHY AND RELAXATION. 

Ati'ophy of the muscles of the organs of the pelvis, fre- 
quently occurs and leaves a patient in about the same condi- 
tion that exists with no n -development of the same organs. 
The treatment is practically the same. 

Atrophy of the Uterus. Here the bipolar iutra-uterine 
electrode should be employed with the stimulating current 
from the coarse wire. The current should be as strong as 
the patient will bear without pain or discomfort, and the 
treatment should last for ten minutes. General tonics 
should not be neglected, and an effort to discover and re- 
move the cause, should be instituted. 
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Atrophy of the Vagina should be treated in the same 
manner as non-development of that organ. (See page 212.) 

Atonic Rectum. This condition, so frequently found in 
women of indolent habits^ and in those, who have for diflfer- 
ent reasons allowed the rectum to become repeatedly dilated 
with accumulated faeces, is one which may be greatly re- 
lieved by means of the stimulating effect of the coarse wire 
inducti<m. It must be pre-supposed that a physician has 
given explicit instructions to a patient in regard to the fut- 
ure regulation of her habits. The cause of the existing 
condition must be found and removed. If there is a torn 
perineum or a displaced uterus to be restored, they should 
be attended to at once. If the diet is imperfect, it should 
be perfected. If the exercise is deficient, it should be care- 
fully remedied. Faradization will only restore the parts to 
health when its action is untrammeled. 

Inaction of the bowels here, is caused by an atonic con- 
dition of the muscular coat from thinning of the muscles 
from inordinate distention. The treatment in these cases 
can be given with advantage every second day. The bow- 
els must be kept empty; so that the organ will be in a condi- 
tion to take advantage of all muscular development gained 
by the stimulation. A bipolar rectal electrode may be used, 
or the ordinary rectal electrode (Fig. 79.), with an indiffer- 
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ent one of sponge placed upon the abdomen. If there is 
reason to believe that the atonicity is confined to the rec- 
tum, the bipolar method should be preferred. The current 
should be as strong as the patient will bear agreeably, and 
the application should last fifteen minutes. 

If there is an atonic condition of the whole lower bow- 
el, or of all the bowels, the unipolar method should be em- 
ployed. In this case the rectal electrode should be inserted 
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and attached to one pole of the battery, preferably the posi- 
tive, and the other electrode, which is to be placed upon the 
abdomen, should be attached to the other pole. A current 
as strong as the patient can bear without pain, should be 
given. An attendant may, with advantage, during the treat- 
ment, slowly move the external electrode over the abdomen 
in the line of the large bowel. The effect of systematic 
faradization applied in the manner described, for inactivity 
of the bowels caused by atony, is some times almost mar- 
velous. 

Relaxation of the Supports of the Uterus. Prolapse 
of the uterus without previous traumatism implies relaxation 
of ligaments or muscular supports. The perineum muscles, 
the muscles forming the vaginal column, the muscles of the 
rectal tube, the few fibers in the recto-uterine ligaments, 
those of the round ligaments, and the vesico-uterine liga- 
ments, are all concerned in maintaining the uterus in its 
normal position. Whatever may have been the determining 
cause of a uterine displacement, if muscular relaxation or 
atrophy is the only one existing, it can be cured by the 
proper use of the stimulating faradic current. If the weak- 
ness is in the uterus itself, or its ligaments, the intra- 
uterine bipolar treatment should be systematically em- 
ployed. If the relaxation is perineal or vaginal, the bipolar 
vaginal instrument should be selected. If the muscular re- 
laxation is of a general pelvic character, the treatment 
should be the unipolar variety, or an alternating of the 
bipolar between the uterus, vagina and rectum. 

Subinvolution of Uterus and Vagina. Dr. Lapthorn 
Smith and others, employ thei coarse wire stimulation of the 
faradic current for subinvolution of the uterus and vagina. 
It is rational to expect good results in this condition. Dr. 
Smith says: "Subinvolution means deficient contraction; 
electricity supplies what is wanting, by setting up contrac- 
tions, at first temporary but afterward permanent; the blood 
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vessels are diminished in size, and the organ becomeB 
smaller, lighter and less Tascnlar.'^ 

A bipolar intra-nterine electrode shoold be employed 
with the maximum current tolerated without pain. Appli- 
cation, ten minutes; frequency, every second day. 

Postpartum (temorrhag^ Faradization, and espe- 
cially the coarse wire current is one of the most reliable, 
prompt and harmless means we have for causing immediate 
contraction of an atonic postpartum uterus. It may 1^ util- 
ized in three distinct forms. Ist. Bipolar intra-uterine; 
2d. Unipolar — with one pole in vagina or uterus, the other 
on the abdomen over the tumor; 3d- One springe electrrxle 
over sacrum, the other over ab^lomen on the uterine tumor. 

The most reliable metho«l is the first The objections 
to it is the necessity of inserting an instrument into the 
uterine cavity. This will not hold good, however, if the 
electrode is rendered aseptic before it is userL After it is 
cleaned, an ordinary bipolar vaginal electr^ie of small size 
should be guided into the uterine cavity. When it in in 
place, the current should be tume*l <»ii uutil the jAtient 
complains of pain, or until the uterus is felt t/> be rapidly 
contracting. The current should be allowe^i t/^ a/rt until the 
uterus has firmlv oontractei^L when it can 1^ Viruh^l ofl^ 
while the accoucheur watches the result If there are hyui\t' 
toms of relaxation, it should l^e iinine«'iiat^Iy reappli't/L 
This should be kept up until the att^n'lAut is satisfies! that 
the difficulty is permanently eontroUe'L 

"Hie second method Ls verv effi'-ient and /n%v S/^z 'rtn- 
ploved with anv ordinarv Ijatt^n' if the ^y^^rse wire "/n\ i» 
not at hand. Insert aft*?r using the onlinAry ?»*^'jAJ'r j>/':- 
cautiona. an ordinarv va^rinal elerf^tnyle jnV/ ti.e -iK'^.uH, 
attached to one pole and pla/ne njA^n "fi.h h^A'p-.u^-a, >. Li: A 
sponge electrode stUtehed Vf the othe.*- jy/Je. »;;;>: ]^s*'>>,*:,'/^ 
the hand electrode firmly ^/rer th^ at^rJne vm^nr jr/vi'j;;;)v 
switch on the current The xMni^ »iJ] r%jy>JJv './j:Afh/:\ j;; 
der the hand. 
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By the third method no electrode is inserted into the 
puerperal track. While the method is not so prompt and 
reliable as the other two, it will often accomplish the result. 
One electrode in the form of a sponge, is placed over the 
sacrum, and the other of the same construction is placed on 
the abdomen, over the uterine tumor. The current is then 
applied until the desired results have been obtained. 

PAIN. 

For pain, the fine wire induction coil is employed be- 
cause of its marked anaesthetic effect. If the unipolar 
method is employed, the active pole, which should be placed 
at or near the seat of pain, should be positive, as it is more 
sedative than the negative. The bipolar method, however, 
is almost always applicable for pelvic pain, and on account 
of its greater convenience, is preferred to the unipolar 
method. 

Dr. Lapthorn Smith, who has had much experience 
with the faradic current, has found four conditions in which 
the fine wire current acts beneficially. They are: 

1. "Ovarian pain where no organic disease could be 
found. The first sitting should last ten, twenty, or even 
thirty minutes if it is that long before the patient can say 
that her pain has gone; it is then well to tell her that she 
may expect the pain to return after a few hours, but that 
each day it will stay away longer, and longer until after a 
variable number of sittings, rarely more than ten, the pain 
will remain away altogether." 

2. "In cases of abdominal pain, due to hysteria, 
it acts promptly, not only in rendering the abdomen insen- 
sitive to pressure, but also in calming the general nervous 
crisis within a few minutes." 

3. " There are many women about the age of 
thirty, who, though fleshy and apparently well supplied 
with blood, do not menstruate at all, or but slightly. These 
women feel uncomfortable; their embo7ipoinf makes them 
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weak, and they have manT nerroos symptoms, which places 
them in the cat^orr of hypochondriacs. Any thing that will 
bring on a fall return of the menstrual flow, gives them 
immense relief. I know of nothing that will attain this object 
more surely than three applications a week of the current of 
tension to the inside of the uterus between the periods. 
Not only will the flow be re-established, but the uterus, which 
before measured less than normal, will soon develop to its 
full size." 

4. "In vaginismus, I have found it remarkably 
effective." Dr. Apostoli has advocated a fifth indication 
with which Dr. Smith adds: "I have not had experience, 
viz: In pelvic pain due to inflammatorj' conditions of the 
uterus or its appendages," "Those who wish to try it will 
do well to remember Apostoli 's warning, not to push the 
strength of the application beyond the point which can be 
easily borne, while on the other hand, in pelvic pain of non- 
inflammatory or hysterical nature, it is some times an ad- 
vantage to push the current rapidly until its full streugth 
is turned on." 

Method of Application : The same directions should 
be followed as for the administration of the coarse wire cur- 
rent. For ovarian or uterine pain, the intra-uterine bipolar 
electrode should be employed. For vaginismus, a small 
bipolar vaginal electrode is suitable which may be increased 
in size as the trouble yields. 



CHAPTEE XXIV. 



STERILITY. 



Sterility a symptom, and one the cause of which is 
not always confined to the patient seeking relief, is a condi- 
tion which must be treated through its causes. Those 
which may be successfully dealt with by electricity may be 
enumerated as follows: Vaginismus, non-development or 
atrophy of the uterus, non-development of the tubes and 
ovaries, acute uterine flexions, uterine stenosis, and 
chronic cervical catarrh. 

Sterility caused by vaginismus or sensitive and irritable 
vagina, which prevents normal cohabitation may frequently 
be relieved by the employment of fine wire faradism (see 
p. 210) by means of a small bipolar vaginal electrode. A 
few applications have been known to cure the difficulty. 
The operator should commence with a light current, and 
gradually increase it from day to day. 

Sterility caused by non-development or atrophy of the 
uterus, tubes and ovaries should be treated by a systematic 
course of coarse wire faradism, as described in treating of 
those conditions in another chapter (p. 211). It may be 
necessary to treat these cases for several months before the 
organs may be said to be thoroughly developed. When 
acute uterine flexions result in sterility the muscular tone 
of the organ should be developed by using the coarse wire 
induced current. 

Uterine stenosis, a frequent cause of sterility, is treated 
of at length in the chapter devoted to that subject. The 
negative pole of the galvanic current is employed with an 
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intra-uterine staff terminating in an insulated bulb. These 
bulbs are different sizes, and by electrolytic action the canal 
is gradually enlarged by their successive employment. 
Besides enlarging the canal and overcoming the stenosis, a 
salutary tonic effect is produced on all the pelvic organs by 
the galvanism. 

Chronic inflammation of the cervical mucous membrane 
and the deep Nabothian glands, giving rise to the character- 
istic tenacious albuminous discharge, is a frequent cause of 
sterility, by its obstruction of the mouth of the uterus. 
This condition, as was described on page 189 may be effect- 
ually cured by the aid of the positive intra-uterine pole of 
the galvanic current. An electrode is selected which fills 
the cervix, and when inserted is attached to the positive 
pole ; after the circuit is completed by applying an abdom- 
inal electrode, a current of 50 to 75 milliamperes is turned 
on and allowed to act for five minutes. When an attempt 
is made to remove the internal electrode, it will be found 
firmly attached to the secretion of the canal, which has be- 
come thoroughly coagulated. A little tension removes the 
electrode with the adherent mass of secretion, to the ulti- 
mate ramification of the deep glands. The exposed, clean, 
mucus surface can now be treated, and after a few such ap- 
plications the cervix will be cured. 



CHAPTEE XXV. 

»THE S. WEm MITCHELL TREATMENT FOR HYSTERO- 
NEURASTHENL\, OR NERVOUS EXHAUSTION OP WOMEN. 

Hystero-neurasthenia is a name thai I gave several 
years ago to an often recognized class of female difficulties 
which has not a well-defined place in medical literature. 

The symptoms of this class of cases are as difficult to 
enumerate and describe as the individual cases are difficult 
to manage to a successful issue. Under the term hystero- 
neurasthenia, I wish to include no symptoms which can be 
traced to a distinct pathological lesion of any one organ, 
but to a host of symptoms that can be accounted for in no 
other manner than by being the result of a partial or gen- 
eral nervous inefficiency, or perversion, of the nerves con- 
trolling the organs peculiar to women. 

The first of these conditions, nervous inefficiency, may 
be congenital, or the result of excessive exercise of the func- 
tions of the organs of the pelvis, from a long and prolific 
child-bearing season, excessive cohabitation, or undue treat- 
ment of a local variety. The second condition, nervous per- 
version, will be found the result of excessive brain work, 
either as a consequence of early study, or from literary ex- 
cess, teaching, and clerical work common to women of ma- 
turer life, the worries of motherhood, anxieties of impending 
or actual misfortune, prolonged lactation, nursing of the 
sick, excessive physical labor, and rarely masturbation. 

The symptoms of this class of cases are too numerous 
to mention in detail, and inasmuch as each case has its own 

^The Bubstance of this chapter was read before the Chicago Medical Society, 
March 7, 1887. 
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peculiarities, 1 will remain content to recite a few of the 
most prominent and common symptoms. General anaemia, 
or deficiency of red corpuscles, is a very common, but not 
universal symptom. The anaemic cases usually complain of 
loss of flesh, although it is well known some anaemic 
patients gain flesh; and where this state of affairs exists 
the functions of the generative organs usually suffer, as is 
often manifested by coincident amenorrhoea and sterility. 
Upon questioning these patients the keynote of a general 
outpouring of subjective symptoms is struck, when the 
womb is reached in the list of interrogations — bearing-down 
pains, backache, leucorrhoea, neuralgia in ovarian region, 
painful menstruation (pain before menstruation, during the 
flow, and for days following), frequent urination, constipa- 
tion — "bowels never move without medicine" — painful 
defecation, neuralgia in all parts of the pelvis at regular or 
irregular intervals, in the ovarian region, one or both sides, 
uterus, vagina, bladder, perineum, rectum, and even the 
urethra. Standing and walking is accomplished very seldom 
without fatigue, and scarcely less rarely without pain in the 
loins and lower pelvic region. 

These sufferers usually have worn out the patience of 
one or two physicians; many times are pronounced hyster- 
ical incurables, who imagine many of their aches and are 
therefore considered unworthy of more dignified attention 
than that required to prescribe an anodyne, a hypnotic or a 
blister. These cases are much too interesting, and the 
credit of effecting a permanent cure of too much gratifica- 
tion, to say nothing of duty, for us to be satisfied to list- 
lessly alleviate symptoms, when it lies in our power to do 
more. 

Upon physical examination this class of patients pre- 
sent few well-marked subjective symptoms. There is no 
evidence of hereditary taints. As this trouble is referred to 
the uterus, the first local examination is made of the pelvic 
organs. The vulva is often pale in color from general 
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ansBmia. The mucous membrane within the vagina presents 
a faded, lax appearance. Tlie external genitals are some- 
times bathed with mucus secretion from the relaxed vulvo- 
vaginal glands. The vagina is often sensitive, bathed with 
mucus frequently; at other times abnormally free from 
secretion. The uterus is normal in size and location, with 
perhaps the exception of slight prolapsus from the general 
relaxation of all the surrounding T>ai'ts. It is very movable, 
as a rule. The organ is very liable to be marked by hyper- 
sensitiveness on [)ressure. A slight mucus discharge from 
the cervix, of a milky character, is rarely absent. The cer- 
vix is usually pale in color. Pressure in the ovarian region 
causes pain, or at least a feeling of sensitiveness ; the ova- 
ries can be frequently engaged between the hand placed 
over the relaxed, thin abdominal walls, and the index finger 
in the vagina, and will often be found considerably enlarged. 
The rectum is rarely found in other than a relaxed condi- 
tion. There is frequently much tenderness about the anus, 
with slight nodular enlargement of the external hsemor- 
rhoidal veins. Faeces are often found in the lower bowel. 
The bladder is often sensitive to slight pressure, and not 
rarely, where the patient is amemic, there will be a pouch- 
ing of its neck. The urine is pale, and commonly filled 
with phosphates and mucus. Upon manipulating the ab- 
dominal wall there is scarcely a point that does not seem 
most sensitive, except, perhaps, the ovarian region. The 
muscles are flabby and relaxed upon the limbs, although 
occasionally covered with soft fat. 

The heart action in these cases, while not strong, is 
usually regular. The exception to this is in very nervous 
patients where, through sympathy of a rebellious or weak 
stomach, palpitation and heart-burn will be a complication. 
The capillary circulation is frequently slow, as evidenced 
by the slow return of the circulation to a part deprived of 
its blood by pressure of the finger. 

The digestion is often fair, but rarely very good. At- 
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tacks ot nausea are frequently complained of, coming on 
without any warning and disappearing in the same way. 
Occasionally, downright attacks of indigestion are experi- 
enced, which may not be confined to the stomach, but affect 
the whole digestive tract. These attacks may be accom- 
panied with headache. Spinal tenderness in one or more 
legions is often present; this will frequently be found quite 
marked in the lower dorsal or first lumbar region. 

Besides the symptoms enumerated, which can be said 
to rank under the head of hystero-neurasthenia, we may 
have, in addition, all the symptoms that are common to 
general neurasthenia, the special symptoms about the pelvis 
determining the disease, because of their greater promi- 
nence and severity. While we have found by general 
examination of these cases, both subjective and objective, 
not one organ in the pelvis or abdomen in vigorous health, 
and not one free from weakness and tenderness, we have 
not found an actually diseased member — that is, diseased 
from any pathological condition peculiar to itself, but rather 
from a general lack of balance between supply and demand 
in the nutrition of several. And while it is rare for a sin- 
gle case to present all the symptoms above noted, occasion- 
ally, as many of us can testify, all these and others will 
manifest themselves in their most aggravating form in one 
Buffering individual. 

Though no exact pathology of these cases has been 
definitely demonstrated, except through the deductions 
drawn from successful treatment, the fault is generally con- 
ceded to lie in a weakened or incomplete state of that part 
of the nervous system which presides over the nutrition of 
the organs involved. A general malnutrition, then, of the 
parts implicated is that toward which we must direct our 
treatment. As these patients always complain of being 
tired, the first indication for treatment is rest. As thev are 
almost invariably anaemic, proper feeding is the second 
indication. As a case is rarely found in which nervous 
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debility is not the rule, seclusion from annoying surround- 
ings is a third indication. Sleeplessness, which is fre- 
quently a conspicuous symptom, gives us a fourth indication. 

The prominent requirements, then, in these cases are: 
1. Rest. 2. Proper feeding. 3. Seclusion. 4. Sleep. 

How can we obtain these four requisites without over- 
drugging our patients ? We must introduce some means by 
which an irritable body, that is unable to assume the recum- 
bent position without resting upon some painful spot, may 
lie down without pain. We must feed properly a patient 
whose appetite is capricious, whose stomach may be irrita- 
ble and rebellious, whose bowels will not "agree" with any 
thing that is suitable to sustain life. We must put into 
seclusion patients who imagine they require the sustaining 
sympathy of innumerable dear ones. We must produce 
sleep in a class of patients who have long ago worn out all 
the safe and efficient hypnotics. 

I have had experience enough with these cases to satisfy 
myself that permanent cures can very often be efPected by 
a line of treatment that has been practiced so successfully 
in general neurasthenia by that eminent Philadelphian, S. 
Weir Mitchell. AVliile Dr. Mitchell was the originator of 
this systematic line of treatment, of which I can only hope 
to give merely an outline at this time, it has been adopted 
with great success by others, and by none with greater suc- 
cess than Playfair, of London. 

Dr. Mitchell seeks to meet the four requirements in the 
treatment of these cases by first getting full control and 
confidence of the patient. AVithout this first requisite, the 
case is a failure. After this is accomplished he makes the 
remaining part of the problem feasible by a combination of 
entire rest and of excessive feeding made possible by pas- 
sive exercise obtained through the use of massage and elec- 
tricity. 

A physician, to treat these cases successfully, must 
have an eye to detail, possess at least the ordinary amount 
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of tact, perseverance, firmness, and good executive ability. 
The nurses employed should be educated, intelligent, 
strong young persons, who are able and willing to work, 
and who can make themselves very agreeable; who possess 
tact and firmness, the latter without sternness. They 
should understand and be capable of performing thorough 
massage, administer a vaginal douche properly, and be 
adepts at preparing tempting sick-room delicacies. 

In further describing this system of treatment I -v^ill 
give, for the sake of brevity, the details of treatment of a 
typical case of the kind that recently came under my ob- 
servation: 

The patient, a young married lady in the better class 
of society, without children, had been treated for "womb 
difficulties" for three years by at least two St. Louis physi- 
cians, from which city she had recently moved to Chicago. 
She had gradually become worn out from unsuccessful local 
treatment, and was about to give up in despair. She was 
in an extreme state of anaemia ; had been gradually reduced 
in flesh firom 120 to 100 Jbs. Menstruation irregular and 
painful throughout. Bowels never moved without assist- 
ance. Appetite gone, and what little food she could be in- 
duced to take remained like a load on her stomacli and gave 
her considerable pain. Besides the loss of appetite and in- 
digestion, she had considerable ovarian neuralgia, general 
pelvic hypersBsthesia, and intense sacralgia. She was also 
troubled with persistent insomnia. 

Physical examination elicited no localized pathological 
condition. Uterus natural in size and locution, and mova- 
ble. Ovaries not enlarged, but very tender. While there 
was general hypersesthesia in every direction from the vagi- 
na, there was evidently no cellulitis or peritoneal inflamma- 
tion. The urine was normal. 

The scheme of treatment mentioned above was ex- 
plained to the patient, and she immediately acquiesced 
when advised to make a trial of it. Contrary to Dr. 



230 Medical and Surgical Eleciriciiy in 

Mitchell's advice, she was not separated from her family, 
there being but her husband, and he at home but a small 
portion of the day. Be it remembered she was unable 
to retain even a very little of the blandest food without dis- 
tress. 

She was immediately put upon an exclusive milk diet. 
The diet for the first day was laid down as three ounces of 
milk every three hours. She took at this rate, in the first 
twenty-four hours, twenty-one ounces of milk. The second 
day the amount was increased to twenty-eight ounces by 
increasing each allowance to four ounces. 

The third day, as the patient was doing remarkably 
well and the stomach was free from pain, one ounce of thinly 
cut stale bread, well toasted, was given in addition to the 
milk that was due at the three regular meal times. 

The fourth day six ounces of milk were taken every 
two hours, with double the amount of toast that was given 
the day before. All the dyspeptic symptoms had at this 
time disappeared, and the patient, notwithstanding the 
amount of milk taken, commenced to ask for her meals. 

The fifth day she was allowed in addition to the milk, 
for breakfast, about one and one-half ounces of finely chop- 
ped steak of beef rarely broiled ; this, with about one ounce 
of stale bread with butter, was taken with great relish, and 
without subsequent distress. At noon, on account of a 
little feeling of nausea, she had nothing except her regular 
milk diet. An afternoon sleep left her with an appetite for 
her supper. She was then given three or four raw oysters, 
with toast and a small cup of tea. This was taken with 
relish, and there was a disposition to take more. . 

The sixth day, on account of the patient exhibiting a 
slight disgust for the large doses of milk the allowance was 
reduced to four ounces, it being rendered more nutritioun 
by making it one-third cream. Besides the twenty-eight; 
ounces of milk and cream, she was given this day the juice 
from one pound of beef in three doses, at 10 A. M. and 3 and 
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8 p. M. Besides this, the patient took part of a cup of 
coflFee and an ounce of bread with butter for her breakfast, 
a lamb chop for her dinner, with bread and butler, and raw 
oysters with toasted crackers and butter for 6 o'clock suppei*. 

From this time on while the patient remained under 
treatment with me, she had no trouble, with judicious care 
in its selection, in retaining and relishing an incredibly- 
large amount of food. She would take, besides three large 
meals a day, a quart of milk and cream, and the juice from 
one-half to one pound of beef. 

The digestion and assimilation of this large quantity 
of food by an irritable alimentary canal was made possible 
by -systematic passive exercise. The routine of treatment 
for the day in this case was as follows: At 8:30 a. m., or as 
soon as the patient had awakened, she was given a light 
sponge bath, her hair was arranged, and her milk and break- 
fast taken. At 9:30 a. m., if the bowels had not moved 
spontaneously, a small rectal injection of soap and water 
was administered. This was not found necessary after a 
few days' treatment. At 11 a. m. or thereabouts tlie patient 
was given general faradization with an idea of reaching all 
the motor points of the superficial muscles. The region of 
the colon, especially of the transverse and descending colon, 
with special efforts at stimulating the rectum, was systemat- 
ically sought. This treatment required from three fourths 
to one hour's time. The patient usually took a short nap 
after this treatment. About 1 o'clock she was induced to 
take a light dinner, or more y)roperly, lunch. 

In the afternoon, if necessary, the nurse would interest 
the patient by light reading for an hour, if she wore not 
inclined to sleep, which was frequently the case. At 5 
o'clock a light, rapid sponge bath wns administered, fol- 
lowed by gentle rubbing of the skin with a dry ])ath glov(\ 
This proceeding occupied thirty minutes, after which the 
patient was again allowed to rest for an hour. At (Jrl^Oor? 
p. ^ she was given her dinner. The milk, in the meantime, 
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had been administered at regular intervals throughout the 
day. After the dinner or supper the patient was read to or 
amused in some way, or if she was so inclined, allowed to 
sleep. Nothing, except the amount they eat, will astonish 
one more than the amount of sleep some of these patients 
seem to require. 

At 8:30 or 9 p. m. the regular preparations for bed com- 
menceA This began with a systematic massage which in- 
eluded all parts of the external muscular system, and occu- 
pied about one hour. The patient was then moved to a 
couch, given a large vaginal douche of hot water while in 
the recumbent position; her bed in the meantime was 
changed, and she was at last, after a hard day's work, in 
which she had been but a passive laborer, deposited in it 
for the night. 

This patient remained under this systematic treatment 
for about eighteen days only, at the end of which time it 
did not seem necessary that she should be kept under such 
close observation longer. She expressed a very strong 
desire to go with her husband, who was about to make a 
business trip south. Inasmuch as she was, to all appear- 
ances, now perfectly well, I gave my consent to this arrange- 
ment. She could take and digest more food than she had 
been able to for years, without a dyspeptic symptom; her 
menstrual period had passed without a pain; the pelvic 
hyperaesthesia, while not entirely subdued, was much im- 
proved ; the vaginal leucorrhoea was entirely checked. The 
patient had gained ten pounds in weight. Her skin was 
now ruddy and healthy in appearance, and she felt strong, 
well, and in the best of spirits when she left the city. I 
have since seen the patient, and she assures me that she is 
in the best of health, and she certainly appears so. 

All cases, however, in which the treatment described 
here seems applicable, will not give the brilliant results that 
twenty days' treatment accomplished for me in the above 
case. Every symptom of importance here disappeared 
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after four days' treatment, and subsequently there was 
nothing left to accomplish but to increase the flesh and 
strength of the patient The getting up was gradual ; at 
the end of about the ninth day she was allowed to sit up in 
a large upholstered armchair for one hour in the forenoon. 
This was followed rapidly with greater liberty, and at the 
end of the fifteenth day she was about the room fully 
dressed; and at the end of the twentieth day was ready to 
travel. 

Frequently grave complications are met in the treat- 
ment of these cases. Occasionally a patient has been thor- 
oughly disgusted with milk on account of excessive use of 
it in previous treatments. Others have the impression that 
it "makes them bilious," and it is not taken on that accouut. 
By taking pains to explain that milk is one of the most per- 
fect forms of food, and that it is an important factor in the 
successful treatment, most patients will be induced to try it 
in small, often repeated doses. There is occasionally a 
patient found who cannot take milk in the raw state; the 
taste is objectionable, and the stomach rejects it. In such 
cases milk will often be well received if prepared with Fair- 
child's peptogenic milk powder. This is also a valuable 
addition when the patient becomes tired of milk late in tlie 
treatment. Beef juice prepared after Weir Mitchell's form- 
ula, either raw or cooked, is sometimes a good substitute. 
Patients are frequently found who can take scalded milk 
who cannot bear it in the raw state; and, again, fre(piently 
if mixed with cream, when milk alone nauseates. Where 
this important article of diet is not tolerated under any dis- 
guise, other food must be adopted which will accompli si i iiio 
same end. Here, in selecting a suitable substitute for 
milk from the long list of natural and artificial foods, is 
where the ingenuity and experience of the physician arti 
heavily taxed. 

Occasionally among these patients will ])o found one 
who requires an alcoholic stimulant. This is often indi- 
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cated where there are sudden attacks of nausea. Hoff's 
fluid malt often arouses a desire for food, if given three or 
four times a day in small doses ; the hop principle often 
acting, in addition, as a pleasant hypnotic in these cases. 

Where the bowels are not sufficiently stimulated by the 
manipulation and faradization to cause an evacuation daily, 
a capsule containing ext. nux vomica ^ gr., ox. gall. gr. ij. 
aloin I gr., or something similar, should be administered at 
bedtime. 

In spite of feeding, rubbing, and faradization, patients 
are occasionally found whose insomnia will persist. These 
cases I endeavor to control by giving them a hypnotic in 
such a way that they are not aware of the fact, and are led 
to attribute the sleep to the treatment. A favorite method 
is to saturate a loose vaginal tampon witli a solution of 
chloral in glycerine and insert it the last thing at night. 
Sufficient chloral is absorbed to produce sleep, and the local 
anodyne effect upon the surrounding organs is not unpleas- 
ant. This can gradually be reduced in strength as the 
effect of the general treatment is sufficient to make it unnec- 
essary. I have found also the triple valerianate pill of 
quinine, zinc and iron, valuable in cases in this condition; 
asafcetida pills are sometimes valuable at this point. 

The urine should be examined occasionally in these 
cases to guard against harm arising from the excessive 
feeding. 

If iron is indicated it can be given in small doses ad- 
vantageously, in fluid malt, or, in case malt is not an article 
of diet, in a capsule. For administration in malt citrate 
of iron, quinine, and strychnine in 1 -grain doses make an 
elegant preparation. 

Success, however, depends much more upon the attend- 
ance the patient receives than upon the selection of drugs. 
Massage is given here with the idea of producing as much 
tissue change as possible, and the nurse who can accomplish 
the best results in this direction, as indicated by the amount 
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of food taken and assimilateil. is the CTeatest s^acvess. The 
faradization I do not nsaally entro-st t. » a nurs^. &Ith< •n^h 
au intelligent trained nurse can S4m»u l>e taught t<> m.'iiiipu- 
late the faradie machine. The end &«>ught here is simply 
to cause contraction of all the muscles of the Ixxlv that can 

m 

be brought under its influence, and to stimulate the circula- 
tion. For this purpose I place a large electr««le uud-^r 
the two feet of the patient as she lies in l>eil with knees 
flexed; this electrode is attacheil to one jKtle «»f an •■rdinary 
interrupted faradie battery. At the «»ther |»i»le I attach a 
bifurcated cord terminating in two small haii«l electni^les, 
made to fit the palm of the hand in such a manner as not to 
interfere with the flexion of the fingers. A process i»f kneatl- 
ing or petrisage is performed over the surface «if the UkIv. 
dwelling particularly upon the motor p(»intsof the muscles, 
while the current is simply strong enough to pr«.Hluce an 
agreeable prickling sensation. 

In this chapter I have not been able to d<» more than to 
give the merest outline of a treatment ot a comlition which 
we all often meet in practice. In citing the particular case 
I have, I did so because of its being a typical one of tlie 
kind, and one in which the complete treatment in its most 
uncomplicated form could be demonstratf*il as a success. 
From this any intelligent physician can readily coinprehenil 
the scheme of treatment, and can as readily understand how 
many difficulties might arise that would complicate the 
treatment, at the same time not necessarily prove insur- 
mountable barriers to its ultimate success. 
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DYSMENORRHCEA AND AMENORRHCEA. 

Dysmenorrhcea. DysmenorrLoea, being a symptom of 
a variety of pathological conditions, and as many of which 
have already been considered, I must refer the reader to 
the appropriate place of each for detailed treatment while 
contenting myself with suggesting indications. 

Painful menstruation arises from obstructions to the 
genital tracts, non-development or atrophy of the uterus, 
tubes and ovaries, inflammatory deposits, congestion of pelvic 
organs and neuralgia. 

Obstructive Dysmenorrhcea, caused by narrowing of 
the cervical or uterine canal, by congenital pinhole os, by 
inflammatory stricture or stenosis of the canals, or by flexions, 
may be beneficially treated by electricity in some form. If 
caused by pinhole os, or by cervical or uterine canal strictures, 
galvanism employed as described for strictures (on page 198) 
should be applied. If caused by an acute flexion of the uterus 
which is of such long standing that the muscular tissues 
on the concave side of the uterus have become atrophied the 
coarse wire current of the faradic machine should be used 
with the intra-uterine bipolar electrode, in order to favor 
uniform muscular development of the organ. For this pur- 
pose I employ an electrode which is flexible and elastic, and 
which, after its introduction, will exert a constant force, in 
its efforts to straighten, on the flexed canal in a direction to 
overcome the flexion. It is well, too, at each application to 
straighten the organ, if possible,, by bimanual manipulation. 

Thus, while the induced current is working to restore muscu- 
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lareqailibiionu by direct mechanical means the organ is l>e- 
ing molded to its normal condition. As soon as the organ is 
restored, dysmenoirhoBa, caused by this defect, must of ne- 
cessity disappear. 

Dysmenorrhoeafironr Non-Development of the uterns« 
tubes or oraries must be treated bv means of the ci^arse 
wire stimulation of the induced current as detaileil in treat- 
ing the subject of non-development and atrophy of the 
uterus. Dysmenorrhoea caused by }>artial development i>f 
the tubes, a condition which F. B. Eobinson has frequently 
pointed out, is one which I believe may be l>enefiteil by the 
action the coarse wire current exerts on these organs. 

D]rsmenorrh(£a which is caused by products of in- 
flammation imprisoning the tubes and ovaries or by intersti- 
tial infiltration of the ovaries mavfrequentlv be cured, 1 be- 
lieve, by the systematic and |>ersistent employment of the gal- 
vanic current. It should be employed by applying an active 
electrode in the vagina, crowded well into the oul-ile-sacof 
the side affected, or by the employ nuMit c^f an intra-uttM'ine 
electrode, either of which should be negative and oi>niple(- 
ing the circuit by the employment of a small abdominal or 
hand electrode in such a 2>osition on the alulonnMi as 1o 
cause the current to traverse the seat of the exuilati^s. A 
current of 50 milliamperes may be employed. The (hmiI- 
ment maybe re-enforced by hot water douehes, tamponmh^s, 
saturated with reduced glycerine, iodine, etc. 

Dysmenorrhoea caused by congestion of tlu^ pi^lvit^ 
organs may not be cured by ehu'tricity becausi^ of a])ermM- 
nently acting cause. Chronic constipation, as a result of 
inaction, leading to an impairment of th<^ |)ort/d circulation, 
and inactivity of the bowel musch^s may hvul to pelvic <M»n- 
gestions and Dysmenorrhoea. This (Condition w<^ hnvc sncn 
(p 214) may be remedied l)y the stimulating <'IT(u't of tlm 
coarse wire current em])l()yed by l)i|)olar el(M*trod(^ in the 
rectum. Forms of congestive dysmenorrhd'a, the causes of 
which are obscure or have c(iased to fict, mu fnMpiently he 
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relieved and cured by the systematic employment of intra- 
vaginal, intra-uterine or intra-rectal bipolar coarse wire 
faradism. The congestion is relieved by stimulating the 
muscular tissues of the pelvis, direct action upon the mus- 
cular coats of the blood vessels .and stimulating the vaso 
motor system. 

Neuralgic Dysmenorrhoea should be treated by the 
fine wire induced current. The intra-uterine bipolar elec- 
trode should be employed about three times the week before 
menstruation is due. If severe neuralgic pains should 
appear during menstruation, external faradization with the 
fine wire should be employed. Place one sponge electrode 
over the sacrum and the other over the seat of pain on the 
abdomen. 

AMENORRHCEA. 

Amenorrhoea, either of a local or constitutional origin, 
may often be beneficially influenced by the rational use of 
electricity. When amenorrhoea is caused by obliteration of 
the genital canals, of course electricity oflPers no remedy. 
Amenorrhoea caused by non-development of the uterus and 
tubes or from atrophy of these same organs where the 
ovaries are healthy and active, should be treated by the bi- 
polar intra-uterine coarse wire induced current as described 
in detail (on page 211) for non-development of the uterus. 
It should be persisted in for several months if necessary, 
the applications being given as often as three times a week. 
General treatment, hot water douches and other stimulating 
local treatment should not be neglected. 

Amenorrhoea caused by general constitutional aisturb- 
ances which lead to anaemia, and where the anaemia has been 
relieved by appropriate general treatment, may be cured by 
the stimulating eflPect of the coarse wire induced current. 
Here the unipolar method may be employed with benefit. 
One pole, the positive, as an intra-uterine or intra- vaginal 
electrode may be employed an^ the indifferent pole in the 
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form of a hand sponge electrode, mar be used on different 
portions of the sar&ce of the bodr. In these cases aix\>m- 
pauying anaemia I frequently give general faradization 
(see jiage 22S» employing the intra-nterine or vaginal elec- 
trode instead of one under the feet or over the alxlomen. 
Here general stimulation is effected coupleil with a strong 
local influence where it is most needed. 



CHAPTEE XXVII. 

EXTRA - UTERINE PREGNANCY. 

The employment of electricity, according to A. Broth- 
ers, of New York, who has collected much interesting ma- 
terial on the subject, in extra-uterine pregnancy, dates back 
to 1853, when Bachetti resorted to electro-puncture with 
the f aradic current and succeeded in arresting a tubal ges- 
tation. According to Garrigues (American Gynaecological 
Society Transactions, 1882), Braxton Hicks employed the 
f aradic current for the purpose of destroying a three months' 
extra-uterine foetus in 1806, and abandoned it after three ap- 
plications. His patient subsequently died from haemorrhage 
as a result of vaginal puncture of the foetal sack. According 
to the same author, Allen, in 1869, treated a case with fara- 
dization, which recovered. 

CASES. 

In 1888, A. Brothers ^ collected forty-three cases of 
extra-uterine pregnancy which had been treated by electrici- 
ty. Of this list "two were treated by electro-puncture, 
twenty-one by faradism, sixteen by galvanism, two by both 
currents and one by Franklinism ; in the remaining cases 
either faradism or galvanism was used, but the reporter did 
not specify which. Two cases terminated fatally ; the case 
of Braxton Hicks, as the result of subsequent puncture of 
the cyst five weeks later, and hence the fatal result cannot 
be attributed to the electricity ; and the case of Janvrin, in 

* Amer. Jour. Obstetrics, 1888, p. 479. 
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which hsBmorrhage was induced from a ruptured artery on 
the sac-wall, which had spontaneously opened nine days 
previously." In cases of Munde, Lusk, Gardiner and Chad- 
wick, alarming symptoms developed for a time but the pa- 
tients recovered. " In all of the forty-three cases except- 
ing two the foetus was killed. Of these, in the case of Hicks 
the method was abandoned after two trials ; and in the case 
of Garrigues the foetus was displaced from the tube into 
the uterus where it continued to grow. In the cases of 
McBurney, Garrigues and Trush, the current set up contrac- 
tions in the muscular layer of the fallopian tube, which re- 
sulted in the expulsion of the foetus into the uterine cavity. 
In the cases of Lusk and Chadwick the treatment was fol- 
lowed by suppuration in the sac and septicaemia." 

; The foetus in each case began to work its way out 
through a spontaneous opening in the vagina and this pro- 
cess being arrested, both patients recovered. In Lusk's 
Septicaemia case a previous puncture of the sac with an as- 
pirating needle probably accounts for the infection. 

In 1890 (Journal Obstetrics, page 113) Brothers con- 
tinues his series with ten additional cases. Of these, two were 
treated by galvanism, both being cured; five by faradism, 
all being cured; three with faradism and galvo-puncture, 
one being cured and two dying. 

Thus, to summarize Brothers' fifty-three cases, four 
terminated fatally, five were treated by electro-puncture, 
eighteen by galvanism, twenty- six by faradism, two by both 
currents and one by Franklinism. 

Of the four fatal cases, one was treated by faradism 
and died as a result of a subsequent puncture of the cyst 
five weeks later (not properly death from electricity). One 
by galvanism in which the author, Janverin, acknowledges 
that laparotomy should have been performed because of sus- 
pected previous internal haemorrhage. Two from electro- 
puncture. 

In 1890 (Ibid) Dr. Brothers, in his article, gave the 
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result of his researches, by correspondence and otherwise, 
of the subsequent behavior of twenty -five cases which were 
under observation for periods ranging between one and 
eight years after the employment of electricity. At least 
fourteen of these cases were under observation for periods 
longer than three years. " In eight cases a thickening or 
distinct tumor is referred to as present at the time of the 
last examination ; in nine cases the local condition is not 
mentioned, and in the remaining eight cases nothing was 
found. In Lambert's case the woman presented symptoms 
of suppuration, but this passed away in time and required 
no surgical interference. In none of the other cases did the 
tumor seem to cause the slightest inconvenience. In two 
of the cases a recurrence of the extra-uterine pregnancy 
took place years later; both were subjected to a repetition 
of the treatment, with a similarly fortunate termination. 
The condition of health of these patients when last seen, 
was quite satisfactory. Two of the patients (those of Cocks 
and Gardiner) were reported as suflfering from symptoms 
in no wise different from those they suflPered for years pre- 
vious to the extra-uterine pregnancy. Six of the women 
went through one or two subsequent normal pregnancies, 
and one suflPered a miscarriage. 

DIFFERENTIATION OF CURRENT. 

From an analysis of all reported cases we find four fa- 
tal cases. Of Brothers' collection of fifty -three cases, five 
only were treated by electro-puncture, and in the five cases 
are found two of the fatal ones. Then, when we remember 
that the other two fatal cases cannot be traced directly to elec- 
tricity as the cause of death , we find the only unquestioned 
causes of death from electricity under the head of electro- 
puncture. Surgical experience would make any one hesi- 
tate to advise puncturing a suspected extra -uterine foetal sac 
under any circumstances, much more so when clinical ex- 
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perience had demonstrated that methods avoiding the punct- 
ure were equally eflScient. There is no evidence that either 
the faradic or galvanic current by surface application is not 
an efficient foeticide. There is abundant evidence on the 
other hand, that they are both efficient and both free from 
the dangers which may result from electro-puncture. We are 
justified, therefore, I believe, in condemning electro-punct- 
ure as a method of conducting electricity through the foetal 
sac for the purpose of destroying the embryo in extra-uter- 
ine pregnancy. 

Of the currents, the faradic or the galvanic, which 
should be employed? If they are equally efficient as a f(x»ti- 
cide I should recommend the uninterupted galvanic current, 
because of the possibility of administering it witliout caus- 
ing clonic muscular contractions and tiierel)y avoiding one 
cause of rupture. The faradic current or the interrupted gal- 
vanic current produces clonic contractions of the al)d()minal 
walls and undoubtedly contraction of the muscular coat of 
the tube in which the sac is located. If the primary ru|)- 
ture has occurred into the broad ligament, then* is still dan- 
ger from violent contractions of the al)d()nnnal niusch^s of 
rupturing the sac into the general [)erit()n(^al cavity. Witli 
an idea of determining the relative fcftticidal valu(W)f ihci 
galvanic and faradic currents, I conductcid (».x|><»rinionis on 
incubating hen's eggs. (Nortji American Prac^iitiontM*.) 
My experiments demonstrated to my mind tliat galvanism, 
in doses which can easily be tolerated without an anjnsthetic, is 
a much superior foeticide than a very strong faradic- (uirr(Mit. 
I should, therefore, because of the su[)erior f(i<tic-i(hd (^iT(u»-t 
of galvanism, the practicability of administering it with- 
out producing clonic muscular contractions, tlie possil)ility 
of accurately estimating and reguhiting its strengtii, un- 
hesitatingly recommend it as the current to 1)0 employcnl in 
destroying the embryo in extra-uterine pregnancy. 

To summarize, then: (a) Never employ the electro- 
puncture, (b) Galvanism is a more efficient foeticide than 
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faradism and may be employed with the minimum danger of 
rupturing the sac. (c) The faradic current, while it will 
destroy the foetus, is more painful, less easy to. regulate and 
more liable to cause clonic muscular contraction and rup- 
ture of the sac than galvanism. 

TIME OF APPLICATION. 

Electricity, for the cure of extra-uterine pregnancy, 
should be limited to the first three or four months of preg- 
nancy. As an adjunct to surgery it may be employed to 
destroy the foetus much later. 

When the life of the foetus is destroyed during the first 
three months of extra-uterine pregnancy without infecting 
the sac, practically complete absorption of the product will 
occur in from six months to a year. If in some way the 
dead embryo and its surroundings become septic they are 
liable to discharge into the vagina, bowel or bladder as an 
abscess. Puncture, therefore, should be avoided because it 
increases the danger of sepsis. 

When the foetus is destroyed later than the third or 
at the most the fourth month, a greater effort on the part of 
nature is required to make a satisfactory disposition of the 
mass, and for that reason surgical experience decrees that 
it should be removed from the body either before life has 
been destroyed by electricity or afterward. 

As an adjunct to surgery, electricity may be employed 
to destroy the life of the foetus after primary rupture has oc- 
curred and secondary attachments have been formed. By 
destroying the life of the foetus several days before an oper- 
ation is contemplated, the great blood supply to the tumor 
becomes materially diminished, the placenta separates and 
when removal is attempted it can be accomplished with much 
less danger from haemorrhage. 

M3BTH0D OF APPLYING THE CUBBENTS. 

The Faradic Current. A vaginal electrode (Fig. 78) 
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should be attached to one pole of a fara/lic fjAtt^ry with 
about a medium secondary coil as the £^jarc«r of indri/rtif/n, 
and this electrode should be placed in the vagina in iirj''li u 
position that the uninsulatinl portion will cont*-, h»s iH-fif h, 
the foetal sac as possible. A large «[i^jfj;r^ ha/j'i «rJ<rri.io<i<i 
(Fig. 55) attached to the other pje of th'r l/att4'f y kIj/zuJiI 
be placed upon the abdomen and pre«^M;d w^ll 'lovyu Ly (In. 
hand oyer the foetal tumor so a» to 'A-^upy ^ j '/tsjijofi on tin: 
opposite side of the tumor to that 'yMr'jjJ«-'J hy thr viif/jim) 
electrode. The current should now \/^, t'if/i<:'i ou prMi<l<irill> 
until the very limit of toleration ha>; \^jzh ft-oj \,t '\^ uh'i > nii 
tinned for fifteen or twenty- lAinut^:^, '1 hi: ii|/|Jii hh'/iu- inn ^ 
be repeated daily for three days if uo 'j/ifoAiii«l ryinjJ.mi.. 
arise. Marked diminution in th<: »jz<: of t.h< lui/,.,! ^Iiiih 
will be apparent in three or four *\-a\>. \>. n i-.i^u </f ih . Inn 
tion of life of the fcetas. If no *rri/:h hip^i, ift ^ < o^/i*j/i >l nml 
on the other hand, the tumor 'ro/;ij/^'j<-ft to f.o«/w nl lln » inl 
of a week from the lant applirHtjo/j f.)j<- |/iih< <<! • h*<iil>l !•• 
put under an amesthetic an'i th': f'jl) f'/i<« "f (In linllin 
employed (battery Fig. ij\ j for t* /i i/i<jnjl» .•. II Mm. lull 
strength of the battery yr*f'\*it't->. vi'/l*;ni i •/nlnn linn.i nihl 
there appears to }>e dan j/'tr of i*i\,\*uni^i ih* .m llii< iIm,.«. 
should be regulated H^'j'^/t'iiu'/ly Inl'/ihinnl' h ^^'- l'"^' 
as yet no way of ujeaHurin;/ iitlr «»ii mijI |(i jii:|ilii)n •»! ii)» 

plications such a- that 'lei-.';rif/<:'l nhov: J;*, mil Mniliill) nr.i'i'.h 

sary. 

The Galvanic Current. Ah l.h«-^oj|vjini<- riint^ni inlhij 
more eflScient, lehh (/Jiiiiftjl, h:hrt linhh* to iii))lur«j Mm hiu*. 
than the faradic current J am inrlin*i<l to fnvur itn iinn fur 

this work. 

The half iuKuhited va^final elei!trod« nhouhl l)« atta^^lied 
to the negative i>ole of a galvanic? a|i|mratuH ami placed in 
position in the vagina ho an to lie in an cloBe contact to the 
tumor as i>oHsibl<^ A clay electro<le about four or five 
inches in diameter attaelied to tlie ^)Oflitive jwle Bhould be 
placed on the a')'l'jmen and pressed firmly over the tumor 
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in such a position that the greatest diameter of the tumor 
lies in a direct line between the two electrodes. By means 
of a gradual current regulator, great care being taken to 
avoid a break, the current should be slowly turned on until 
it registers 50 to 75 milliamperes. This can ordinarily be 
tolerated without an anaesthetic. 

The treatment should last for five or ten minutes if no 
untoward symptoms arise. It may be repeated for two or 
three days in succession. If the tumor is found undimin- 
ished in a week after the first application, the patient should 
be anaesthetized and a current of 250 or 300 milliamperes 
should be administered. The surface of the vaginal elec- 
trode may be increased when a large dose is given, by cov- 
ering it with moistened absorbent cotton. A 250 milliam- 
pere current may safely be depended upon, it seems to me, 
to destroy the life of the foetus in two or three sittings if the 
milder current should fail. 

For destroying the foetus after three months, if the 
milder currents of 50 to 100 milliamperes do not succeed 
stronger currents, under anaesthetic should be resorted to. 
Five hundred to six hundred milliamperes are tolerated 
without serious consequences, and in stubborn cases of ex- 
tra-uterine, such currents should be employed if required. 

The galvanic current has been recommended and em- 
ployed to hasten the absorption of the products of concep- 
tion after the extra-uterine foetus has been destroyed by the 
same means. It should be employed in the same manner 
as for absorbing inflammatory deposits. (See page 194.) 

The following summary, with a few additions, is simi- 
lar to that appended to Brothers' article in American Jour- 
nal of Obstetrics, 1890, page 126. 

1. The risk of rupturing the sac of an extra-uterine 
pregnancy and causing death by internal haemorrhage is 
slight. (Brothers. ) 

2. The uninterrupted galvanic current is more efficient, 
and less liable to cause rupture than the faradic. [Author. ] 
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3. Suppuration of the dead foetal mass will not occur 
in cases before the third month (unless infected through 
puncture or other improper treatment). 

4. Beyond the third or possibly the fourth month, 
electricity should not be used. (It may be employed as an 
adjunct to surgery after that time. ) 

5. Electro-puncture is to be condemned in all cases. 

6. In cases of mistaken diagnosis, no harm is done 
by the electrical treatment. 

7. Under galvanism or faradism, early extra-uterine 
pregnancy can be checked in its growth, and subsequently 
the product of conception will contract into an unoffending 
mass or disappear entirely. In all reported cases of less 
than three months' growth, there has been no subsequent 
trouble. 

METHODS OF INDUCING ABORTION BY ELECTRICITY. 

In the pages immediately preceding, we have consid- 
ered the relative foeticidal powers of the f aradic and the gal- 
vanic current. The weight of evidence seems to be in favor 
of the galvanic current, although where there is so much 
chance for discussion, we can confidently employ either for 
the purpose of destroying the life of the foetus in the 
early months of pregnancy. 

In employing either current for the purpose of induc- 
ing an abortion, two methods may be considered. 

1. Passing a strong current through the gravid uterus 
without entering it with an electrode. 

2. Inserting one electrode into the uterine canal. 

■By the first method one source of infection is removed. 
A large vaginal electrode is inserted so that the active por- 
tion occupies a position well up behind the cervix. A large 
abdominal electrode is then placed upon the abdomen, in 
such a position that the current will pass through the largest 
diameter of the uterus. If the galvanic current is selected 
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a cnrrent of 100 ma. should be employed for 5 to 10 min- 
utes. If the uterus does not respond in 24 hours, the dose 
may be repeated. 

If the above method fails after two or three thorough 
applications there can be no harm in using a smaller dose, 
not more than 30 ma. without an anaesthetic, and interrupt- 
ing it several times. Or it may be reversed several times 
in rapid succession. However, this will seldom prove neces- 
sary. 

If.the faradic current is selected, the same electrode 
should be employed, and a current from the fine wire coil 
used as strong as the patient will tolerate. As in extra- 
uterine J)regnancy, an anaesthetic may be required in some 
cases. 

When the method is selected in which one electrode is 
inserted into the uterus, a small flexible intra-uterine instru- 
ment should be preferred. This, after thorough disinfection, 
should be carefully inserted into the cervical canal, without, 
if possible, rupturing the membranes. After the electrode 
is inserted, proceed as by the other method. The trauma- 
tism inseparable with this procedure makes it more of an 
operation, and proportionately more eflPectual. 



CHAPTER XXVIIL 

VOMITING IN PREGNANCY. 

Obstinate vomiting may often be relieved by electricity, 
either galvanic or f aradic. 

Vomiting in pregnancy, from its nature, is specially 
influenced by the rational employment of this ageni 

Direct transmission through the sympathetic nervous 
system of unusual nerve impulses to the ganglionic center or 
center controlling vomiting as a result of uterine and ovarian 
irritation during the early months of pregnancy, before 
these organs have become accustomed to their new function 
must account for vomiting in pregnancy. 

By the penetrating influence of electricity the triangu- 
lar mechanism required to carry out a successful uterine 
vomit may be stayed at three points — the uterus, the cer- 
vical sympathetic, through which the medulla center main- 
tains communication, and the seat of distribution of the 
efferent nerves — the stomach. 

The influence required of the electric current in this 
condition is sedation. We can obtain a direct sedative 
effect from electricity in two ways, firsi^ by the anolectro- 
tonic effect of the positive pole of the galvanic current, 
second^ by the induced current furnished by the fine wire 
secondary bobbin of the faradic apparatus. 

I have succeeded in stopping vomiting and nausea of 
pregnancy instantly by these methods of application: 

1. Positive electrode of the galvanic current over the 

stomach, the negative on the spine, over the upper dorsal 

region. 
^ 249 
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By this method the sedative effect of the positive pole 
is exerted on the distribution or terminals of the efferent 
nerves. The electrode over the stomach should be the 
small hand electrode (Fig. 55), and the other or indifferent 
a large hand electrode. A current of from 20 to 30 ma. 
should be employed for ten minutes. It should be of 
sufficient strength to produce a sharp burning sensation at 
the negative pole. 

2. Positive pole of the galvanic current over the 
cervical sympathetic ganglia, the other, or the indifferent, 
over the upper dorsal region of the spine. Here the stand- 
ard electrode (Fig. 54) should be placed firmly on the 
neck, just posterior to the angle of the jaw, and just 
beneath the ear, while the indifferent pole may be attached to 
a large hand electrode. The current should be gradually 
switched on, and of sufficient strength (about 10 to 25 ma.) 
to produce sharp burning at the negative pole, and the 
application should last for 10 minutes. 

3. Faradic current from fine wire. One pole over 
the stomach, the other in dorsal region of spine. 

Two large flat sponge electrodes should be employed, 
and the current gradually increased in strength, maintaining 
the finest possible interruption. The strength should be 
determined by the patient's sensibilities, and never employ 
it strong enough to produce pain. These applications 
should last from 15 minutes to half an hour, if no unpleas- 
ant symptoms do not arise. 

4. Faradic current — fine wire. One pole on 
sacrum, the other over stomach. 

This method should not be employed unless the above 
three methods have failed, because of the danger of destroy- 
ing the foetus. Large electrodes should be employed and 
the current gradually turned on and off. The application 
may last from 15 to 30 minutes if no bad symptoms inter- 
vene. 
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5. Faradic current — fine wire. One electrode to 
cervix uteri, the other on sacrum. 

Only in desperate cases should this method be re- 
sorted to. Place a vaginal electrode (No. 78) so that the 
uninsulated portion will rest against the cervix, and apply a 
large sponge electrode on upper cervical and lower lumbar 
region. Turn the current on gradually, maintaining tlie 
finest interruptions, until the patient distinctly feels its 
benumbing influence. It should be continued from 20 to 30 
minutes if no untoward symptoms occur. We must be 
thoroughly convinced that all other means have been 
exhausted before resorting to this last procedure, because 
of the liability of an abortion being produced by the close 
proximity of the current to the foetus. 

The author has had considerable experience with 
electricity in vomiting of pregnancy, and in a few instances 
in vomiting caused by irritation of the uterus other than 
pregnancy, and its results have always been a source of 
unusual gratification. 

The application may be given at any time, but select if 
possible periods of exacerbation. Frequently once in the 
morning if the sickness is particularly distressing at that 
time. K it is continuous no harm can come if the applica- 
tions are given every four or six hours, until relief is 
permanent. Ordinarily relief comes instantly, at other times 
while the case may seem stubborn, it will yield with persist- 
ence. 

Begin with the first method described if a galvanic 
apparatus is at hand. Next in value is the third method. 
Try all in turn, however, before giving it up. The method 
is rational, and a fair trial of its virtues will usually 
bring reward. 
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> .1 f* ty \,V,\^'. f/fiir,. If the ^-j^wiL is noi sofficiently 
(/'J'i/»/ 'i;;fcf>/J *// vJ/rilt of the ^rxjTe measTines. the whole 
/^;j-t^, /;»/, f/<-, 'JiH>,;j/at/'/J hv ^xtt^rkifig it with a blunt pcMnted 
• U^it'Ah Oh >i>. irfirf;*/^^ '>r -Aith h knife electT*>le at its base. 

\/^Uf.T9'.k\ \J\f,tv% of the rrjeatu-s ^»r nretkra are easily 
hh'i i/,it'fiuU',ui\y t'.ituiA;r\'A*-A witlj the galvaiio-cauterr. 

Mff'ihtnA Ukftffl of a uoU'M'iHiTftfiX tvjie. are frequently 
/iMji''k''v| '^itJi ih<' ^alvano-caatery, either through an 
i*ut\'h\"n^t*', itt urethral H{><;ciilurn, 

I Jrrihral Polypi are removed by the ecraseor electrode. 



OA^VANO rJAr/TKIiy OF THK VULVA AND VAGINA. 

Vfiiirffal Ulcers or Excrescences are advantageously 
rHriioviwI hy ih«^ ^alvano.(;auiery. 
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Cancer, when localized either in the vagina or of the 
vulva may be removed with the galvano-cautery knife. 
Care should be taken to go well beyond the diseased tissue 
in dissecting out malignant growth. It is claimed by good 
authority, that the cautery has a specific action when em- 
ployed in this way, to prevent a returm of disease. 

GALVANO-CAUTERY OF THE UTERUS. 



• 



The galvano-cautery in the surgery of the uterus pos- 
sesses special advantages in: 

(a) Chronic cervicitis involving the deep cervical 
glandd. 

(b) Fibrous and mucous polypi. 

(c) Endometrium vegetations. 

(d) Cancer. 

Chronic Cervicitis involving the deep cervical glands 
should be treated by the galvano-cautery with the special 
object of completely destroying the deep cervical glands. 
This can be ^accomplished, after first dilating the cervix, 
with the straight, round-pointed electrode, or by the curette 
electrode. The cautery should be applied until the charac • 
teristic albuminous secretion ceases. One application, if 
thorough, should suffice to cure this condition. 

Fibrous or Mucous Polypi should be removed with the 
ecraseur electrode. After placing the wire around the 
pedicle the current should be turned on and the loop tight- 
ened until the pedicle is severed. 

In Endometrium Vegetations accompanied with h^dm- 
orrhage, the galvano-cautery makes an efficient curette 
which is aseptic and bloodless. One of the smooth rounded 
sound like (slightly curved) intra-uterine electrodes should 
be employed, after dilating the canal with a Qoodell dilator, 
all portions of the canal being cauterized until it is smooth 
and free from vegetations. The canal may be packed with 
iodoform gauze, as after an ordinary curetting. 
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CANCER. 

Pawlik reported in 1884, 136 cases of cancer of the 
cervix which had been treated by galvano cautery. The 
report covered a period of twenty-three years. The imme- 
diate mortality was 6.6 per cent. Of the remaining 136, 33 
were free from return in periods varying from two to twenty 
one years. In 1889, Dr. John Byrne, of Brooklyn, at the 
Boston meeting of the Americtin Gynsecological Society, 
reported 367 cases of uterine cancer treated by galvano- 
cautery, the observations extending over twenty years. The 
vaginal portion of the cervix was involved in 59 cases; the 
entire cervix in 81; cervix and body in 219; and the body 
alone in 8. His immediate mortality was less than one per 
cent- Thirty-six cases of the cervical cancers were kept 
under observation, and the average period of return was 
eight years and seven months ; the disease in thirty of these, 
not having returned in five years. The exemption from 
return in the cases in which the body of the uterus was 
involved, was much less, the average time in the eight cases 
being two years. 

In operating on cancer of the uterus with the galvano- 
cautery the one idea should be to get beyond the disease as 
far as possible. If the cervix alone is involved, the wire 
ecmseiir electrode may be employed. The cold wire should 
be [)laced well up to the vaginal junction with the uterus, 
tiglitened so as to contract the tissues, and while the opera- 
tor makes traction on the cervix with a tenaculum, the cur- 
rent should be switched on and the loop shortened until the 
cervix is severed. The drawing upon the cervix with the 
tenaculum causes the ecraseur as it severs the tissues, to 
reach constantly higher tissues, so that a cone-shape;l cavity 
is left, the apex extending upward into the uterus corre- 
ponding with the canal. If the disease has extended further 
into the uterus, after the cervix has been severed, as above 
described, the interior of the uterus can be still further re- 
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moved with the knife or pointed electrode. Get beyond the 
disease, is the rule to be followed, if it is possible, and the 
many different forms of cautery electrodes, coupled with 
the skill of the operator, must be the means of accomplish- 
ing this. 



PAKT THIRD. 



CHAPTER XXX. 

GALVANIZATION — FARADIZATION. 

Galvanization is divided into (a) General Galvaniza- 
tion, {b) Central Galvanization, (c) Local Galvanization. 

General Galvanization is applied by means of a sta- 
tionary electrode placed under the patient's feet, attached 
to the negative pole, and one or two movable electrodes to 
be operated by the attendant, in applying the positive pole 
successively, to all other portions of the body. A large flat 
sponge electrode 8x10 inches (fig. 56, p. 106), or a plate of 
sheet lead or zinc covered with a moist towel or layer of 
moist absorbent cotton, may be employed for the foot elec- 
trode. A large flat sponge electrode (fig. 55, p. 106), or 
two smaller hand electrodes attached by means of a bifur- 
cated cord to the positive pole may be employed for the 
movable electrodes. The hand of the operator may be em- 
ployed for the movable electrode — the current passing 
through his body. The patient during the stance may lie or 
sit. If in the recumbent position, his knees should be flexed 
so as to bring his feet in contact with the foot electrode. The 
operator should then begin with a minimum current at the 
head. In order not to shock the patient the hand should 
be employed as the electrode for the head and by means of 
a gradual rheostat (p. 88), apply the electrode with the cur- 
rent at zero, and gradually increase it until perceptible. 
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should be sriHSzmxBd i:r Ti&e iicDi^ A mrent of troan 
1 to 2 n. a. is cf ^c&dem ■say varrtiy rV %:y bocix ^vith on the 
head. Over ijAcf icrarok^ i2ie ^sssr^sts^ ibit rearh a xnaxi- 
mum of 13 m_ a. A snzisf s&oiLli rtcimpT from o to 30 

Ccntral Galw amiaii oa i«^ s^c^lSei bx placiii^ a lars^ 
staticAaiy eleirtry:«ie I'T^rr lire ^rcga aAr l m n attached to the 
negatiTe pole, and ^^jorTi;^ tb^ iD-TT^le electrodes, as in 
general galrazdzaxacAi — first fiM<m the bead to the center of 
the bodr. seou^ from tbe f<iet tc« the center of the bodv. 
The same elertix^d^s for the artire and passire poles may 
be employed as for general galTanization. 

Local Gahramzatioa is considered in Chapters from 

p los to p -yM. 

FABAMZATIOK. 

Faradization mar be divided into (a) (reneral Faradi- 
zation. ( b i Local Faradization. 

General Faradization implies application of the faradic 
current to the entire surface of the body. A large flat 
sponge electrode is placed under the patient's feet, and 
small hand electrodes in the hands of the operator traverse 
the patients body from the base of the head to the feet 
The current is regulated in strength to meet the varying 
sensibilities of the parts to which it is applied. In general 
faradization the head is seldom included in the circuit, and 
when it is, a very weak current should be employed. There 
is no means yet devised for measuring the faradic current. 
Different machines have their own peculiar mechanism for 
varying the strength of the sittings, therefore each case 
must be a law unto itself. 

MINOR METHODS OF LOCAL GALVANIZATION. 

Longitudinal Brain Galvanization. Standnrd elec- 
trodes, one attached to positive pole over forehead, one 
attaphed to negative over occiput. Weak currents, labile ov 
stabile application. 
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Transverse Brain Galvanization. Standard elec- 
trodes, one on either side of head, current very weak, ^ to 
1 m. a., increased from zero to maximum with gradual con- 
troller, and decreased, when through, to zero without break. 

Diagonal Brain Galvanization. Standard electrodes, 
applied to fronto-parietal region on one side and to occipito- 
parietal region of opposite side, and vice versa^ Current 
weak, gradual and without shock. 

Spinal Galvanization may be either longitudinal or 
transverse. In longitudinal galvanization one electrode 
(standard) is placed over cervical region, the other at some 
lower point on the spine. In transverse spinal galvaniza- 
tion one electrode is placed over some portion of the spine, 
while the other is applied over the median line in front. 



CHAPTER XXXL 

ELECTRIC BATH. 

A form of electrical treatuieut which is ooustHutly in- 
creasing in importance, since private hospitals ami sanita- 
riums have become a fashionable necessitv, is the oleotrio 
bath. 

The electric bath is but a very convenient and t hoinni^li 
method of applying general faradization, general galvaniza- 
tion and central galvanization, associateii with the oflfoots to 
be obtained from systematic baths of varying tinnporaturo. 
In the treatment of hvstero-neurasthenia, or neurasthenia 
of any description, nothing varies the monotony so otToctu- 
ally for a patient, and at the same time enabU>s hor to gt>t 
the beneficial effects of both electricity and the bath, ai^ a 
well operated electric bath. 

THE BATH. 

In prescribing electric baths, besides the ])arlicnhir 
form of electricity to be employed, the tem[)eraturo niUKi ho 
taken into consideration. Three forms are recogni/i(Hl: ( 1 ) 
The tepid bath; (2) the warm bath; (3) the liot batli. Ah 
an adjunct to these is the shower bath of diffc^ront toni|)erH- 
tures, often prescribed to be given at the end of th(^ (^hictric^ 
bath. 

The tepid bath varies from 80° to 95° F.; Uus 
warm bath has a temperature of 05° to 105° P., wliiln 
the hot bath varies from 105° to 110° F. 

UNIPOLAR BATHS. 

Unipolar baths consist of those in whicli one i)ole alonn 

is cdnhected with the water in the tub, while tlio other elnc,- 
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trode iu the form of a rod above the bath is grasped by the 
patieut, or in tlie Eorni of a large spouge electrode ia ap- 
plietl to different portions of the body by an attendant. 



THE BIPOLAR BATH. 



In the bipolar bath the water forms the connecting 
medium between a row of electrodes on either side or end 
of the tub und tlio patient, without tlie latter coming in 




Fig, 81. 
direct contact with the electrodes. A croas-eurrent is when 
the electrodes enter the sides of the tub — the positive on 
one side, the negative on the other. A longitudinal carrent 
is when the electrodes enter the two ends of tlie bath tub. 
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A perfeet bath apparatas is ooe in which there is pro- 
Tision tor both longitadinal or lateral currents of either 
the farsdic or galranic current Fige, SI and 82. 

General Gatranization Bath is best applied by mak- 
ing the electrode at the toot ot the tub the uegative pole, 
and allowing tlie electrode at the head of the tub with the 
two lateral electrodes neareet the head to become the poai- 
tive. In this way a general descending current is applied 
to all portions of the body except the lienil. 




Central Galvanization Bath m;iy be applied in two 
ways. First, by the unipolar method. Here a large eixmge 
electrode attached to the uegative pule is placed over the 
epigastrium, and tlie water of the bath is made the positive 
pole, by switching to all the electrodes in the sides and 
ends o£ the tub the positive pole o£ the battery. lu em- 
ploying gennral or central galvanization, the current should 
be started at its minimum strength and increased gradually 
until the necessary strength is obtained. Avoid shocks. 

General Faradic Bath may be given by the unipolar 
or bipolar method. AVhen by the unipolar method tho 
water of the bath is made one pole, while by means of a 
sponge electrode attached to the other pole an attendant 
systematically applies it to all portions of the patient's 
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body. Wheu tlie bipolar method is employed the foot elec- 
trode of the tab is attached to one pole, the head and 
lateral electrodes to the opixjsite. The switches should be 
arranged so that the current can be easily changed in direc- 




FiG.ea. 



tiou,.by varying the [Kthirlty of any of the bath electrodes. 
The faradic current, when turned on, should be barely per- 
ceptible and then gi-adually increased in strength until the 
proper dose is obtained. 

Bath Sittingrs should vary in length fi-om 5 to 20 
minutes. 



CHAPTEE XXXIL 

STATIC - ELECTRO-THERAPEUTICS. 

iStatic electricity, its physics and its apparatus is con- 
sidered in Cliapter II. of this work. In the first edition of 
the book nothing more was said of this division of electric- 
ity, because it has no place in 'gynecology proper. Static 
electricity, however, is so often indicated as an adjunct to 
the therapeutics of the gynecologist that I have thought 
best to add a short chapter on the subject in the second 
edition. 

METHODS OF APPLICATION. 

Franklinization may be employed by four principal 
methods: 

1. Static insulation. 

2. Indirect and direct spark. 

3. Static breeze. 

4. Static induced current. 

1. Static Insulation consists in insulating a patient on 
an insulated platform and surcharging his body with fric- 
tional electricity. The patient is seated on the platform, to 
which one pole of the static machine is connected, and the 
other pole is allowed to conduct to the floor or any indif- 
ferent object. The apparatus is now operated with vigor, 
the pole rods in the meantime being widely separated, until 
the patient is thoroughly saturated. As the patient rests 
on the insulated platform for a few minutes after the treat- 
ment is completed, a portion of the charge is lost to the sur- 
rounding atmosphere, and as he leaves the stool the equi- 
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libriuiu is soon established between the patient's body and 
his surroundings by the charge passing to articles of furni- 
ture and other utiiiisutated objects. 




2, The Indirect Spark is obtained by bringing a ball 
electrode attached to some uninsulated object in close prox- 
imity to one charged by " static iusulatiou." The electricity i 
of the surcharged body will break loose with a rush, aii'l 
audible break, and a brilliant spark, to be carried away bjp I 
the uninsulated conductor. The " direct spark," or i 
cession of sparks, is obtained by attaching the ball electroc 
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directly to the opposite pole to which the insalated platform 
ie attached, and as the machine is operated bringing the 
ball uear to the patient's clothing or skin. In this way a 




BucceBsion of sparks are obtained as long as the apparatus 
is operated. (Fig. 83.) 

3. The Static Breeze is caused by passing a pointed 
electrode over the surface of auy part ot the body in close 
proximity to it without touching it, while the patient is in 
oommuuication with the oppoaite pole through the insulated 
platform upon which he sits. This imparts the sensation 
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of moving air or wind. Wlien it is necessary to apply the 
breeze to the head a crown electrode is suspended above the 
patient. (Fig. 84.) This is called the umbrella electrode. 
4. The Static Induced Current is applied by means 
of two electrodes attached to the two leyden jars of the ma- 
chine with the two pole rods (K. & P., fig. 6, p. 18) so 
closely approximated that a rapid succession of sparks 
passes between them. This gives a finely or coarsely in- 
terrupted current, according to the distance maintained 
between the pole rods, of very high voltage resembling 
very closely the induced or faradic current. (Fig. 85.) 

PHYSIOLOGICAL EFFECTS OF FRANKLINISM. 

The effects of static electricity may be enumerated 
briefly. It quickens the circulation, thereby promoting 
glandular activity. Body temperature is increased. All 
bodily functions are improved, as by a powerful general 
tonic. The effect upon the skin varies; at first it acts as a 
vaso-constrictor, afterward as a vaso-dilator. Perspiration is 
increased. Decided shocks occasionally produce wheals at 
the point of exit from the skin. The nerves of special sense 
are profoundly stimulated by static shocks. Its effects 
upon these important nerves, however, is of such an indefi- 
nite nature that it is seldom recommended as a therapeutic 
agent in their treatment. 

The physiological effects of static electricity may be 
obtained in varying degrees, according to its methods of ap- 
plication. The mildest form is by insulation, the next 
stronger the static breeze, then follows the static induced, 
and finally the static shock is the most severe. The greatest 
advantage of the static form of electricity is its ease of 
application, there being no necessity of removing the cloth- 
ing of the patient when the treatment is given. 



CHAPTER XXXHL 

SUMMARY OP TREATMENT OF GENERAL DISEASES. 

BRAIN. 

Anemia. Local galvanization, longitudinal to brain 
with positive pole over medulla (vaso-motor center). 

Hyperemia. General faradization of skin, or general 
faradic bath, or general galvanization or both with negative 
electrode under feet. Faradization of trunk and abdomen 
to act as a derivative. 

Chronic Meningpitis, Sclerosis. Brain galvanization 
for electrolytic effect in removing inflammatory exudates. 
General galvanization, spinal galvanization or general fara- 
dization for general tonic. 

DISEASES OF MEDULLA. 

Chronic Bulbar Paralysis. As relief measures, not 
curative, transverse brain galvanization may be employed. 
Stimulation of paralyzed muscles by galvanization or fara- 
dization. General galvanization or faradization for general 
tonic. 

PSYCHOSES. 

Liebig & Roh6,* to whom I acknowledge much assist- 
ance in this summary, summarizes Arndt's conclusions of 
the electrical treatment of psychoses as follows: 

** Functional psychoses are curable by electricity. Or- 
ganic brain diseases accompanied by psychical disturbances 
may be improved in certain symptoms, but not cured. 

"Early resort to this treatment, especially in mild 
cases, gives fair promise of success." 

* The Practical Application of Electricity in Medicine and Surgery. 
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The symptoms and methods of electrization is tabulated 
as follows by Liebig & Roh6: 



Insomnia. 



Melancholy, hypo- 
.chondria, stupor. 



v^ 



flex psychosis, begin- 
ning stages of pro- 
gressive paralysis. 



SYMPTOMS. METHODS OF ELECTRIZATION. 

Galvanization of the brain and 
medulla; general faradization ; sub- 
aural and spinal galvanization; 
static electricity. 

Brain, subaural, and spinal gal- 
vanization ; central galvanization ; 
general faradization and localized 
application of the faradic brush 
(method of Vulpian) ; static elec- 
tricity. 

Katatonia, head- ( Brain and spinal galvanization ; 
ache, precordial pres- < general faradization; faradization 
sure. ( of phrenic nerve. 

Hysterical and re- f Galvanization of the brain ; gen- 
eral faradization; subaural, spinal, 
and central galvanization; static 
^ electricity. 

Hallucinations of ( Localized galvanization, with 
sight and hearing. ( anode to affected organ. 

GENERAL NEUROSES. 

Neurasthenia. Under Chapter XXV., p. 221, neuras- 
thenia of women is considered. The electric bath as a 
method of applying general galvanization and faradization 
may be employed. Static electricity as a general surface 
stimulant is indicated. 

Sexual Neurasthenia. Static electricity, sparks from 
lower spinal region. Electric faradic baths, or general 
faradization. 

Spinal Irritation. Longitudinal spinal galvanization 
with positive pole over sensitive area; same position of 
positive pole with transverse spinal galvanization. 

Hypochondria. General faradization, static insula- 
tion ; skin stimulation with faradic brush. Central galvan- 
ization. 
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Hysteria: Simply as an adjunct to other suitable 
treatment, general and central galvanization, either direct 
or by bath. Static breeze and static induced current. For 
the many local manifestations, and accompaniments of hys- 
teria, the reader must be referred to other portions of this 
work. Hysterical aphonia often yields to transverse fara- 
dization of the larynx, or to transverse brain galvanization. 
Hystero-epileptic attacks may sometimes be broken by 
strong galvanic or faradic currents. (Liebig & Roh6.) 

Epilepsy. Diagonal followed by longitudinal brain 
galvanization as a direct curative agent. Spinal, general 
and central galvanization, and general faradization as a 
jfeneral constitutional stimulant and tonic. 

Exophthalmic Goitre. '' Erb recommends spinal gal- 
vanization, transverse and diagonal brain galvanization to 
affect the medulla oblongata. To modify the exophthalmos, 
one pole is placed over the closed eye and the other in the 
auricular-maxillary fossa, or the current is passed trans- 
versely through the orbits." (Liebig & Roh6.) 

Chorea. Static breeze or surface faradization. 

Athetosis. Central galvanization. 

Vertigo. Hot faradic bath, static breeze, surface 
faradic application. 

Writers', Telegraphers' and Piano-Players' Cramp. 
(Liebig & Roh6. ) Erb has laid down the rule that in these 
cases the entire cerebro-spinal nervous system from center 
to periphery should be subjected to systematic electrization. 
• First brain, sub-aural, and spinal galvanization; then gal- 
vanization of the peripheral nerves and muscles. Faradiza- 
tion then of the affected muscles. 

DISEASES OF SPINAL CORD AND ITS MENINGES. 

Chronic Spinal Meningitis and Pachymeningitis. 
Spinal galvanization for curative local effect. General gal- 
vanization by sponge or bath for general muscular tonic. 

Locomotor-Ataxia. Temporary arrest of progress 
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and frequent alleviation of symptoms may be looked for 
from electrical treatment in this disease. ** Spinal galvan- 
ization, with galvanization or faradization of the peripheral 
nerves. Subaural galvanization and static electricity to the 
spine. Painful points are treated by placing the cathode 
over the painful area and the anode over the corresponding 
nerve-root. Lancinating pains and the girdle symptom are 
treated in the same manner. Kumpf lauds highly the ap- 
plication of the dry faradic brush to the trunk and extremi- 
ties for ten-minute sittings daily, or every other day. The 
static spark is highly recommended in the lightning pains 
of Ranney. Swelling faradic currents (Far. <>) are also 
useful in the same symptoms." (Liebig & Roh6.) 

NEURALGIA. 

The indications for the electrical treatment of neural- 
gia, according to Liebig & Koh6, are: "1. To bring into 
action the electrolytic, vaso-motor and trophic effects of the 
current by the application of both poles over the seat of the 
lesion (if this is known). 2. The calmative effect; anode 
over painful spots, and cathode over the point of origin of 
the nerve or the plexus. 3. To obliterate the painful sen- 
sation by a momentary greater impression, reflex action. 

Trifacial Neuralgia (Tic Doulotireitx) : Temporary, 
occasionally, permanent relief. Galvanization: Positive 
sponge electrode over seat of pain for its anolectro-tonic 
effect. Occasionally negative pole over painful area for its 
derivative effect, with sedative electrode over point of nerve 
exit from bone. Positive sponge electrode saturated with 
solution of cocaine, morphine, or atropia. placed over pain- 
ful area, as a last resort, in order to obtain cataphoreses. 
Faradic current from fine wire secondary coil, over course 
of nerve. Static breeze. 

Cervico' occipital Neuralgia^ Cdrvico-hrachial NeuraU 
gia, Dorso-intercostal Neuralgia, Lumbo- abdominal and 
Genito'crual Neuralgia, are treated by the same general 
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principles as laid down abore, viz: \^a\ Positive jx>le of 
the galvanic current over painful area, negative pole over 
origin of nerve or its exit from its bony encasement. \^6 k 
To be varied by employing negative pole over painful area 
for its derivative effect as a counter-irritant, ^^c"! Pass gal- 
vanic current tlirougli seat of cause, if traumatic, rheumatic^ 
or gouty origin, for its electrolytic effect {d) Cata phoreses 
of anodyne drugs, (e) Weak f aradic current from fine wire 
secondary coil, i /) Static insulation, breeze, or $)^>ark. 

Sciatica. While neuralgia of the sciatica is rare, 
when occurring and of recent date it is susceptible often to 
the influence of electricity. After studying the [^articular 
case apply the principles laid down above. 

PARALYSIS. 

Paralysis of Encephalic Origin. Here we must seek 
to influence the circulation of the brain in order to mixlifv 
the tendency to hemorrhage; and secondly, we must seek 
to remove the blood clot ahead v formed. The first mav l>e 
accomplished by galvanization of the cervical sym|wthetio. 
Place one electrode with considerable pressure behind the 
angle of the jaw and the other over the first or second cer- 
vical vertebrae. Employ a current gradually increi\sol to a 
maximum dose of 5 to 8 m. a. for 10 minutes, then gradu- 
ally reduce it to zero. To accomplish absorption of the 
clot, direct galvanization of the seat of the hemorrhage is 
desirable — first, to get the slight electrolytic effect ; second, 
for the general tonic effect the current will have upon the 
nutrition of the parts. Longitudinal galvanization may be 
employed here, with the positive pole on the forehead and 
the negative at the base of the brain over the occiput. 
Great care should be employed to avoid a shock. A gradual 
current controller should be employed, and the current in- 
creased from zero to a maximum strength of li to 2 m. a., 
allowed to pass for 5 minutes, and then carefully reduced 
to zero again. This treatment may be employed once in 24 
hours. 
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While treating the origin of the paralysis, it is well to 
employ electricity for the purpose of maintaining the nor- 
mal excitability of the muscles under the control of the dis- 
eased center, in order that they will be in readiness to 
take up the work as soon as the cause is remoyed and the 
will again sends forth impulses. Employ either the faradic 
or the galvanic current for the purpose of this muscular 
exercise, selecting the one to which the muscle responds 
most readily. Employ the weakest current which will 
accomplish the result. It is well to continue this muscular 
exercise by electricity until function is restored or until it 
is plain that the central disease is beyond remedy. 

Paralysis of Spinal Origin. While the cause is 
sought for and if possible removed, the inactive muscles 
dependent upon the central condition should be exercised 
by electricity. Either the galvanic or the faradic current 
may be employed — the one to which the muscles will re- 
spond most readily. Mild currents should be employed. 
The applications should be made each day, until the central 
disease is removed, or until time has demonstrated that it 
is incurable. 

Paralysis of Peripheral Origin. Facial paralysis 
should be treated with two objects in view. First, removal 
of the cause; second, stimulation of the muscles so that 
they may resume action as soon as the cause is no longer 
active. In facial paralysis, galvanism through the root of 
the nerve, faradization for muscular excitation. Facial par- 
alysis of central origin should be treated under the princi- 
ples laid down in treatment of paralysis of encyphalic 
origin. 

Laryngeal Paralysis. Place the positive pole (stan- 
dard electrode) on spine below occiput, and the cathode 
(labile) up and down on either side of larynx. Employ 
galvanization, followed by faradization. 

Diphtheretic Paralysis. With vigorous tonics, gal- 
vanization, general and central, should be employed. Small 
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doees and rather long sittiiigs — 10 to 15 minutea The 
warm electric hath is an ideal method of employing elec- 
tricitj for this difficoltr. 

Paralysis Agitans may be beneficially influenced by 
combining with good general tonics, gahranization in small 
doses, either by direct application or by electric bath. 

ANGINA PECTORIS. 

Faradization daring the attack is recommended. In 
the intervals, combined with other appropriate remedies^ 
general galvanization should be employed. 

ASTHMA. 

Asthma of a nervous origin is frequently relieved by 
transverse galvanization of the spine. Faradization of the 
pneumc^astric may be employed. 

MUSCULAB CICATRICES AND SHORTING. 

Galvanization for its electrolytic effect in removing in- 
flammatory deposits combined with massage, accomplishes 
much in these conditions. 

MUSCULAR RHEUMATISM. 

Nothing yields to electricity in almost any form, as 
muscular rheumatism. In lumbago, one pole of the battery 
over the painful area, either of the faradic or galvanic bat- 
tery, the other pole in some indifferent spot, or over the 
abdomen, in the hand, or on another portion of the spine, 
operated with a current of galvanism of 5 to 11 m. a., or a 
current readily born of the faradic variety acting from 5 to 
10 minutes will give immediate and complete relief. In 
muscular rheumatism of other portions of the body, galvanic, 
faradic, or static electricity will accomplish like results. 
With the static variety one has the advantage of applying 
the electricity through the clothing of the patient. Elec- 
tric baths have ideal effects in muscular rheumatism. 



INDEX. 



A. 

Abortion 247. 

Accumulators 15. 

Agitans 273; paralysis 273. 

Allen 240. 

Amalgamation 23. 

Amenorrhoea 236, 237, 238. 

Amory 114. 

Ampere 29, 94. 

Amperage 38. 

Angina pectoris 273. 

Anions 108. 

Anode 104. 

Apostoli, Dr. Georges 45, 124, 125, 

211, 221. 
Armatures 55. 
Arndt 267. 
Asthma 273. 

Ataxia 269; locomotor 269. 
Athetosis 269. 



B. 



Bachette 240. 

Bailey 89. 

Battery 21; Cautery 83, 87; Cir- 
cuit of 24 ; Compound 24 ; Dia- 
mond Carbon 46; Faradic 65, 
69; Flemming 77; Galvanic 36; 
Galvano-faradic 77; Mcintosh 
51; Medical 39, 65, 72, 75, 82; 
Poles of a 25 ; Portable 51 ; 
Stationary 75, 78; Storage 70, 
74, 85. 

Beard 207. 

Beer 120. 

Bendikt 120. 

Bichromate potash cell 40. 

Brain 267 ; diseases of 267 ; anae- 
mia of 267; hyperaemia of 2M57; 
chronic meningitis of 267; scle- 
rosis of 267. 

Bridge, Whitstone 33. 

Brothers, A 240, 241, 242. 

Bruckner 120. 

Bunsen, cell 43. 

Byford, Dr. Henry T. 160, 173, 
177, 182. 



Byford, Dr. Wm. H. 147, 149, 173, 

180, 197. 
Byrn 254. 

C, 

Caldwell, M. 176. 

Calivameter, 95. 

Cancer 207; galvano-cautery for 
254. 

Capacity 17. 

Cary, Frank 168. 

Cataforic action 109. 

Catalysis 122. 

Cautery, cells 51, 83; electrodes 86. 

Cicatrices 

Cells 39, 40, 41, 43, 44, 45, 46, 83; 
Arrangement of 49; Bichro- 
mate of potash 40; Bunsen 43; 
Daniells 43,44,45,67, Diamond- 
carbon 46, 78, 79; for stationary 
battery 50; Grenet 40, 62, 74, 81; 
Grove 43, 70; Law 46, 50, 78; 
Leclanche 45, 50, 67, 78; Mcin- 
tosh 41; polarization of 25; Smee 
39; Stohrer 41. 

Cervicitis 253. 

Chadwick 241. 

Charge 17; induced 11; residual 16. 

Christie, Dr. 173. 

Chorea, 269. 

Ciniselli 120. 

Circuit closed 25; compound 49; 
of battery 24; open 25; short 25; 
simple 52. 

Coil primary 62; secondary 62, 63. 

Condenser 17. 

Conductors, 9, 13; form of 31; phys- 
ical condition 31; quality of 31. 

Contact Series 37. 

Cords 104. 

Coulomb's experiment 13. 

Couple 4; for electro-motive force 
37. 

Cox 242. 

Current cautery 49, 84; con- 
troller, Mas8ey*90; earth 12; 
electric 21, 28, 48, 49, 94; extra 
65; faradic 51; galvanic 49, 54; 
induced 61 ; selection of 48 ; 
street-wire 88, 93. 



275 



270 



Index. 



D. 

Daniells' cell 43, 44, 45, 67. 

Davy 114, 117. 

Density la 129. 

Diamond-carbon cell 46, 78, 79. 

Discharge, method of 16. 

Dosage 129. 

Dynamo 54, 84; Electric machines 
55; Sperry 57, 58, 59. 

Dyne 6. 

Dysmenorrhoea 236, 238 ; inflam- 
matory deposits 237; non -devel- 
opment 237; obstructive 236. 

E. 

Eibelberger Dr. 148. 

Electricity, dynamical, 1, 21; nega- 
tive 22, 27, 37; positive 22, 27, 37; 
kinds of 8, 12. 

Electrified bodies 7. 

Electrification 8, 10. 

Electrical machines 17, 18,55; dis- 
tribution 13; osmosis 120. 

Electric bath 259; bipolar 260; uni- 
polar 259; general galvanization 
261; central galvanization 261; 
general faradic 261. 

Electric current 21. 

Elements 24, 36; electro negative 
108; electro positive 108. 

Electroscope 9, 12. 

Electromotive force 27, 37, 38, 94; 
how to couple for 37. 

Electrolyte 72, 108. 

Electrodes 104; active 126; block 
tin 134; brush 106; bipolar vagi- 
nal 212; bipolar intra-uterine 
213; bipolar flexible 213; carbon 
135; clay 126; concentration 132; 
electro-puncture 144; for faradi- 
zation 212; flexible 133; foot 106; 
gal vano cautery 87; intrauterine 
134; Martin's 133, 134, 136; passive 
126; platinum 126; hand — small 
106; standard 106. 

Electrolysis 108; absorption by 
111; interpolar action 139; living 
tissue 110; theory of 109; sum- 
mary 121. 

Electro-puncture 145. 

Emmett, T. Addis 155. 

Engelmann Geo. J. 212. 

Endometritis, chronic 185; chronic 
catarrhal 188; haemorrhagic veg- 
etations 186; treatment of 187. 

Endocervicitis 189. 

Epilepsy 269. 



Eulenberg 120. 
Extra-uterine pregnancy 240. 

F. 

Faradization 211; bipolar 214; uni- 
polar 213, 256, 257; general 257; 
local 257. 

Faradic currents 61. 

Faradic batteries 65; Mcintosh 66; 
Tripier 67; Engelmann 68; Sam- 
ple 69. 

Faure 91, 92. 

Fieber 120. 

Fibroids 124; classification of 137, 
138; electro-puncture 144; haem- 
orrhagic 138; haemorrhagic-non 
138; failures — causes of 171; 
interstitial 137; intramural 137; 
sub-mucous 138; sub-peritoneal 
137; treatments of 124, 129, 139; 
variety of 137. 

Flemming battery 77. 

Franklinism 17, 240, 263; effects of 
266. 

Friction machines 14, 15. 

G. 

Gaiff^ 126. 

Galvani 17, 21. 

Galvanic currents 49, 54; germici- 
dal effects of 178. 

Galvanism 21; intra-uterine 191. 

Galvanization 256; general 256; 
central 256, 257; local 256, 257; 
longitudinal brain 257; trans- 
verse brain 258; diagonal brain 
258; spinal 258. 

Galvano-caustic, negative 126 ; 
positive 126. 

Galvano-cautery, surgery of 252. 

Galvano-Faradic Battery Co. 76. 

Galvanometer 95; Vertical 100. 

Galvano-puncture, negative 136, 
192; positive 126. 

Gardiner 241. 

Garrigues 240, 241. 

Generating plate 24. 

Gish 91. 

Goelet, Augustine H. 212. 

Goitre 269. 

Gordon 10. 

Graduator 62. 

Gramme 57, 59; ring 59. 

Grenet Battery 40, 62, 74, SI. 

Grids 72. 

Grove cell 43, 70. 

Guericke, Otto von 17. 



Index. 



'Ill 



H. 

Hallucinations 268. 

Headache 268. 

Helix 54. 

Haemorrhage 130; post-partum219; 

treatment of 130. 
Hicks, Braxton 240, 241. 
Hodge-Smith 148. 
Holmes Bayard 177. 
Holtz 17. 

Hypochondria 268. 
Hysteria 269. 
Hystero-neurasthenia 224. 

I. 

Inflammatory exudates 194. 
Induction, magnetic 3. 
Insomnia 268. 
Insulators 9. 
Ions 108. 

J. 

Jackson, A. Reeves 159. 
Janvrin 240. 

K. 

Katatonia 268. 
Kathions 108. 
Kathode 104. 
Kleist 15. 

L. 

Lambert 242. 
Law 46, 50, 78. 
Leclanch^ 45, 50, 67, 78. 
Leyden 15; jar 15, 17. 
Liebig 267, 268. 
Loadstone 2. 
Lusk 241. 

M. 

Machines, electrical 17, 18. 
Magnet 54; permanent 3; tempo- 
rary 4. 
Magnetic fields 4, 55; intensity of 6. 
Magnetic induction 3. 
Magnetic movement 6. 
Magnetic potential 5. 
Magnetism 1, 2. 

Magnetization 3; intensity of 6. 
Magneto- electric machines 55. 
Mariner's compass 2. 
Martin, Electrodes 133, 134, 136. 
M[assev 90 

Mcintosh 17, 73, 83, 88, 97, 99. 
McBirney 241. 
Measurements 94. 
Medulla 267; diseases of 267. 



Melancholy 268. 

Metritis 190. 

Milliampere 30. 

Milliampere Meter 97; Gaiff^ 126; 

Mcintosh 97; Weston 98, 100. 
Mitchell, S. Weir 224. 228, 230, 233. 
Mund6 24L 
Munk, H. 121. 

N. 

Nef tel 207. 

Negative Electricity 27, 37. 
Nelson, D. T. 166, 167. 
Nervous Exhaustion 224. 
Neuralgia 270; trifacial 270; cervi- 

co-occipital 270; cervico-trachial 

270; dorso-intercostal 270; lum- 

bo-abdominal 270. 
Neurasthenia 224; hystero 224; 

sexual 268. 
Neuroses 268 

Newman, RolDert 204, 205, 207, 208. 
Nief's Hammer 62, 63. 

Ohm 29, 94; standard of 32. 

Ohm's law 28, 29. 

Osmosis, electrical 120. 

Ossikowski 120. 

Ovaries, non-development of 215. 

P. 

Pachymengitis 269. 

Pain 220; ovarian 220. 

Paralysis 267, 271, 272; chronic 
bulbar 267; psychoses 267; en- 
cephalic origin 271. 

Parsons, Ingles 117, 209, 210. 

Pawlik 254. 

Pile 72. 

Plate, generating 24. 

Plate, conducting 24. 

Plants 70, 71, 72. 

Playfair 228. 

Polypi, mucous 253; fibrous 253. 

Potential 16, 21, 27, 36. 

Poles ( + - ) 25, 22, 104; local ef- 
fects of 119, 125, 138. 

Polarization 25; to prevent 26. 

Positive electricity 27, 37. 

Priestman, J. L. 178, 179. 

Primary coil 62. 

Pregnancy, extra-uterine, 240 ; 
vomiting in 249. 

Proof plane 11, 12. 

Psychoses 267; hysterical 268. 



278 



Index. 



Q. 

Quantity 38, 39; arrangement of 
cells for 51. 

R. 

Rectal strictures 201. 

Rectum atonicity of 217. 

Resistance 28, 31, 34, ^. 94; to 
measure 34; of batteries 39; in- 
ternal 39; box 33. 

Rheotome 63. 

Rheophores 105. 

Rheostat, Mcintosh 88; Bailey 89; 
Gish 91; Gradual 81. 

Rheumatism muscular 273. 

Robinson, F. B. 237. 

Rohe 267, 268. 

S. 

Sample Faradic Battery 69. 

Sciatica 271. 

Series 49. 

Secondary coil 62. 

Siemens Armature 56. 

Smee Cell 69. 

Small, L. M. 148, 162. 

Smith Lapthorn 211; 214, 220, 221. 

Sorley Accumulator 73. 

Sperry, Elmer A. dynamo 57, 58, 
59,84. 

Spinal irritation 268. 

Spinal cord diseases of 269; men- 
ingitis chronic 269. 

Static electricity 1, 7, 16. 

Static electro-therapeutics 263 ; 
methods of application 263. 

Static insulation 263; direct spark 
263; indirect spark 263, 264. 

Static breeze 263, 265. 

Static induced current 263, 266. 

Storage battery 78. 85; electro- 
lyte of 72; Faur^ 71; Mcintosh 
73; Pile of 72; Plants 70. 

Street Wire Current 88 to 93. 

Strictures 198. 



Stohrer 4L 
Sterility 222. 
Stupor 268. 



T. 



Thunder Cloud 16. 
Tiltzman 120. 
Topler 17, 18. 

Tnpier, in induction 67; appara- 
tus 67. 
Tubes, non-dcTelopments of 215. 

U. 

Urethra 252; galvano-cauterv of 
952. 

Urethral strictures 200. 

Uterus, atrophy of 216; cancer of 
207; displacement of 218; gal- 
vano-cautery of ^3; non-devel- 
opment of 214; sub-involution 
of 218, 193; treatment of 193. 

Uterine strictures 203. 

V. 

Vagina, atrophy of 217; non-de- 
velopment of 215; sub-involu 
tion of 218. 

Vaginismus 221, 222. 

Van Duzer 180. 

Vertigo 269. 

Volt 28, 94. 

Volta 17, 21. 

Voltage 37. 

Voltaic Pile 21. 

Voltmeter 95. 

Vomiting in Pregnancy 249. 

W. 

Weston 100. 
Whitstone Bridge 33. 
Wimmermark, A. H. 148, 163. 
Writers* cramp 269. 



Z. 



Ziemssen 122. 



CATALOGUE 



OF 



MEDICAL, DENTAL, CHEMICAL 



AND 



PHARMACEUTICAL BOOKS. 



PUBLISHED BY 

THE W. T. KEENER COMPANY. 

(Successors to W. T. Keener and W. J. Andersen & Co.) 
PUBLISHERS, IMPORTERS AND DEALERS IN MEDICAL AND SCIENTIFIC BOOKS. 



893 



96 WASHINGTON STREET, 

CHICAGO, ILLINOIS. 
West Side Store — Northwest Cor. Congress and Honore Streets. 



The W. T. Keener Company's Publications may be had through all Medical 
Booksellers and wholesale Druggists or will be mailed post paid on receipt of 
the price. 

In addition to their own publications they carry in stock a complete assortment 
of the books of all Medical Publishers, which they sell upon the most favorable 
terms. 

A Complete Catalogue of all current Medical Books sent gratis upon 
application. 

English. French and German Medical and Scientific Books imported to order 
at reasonable prices. 



• 



ANDBEW8, EDMUND, and E. WTLLIS ANDREWS, 

M. D., LL. D., A. M.9 M. D. 

Profetsor of Clinical Surgery ^ Northtoestem Uni- Profestor of Clinical Surgery^ Northtoettem Uni^ 
veraity Medical School^ Surgeon of Mercy vernty Medical School^ Surgeon of Mercy 

Ho^ttal. etc, HotpttaU and Michael Reese Hoapital^ etc. 

Rectal and Anal Surgeiy. With a full description of the secret methods of 
the itinerant specialists. Third Edition. Revised and enlarged, with illustrations 
and formulary, One handsome octave volume, x+164 pages; 53 Illustrations. 

$1.50 net 
BLACK (O. v.), M. D., DD. 8., 

Profestor of Pathology ^ Northwestern University Dental School^ Chicago, 

A Study of the Histological Characters of the Periosteum and Peridental 
Membrane. With 67 original illustrations. One handsome 8vo. volume, ix+138 
pages. Parchment cloth, $1.50. 

BELFIELD {WM. T.), M. D. 

Genito-Urinary Surgery, with Cystoscopy. One volume, 8vo., with illustra- 
tions, including colored plates of morbid conditions of the bladder as seen by 
means of the Cystoscope. In press. 

FOTHEBGILL, J. MILLNEB, M.D., 

Member Royal College of Physicians^ London; Senior Assistant Physician to the City of Lon- 
don Hospital for Disecues of the Chest (Victoria Park); Late Assistant Physician to the West 
London Hospitals ; Associate Fellow of the College of Physicians^ Philadelphia. 

Indigestion and Biliousness. " What is one man's meat is another's poison." 
One volume, 12mo., viii+320 pages. Cloth, $2.25. 

THE WOBKS OF I. J. M. GOSS^ M. D., 

Late Professor of Materia Medica, now Professor of the Practice of Medicine in the College 
of Eclectic Medicine and Surgery, Atlanta, Georgia; Member of the National Eclectic Associa- 
tion, and of the Eclectic Medical Socieiy of the State of Georgia, etc. 

The Practice of Medicine, or, The Specific Art of Healing. New Edition* 
One volume, 8vo., xxiv-f-567 pages. Cloth, $3.50; leather, $4.50 

A Text Book of Materia Medica, Pharmacology and Special Therapeutics. 
With many new remedies of late introduction. Designed as a text book for the 
student, and as a ready reference for the practitioner. A compend of Materia 
Medica, written with especial reference to the more direct or positive action of 
medicines and the introduction of new ones. Second Edition. Revised, One vol- 
ume, Svo., vi+586 pages. Cloth, $3.50; leather, $4.50. 

GBADLE, HENBY, M.D., 

Late Professor of Physiology in the Chicago Medical College ; Oculist to Michael Reese Hospital, 

Bacteria and the Germ Theory of Diseases. Eight lectures delivered at the 

Chicago Medical College. One volume, 8vo., 219 pages. Cloth, $1.00. 

GBADLE (HENBY), M. 2>., 

Late Professor of Physiology, Chicago Medical College. 

Lectures on General Etiology. 12mo. Paper, $0.25. 

GUNN, MOSES, M.D., LL. D. 

Late Professor of Surgery in Rush Medical College, Chicago. 

Memorial Sketches by his wife, with extracts from his letters and eulogistic 
tributes from his colleagues and friends. One volume, 12mo., 380 pages. Two 
photogravures; portraits. Cloth, $2.00. 

HAYES, PLYM S., A. M., M. D., 

Late Professor of Chemistry and Toxicology, Women's Medical College ; Professor of Ana- 
lytical Chemistry, Chicago College of Pharmacy ; Professor of Gynaecology and of Electro- 
Therapeutics, Chicago Policlinic, etc., etc. 

Electricity and the Method of its employment in Removing Superfluous 
Hairs and Other Facial Blemishes. One volume, 12mo., 128 pages. Illustrated. 

Cloth, $1.00. net. 
HAYNES (C. M.), M. D. 

Elementary Principles of Electro-Therapeutics. For the use of Physicians and 
Students, with 135 Illustrations. Revised Edition, with an appendix, including 
recent discoveries in Electro-Therapeutics and Diagnosis. Profusely Illustrated. 
One volume, 8vo., 520 pages. Cloth, ^.00 net. 



LTDSTON {G. FRANK), M. D., 

Projeaar of tlie Surgical Dlteiua of Ihe Gt 
<f PKBticiail and ^- "'-■ ' — 



yCto-Urinary 
ion in Chi^ 
Fellow of (V 



Academu of Scie 



Stricture of the Urethra. One volume, 8vo., 330 pages. Seven full page colored 
pUtes and numerous illustrations in the test. Cloth, 83.00 n ' 

Varicocele and its Treatment. One volume, 12mo., 128 pages. With numerJ 
ous tiae lllustratiuDB. Cloth. tLOT 

XrJtf^JV^, HEKRT M., A. M., M. D., 

Prqfeaor of the Principlet and Praclice of MediBlne in Ruth Medical College, CUt 
Insomnia and Other Disorders of Sleep. One volume, 12mo., 238 pag 

Cloth, «i.5a 
MARTIN (F. a.), la, D., 

Profaeor of QyiuEcology al the Pott-Qradwiie Medical School, Chicago; Attettding Su™ 
Women'il Hoepital of Chicaga: (iunacolagiit to Charilv and Pott-Graduate Hatpitalt; J? 
berqf the American Qj/ncecologicai Socielv, and the Chicago Ouniecalagical Soclely, etc., e 

Electricity in the Diseases of Women and Obstetrics. One volume, 8 
xiv+280 pagcHi U illuatrations. Second Edition. Cloth, 82.00 1 

MITCHELL (CLIFFORD), A. iff., M. D., 

Profemor of Renal Diaeasei in Chicago HonuBopathic Medical College, 

A Clinical Stud; of Diseases of the Kidneys. Including eyetematic chemicatfl 
eiamination of urine tor clinical purposes, systematic microscopic examination (rfj 
urinary sedimenta. systematic application of urinary analysis to dia^osie and proa 
nosis, and treatment. Second Edition. One volume, 8vo., xii-|--&0 pages, witkj 
numerous line illufltrations. ^ 

Green parchment cloth, leather labels, top edges gilt, }2.50t1 

MITCHELI, (CLIFFORD), A. M., M. D., 

Prof e»»or of Chemiatry and Tojcicalogu and of Renal Diteaieain the Chicago HomcfOpathK 

Dental Chemistry and Metallurgy. Being the Third Edition of the Dentist's 
Manual of Special Cnemistry. Revised, rewritten, am] including: I. EseentialH 
of Chemistry tor Dental Students. II. General Chemistry for Dental Practition- 
ers, II. Laboratory Course in Elementary Chemistry for Dental Students. 
IV. Laboratory Course in Dental Chemistry and Metallurgy. 8vo., Ill pages. 

Cloth, t250. 

Adopted bg the American Asioeiation Dental Faeuttiei as a text-book o/.V 
Ohemiatry for dental colleges. J 

OLDBERO {OSCAR), PHARM. D., I 

Profeaafw of Pharmacy and Director of the FharTnaceutical Laboratory, !forthVJeatem Unt' I 
venily School of Pharaiacy: Mesiber of CaBimittte far Revition of the Pharmaiopieia of tht 
Untied Slata. 

A Manual of Weights and Measures. Including principles of metrology; 
the weights and measures now in use; weight and volume, and their reciprocal 
relations; weighing and measuring; Balances (scales) and weights; measure of 
capaciW; specific weight and specific volume, etc., etc. With numerous tables. ' 
12mo„ fee pages. Cloth, 81.50 nJ 

*** The adoption of the metric system in the forthcoming edition of the U, S.W 
Fbarmacopoeia. to the exclusion of all other weights and measures, renders a thor-fl 
ough knowledge of that system a greater necessity than before, 

OLDBERG {OSCAR), FBARM. D. 

Ao Outline of a Course of Study in Practical Pharmacy. (As pursued in,fl 

the Northwestern University School of Pharmacy.) Intended as a guide f 
students. Second Edition. 12mo., 112 pages, interleaves. Cloth, 91.^ d 



OLDBERG (OSCAR), anil 

FliARM. D., 

ProfoMir of Pharmacy nnd Dirfclor of ihi 

Pharrnaceuiical Laboratory, Norlhweateni 

Univenily School of Pharmacy: M*"^ti- dj 

Committee for Revimon of the Pharmaco 

patia of the United Statea. 
A La.boratory Manual of Chemistry, Medical and Pharmaceutical. Contain',1 
ing experiments and practical lessons in inorganic synthetic work; formulm '—' 



LONG [JOHN H.), 

SC. D., 

Profemor af (Tftemigfru ntirf Director 

icat Latxfratory of tt\t JVortAtftw.,. .. ,., 
vcrtity Medical School and School of Fha 



I 

I 

I 



three hundred preparationB. with explanatory Dotee; examples id quantitative 
Determinations and the valuaticin of druge. and abort Bystematic couraea in quali- 
tative analysis and ia the examinatioa of urioe. IVilh original iUustrationB. 
Second Edition. 8vo., 457 pages, 5 Full-page plates, and numeruus illustrations in 
the text. Cloth, t.3.50 net. 

*.♦ This is the only laboratory manual of eheaiittry based upon the Pharma- 
copceta of tlie United States, and is equally udapted tor uee in coilogee and far 
home study. 

FARREIDT, JUL, 

Denial Surffeon to Ihe Sursical Foticlinic al (/le Iiutitule of the UnivertilTi of Leipiic. 

A Compendium of Dentiatij. For the use of^ medical practitioners and stu- 



dent*. Author 
by G. V. Black, 

Dental School. 



;<\ translation bv Louis Ottofv, DD.S., with nolea and additions 
I.D.. DD.S., Professor of Pathology Northtoestem Vniveraitv 
vo.. 229 pages. Profusely illustrateir Cloth, S1.50 



I: Experimental Surgerj. Conte7i.(8^FractureBof theNeckot the Femur, with 
special reference to Bony Union after In ter-Capsular Fracture. II. Experimental 
Researches on Cicatrization in Blood Veasels after Ligature. III. An experi- 
mental and clinical study of Air-Emboliam, IV. The Surgery of the Pancreas, as 
based upon experiments and clinical researches. V. An experimental contribution 
to Intestinal Suigery, with special reference to the Treatment of Intestinal 
Obstruction. VI. Rectal Insufflation of Hydrogen Gas as an Infallible Teat in the 
Siagnosis of Visceral Injury of the O astro-Intestinal Canal In Penetrating Wounds- 
of the A-bdomea. Complete in one handsome volume. 8vo. 

Cloth, 85.00; half morocco, 16.00. 



linTrane 



'saible 



a, Hud iaperi' 



attey 






i the n 



jority I 



QUI sized ' 



*'to1^ 



II. Intestinal Surgery. Cont^nfs— The Surgical Treatment of Intestinal Ob- 
Btruction. II. An experimental contribution to Intestinal Surgery, with special 
reference to the Treatment of Intestinal Obstruction. HI. Rectal InaiifHation of 
Hydrogen Gas as an Infallible Test in the DlagnoBis of Visceral Injury of the 
G astro- Intestinal Caoal in Penetrating Wounda of the Abdomen. IV. Report of 
Cases. One handsome volume, Svo. Cloth, S2.50 



The moHt (trikinit. the most foluable of 


The groulost value of Senn's work ie its BUg- 


Sena's origiaal conceptions and applications 




are: ... 


triOB to thinking and planmns. Hia mothoda 












outcome of wbicb none can forowie, bat which 


plate.. 


hns earned by hard work and ability tbe enTl- 


8. ThenpBiioBlion of omental grafta in ab- 


dominal aurijery ; and 


1, The mwhanical irritation of peritonea! 
Burfaceg between which it Is desired tbnt ad- 


able place he holds in tbe ecientiSc World.— fh* 


American Journal of ifedfcal Scfenc*. 


heeioo should take place. 





HABLAX {A. W.), DD.S., Ht. D. 

A Register for Recording Operations on the Natural Teeth. A simple and 
complete method for keeping accounts of dentists. One volume, oblong (9i^xl2 
inchea), bound in half RuHaia, rrmnd corners. Prices, SliO pagee. 8.3.50; MO pages, 
W.50, net. Each with diagram of the teeth printed in red, 50c extra. 

THE UNIVERSAL LIQUOR REGISTER. 

Adapted to tbe laws of all states requiring registrations of sales of liquors. 
Second edition, one volume, 4to. (6^x8!^ inches), 81.00 net. 

THE VNIVERSAL ROISOX REGISTER. 

Uniform with the Universal Liquor Begister. 



Price, 81.00 net. 



THIRD EDITION. (SIXTH THOUSAND) Now Ready. 



RECTAL AND ANAL SURGERY. 

With Description of the Secret Methods of the Itinerant Specialists, 
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Third Edition, Revised and Enlarged. One Volume, 8vo. Cloth, $1.50, net. 
With Illustrations and Formulary, Profusely Illustrated. 

The rapid sale of the first and second editions of this manual has compelled the 
preparation of the third much sooner than was anticipated. Advantage has been 
taken of the opportunity thus given to re-write and enlarge almost every part of 
the work, and to introduce several new chapters and an Appendix. A few cuts 
have also been added. A chapter has been added upon the Neuroses of the 
Rectum and Anus. Rectal Neuropathy now receives that separate consideration 
which it deserves, a new feature in this Edition. 

Further to make this book a vade mecum in the hands of those who must 
hurriedly turn many books in the intervals of active practice, a compact formulary 
has been prepared, which contains in classified form every prescription in the body 
of the work and a considerable number of others. These are all tried remedies, and 
many of them have the authors' names affixed. 

With this Formulary for reference, the practitioner who has once read the book 
can by almost instantaneous reference secure the necessary details for the treat- 
ment of any given case which is before him. These formulas have been collected 
from a very large number of works in various languages. Over fifty are given, and 
these are nearly all that can be found in a score or more of the best modern treat- 
ises, those being omitted, of course, which are practical repetitions of each other. 

A chapter has also been given to the sacculi Homeri and columns of Morgagni, 
in order more clearly to expose the ridiculous pathology which some have sought 
to connect with these innocent structures. 



From the Post-Graduate, N. F.: 

'* Originally this book of Professor Andrews and his son derived its chief value 
from the thorough exposition of the ways of the travelling quacks who flourished 
with their hypodermic syringes throughout the West. The authors devoted more 
time to these gentlemen than they deserved, with the result of rendering the pro- 
fession fairly conversant with their secrets and methods. By stating plainly and 
concisely what was true in the surgery of the rectum, and comparing it with what 
was false and fraudulent, the book was first written, and from this beginning has 
now reached its third edition. It has grown in scientific value with age. It makes 
no claim to completeness in pathology or research on doubtful points — its size, 
indeed, precludes that — but it claims to be a correct working hand book, embodying 
much useful practical information; and such it is. 

**,In this, the last edition, however, a chapter has been added which, as far as it 
goes, raises the status of the work to a much higher plane. We refer to the 
attempt, and successful attempt, here made for the first time at something like a 
complete, scientific classification of the neuroses of the rectum, and we congratulate 
the authors on the result. This chapter alone gives the work an indisputable place 
in the library of every student of diseases of the rectum." C. B. K. 
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SECOND EDITION NOW READY. 



ELECTRICITY 

IN 

Diseases of Women and Obstetrics 

BY 

FRANKLIN H. MARTIN, M.D., 

Professor of Gynsecology in the Post-Graduate School of Chicago; Surgeon to the Woman^s 

Hospital; Gynaecologist to the Charity and Post-Graduate Hospitals; 

Fellow of the American Gynaecological Society. 



The present edition is enlarged and revised. Four new chapters have 
been added : Chapter XXX. — General Galvanization and General Faradi- 
zation. Chapter XXXI.— The Electric Bath. Chapter XXXII.— Static 
Electro-therapeutics; and Chapter XXXIII. — Summary of Treatment of 
General Diseases. Thus, while the book purports to be a work on Electricity 
as applied to Diseases of Women and Obstetrics, these added chapters give 
it a wider scope, inasmuch as they give a general summary of all diseases for 
which electricity is applicable, except those coming under special heads, as 
diseases of the eye and ear, and those diseases peculiar to the male. The 
chapter on rectal diseases has been revised by my friend. Dr. J. B. Bacon, 
and new matter on the treatment of haemorrhoids added. 



ANNOUNCEMENT OF THE FIRST EDITION. 

This is designed as a modern Theoretical and Practical Text-Book on the subject of Electricity in 
Diseases of Women and Obstetrics. 

The theoretical portion of the work, which includes the Physics of Electricity, is none the less 
practical because of being theoretical and technical. No physician now can afford to handle this 
powerful therapeutic agent without understanding its principles. An effort has been made to accom- 
plish this part of the work by simple illustrative experiments and examples, rendering the subject easy 
to conoprehend without perplexing the student with complicated mathematical demonstrations. 

Features of this portion of the work are the chapters which thoroughly handle the subject of 
measurement, the storage-battery, the utilization of the electric light current, the cautery battery, the 
dynamo and the rheostat. 

The strictly practical portion of the work— Part Second— treats exhawttivetv and in detail all 
Diseases of Women and Obstetrical complications which have been found by experience to be bene- 
ficially influenced by Electricity in any form. The Apostoli treatment in all its details and modifications 
is given its deserved space with a large number of cnnical reports which demonstrate the value of the 
remedy as well as the danger to be avoided in its emplovment. • 

The subjects of Amenorrhoea, Dysmenorrhcea, Stricture of the Urethra and Rectum, Metritis, 
Endometritis and Cancer, are dealt with at length. 

The Obstetrician will find chapters on Extra-uterine Pregnancy, Vomiting in Pregnancy, Post- 
partum Haemorrhage and Abortion. 

One of the features of the work is an exhaustive chapter on Hystero-Neurasthenia, with a descrip- 
tion of the Weir-Mitchell Treatment. 

The Work is Profusely Illustrated with many New and Original Drawing. 



Complete in One Handsome Octavo Volume, Cloth. Price, $2.00 Net, Postpaid. 
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JUST READY. 



STRICTURE OF THE URETHRA 

BY 

G. FRANK LYDSTON, M.D. 

PROFESSOR OF THE SURGICAL DISEASES OF THE OENITO-URINARY ORGANS AND VENEREAL 
DISEASES IN THE COLLEGE OF PHYSICIANS AND SURGEONS, CHICAGO; SURGEON- 
IN-CHIEF OF THE GENITO-URINARY AND VENEREAL DEFARTBfENT OF 
THE WEST SIDE DISPENSARY; FELLOW OF THE CHICAGO ACAD- 
EMY OF SCIENCES AND OF THE SOUTHERN SURGICAL 
AND GYNAECOLOGICAL ASSOCIATION, ETC. 

The object of this work is to present the modern methods of treatment of Strict- 
ure. The Chapter on Urethrotomy is especially full and practical. A Chapter devoted 
to Electrolysis is a fair presentation of the limitation of treatment by Electricity. The 
author's views on strictures of large calibre and their relation to Urethral Pathology 
are very fully and clearly presented and offer a reasonable ground of reconciliation of 
conflicting opinions regarding the importance of these lessons which have been the sub- 
ject of so much animated discussion and controversy. 

Complete in one handsome octavo volume of about 150 pages. Profusely illus- 
trated with seven fall page counted engravings and numerous wood cuts in the text. 

Price, Cloth, $3.00 Net. 



BY THE SAME AUTHOR 

VARICOCELE 

AND ITS TREATMENT. 

One Handsome Volume, Illustrated, 8vo., Cloth, $1 .25. 

From OaiUard*s Medical Journal, March, '93. 

" This Monograph presents a concise but at the same time a more comprehensive 
review of the subject of Varicocele than is to be found in any other place. There is no 
other complete treatise on the subject * * * The chief interest to the general practi • 
tioner is in the treatment. The indications and contra indications for surgical interfer- 
ence are studied and described. More than twenty methods of operation are described. 
The general appearance and make up of the book is worthy of note and reflects decided 
credit upon the publisher." 
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THE WORKS OF 

Nicholas Senn, Ph. D., M. D., 

ProftMMor of Prcmtice of Surgery and Clinical Surgery in Rush Medical College ' 

Attending Surgeon Presbyterian Hospital, 



I. 



Rxperimental Surgery. 



Cbnf«nt«— Fractures of the Neck of the Femur, with special reference to Bony Union after Intra- 
capsular fracture. II. Experimental Researches on cicatrization in Blood Vessels after Liga- 
ture, m. An experimental and clinical study of Air-Embolism. IV. The surgery of The Pan- 
creas as based upon experiments and clinical researches. V. An experimental contribution to 
Intestinal Surgery, with special reference to the Treatment of Intestinal Obstruction. VI. Rec- 
tal Insufflation of Hydrogen Gas as an Infallible Test in the Diagnosit of Visceral Injury of the 
Gastro-Intestinal Canal in Penetrating Wounds of the Abdomen. 

Complete in One Handsome Volume, 8vo. Cloth, $5.00; Half Mor. $6.00. 

The different parts of this volume have been published from time to time in Transactions of The 
American Surgical Association, and in periodicals not readily accessible to the majority of the Medical 
Profession. In response to a very general demand they have been revised by the Author and published 
in a convenient sized vclume, carefully indexed. The Edition is limited, a few copies only remaining 
unsold. 



Intestinal Surgery. 



11. 



Contente— The Surgical Treatment of Intestinal Obstruction. II. An experimental contribution 
to Intestinal Surgery with spec al reference to the Treatment of Intestinal Obstruction. III. Rectal 
Insufflation of Hydrogen Gas as an Infallible Test in the Diagnosi«« of Visceral Injury of the Gastro- 
intestinal Canal in Penetrating Wounds of the Abdomen. IV. Report of cases. 

One Handsome Volume, 8vo. Cloth, $2.50. 



Frow, The American Journal of Medical Science. 

In a work characterized not only bv careful arrangement and clear exposition, but also by a 
patience of research and an originality ot conception which promise the author a lasting fame in the 
annals of surgery, there must necessarily be much to praise; and again, it is a poor book in which 
there is nothing to criticise. 

The most striking, the most valuable of Senn's ori^nal conceptions or applications are: 

1. The uses of gaseous enemata both for diagnostic and therapeutic purposes. 

2. Lateral approximation by decalcified bone plates. 

8. The application of omental grafts in abdommal surgery; and, 

4. The mechanical irritation of peritoneal surfaces between which it is desired that adhesion 
should take place. 

The value of all these methods has been experimentally proven, and they have been successfully 
applied by Senn and by other surgeons who have carefully reviewed his work. It is difficult to determ- 
ine whether the enthusiasm and the confidence with which he writes should be praised or condemned. 
After completing his book, the surgeon lays it down with the convictibn that at last the difficulties and 
dangers of abdominal work have been overcome, that the definite rules of operative procedure are estab- 
lished, that this branch of surgical knowledge is completed from Alpha to Omega. In the toil and 
travail of an obscure case there may be a tendency in the mind of the operator to resent this "cock- 
sure" style which filled his mind with such joyous anticipation, but when one or another of Senn's bril- 
liant expedients has finally brought him to a successful termination, he may be disposed to look more 
forgivingly on this fault. 

The greatest value of Senn's work is its suggestiveness. He has set surgeons in all countries to 
thinking and planning. His methods as such may none of them be permanent, but he has ^iven an 
impetus to abdominal surgery the outcome of which none can foresee, but which is full of promise. He 
is in the very van ot progress, a leader who is not infallible, but who has earned by hard work and ability 
the enviable place he holds in the scientific world. 

The gaseous enemata which he advocates as an infallible test in the diagnosis of wounds of the 
gastro-intestinal canal will probably not be found to sustain this claim, yet no one can deny the im- 
mense value of this method, nor withhold admiration for the genius which prompted its application. 
Finally, his book should be duly appreciated, and no higher tribute can be paid to its value than that it 
stimulates the surgeon to better thought and better work. 
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THIRD EDITION NOW READY. 

" The book will be found useful, not only as a Text Book under a 
teacher, but also for self-study." — The American Druggist, 



A LABORATORY MANUAL OF 

C H E M I S T R y, 

MEDICAL AND PHARMACEUTICAL. 

CONTAINING 

Experiments and Practical Lessons in Inorganic Synthetical Work ; Formula for Over 
Three Hundred Preparations, with Explanatory Notes; Examples in Quantitative 
Determinations and the Valuation of Drugs; and Short Synthetical Courses in 
Qualitative Analysis and in the Examination of Urine. 

By Oscar Oldberg, Pharm. D., 

Professor of Pharmacy and Director of the Pharmaceutical Laboratories in the Northwestern University 

School of Pharmacy. 

By John H. Long, Sc. D., 

Professor of Chemistry and Director of the Chemical Laboratories of the Northwestern University 

Medical School and the School of Pharmacy. 

WITH ORIGINAL ILLUSTRATIONS. 

Our object in preparing this manual was to provide m convenient form a sufficient number of 
suitable lessons in laboratory work, and at the same time to embody in the book the facts of inorp^anic 
chemistry most important to pharmacy and medicine, It contains experiments intended to familiarize 
the student with the properties of the principal elements, lessons in synthetical chemistry, a systematic 
course in qualitative analysis, examples in quantitative determinations, including the umcial methods 
of assay for a few important drugs, and a short chapter on the chemical and microscopical examination 
of urine. 

Among the lessons in Part II will be found the working formulae of the pharmacopceias for many 
of the preparations. 

Students pursuing synthetical work without an instructor can successfully and with benefit make 
most of the pharmaceutical preparations included in the Second Part, with the aid of the explanatory 
notes it contains. For purposes of practice the quantities of materials operated upon may, of course, 
be small, and the outfit of apparatus limited to the list given in the appendix. The proportions of the 
materials are stated, sometimes in par* by weight, and sometimes in different Quantities expressed in 
terms of the metric system, which will afford useful practice in the application oi both forms. 

The portions clevoted to analytical methods are necessarily much condensed, but believed to 
contain all that is essential in a work of this character.— 2%e Preface. 

A LABORATORY MANUAL OF CHEMISTRY. 

OPINIONS OF THE PHESS: 

" The book cannot fail to be a serviceable one both to students in colleges and to those unable to 
avail themselves of the advantages of a school. The appendix contains, in addition to useful tables for 
reference, a list of reagents and of the apparatus required for carrying out the experiments described." 
— The Pharmaceutical Ej a, 

** Although there are chemistries without number, this is the first laboratory manual adapted to 
our Pharmacopoeia that has been offered to American Pharmacists. * * * One important and com- 
mendable feature noticeable throughout the entire book is the close adherence to the most approved 
chemical nom aclature, which, with the excellent typographical work, makes it far superior to the 
English books of the same class. * * * The descriptions and cuts of chemical apparatus will be 
found useful to those studying without a teacher. The tables make it a very convenient book of refer- 
ence."— TTkc Polyclinic. 

"As a whole we believe this book to be worthy of strong recommendation; and we heartily 
congratulate the authors and the publishers upon its contents and appearance."— 7?ke Jfleelfca/ and 
Surgical Reporter. 

" In the arrangement of this work, the authors have steadily kept practice to the front, theory 
taking a second place. ♦ ♦ * * The Pharmaceutical student will find it a convenient laboratory 
manual in which all the more important facts of inorganic chemistry are well set forth."— 2%e Druggist 
Circular. • 

"It contains all that any medical student can hope to learn, with directions how to do it, and very 
much more than many teachers of medical chemistry know. IT IS THE LABORATORY MANUAL 
FOR THE STUDENT."— f/bttmal cfthe American Medical Association. 

One Volume, 8vo., Cloth, $3.50 Net. 

Mailed postpaid on receipt of the price. 

Spbcimsn Page, Table of Contents, Etc., Sent Free upon Application. 
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INDIGESTION and BILIOUSNESS. 

By J. MiLNER FOTHERGILL, M.D., 

Member of the Royal College of Physicians of London ; Senior Assistant to the City of London Hospital 

for Diseases of the Chest (Victoria Park) ; late Assistant Physician to the West London 

Hospital ; Associate Fellow of the College of Physicians of Philadelphia. 



*'Dr. FothergilPs writings always command attention: they are sprightly and full of instructive 
facts* drawn mostly from his own large experience. This volume is written from a physiological stand- 
point, and begins with an account of natural digestion, by way of introduction or antithesis to the main 
topic of the book. As the liver is the great storehouse of supplies for the use of the system, four chap> 
ters are devoted to its functions and their disturbances. In referring to the influence of mental stram 
and worry, Dr. Fothergill says: * Talking one day with Mr. Van Abbott, whose biscuits for diabetics 
have such a well-deserved renown, I asked him, "who are your diabetics mostly?" The reply was very 
significant. " Business men, comparatively old and gray for their years ; men who look as if they had a 
deal on their minds.'* This was the response. It stanas in suggestive relationship to the fact of acute 
diabetes being set up by shock or other mental perturbation, or of its artificial production by the punc- 
ture of the floor of the fourth ventricle.' The whole book is practical and interesting reading." 

" The relation of digestion to habits of life, to methods of living, and to the perfect nutrition of the 
body, are treated in a masterly manner, and abound in practical hints of the greatest possible utility to 
the practicing physician. Altogether, the work is a remarkably comprehensive study of a subject which 
is too little understood by the majority of medical men."— New York Medical Record. 

One Volume, 1 2mo., Cloth, $2.25. 

Mailed postpaid on receipt of price. 



INSOMNIA 

AND 

OTHER DISORDERS OF SLEEP. 

By Henry M. Lyman, A.M., M.D., 

Professor of Physiology and Diseases of the Nerves in Rush Medical College. 

Professor of Theory and Practice of Medicine in the woman's Medical College. 

Physician to Presbyterian Hospital of Chicago. 



CONTENTS: 

I. — Mature and Cause of Sleep. II.— Insomnia or Wakefulness. III.— Remedies for 

Insouinla. IV.— Treatuient of Insouinla. V.— Dreauis. TI.->Somnam- 

bollsni. VII.— Artificial Somnambullsui or Hypnotism. 



* Insomnia and Other Disorders of Sleep,' by Dr. Henry M. Lyman (Chicago: W. T. Keener), is 
a medical book whose matter and style carry it into the higher grades of literature. It represents 
thoughtcand knowledge, and to students interested in psychical research the last half of the book should 
be useful and attractive. The first half is limited in its adaptation to practicing physicians. — Ihe 
Nation. 

It is pleasant to find a book which is clearly the result of a natural literary effort and the author's 
fondness for his theme— a book not written to "supply a long-felt want" or *' to fill an existing gap." 
Dr. Lyman's is such a one, and shows that the sumect of which he writes has been a pleasant study. It 
is readable and full of interest, and is quite up to the times, which is important, as the last work upon 
Sleep, a very good one by the way, was written by Dr. Hammond nearly fifteen years ago.— TA* AV^t/ 
Yor% Medical yournal. 

Those who would like to acquaint themselves with what science has to say on these topics, and 
learn how they are regarded by the wisest students of the age, may turn with profit to the pages of this 
book. The author is well known, not only as a skilled physician and accomplished teacher, out as one 
of the most polished writers of the American Medical '?xes&.— Philadelphia Medical and Surgical 



Reporter. 



One Volume, 1 2mo., Cloth, $1 .50. 
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